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Application  of  LIBS  to  Laser  Assisted  Processing  and 

Reactive  Nanopowders 

Tyler  T.  Kerr  and  Jan  A.  Puszynski 
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Advanced  Materials  Processing  Center 

The  South  Dakota  School  of  Mines  and  Technology  (SDSM&T)  in  Rapid  City,  SD,  has 
recently  established  the  Advanced  Materials  Processing  (AMP)  Center,  which  is  focused 
on  the  research,  development,  and  application  of  two  emerging  and  strategic 
technologies:  a)  Friction  Stir  Processing  (FSP)  and  b)  Intelligent  Laser  Processing  (ILP). 
The  ILP  equipment,  shown  in  fig.  1,  will  allow  direct  deposition  of  various  metal  alloys, 
metal-ceramic  composites,  graded  alloys,  as  well  as  solid  freeform  fabrication. 

Detailed  analysis  of  pure  metals,  alloys  and  ceramics  will  be  conducted  in  order  to 
develop  a  comprehensive  database.  A  significant  research  effort  will  be  on  2D  mapping 
of  the  interfacial  regions  and  deposited  bulk  material. 
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Figure  1 :  LIBS  Spectrum  of  Ti  alloy  parts. 


Figure  1 :  ILP  equipment  as  Seen  in  AMP  Center. 
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LIBS  Analysis  of  AIN  ceramics 

Aluminum  Nitride  ceramic  articles  were  pressureless  sintered  with  4%  wt.  Y2O3  as  a 
sintering  additive. 


AIN-Y03  Under  Argon 


Future  Research 

•  Application  of  LIBS  technique  for  in-situ  monitoring  of  spatial  concentrations. 

•  Analysis  of  nanopowders  and  coatings. 

•  In-situ  characterization  of  reaction  products  (MIC  systems) 
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Summary: 

A  systematic  optimization  study  was 
conducted  in  order  to  isolate  the  experimental 
parameters  that  produced  the  best  results.  Once 
identified,  experiments  were  completed  to  determine 
detection  limits  for  Ca  and  Cr.  Limits  of  detection 
were  comparable  to  or  better  than  those  currently 
reported  in  the  literature. 

Optimization 

A  preliminary  study  using  the  timing, 
scheme  utilized  by  Pichahchy  et  al  in  the  sampling 
of  solids  in  an  aqueous  solution  yielded  promising 
results  during  the  detection  of  Na  in  bulk  utilizing  the 
set  up  shown  in  figure  1  solution  [1], 


Figure  L  Experimental  set-up 


Figure  2  shows  the  comparison  between  single  pulse 
and  orthogonal  dual  pulse  for  this  test  utilizing  a 
saturated  Na  solution. 


Figure  2 .  Comparison  between  single  pulse  (a)  on  left 
axis  and  dual  pulse  (b)  on  left  axis  for  a  95m J  pulse  (a) 
and  a  95  mJ  /  175mJ  dual  pulse  crossing  orthogonal 


Based  upon  these  results,  the  experimental 
parameters  of  laser  spark  intersection,  gate  width, 
gate  delay,  and  inter  pulse  timing  were  optimized 
using  the  oxygen  line  at  111  rnn.  At  the  conclusion 
of  the  optimization  process,  a  314  fold  enhancement 
of  the  emission  intensity  was  obtained  as  shown  in 
figure  3.  These  results  are  higher  than  the~50  fold 
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Figure  3 .  Comparison  of  single  pulse  (a) 
and  orthogonal  dual  pulse  (b)  for  oxygen  at 
777nm. 

Enhancements  reported  earlier  in  the  literature  [2]. 
Additionally,  the  time  between  pulses  (AT)  at  which 
the  maximum  emission  intensity  for  oxygen  was 
observed  was  constant  in  a  range  from  70ps  to  330ps 
which  was  also  different  than  the  18ps  in  the 
literature  [2].  Using  a  400  ppm  Ca  test  solution,  all 
experimental  parameters  were  verified  and  the  signal 
to  noise  ratio  was  optimized  for  future  limits  of 
detection  studies. 

Detection  Limit  for  Ca  and  Cr 

The  limit  of  detection  for  both  Ca  and  Cr 
was  determined  using  equation  1  where  the  LOD 
(CL)  is  defmed  as  three  times  the  signal  of  the 
background  (a )  divided  by  the  slope  (S)  of  the 
calibration  curve  at  low  concentrations. 

Equation  J .  ~  3cr/S  [4] 

The  calibration  curve  for  Ca  and  Cr  is  shown  in 
figures  4  and  5  respectively.  A  spectrum  for  50  ppm 
concentrations  for  Ca  and  Cr  are  also  shown  in 
figures  6  and  7  respectively. 

The  LODs  for  Ca  and  Cr  were  determined  to  be  0.04 
ppm  and  1.04  ppm  respectively.  The  LOD  for  Ca  are 
lower  than  currently  tabulated  in  the  literature[4,5,6]. 
The  LOD  for  Cr  is  also  comparable  to  or  lower  than 
those  found  in  the  literature[6,7,8]. 


Ca  **  ConCfntrarion  (  mj/ml) 


Figure  4.  Calibration  curve  for  the 
determination  of  the  detection  limit  for  Ca. 


Figure  5.  Calibration  curve  for  the  determination  of  the 
detection  limit  for  Cr. 


Figure  6 .  50  ppm  spectrum  of  Ca  in  aqueous 
solution 


Figure  7.  50  ppm  spectrum  of  Cr  in  aqueous 
solution 


PD2-3 


References: 

[I]  Pichahchy,  A.E.;  Greniers,  DA;  Ferris,  Mi.,  “Elemental 
analysis  of  metals  under  wpter  using  laser-induced 
breakdown  spectroscopy  ”  Spectrochim.  Acta  B,  52, 25-39 
(1997), 

% 

[2J  Cremers,  DA.;  Radziemski,  LJ.;  Loree,  T.R.“Spectrochemical 
analysis  of  liquids  using  the  laser  spark,”  Appl  Spectrosc., 

38  (5),  721-729  (1984). 

[3]  Kennedy,  P.K.;  Hammer,  D.X.;  Rockwell,  BA,  “Laser- 

induced  breakdown  ton  aqueous  media.”  Prog.  Quant. 

Electr.,  21  (3),  155-248  (1997). 

[4]  Bundschuh,  T.;  Yun,  J-L;  Knopp,  R  ‘‘Determination  of  size, 

concentration  and  elemental  composition  of  colloids  with 
laser-induced  breakdown  detection/spectroscopy.(LlBD/S),” 
Fresenius  J.  Anal.  Chem.,  371  (8),  1063-1069  (2001). 

[5]  Knopp,  R.;  Scherbaum,  F.J.;  Kim,  j,L”Laser  induced 

breakdown  spectroscopy  (UBS)  as  an  analytical  tool  for  the 
detection  of  metal  ions  in  aqueous  solutions,”  Fresenius  J. 

Anal.  Chem.,  355,  16-20(1996). 

[6]  Samek,  O.;  et  at.  Application  of  laser-induced  breakdown 

spectroscopy  to  in  situ  analysis  ofliquid  samples,”  Opt.  Eng. 

39  (8),  2248-2262  (2000). 

[7]  Fichet,  P.;  Toussaini,  A.;  Wagner,  J.-F.Laser-induced 

breakdown  spectrosopy;  A  tool  for  analysis  of  different  types  . 
of  liquids,"  Appl.  Phys.  A,  691SuppM  S591-S592  (1999). 

[8]  Area,  G.;  et  al  “Trace  element  analysis  in  water  by  laser- 

induced  breakdown  spectroscopy  technique,”  Appl. 

Spectrosc.,  51  (8),  1102-1105(1997).  . 

[9]  Stratis,  D.N.;  Eland,  ILL,;  Angel,  S.M.  “Dual-pulse  LIBS: 

Why  are  two  lasers  better  than  one?,”  SPIE,  3853, 61-68 
(1999); 


PD3-1 


A  Combined  Remote  LIBS  and  Raman  Instrument  for  Spectroscopic  Analysis 

of  Minerals  on  Planetary  Surfaces 

Shiv  K.  Sharma,  Paul  G.  Lucey,  Hugh  W.  Hubble  and  Keith  A.  Horton 

University  of  Hawaii,  Hawaii  Institute  of  Geophysics  and  Planetology,  2525  Correa  Rd.,  Honolulu,  HI  96822.  USA 
Tel.:  + 1-808-956-8476 ;  fax:  +1-808-956-3 1 88;  Email:  sksharma@soest.hawaii.edu  (S.  K.  Sharma) 


S.  Michael  Angel 

Department  of  Chemistry  and  Biochemistry,  University  of  South  Carolina,  Columbia,  SC  29208.  USA 

Manash  Ghosh 

Department  of  Spectroscopy,  Indian  Association  for  the  Cultivation  of  Science,  Jadavpur,  Calcutta  700  032.  India 


Summary 

Advancements  in  lasers,  spectrographs  and 
holographic  optical  components  have  made 
laser  based  techniques  such  as  Raman 
spectroscopy  and  laser-induced  breakdown 
spectroscopy  (LIBS)  effective  tools  for 
analyzing  natural  and  synthetic  materials. 
Advanced  Raman  spectroscopic  techniques 
have  been  employed  to  investigate  the 
mineralogy  of  meteorites  [1-3],  arid  have  been 
proposed  for  in  situ  mineral  characterization  on 
planetary  surfaces  [4,5].  Both  micro-Raman 
[6,7]  and  remote  Raman  systems  [8-10]  are 
being  considered  for  future  exploration  on 
planetary  surfaces.  The  feasibility  of  using  the 
remote  LIBS  technique  for  the  rapid,  on-line 
determination  of  the  major  and  minor 
constituents  of  mineral  drill  core  samples  as 
well  as  for  space  applications  has  been 
demonstrated  [1 1,12]. 

We  have  explored  the  use  of  LIBS 
combined  with  pulsed-laser  Raman 
spectroscopy  for  mineral  analysis  at  a  distance 
of  10  m.  We  modified  our  remote  pulsed 
Raman  system  to  collect  LIBS  data,  thus 


obtaining  quantitative  values  for  cation 
composition  in  our  samples.  By  analyzing  the 
cation  information  collected  in.  the  LIBS 
experiment  alongside  the  anion  information 
provided  by  Raman  scattering,  a  more 
complete  image  of  the  mineral’s  structure  and 
composition  can  be  obtained. 

Figure  1  shows  a  schematic  representation 
of  the  experimental  setup  for  the  remote  LIBS 
and  Raman  experiment.  A  Q-switched 
Nd:YAG  laser  (Quanta-Ray  Model  DCR-2, 
1064  nm,  20  Hz),  operating  at  -200  mJ/pulse, 
was  focused  on  the  sample  approximately  10  m 
away  creating  a  plasma  spark.  The  telescope  is 
placed  beside  the  laser  in  order  to  get'  as  close 
to  the  180-degree  back  scattering  geometry  as 
possible.  The  LIBS  data  is  collected  and* 
analyzed  by  our  Raman  receiver  using  a 
thermoelectrically  cooled,  gated  and  intensified 
CCD  (I-Max-1024-E)  and  a  0.25  m 
spectrograph  (Spex  Model  270M  with  1800 
grooves/mm  grating,  blazed  at  500  nm).  The 
holographic  notch  filter  (Figure  1)  is  removed 
during  LIBS  measurements  and  the  532  nm 
laser  is  turned  off.  The  LIBS  spectra  were 
collected  with  slit  width  of  50  pm. 
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*  CCD  Detector 

Figure  1.  Schematic  representation  of  the  remote 
LIBS  and  Raman  system. 


The  averaged  number  of  accumulations  for 
each  spectrum  was  100.  Excellent  quality 
LIBS  spectra  of  biogenic  and  abiogenic 
carbonates,**  and  of  olivine  samples  with 
varying  iron  contents  were  recorded  with  this 
system  [13].  A  radiometrically  calibrated 
broadband  light  source,  -  a  Labsphere® 
integrating  sphere,  is  used  to  determine  the 
response  function  of  the  system.  By  placing 
the  integrating  sphere  at  the  sample  location 
and  collecting  a  spectrum  with  the  identical 
gain  and  integration  settings  used  during  LIBS 
measurements,  we  can  calibrate  the  observed 
signal  over  the  entire  optical  path  to  units  of 
radiance.  By  dividing  the  sample  spectrum  by 
the  measured  response  function,  the  system 
response  effects  are  removed  and  the  sample 
spectrum  is  calibrated  directly  in  spectral 
radiance  units  (Wm‘3sr  !pm'1).  For  Raman 
measurements  the  1064  nm  laser  was  turned 
off,  the  532  nm  holographic  notch  filter  was 
inserted  in  the  beam  path.  The  minerals  and 
rocks  were  excited  with  ,532  nm  pulsed  laser 
(Big  Sky  Model. Ultra  CFR,  20  Hz)  and  the 
Raman  scattering  spectrum  was  obtained.  This 
system  thus  allows  the  measurement  of  the 
Raman  and  LIBS  spectra  at  the  same  location 


at  the  mineral  surface  at  a  distance  of  10  m.  It 
should  be  noted,  however,  that  the  sampling 
diameter  for  LIBS  is  much  smaller  (>  1  mm  in 
diameter)  than  the  sampling  diameter  in  Raman 
experiment. (a  few  cm  in  diameter)  at  10  meter 
distance. 

Selected  LIBS  spectra  collected  in  the 
region  around  530  nm  (Figure  2)  show  a  strong 
calcium  line  at  534.94  nm  (Figure  2,  calcite). 
Three  strong  peaks  of  calcium  are  visible  in  the 
526-528  nm  region  of  the  spectrum.  Five  lines 
are  expected  in  this  region,  but  these  lines  were 
not  resolved.  Also,  there  is  a  calcium  line  at 
518.9  nm.  Three  magnesium  lines  appear  at 
516.73  nm,  517.26  nm,  and  518.36  nm  (Figure 
2,  magnesite).  We  chose  to  evaluate  the 
magnesium  data  at  517.26  nm,  as  this  line  is 
well  resolved.  The  dolomite  spectrum  (Figure 
2,  dolomite)  is  used  to  adjust  for  the  strength  of 
the  individual  lines,  as  the  ratio  of  calcium  to 
magnesium  in  dolomite  is  1:1.  In  this  way,  we 
can  determine  that  the  Ca:Mg  In  our  pink  coral 
sample  (Figure  2,  pink  coral)  is  89.3:10.7 
mol%.  This  value  of  CarMg  for  pink  coral  is 
within  +0.5%  to  the  value  of  90.1:9.9  mol% 
measured  by  electron  microprobe  [14].  We  did 
the  same  experiment  using  gypsum  and  white 
coral,  as  well  as  an  analysis  of  the  Fe  content  in 
magnesium-rich  olivine  (Fo90,  Fo92).  The  Fe 
content  of  these  minerals  determined  with 
remote  LIBS  is  in  agreement  (within  +0.5%) 
with  the  electron  microprobe  analysis  of  the 
respective  samples  [13]. 

In  the  Raman  spectra  of  all  four  carbonate 
samples,  measured  at  the  same  location  as  that 
used  in  the  LIBS  experiments,  Raman  bands  at 
-  1085  cm'1  are  observed  (Figure  3).  This 
band  is  very  strong  in  the  Raman  spectra  of 
calcite,  magnesite  and  dolomite  and  is  very 
weak  in  the  spectrum  of  pink  coral.  The 
presence  of  a  1085  cm*!  band  in  the  spectra  of 
these  samples  indicates  that  these  minerals 
contain  CO32'  ions  [15].  The  strong  Raman 
band  at  1130  cm*1  in  the  spectrum  of  pink  coral 
is  characteristic  of  resonance  Raman  spectra  of 
the  carotene  pigment  [14],  and  Implies 
biogenic  origin  of  this  sample.  The  low 
frequency  lattice  modes  of  calcite,  magnesite 
and  dolomite,  respectively,  appear  at  281,  329 
and  299  cm*1  (Figure  3),  and  can  be  used  to 
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Figure  2.  Portions  of  the  LIBS  spectra  of  biogenic 
(pink  coral)  and  a-biogenic  carbonates  recorded  with 
a  combined  LIBS/Raman  system  at  a  stand-off 
distance  of  10  m. 


Figure  3.  Portions  of  the  Raman  spectra  of  biogenic 
(pink  coral)  and  a-biogenic  carbonates  recorded  with 
the  combined  LIBS/Raman  spectroscopic  system  at  a 
stand-off  distance  of  10  m. 

identify  the  types  of  carbonate  minerals.  The 
lattice  modes  are  very  weak  and  broad  in  the 
spectrum  of  pink  coral  because  of  disorder  and 
the  nano-crystalline  nature  of  the  biogenic 
carbonate  [14].  The  quantitative  information 
about  cations  from  the  LIBS  data,  when 
combined  with  the  unique  Raman  signature  of 
the  anion  groups,  will  allow  us  to  remotely 
identify  and  characterize  the  composition  and 
the  mineralogy  of  crystals  and  rocks  on 
planetary  surfaces.  The  remote  LIBS  and 
Raman  data  on  selected  minerals  clearly 
demonstrates  that  development  of  a  combined 


LIBS  and  Raman  instrument  will  be  very 
useful  for  planetary  applications. 

We  have  also  measured  good  quality  Raman 
spectra  of  various  silicates,  and  hydrous 
silicates  and  sulfate  minerals  and  ices  at  stand¬ 
off  distances  [10].  We  have  measured  the 
relatively  weak  Raman  spectra  of  silicate 
glasses,  organic  vapors  and  atmospheric  gases 
at  a  distance  of  10  m  using  a  HoloSpec 
spectrometer  (f/2.2,  Kaiser  Optical  Systems, 
Inc.),  and  can  easily  use  our  system  for 
atmospheric  LIDAR  (light  detection  and 
ranging)  measurements.  These  results  indicate 
that  this  versatile  system  can  be  used  to  analyze 
both  a-biogenic  and  biogenic  minerals,  various 
types  of  ices,  and  atmospheric  constituents  on 
planetary  surfaces.  Efforts  are  underway  for 
combining  the  remote  Raman  and  LIBS 
techniques  in  a  single,  compact  instrument  for 
a  remote  in  situ  mineralogical  and  elemental 
analysis*  of  planetary  surfaces. 
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WA  ■  Exotic  LIBS 

Vincenzo  Palleschi ,  Inst  of  Atomic  and  Molecular 
Physics,  Italy,  Presider 

WA1  8:30am 

Extreme  UBS,  A.I.  Whitehouse,  J.  Young,  C.P.  Evans,  Applied 
Photonics  Ltd.,  UK. 

A  summary  of  selected  applications  of  Laser-Induced 
Breakdown  Spectroscopy  (LIBS)  conducted  for  the  nuclear 
power  generation  and  spent-fuel  reprocessing  industries 
within  the  United  Kingdom  are  presented.  Various  types  of 
fibre-optic  probe  and  telescope  LIBS  instrument,  together 
with  a  description  of  the  methods  adopted  for  their  deploy¬ 
ment,  are  discussed. 

WA2  9:10am 

Capabilities  of  UBS  for  analysis  of  geological  samples 
at  stand-off  distances  in  a  Mars  atmosphere,  David  A. 
Cremers,  Roger  C.  Wiens ,  Monty  J.  Ferris,  Los  Alamos  Natl 
Lab.,  USA;  Rent  Brennetot,  CEA  Saclay,  France;  Sylvestre 
Maurice,  Midi  Pyrenees  Observatory  France. 

The  use  of  LIBS  for  stand-off  elemental  analysis  of  geological 
and  other  samples  in  a  simulated  Mars  atmosphere  is  being 
evaluated.  Analytical  capabilities,  matrix  effects,  and  other 
factors  affecting  analysis  are  being  determined. 

WA3  9:30am 

Open-path  laser  induced  plasma  spectrometry  for  the 
stand-off  detection  and  fast  screening  of  solid 
samples,  D.  Romero,  P.L.  Garda,  S.  Palanco,  J.M.  Vadillo,  J.J. 
Laserna,  Univ.  ofMdlaga,  Spain;  J.M.  Baena,  Acerinox  S.A., 
Spain . 

LIPS  has  been  applied  for  remote  analysis  (20-100  meters)  of 
solid  samples  using  an  open  path  optical  configuration. 
Several  applications  including  hot  stainless  steel  analysis, 
geochemistry  or  analysis  of  hostile  environments  is  currently 
in  progress. 


WA4  9:50am 

Application  of  Doehlert  experimental  design  for  the 
optimization  of  UBS  analysis  in  Martian  conditions, 

Rene  Brennetot,  Jean  Luc  Lacour,  Evelyne  Vors,  Pascal  Fichet, 
Dominique  Vailhen,  Annie  Rivoallan,  CEA  Saclay  France; 
Sylvestre  Maurice,  Midi  Pyrennees  Observatory  France. 

A  project  called  M  ALIS  (Mars  elemental  Analysis  by  Laser 
Induced  breakdown  Spectroscopy)  is  under  investigation  to 
perform  in  situ  analysis  of  Mars  soils  and  rocks.  An  experi¬ 
mental  design  based  on  a  Doehlert  matrix  has  been  used  for 
the  first  time  to  study  the  influence  of  major  parameters  on 
LIBS  signal. 
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10:40am-l  2:20pm 

WB  ■  Hyphenated  Techniques 

Mohamad  Sabsabi,  Natl.  Res.  Council  Canada, 

Canada,  Presider 

WB1  10:40am 

LIBS  using  dual-laser  pulses,  S.  Michael  Angel,  Bill 
Pearman,  Jonathan  Scaffidi ,  Scott  R.  Goode,  Univ.  of  South 
Carolina,  USA. 

An  orthogonal,  dual-beam  geometry  provides  enhanced 
emission  and  material  ablation  for  solid  samples  and  has 
recently  been  extended  to  aqueous  solutions.  We  are  also 
investigating  subpicosecond  dual-pulse  excitation. 

WB2  11:20am 

Resonance-enhanced  UBS,  K.M.  Lo,  S.L.  Lui,  X.Y.  Pu, 
N.H.  Cheung,  Hong  Kong  Baptist  Univ.,  China. 

Resonant  photoexcitation  of  major  species  in  the  vapor 
plume  generated  plasmas  with  lower  continuum  background 
and  stronger  analyte  emissions  than  non-resonant  LIBS 
plasmas.  When  applied  to  solid  and  aqueous  samples,  orders 
of  magnitude  improvement  in  sensitivity  was  demonstrated. 

WB3  11:40am 

Spectroscopic  characterization  of  plasmas  produced 
by  dual-laser  ablation,  V.S.  Burakov,  A.F.  Bokhonov,  M.I. 
NedeVko,  N.A.  Savastenko,  N.V.  Tarasenko,  Natl.  Acad,  of 
Sciences  of  Belarus,  Belarus. 

Based  on  the  results  of  spectroscopic  diagnostics  a  role  of 
laser-surface  and  laser-plasma  interactions  in  enhancement 
of  line  emission  from  plasma  produced  by  the  sequence  of 
two  laser  pulses  at  different  wavelengths  is  discussed. 


WB4  12:00pm 

Resonance-enhanced  laser-induced  plasma  spectros¬ 
copy:  Time-resolved  studies  and  ambient  gas  effects, 

Siu-lung  Lui,  Nai-ho  Cheung,  Hong  Kong  Baptist  Untv.,  China . 
The  dynamics  of  resonance-enhanced  LIBS  plasmas  was 
Investigated  by  time-resolved  studies.  In  resonance  case,  a 
larger  plume  volume  was  heated.  With  right  ambient  gas,  the 
plasma  temperature  could  be  sustained  to  enhance  the 
analyte  signal 
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Long  term  assessment  of  LIBS  instrumentation  in  an 
industrial  environment,  Doug  Body  Bruce  L  Chadwick , 

CRC  Clean  Power  and  Laser  Analysis  Tech. ,  Australia . 

Testing  of  daily  coal  samples  at  commercial  power  stations 
using  LIBS  instrumentation  and  standard  acid-extraction, 
AAS  analysis  has  revealed  excellent  correlation  (R  >  0.9) 
between  the  two  methods  over  18  months  of  operation. 

WC2  2:40pm 

Beiger  photodiode  spectrometer  for  compact,  light¬ 
weight  UBS  instrumentation,  R.A.  Myers ,  AM.  Karger , 
Radiation  Monitoring  Devices,  Inc.,  USA;  DM.  Hahn ,  Univ.  of 
Florida ,  USA . 

We  will  discuss  a  unique  spectrometer  based  on  an  array  of 
Geiger  photodiodes  resulting  in  enhanced  performance  of 
laser  induced  breakdown  spectroscopy  instrumentation. 

These  compact,  silicon-based  detectors  eliminate  the  need  for 
post  amplification  electronics  and  allow  detection  of  single 
photons  at  room  temperature. 

WC3  3:00pm 

Fiber  optic  modular  spectroscopy  and  its  application 
to  LIBS,  Roy  A.  Walters ,  Jeremy  B.  Rose,  Ocean  Optics ,  Inc , 
USA. 

The  application  of  miniature  fiber  optic  modular  spectros- 
copy  to  LIBS  allows  for  great  flexibility  in  data  retrieval  A 
spectrometer  with  200  nm  to  980  nm  range  and  0.1  nm 
resolution  observing  only  one  laser  event  has  been  commer¬ 
cialized. 


WC4  3:20pm 

Optimization  of  laser-induced  breakdown  spectroscopy 
for  liquid  samples  at  millijouie  pulse  energies,  Mike 
Taschuk,  Ying  Tsui ,  Robert  Fedosejevs,  Univ.  of  Alberta, 

Canada. 

LIBS  of  Na  in  water  samples  results  in  detection  limits  of  2  to 
200  ppm  for  pulse  energies  of  100  to  3  mj  respectively.  The 
optimum  conditions  are  consistent  with  the  expansion  of 
blast  waves  in  air. 

3 :40pm~4: 1 0pm 

Coffee  Break 

Room :  Royal  Palm  III 

4:10pm-5:30pm 

WD  ■  New  LIBS  Methodologies  and 
Instrumentation:  II 

Russell  S.  Harmon,  US  Army  Research  Office, 

USA,  Presider 

WD1  4:10pm 

Quantitative  elemental  analysis  of  metal  alloys  by 
laser  induced  breakdown  spectroscopy  using  multivari¬ 
ate  calibration,  Scott  R.  Goode,  Richard  Hoskins,  Stephen  L. 
Morgan,  Univ.  of  South  Carolina,  USA . 

Laser  induced  breakdown  spectroscopy  has  enjoyed  accep¬ 
tance  as  an  analytical  tool  in  many  areas  despite  its  spectral 
interferences,  Wre  demonstrate  here  the  application  of 
multivariate  calibration  for  quantitative  elemental  analysis  of 
metal  alloys. 

WD2  4:30pm 

Shooting  slurries:  Sampling  is  the  name  of  the  game, 

Daniel  Michaud,  Eric  Proulx,  Jean-Guy  Chartrand,  Louis 
Barrette,  COREM,  Canada. 

Wdiile  analysing  Iron  ore  slurries  in  industrial  and  laboratory 
environments,  many  physical  and  geometric  parameters  were 
found  to  affect  the  stability  and  reproducibility  of  the  LIBS 
response.  A  thorough  re-examination  of  the  sampling 
strategy  lead  to  a  revised  sampling  layout  which  ensures  true 
representative  sampling  of  the  slurry  and  significantly 
improves  sensitivity  and  repeatability. 

WD3  4:50pm 

Optimal  boiler  control  through  real-time  monitoring  of 
unburned  carbon  in  fly  ash  using  laser  induced 
breakdown  spectroscopy,  Miki  Kurihara,  Kofi  Ikeda, 
Yoshinori  Izawa,  Yoshihiro  Deguchi,  Mitsubishi  Heavy 
Industries,  Ltd.,  Japan;  Hitoshi  Tarui,  Tohoku  Electric  Power 
Co.  Inc.,  Japan. 

A  LIBS  technique  has  been  applied  to  detect  the  unburned 
carbon  in  fly  ash  in  a  1 000M  W  pulverized  coal  fired  power 
plant  with  the  objective  of  achieving  optimal  and  stable 
boiler  control. 


WD4  5:10pm 

On-line  analysis  of  liquid  samples  by  laser  induced 
plasma  spectroscopy  (LIPS),  AL  Sabsabi ,  R.  Heon,  L.  St- 
Ongc ,  V  Detalle,  A.  Hamel ,  Industrial  Materials  Inst.,  Canada; 
J.  Lucas,  Noranda  Tech .  Ctr.,  Canada. 

A  LIPS  monitor  for  real-time  analysis  of  aqueous  and  other 
liquids  has  been  developed.  This  system  enables  the  laser  to 
sample  a  fresh  surface  while  preventing  problems  associated 
with  the  laser  liquid  interaction.  We  outline  its  successful 
laboratory  and  on-line  industrial  operation. 


Room:  Royal  Palm  III 

8:00pm-l  0:00pm 

Panel  Discussion  — 

LIBS  &  Homeland  Defense 

A.  Miziolek,  ARL ,  USA,  Presides 


5:30pm-8:00pm 

Dinner  Break 


■  Thursday 

■  September  26, 2002 

Room:  Royal  Palm  III 

8:30am-10: 1  Oam 

ThA  ■  LIBS  for  the  Environment  and  Art 

Mohamed Abdel  Haritk  Cairo  Univ, , 

Egypt,  Presider  «gggjg» 

ThAl  830am 

Environmental  application  of  laser  induced  breakdown 
spectroscopy  Jagdish  P.  Singh >  Virendra  N.  Rai,  Mississippi 
State  Unm ,  USA.  J 

Laser  induced  breakdown  spectroscopy  (LIBS)  has  the 
capability  to  perform  rapid,  online  and  real  time  analysis  of 
materials  in  difficult  and  harsh  environmental  conditions* 

The  application  of  LIBS,  as  a  multi  metal  continuous 
emission  monitor  for  off  gases,  in  the  analysis  of  soil  and 
nuclear  waste,  is  presented. 

ThA 2  9: 1  Oam 

Environmental  monitoring  of  total  carbon  and  nitrogen 
in  soils  using  laser-induced  breakdown  spectroscopy, 

Madhavi  Martin ,  Stan  WullscHeger,  Charles  Garten  Jr., 

Anthony  Palumbo,  Oak  Ridge  Natl  Lab.,  USA . 

We  have  successfully  demonstrated  the  technique  of  laser- 
induced  breakdown  spectroscopy  (LIBS)  in  the  determina¬ 
tion  of  the  total  concentration  of  carbon  and  nitrogen  in 
soils.  We  have  obtained  a  linear  calibration  curve  for  carbon 
in  15  soil  samples  directly  correlated  to  the  soil  combustion 
technique. 

ThA3  9:30am 

Ambient  measurements  of  inorganic  species  in  an 
urban  environment  using  LIBS,  Gregg  A.  Lithgow,  Steven 
G.  Buckley,  Univ  of  Maryland,  USA;  Allen  L.  Robinson , 

Carnegie  Mellon  Univ,  USA. 

Inorganic  species  measurements  of  ambient  aerosol  in  an 
urban  environment  are  made  using  LIBS.  Challenges  of  this 
type  of  sampling,  including  sampling  configuration  and 
spectrometer  choice  are  discussed  along  with  temporal 
measurement  results. 

ThA4  9:50am 

LIBS:  A  new  tool  in  archaeometry?  K.  Melessanaki,  S. 
Kotoulas,  A.  Petrakis ,  A.  Hatziapostolou,  D.  Anglos,  FORTH- 
IESL,  Greece;  S .  Eerrence,  RR  Betancourt,  Temple  Univ. ,  USA. 
Our  experience  with  the  development  and  use  of  a  transport¬ 
able,  user-friendly  LIBS  instrument  designed  for  use  in  the 
museum,  the  conservation  laboratory  or  even  at  the  excava¬ 
tion  site  is  described  and  the  potential  of  LIBS  in 
archaeometry  is  discussed. 
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10:40am-l  2:20pm 

ThB  ■  LIBS  in  Life  Sciences  and  Materials 

Amy  Hunter,  Physical  Sciences  Inc., 

USA,  Presider 


ThBl  10:40am  _ m _ 

Biomedical  applications  of  laser-induced  breakdown 
spectroscopy,  Helmut  Telle,  Univ,  of  Wales  Swansea,  UK. 
Applications  of  laser-induced  breakdown  spectroscopy  to  the 
analysis  of  biological  and  medical  samples  are  surveyed,  and 
possible  spatial  resolution  information  (lateral  and/or  depth) 
will  be  discussed.  Samples  include  calcified  tissue,  soft  tissue 
and  bio-fluid  materials. 


ThB2  11:20am 

Fast  Identification  of  urinary  tract  stones  via  laser 
induced  breakdown  spectroscopy,  Mohamad  A.  Azooz,  H. 
Imam,  M.A.  Harith,  NILES,  Cairo  Univ.,  Egypt. 

Laser- induced  breakdown  spectroscopy  has  been  used  to 
identify  five  types  of  the  most  commonly  known  urinary 
stones.  Specific  combinations  of  spectral  lines  were  selected 
as  the  finger  print  lines  for  each  stone  type. 

ThB3  11:40am 

Investigation  of  the  analysis  of  pellet  samples  by  laser- 
induced  breakdown  spectroscopy:  Application  to  steel 
making  slags,  C.  Aragdn,  J.A.  Aguilera,  Univ.  Publica  de 
Navarra,  Spain;  F.  Pehalba,  Fundacion  INASMET,  Spain. 
Experimental  factors  affecting  laser-induced  breakdown 
spectroscopy^  applied  to  steel  making  slags  are  investigated. 
Laser  plasmas  generated  with  pellet  samples  prepared  from 
oxides  (CaO,  Fe203,  Si02,  A1203)  and  metallic  Fe  are  charac¬ 
terized  by  emission  spectroscopy. 

ThB4  12:00pm 

On-line  detection  of  heavy  metals  and  brominated 
flame  retardants  in  technical  polymers  with  laser- 
induced  breakdown  spectrometry,  M  Stepputat,  1 1  Noll, 
Fraunhofer  Inst,  of  Laser  Tech „  Germany 
A  LIBS  analyzer  with  an  autofocusing  unit  for  the  detection 
of  heavy'  metals  and  brominated  flame  retardants  in  moving 
EOL-WEEE  pieces  is  presented.  Detection  limits  and 
classification  results  are  discussed. 

12:30pm-2:00pm 

Lunch  Break 


lO:10am-lO:4Oam 

Coffee  Break 
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2:00pm-3:40pm 

ThC  ■  Fundamentals  of  LIBS:  I 

Nicolo  OmenettOy  Univ.  ofFloridaf 
USA,  Presider 

ThCl  2:00pm 

The  potential  of  LIBS  in  spectrochemical  analysis,  Kay 

NiemaXy  ISAS}  Germany. 

The  potential  and  limitations  of  LIBS  for  element  analysis  of 
solid  samples  are  discussed.  Particular  attention  will  be  paid 
to  possible  systematic  errors  in  LIBS-analysis  and  how  to 
reduce  them. 

ThC2  2:40pm 

Experimental  and  theoretical  investigation  of  the  early 
stage  of  laser  induced  plasma  produced  by  the 
interaction  between  a  KrF  excimer  laser  and  a  metallic 
titanium  target,  A.  De  Giacomo ,  Dipartimento  di  Chimica , 
Italy;  G.  Colonna ,  IMIP-CNR ,  Italy;  A.  Casavola ,  Dipartimento 
di  Chimica,  Italy;  0.  De  Pascale ,  IMIP-CNR ,  Italy. 

Time  and  space  resolved  Optical  Emission  Spectroscopy  has 
been  employed  to  investigate  the  evolution  of  the  plasma 
produced  by  the  interaction  of  UV  laser  beam  with  a  metallic 
target  of  titanium  at  10-5  Torr,  until  3  mm  from  the  target.  By 
time  of  flight  measurements  and  Boltzmann  plots  both  the 
dynamic  and  the  kinetic  aspects  have  been  discussed.  A  self- 
consistent  model  coupling  collisional/radiative  kinetics  and 
fluid  dynamic  equations  of  the  plume  expansion  has  been 
successfully  used  for  the  interpretation  of  the  experiments. 
The  quasi-equilibrium  state  of  the  laser-induced  plasma  has 
been  established  as  a  result  of  the  loss  of  Saha  balance.  The 
effect  of  three  bodies  recombination  on  atomic  titanium 
temporal  distribution  has  been  explained. 

ThC3  3:00pm 

Laser-induced  breakdown:  Pressure  and  temperature 
dynamics,  C.G.  Parigger,  Univ.  of  Tennessee  Space  Inst.,  USA; 
LG.  Dors ,  Univ.  of  New  Hampshire,  USA. 

Fluid  Physics  phenomena  following  laser-induced  breakdown 
are  computed  and  compared  with  experimental  records. 
Comparison  of  computational  and  experimental  results  give 
insight  into  the  dynamics  of  the  temperature  and  pressure 
profiles  during  the  decay  process. 

ThC4  3:20pm 

Semiempirical  model  of  an  optically  thick  laser 
induced  plasma,  I.B.  Gornushkin ,  C.L.  Stevenson,  B.W. 
Smith,  N.  Omenetto,  J.D.  Winefordner,  Univ.  of  Florida,  USA. 

A  model  of  an  optically  thick  inhomogeneous  laser  induced 
plasma  is  used  to  describe  the  time  evolution  of  the  plasma 
continuum  and  specific  atomic  emission  after  the  laser  pulse 
has  terminated  and  interaction  with  a  target  material  has 
ended. 
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4:10pm-5:30pm 

ThD  ■  Fundamentals  of  LIBS:  II 

Stanley  Michael  Angel,  Univ.  of  South  Carolina, 

USA,  Presider  ^3H3SE> 

ThDl  4:10pm 

Spatial  characterization  of  laser-induced  plasmas  by 
deconvolution  of  spatially  resolved  spectra,  J.A. 

Aguilera,  C.  Aragon,  /.  Bengoechea,  Univ.  Publica  de  Navarra, 
Spain. 

A  numerical  procedure  has  been  developed  to  deconvolute 
the  lateral  integrated  spectra  of  a  laser-induced  plasma. 
Three-dimensional  distributions  of  emissivity,  temperature, 
electron  density  and  relative  atom  density  have  been  obtained 
for  an  iron  plasma. 

ThD2  4:30pm 

Temporal  and  spatial  evolution  of  a  laser  induced 
plasma  from  a  steel  target,  M.  Corsi,  G .  Cristoforetti,  M. 
Hidalgo,  D.  Iriarte,  S.  Legnaioli,  V.  Palleschi,  A.  Salvetti,  E. 
Tognoni,  Inst,  per  i  Processi  Chimico,  Italy. 

Temporally  and  spatially  resolved  measures  of  emission  lines 
by  a  photomultiplier  and  shadow  images  by  a  frame  camera 
were  used  to  study  the  dynamical  evolution  of  different 
elements  in  a  steel  plume  in  air  produced  by  a  Q-switched 
Nd:Yag  laser. 

ThD3  4:50pm 

Study  of  the  influence  of  Er:YAG  and  Nd:YAG  wave¬ 
lengths  upon  LIBS  measurements  under  air  or  helium 
atmosphere,  V.  Detalle,  M.  Sabsabi,  L.  St-Ongc,  A.  Hamel,  R. 
Heon,  Natl.  Res.  Council  Canada,  Canada. 

Nd:YAG  and  Er:YAG  lasers,  with  1.06  and  2.94  pm  wave¬ 
lengths,  have  been  used  for  LIBS  analysis  of  solids.  Using  air 
or  He  buffer  gases,  the  influence  of  the  wavelength  on  the 
laser-produced  plasma  is  studied. 

ThD4  5:10pm 

Plasma  morphology  and  matrix  effects  Interrelation  In 

LIBS  analysis,  Israel  Schechter,  Valery  Bulatov,  Rivie 
Krasniker,  Israel  Inst,  of  Tech.,  Israel. 

The  interrelation  between  plasma  morphology  and  the 
matrix  effects  may  release  LIBS  analysis  from  the  necessity  of 
obtaining  independent  information  on  the  matrix.  This 
information  can  also  be  utilized  for  performing  sophisticated 
LIBS  analysis,  such  as  distinguishing  the  organic  carbon  from 
the  total  carbon. 

5:30pm-8:00pm 

Dinner  Break 


3:40pm^l:10pm 

Coffee  Break 
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8:00pm-l  0:00pm 

THE  m  Poster  Session 

ThEl 

Laser-induced  breakdown  spectroscopy  for  quantita¬ 
tive  analysis  of  aluminum  alloy,  Awadhesh  K.  Rai,  G.B. 
Pant  Univ .  of  Agriculture  and  Tech ,  India;  Fang  Yu  Yueh, 
Jagdish  R  Singh ,  Mississippi  State  Univ,,  USA, 

LIBS  spectra  of  molten  A1  alloys  were  recorded  Inside  the 
melt  and  used  to  obtain  the  calibration  curves  for  the  minor 
elements.  The  methods  to  Improve  the  measurement 
precision  of  LIBS  application  were  studied  and  presented, 

ThE2 

Analysis  of  alluvial  soils  for  environment  survey  by 
micro  LIBS  (llLIBS),  Denis  Menut,  Jean  LucLacour,  Pascal 
Picket,  Annie  Rivoallan,  CEA  Saclay  France;  Philippe  Le 
Coustutner,  Bordeaux  1  Univ.,  France. 

The  LIBS  technique  has  been  mainly  applied  for  bulk  analysis 
of  solids,  liquids  or  gases  but  more  sparsely  for  elemental 
micro  analysis  of  solid  surfaces,  A  jiLIBS  device  devoted  to 
element  distribution  analysis  is  described.  Finally,  the  (iLIBS 
technique  appeared  as  a  powerful  analytical  method  for 
geological  samples, 

ThE3 

A  LIBS  spectral  database  obtained  in  Martian  condi¬ 
tions  with  an  echeile  spectrometer  for  in  situ  analysis 
of  Mars  soils  and  rocks,  Cecile  Fabre,  Jean  Dubessy,  Marie- 
Christine  Boiron ,  CREGU  UMR,  France;  Reni  Brennetot, 
Pascal  Picket,  Evelyne  Vors,  Jean  Luc  Lacour ,  Annie  Rivoallan , 
CEA  Saclay,  France;  Sylvestre  Maurice,  Midi  Pyrenees 
Observatory,  France;  David  Cremers,  Roger  Wiens ,  Los  Alamos 
Natl  Lab.,  USA. 

MALIS  (Mars  elemental  Analysis  by  Laser  Induced  break¬ 
down  Spectroscopy)  is  a  project  under  study  to  perform  in- 
situ  geochemical  analysis  of  Mars  surface.  Using  specific 
standards,  a  spectral  LIBS  database  is  developed  to  observe 
actual  sensitive  emission  lines  of  each  element  and  to  ensure 
their  reliable  recognition  in  Mars  atmospheric  conditions. 

Th£4 

Laser-induced  plasma  spectroscopy  in  near  vacuum 
ultraviolet  using  ordinary  spectrograph  and  ICCD, 

Saara  Kashi ,  Heikhi  Hdkkdnen,  Jouko  Korppi-Tomtnola ,  Univ. 
of  Jyvaskyld,  Finland , 

An  experimental  setup  to  measure  laser-induced  plasma 
emission  spectra  with  an  ordinary  Czerny-Turner  spec¬ 
trograph  and  intensified  charge-coupled  device  in  the  near 
vacuum  ultraviolet  down  to  130  nm  is  described.  Spectra  of 
bromine,  chlorine  and  iodine  were  recorded  to  demonstrate 
the  performance  of  the  setup. 


ThE5 

Laser-induced  breakdown  spectroscopy:  Analysis  of 
OH  spectra,  C,G,  Parigger,  J.O.  Hornkohl ,  Univ :  of  Tennessee 
Space  Inst. ,  USA;  G.  Guan,  Polytechnic  Univ.,  Brooklyn,  USA. 
Measured  laser  induced  emission  spectra  of  the  OH  radical 
subsequent  to  laser-induced  optical  breakdown  in  air  are 
analyzed  to  infer  spectroscopic  temperature  by  use  of  Monte 
Carlo  simulations, 

ThE6 

Laser-induced  breakdown  spectroscopy:  Molecular 
spectra  with  BESP  and  NEQAIR,  C.G.  Parigger,  J.O. 
Hornkohl  Univ  of  Tennessee  Space  Inst,  USA;  Anna  M. 

Keszler,  Ldszlo  Nemes,  Chemical  Res ,  Ctn,  Hungary. 

Diatomic  molecular  spectra  are  modeled  and  compared  with 
measured  spectra  to  infer  temperature  and  species  density  by 
use  of  the  programs  BESP  (Boltzmann  Equilibrium  Spectrum 
Program)  and  NEQAIR  (Non  Equilibrium  Air  Radiation). 

ThE7 

Laser-induced  breakdown  spectroscopy  used  to  detect 
palladium  metal  dispersed  in  cellulose  membranes, 

Madhavi  Martin,  Barbara  Evans,  Hugh  O’Neill,  Jonathan 
Woodward ,  Oak  Ridge  Natl  Lab.,  USA. 

Laser-induced  breakdown  spectroscopy  (LIBS)  was  used  to 
detect  palladium  in  cellulose  membranes.  Different  concen¬ 
trations  of  palladium  solution  were  used  in  the  uptake  of 
palladium  into  cellulose  films.  We  have  correlated  the 
palladium  concentration  in  various  cellulose  membranes  to 


ThE8 

Supersensitive  detection  of  Na  in  water  using  duai- 
pulse  laser-induced  breakdown  spectroscopy,  Akira 
Kuwako,  Yutaka  Uchida ,  Katsuji  Maeda,  Toshiba  Corp.,  Japan. 
Supersensitive  Na  detection  in  water  has  been  performed  by 
using  the  LIBS  technique,  in  which  double  pulsed  and  crossed 
beam  Nd:YAG  lasers  are  used.  The  detection  limit  was 
achieved  in  the  range  of  0,1  ppb. 

ThE9 

Laser-induced  breakdown  spectroscopy:  Balmer  series 
H-beta  measurements,  C.G,  Parigger,  Univ .  of  Tennessee 
Space  Inst ,  USA;  D.H.  Plemmons ,  Plemmons  Consulting,  USA . 
Balmer  series  hydrogen-beta  emission  profiles  are  measured 
in  a  pulsed  laser-induced  breakdown  micro-plasma.  The  line 
widths  are  used  to  infer  electron  number  densities  during  the 
plasma  decay, 

ThEIG 

Quantum  degeneracy  and  line  emission  in  LIBS 
plasmas,  V.G.  Molinart,  D,  Mostacci,  R  Rocchi,  M.  Sumini, 
Univ  of  Bologna,  Italy 

The  effect  of  quantum  degeneraq^  on  colllsional  excitation  is 
investigated,  and  Its  effect  on  line  emission  evaluated  for 
application  to  quantitative  spectroscopy  in  LIBS.  Response 
matrix  techniques  are  used  to  evaluate  sensitivity  to  quantum 
degeneracy. 


ThEll 

Combination  of  nanosecond  and  femtosecond  pulses 
in  dual-pulse  LIBS  of  solids  and  aqueous  solutions, 

Jonathan  Scaffidi,  Jack  Pender,  Univ.  of  South  Carolina,  USA; 
Bill  Colston,  Lawrence  Livermore  Natl  Lab.,  USA;  S.R.  Goode, 
S.M .  Angel,  Univ.  of  South  Carolina,  USA. 

Signal  enhancement,  limits  of  detection,  and  relevance  to 
environmental  concentrations  for  metals  and  metal  ions  in 
aqueous  solution  using  combined  1064  nm  nanosecond  and 
800  nm  femtosecond  pulses  in  dual-pulse  LIBS  will  be 
presented. 

ThE12 

Spatio-temporal  study  of  laser  induced  plasma  on 
water  surface  of  ionic  solutions,  /.  Ben  Ahmed,  G .  Taieb, 
CNRS,  Univ.  de  Paris  XI,  France;  Z.  Ben  Lakhdar,  Univ.  El 
Manat,  Tunisia. 

Spatio-temporal  study  of  laser  induced  plasma  on  the  surface 
of  Ca++,  Mg++  water  solutions  is  reported.  Initial  electronic 
temperature  of  28000K  and  electronic  density  of  1.25  1018 
cm'3  at  t=  500  ns  in  the  plasma  center  are  measured. 

ThE13 

LIBS  analysis  of  lichens  as  bioindicators  of  environ¬ 
mental  pollution,  A.  Tozzi,  R.  Barale,  Univ.  degli  Studi  di 
Pisa,  Italy;  G.  Cristoforetti,  M.  Corsi,  M.  Hidalgo,  D.  Iriarte,  S. 
Legnaioli,  V.  Palleschi ,  A.  Salvetti,  E.  Tognoni,  Inst,  per  i  Processi 
Chimico,  Italy. 

The  concentration  of  pollutants  in  the  epiphytic  lichen 
Xanthoria  parietina  was  measured  with  Laser-Induced 
Breakdown  Spectroscopy  technique.  The  analysis  shown  a 
very  good  agreement  between  the  pollutant  distribution  and 
the  location  of  the  sampling  sites. 

ThE14 

Single  element  recognition  and  quantitative  analysis 
using  a  minimalist  laser-induced  breakdown  spectros¬ 
copy  system,  H.H.  Telle,  G.W  Morris,  Univ.  of  Wales 
Swansea ,  UK;  O.  Samek,  M.  Liska,  Brno  Univ.  of  Tech.,  Czech 
Republic. 

We  report  on  a  simple  set-up  for  laser-induced  breakdown 
spectroscopy  including  an  avalanche  photodiode  detector 
(gating  by  delayed  bias  voltage  or  frustrated  total  internal 
reflection  modulator)  and  a  narrow  bandwidth  interference 
filter  for  wavelength  selection. 

ThE15 

The  application  of  frustrated  total  internal  reflection 
devices  to  analytical  laser  spectroscopy,  D.C.S. 
Beddows,  H.H.  Telle,  Univ.  of  Wales  Swansea,  UK;  O.  Samek, 
Brno  Univ.  of  Tech.,  Czech  Republic. 

Novel  implementations  of  single-fiber  set-ups  for  laser- 
induced  breakdown  spectroscopy  (LIBS)  and  laser-induced 
fluorescence  spectroscopy  (LIFS)  systems  in  remote  analysis 
applications  are  described,  based  on  gated  light  switches 
exploiting  Frustrated  Total  Internal  Reflection  (FTIR). 


ThE16 

Comparison  between  intensified  CCD  and  non- 
intensified  gated  CCD  detectors  for  LIPS  analysis  of 
solid  samples,  M.  Sabsabi,  R.  Heon,  V.  Detalle,  L.  St-Onge, 

A.  Hamel,  Industrial  Materials  Inst.,  Canada. 

An  evaluation  of  the  performance  of  spectrometer/ICCD  and 
spectrometer/non-intensified  gated  CCD  systems  is  carried 
out  in  terms  of  the  spectrochemical  analysis  of  metallic  alloy 
samples  by  LIPS. 

ThE17 

A  specific  case  of  correction  for  laser-target  coupling 
effect,  Louis  Barrette,  Daniel  Michaud,  Jean-Guy  Chartrand, 
COREM,  Canada;  Marc  L.  Dufour,  CNRC,  Canada;  Francois 
Lippens,  EPSIMAGE,  Canada. 

For  material  with  a  high  transmittance  coefficient  at  1064  nm 
such  as  NaCl,  minor  contaminants  like  Ca  and  Mg  heavily 
affect  laser-target  coupling.  This  results  in  a  negative 
correlation  between  NaCl  concentration  and  the  net  Na 
signal  detected.  This  paper  explores  and  discusses  two 
methods  of  correction  for  this  effect.  The  first  one  implies 
sample  preparation  where  the  coupling  is  standardized  by  the 
addition  of  an  internal  reference.  The  second  may  be  used 
on-line  and  consists  in  measuring  the  amount  of  ablated 
material  to  correct  the  detected  signal. 

ThE18 

Use  of  LIBS  to  determine  carbon  in  soil  for  terrestrial 
carbon  sequestration  programs,  David  A.  Cremers,  Mike 
Ebinger,  Monty  J.  Ferris,  David  Breshears,  Pat  J.  Unkefer,  Los 
Alamos  Natl.  Lab.,  USA. 

LIBS  in  being  developed  as  a  field-deployable  method  to 
determine  carbon  in  soil.  Such  a  method  is  important  to 
verify  the  efficiency  of  terrestrial  carbon  sequestration 
programs  aimed  at  reducing  global  warming. 

ThE19 

2-D  and  3-D  chemical  mapping  of  heterogeneous 
samples  using  mlcroline-imaging  laser-induced  plasma 
spectrometry,  M.P.  Mateo,  L.M.  Cabalm,  J.J.  Laserna,  Univ. 
of  Malaga,  Spain. 

The  performance  and  application  of  plasma  spectrometry 
induced  with  a  line-focused  laser  beam  in  generating  fast  2 
and  3-Dimensional  compositional  maps  of  different 
manufactured  materials  as  well  as  of  inclusionary  material  in 
stainless  steel  will  be  discussed. 

ThE20 

Characterization  and  identification  of  ammunition  by 
laser  induced  breakdown  spectroscopy,  Scott  R.  Goode, 
Andrea  Thomas ,  Alexander  A.  Nieuwland,  Stephen  L.  Morgan, 
Univ.  of  South  Carolina,  USA. 

Laser  induced  breakdown  spectroscopy  was  used  to  charac¬ 
terize  bullets,  jackets,  and  cartridge  cases  from  a  small 
number  of  different  manufacturers.  LIBS  spectra  of  these 
samples  showed  significant  differences  and  could  be 
accurately  classified  by  source. 


ThE21 

Spectral  analysis  of  the  acoustic  emission  of  laser- 
produced  plasmas,  S,  Polanco,  J.J.  Laserna,  Utiiv.  of  Malaga, 
Spain . 

The  acoustic  analysis  of  shock  wave  emission  from  laser 
produced  plasmas  is  presented.  Characteristic  frequency 
domain  spectra  from  a  number  of  elements  and  alloys  are 
discussed. 

ThE22 

Development  and  testing  of  a  prototype  UBS  instru¬ 
ment  for  a  NASA  Mars  rover,  David  A,  Cremers ,  Roger  C. 
Wiens,  Monty  J.  Ferris ,  James  D.  Black ,  Los  Alamos  Natl  Lab. , 
USA. 

A  compact  LIBS  instrument  was  built  for  NASA's  Mars 
Instrument  Development  Program,  The  instrument  was 
tested  in  the  laboratory  and  on  the  NASA  AMES  K-9  rover 
and  figures-of- merit  obtained  for  analysis  of  geological 
samples, 

ThE23 

UBS  for  real-time  equivalence  ratio  measurements  in  a 
spark-ignited  engine,  Francesco  Ferioli ,  Steven  G.  Buckley 
Univ.  of  Maryland,  USA;  Paulius  V  Puzinauskas,  US.  Naval 
Acad L,  USA . 

LIBS  is  used  to  measure  C,  H,  O,  and  N  in  real  time  to 
determine  equivalence  ratio  of  individual  cylinder  charges  in 
a  spark- ignited  engine, 

ThE24 

Enhancement  in  the  sensitivity  of  UBS  using  magnetic 
field  and  sequensial  double  laser  pulse,  V.N.  Rat,  A . 
Kumar,  RY  Yueh,  J.R  Singh,  Mississippi  State  Univ USA . 

The  study  of  emission  from  laser-produced  plasma  from 
liquid  jet  is  reported.  Laser— induced  plasma  expanding  in  the 
magnetic  field  provides  a  1.5-2  times  enhancement  in  the 
plasma  emission  where  as  sequential  double  laser  pulse 
excitation  enhances  the  emission  by  more  than  four  times. 

ThE25 

Assessment  of  metal  and  chlorine  emissions  from 
molten  salt  oxidation  using  laser-induced  breakdown 
spectroscopy,  Java  Kumar  P.  Patil ,  Steven  G .  Buckley,  Univ. 
of  Maryland,  USA;  Jerry  S.  Solan,  Indian  Head  Naval  Surface 
Warfare  Ctr.,  USA. 

Molten  salt  oxidation  is  a  promising  waste  destruction 
technique  with  potential  for  trapping  halides  and  heavy 
metals,  LIBS  is  used  to  measure  Cl  and  metals  in  the  effluent, 
and  efficiency  is  investigated  as  a  function  of  operational 
parameters. 


ThE26 

Influence  of  spark  size  and  temperature  on  UBS  gating 
for  optimal  detection  limits  for  toxic  metals,  Steven  G. 
Buckley  Gregg  Lithgow,  Francesco  Ferioli,  Elizabeth  Smallwood, 
Univ  of  Maryland,  USA . 

This  work  experimentally  examines  the  Influence  of  initial 
spark  size  and  temperature  upon  the  optimum  gating  and 
ultimate  detection  limits  of  selected  RCRA  toxic  metals.  The 
results  are  compared  with  simple  theoretical  analysis  to 
facilitate  extension  to  additional  elements. 

ThE27 

Reduction  of  spatial  effects  on  emission  line  intensity 
observed  from  single  aerosol  particles  via  diffuse 
reflectance  from  an  integrating  sphere,  Emily  Gibb, 

Erica  Corbett,  Igor  Gornushkin,  Ben  Smith,  David  Hahn,  Jim 
Winefordner,  Univ  of  Florida,  USA . 

Collection  of  emission  via  diffuse  reflectance  from  an 
integrating  sphere  reduces  the  influence  of  spatial  effects 
observed  when  viewing  LIBS  plasma  emission  from  the 
backscatter  collection  mode. 

ThE28 

Two  photon  excited  fluorescence  of  donor-acceptor 
conjugated  materials  in  crystalline  form,  Ekaterina  V. 
Sevostiyanova,  David  M,  Sammeth ,  Mikhial  Yu.  Antipin ,  New 
Mexico  Highlands  Univ,  USA. 

The  crystal  structures  and  fluorescence  properties  of  organic 
materials  that  possess  high  efficiency  two-photon  excited 
fluorescence  in  crystalline  form  and  do  not  display  consider¬ 
able  molecular  two-photon  absorption  resonance  were 
investigated.  The  structural  features  responsible  for  the 
properties  were  determined. 

ThE29 

LIBS  analyses  of  Martian  soils  under  controlled 
atmosphere,  F.  Colao ,  R.  Fantoni ,  V.  Lazic,  A.  Paolini ,  ENEA, 
FIS-LAS,  Italy 

LIBS  measurements  were  performed  under  controlled 
atmosphere  on  the  samples  with  the  composition  similar  to 
the  Martian  crust.  The  experiment  demonstrated  that 
quantitative  LIBS  analyses  are  feasible  in  Mars-similar 
conditions. 


■  Friday 

■  September  27, 2002 

Room:  Royal  Palm  III 

8:30am-9:50am 

FA  ■  Femtosecond  LIBS 

Yoshihiro  Deguchi,  Mitsubishi  Heavy  Ind.  Ltd., 

Japan ,  Presider 

FA1  8:30am 

Exotic  LIBS-  Femtosecond  Domain,  Dennis  Alexander, 
Univ.  of  Nebraska,  USA . 

Femtosecond  lasers  with  pulse  lengths  down  to  5  fs  are 
available  for  performing  femtosecond  laser  induced  break¬ 
down  spectroscopy  (FLIBS).  The  linear  and  nonlinear  effects 
of  these  short  pulses  interacting  with  materials  produce 
complicated  ionization  processes  and  plasmas.  Experimental 
FLIBS  has  been  carried  out  and  the  results  will  be  presented 
on  several  materials. 

FA2  9:10am 

Investigation  of  femtosecond  laser  produced  plasma 
expansion  by  laser-induced  fluorescence  imaging,  V 

Margetic,  F.  Leis,  K.  Niemax,  R.  Hergenroder,  Inst,  of  Spectro¬ 
chemistry  and  Applied  Spectroscopy,  Germany;  T.  Ban,  Inst,  of 
Physics,  Croatia;  O.  Samek,  V.  Molina ,  Inst,  of  Physical 
Engineering,  Brno  Univ.  of  Tech.,  Czech  Republic. 

In  order  to  investigate  temporally  and  spatially  resolved 
expansion  dynamics  of  the  femtosecond  laser-induced 
plasma  we  measured  fluorescence  light  emission.  To  obtain 
the  radial  distribution  of  emitting  atoms  the  Abel  inversion 
was  employed. 

FA3  9:30am 

In-depth  profiling  of  multi-layer  samples  with 
femtosecond  laser,  V.  Margetic ,  K.  Niemax,  R.  Hergenroder, 
Inst,  of  Spectrochemistry  and  Applied  Spectroscopy ;  Germany. 
Femtosecond  laser  induced  plasma  spectroscopy  (LIBS)  and 
femtosecond  laser  ablation  time  of  flight  mass  spectrometry 
(LA-TOF-MS)  were  used  for  analysis  of  multi-layered 
samples  with  sub-micrometer  thickness.  Feasibility  of  the  fs- 
LA  in-depth  profiling  is  discussed. 

9:50am-10:20am 

Coffee  Break 


Room:  Royal  Palm  III 

10:20ara-l  2:20pm 

FB  ■  LIBS  for  Materials  Analysis 

Dennis  R.  Alexander ;  Univ.  of  Nebraska, 

USA,  Presider 

FBI  10:20am 

In  situ  LIBS  analysis  of  steel  pipes  at  high  tempera¬ 
ture,  G.  Cristoforetti,  M.  Corsi,  M.  Hidalgo,  D.  Iriarte,  S. 
Legnaioli,  V.  Palleschi,  A.  Salvetti,  E.  Tognoni,  Inst,  per  i  Processi 
Chimico ,  Italy;  S.  Green,  Progressive  Energy  Tech.  Ltd.,  UK;  D. 
Bates,  DRB  Materials  Tech.,  UK;  A.  Steiger,  ].  Fonseca,  J. 
Martins,  UNINOVA,  Portugal;  ].  McKay,  ENICHEM,  UK;  B. 
Tozer,  D.  Wells,  R.  Wells,  LASERMET,  UK. 

The  results  of  a  measurement  campaign  for  analysis  of  steel 
pipes  in  a  styrene  plant  are  reported.  The  measurements  were 
performed  during  the  normal  operation  of  the  plant. 

FB2  10:40am 

Detecting  gunshot  residue  by  laser  induced  breakdown 
spectroscopy,  Scott  R.  Goode,  Christopher  R.  Dockery, 
Michael  F.  Bachmeyer,  Alexander  A.  Nieuwland,  Stephen  L. 
Morgan,  Univ.  of  South  Carolina,  USA. 

Laser  induced  breakdown  spectroscopy  was  used  to  detect 
gunshot  residue  (GSR)  on  a  shooter’s  hand.  Double  sided 
tape  pressed  to  the  skin  of  the  shooter  was  directly  analyzed. 
Characteristic  emission  lines  indentified  GSR  presence. 

FB3  11:00am 

LIBS  analysis  of  pharmaceutical  solid  dosage  forms, 

Yves  Mouget,  Patrick  Gosselin,  Martine  Tourigny,  Simon 
Bechard,  Pharma  Laser  Inc.,  Canada. 

Speed  of  analysis  and  minimal  sample  preparation  make 
LIBS  ideal  for  the  analysis  of  pharmaceutical  solid  dosage 
forms  for  blend,  content,  and  coating  thickness  uniformity. 
Inter-tablet  %RSD  values  of  less  than  4%  are  easily  achieved. 

FB4  11:20am 

Analysis  by  LIBS  of  complex  solids,  liquids  and 
powders  with  an  echelle  spectrometer,  Pascal  Fichet, 
Denis  Menut,  Rene  Brennetot,  Annie  Rivoallan,  CEA  Saclay, 
France. 

One  of  the  most  promising  approaches  for  the  LIBS  experi¬ 
ment  involves  the  use  of  an  echelle  spectrometer.  Quantitative 
results  obtained  with  such  apparatus  on  solids,  liquids  and 
powders  will  be  described  and  compared  with  others  coming 
from  a  Czerny  Turner  spectrometer 

FB5  11:40am 

Progress  in  LIBS  analysis  for  military  applications: 
Explosives  detection,  Russell  S.  Harmon,  Andrzej  W. 
Miziolek,  Kevin  L.  McNesby,  ARL,  USA;  Thomas  F.  Jenkins, 
Marianne  Walsh,  Cold  Regions  Res.  and  Engineering  Lab., 

USA. 

A  broadband  survey  of  explosives  and  explosive  residues  on 
snow  and  soils  from  Army  firing  ranges  reveals  characteristic 
spectra  for  different  explosive  types,  suggesting  a  potential  to 
develop  a  field-portable  LIBS  instrument  for  landmine/UXO 
detection. 


XIV 


FB6  12:00pm 

Spark-induced  breakdown  spectroscopy  (SIBS)  field 
screening  monitor  for  toxic  metai  detection  in  soil, 

AJ.R.  Hunter ,  R.T.  Wainner ;  LG.  Piper,  SJ.  Davis,  Physical 
Sciences  Inc.,  USA , 

Spark-Induced  Breakdown  Spectroscopy  (SIBS)  is  a  recently 
developed  analog  of  LIBS,  We  will  present  data  acquired 
during  applications  of  SIBS  to  measurement  of  toxic  metals 
in  soil,  as  well  as  methodology  required  for  quantitative 
analysis, 

1 2:2Opm-2:O0pm 

Lunch  Break 


FD2  3:40pm 

The  effect  off  laser-induced  crater  depth  In  LIBS 
analysis  and  shock  wave  dynamics,  M  Corsi,  G. 
Cristoforetti ,  M  Hidalgo ,  D.  Marie ,  S.  Legnaioli ,  V.  PaUeschi,  A. 
Salvetti,  E.  Tognoni ,  Inst,  per  i  Procesi  Chimico,  Italy : 

The  influence  of  the  crater  depth  on  the  laser-produced 
plasmas  properties  has  been  studied.  The  dynamics  of  the 
shock  waves  resulting  from  the  laser-sample  interaction 
inside  and  outside  the  craters  and  the  results  of  In-depth  LIBS 
analysis  of  metallic  samples  are  discussed, 

4:00pm-4:3Opm 

Coffee  Break 


Room:  Royal  Palm  III 

2:00pm-3:00pm 

FC  ■  LIBS  Analysis  of  Particulate  Matter 

Simon  Bechard,  PharmaLaser  Inc., 

Canada ,  Presider 

FCl  2:00pm 

Single  particle  LIBS,  David  Vtl.  Hahn ,  Jorge  E.  Carranza, 
Univ.  of  Florida,  USA. 

LIBS  Is  sensitive  enough  to  measure  aerosol  elemental  size 
and  composition  of  individual  particles.  Single-shot  LIBS 
analyses  of  aerosols  raises  new  questions  regarding  shot-to- 
shot  fluctuations  and  data  precision,  as  well  as  issues 
involving  the  fundamental  interaction  between  the  laser- 
induced  plasma  and  aerosol  particles. 


Room:  Royal  Palm  III 

4:30pm-5:30pm 

FE  ■  Imaging,  Surface  Mapping  and 
Stratigraphy  by  LIBS 

Demetrios  Anglos,  Inst,  of  Electronic  Structure  and  Laser, 
Greece,  Presider 

FE1  4:30pm 

Laser  micro  analysis  of  glass  and  tool  steel,  K.  Loebe, 
H.  Lucht,  A.  Uhl,  LLA  Instruments  GmbH,  Germany. 

Micro  analytical  characterization  of  glass  and  tool  steel  is 
now  possible  by  a  new  developed  UV-laser  microscope  using 
LIBS.  Coupled  by  a  fiber  optics  to  an  Echelle  spectrometer,  it 
offers  simultaneous  qualitative  and  semi-quantitative  multi¬ 
element-analysis. 


FC2  2:40pm 

Monitoring  of  heavy  metals  in  particulates  suspended 
in  flue  gas  by  LIBS,  R.  Yoshiie,  M.  Nishimura,  H.  Moritomi, 
Gifu  Univ.,  Japan. 

Calibration  lines  for  relative  line  intensities  of  iron  and  lead 
against  their  concentration  ratios  in  particle  samples, 
simulating  fly  ash,  are  presented.  To  generalize  these 
calibration  lines,  plasma  temperature  was  also  investigated 
via  Boltzmann  plots. 

Room:  Royal  Palm  III 

3:00pm-4:00pm 

FD  ■  Laser  Ablation  and  Desorption 

Ulrich  Panne,  Tech.  Univ.  of  Munich, 

Germany,  Presider 

fdi  3:00pm  mrnrnm 
Influence  of  crater  dimensions  on  laser  induced 
plasma  properties,  Richard  E.  Russo,  Xianzhong  Zeng, 
Samuel  S.  Mao,  Chunyi  Liu ,  Xianglei  Mao,  Lawrence  Berkeley 
Natl ,  Lab.,  USA . 

Si  emission  lines  were  measured  inside  and  outside  of  several 
craters.  The  spatial  distribution  of  plasma  temperature  and 
electron  number  density  were  determined  by  measuring 
Stark  broadening  of  the  emission  lines  and  the  relative  line- 
continuum  ratio. 


FE2  4:50pm 

MIcro-LIBS  and  micro-Raman  spectroscopic  analysis  of 
ancient  pottery,  G.  Cristoforetti,  M.  Corsi,  M.  Giuffrida,  M. 
Hidalgo,  D.  Iriarte,  S .  Legnaioli,  V.  PaUeschi,  A.  Salvetti,  E. 
Tognoni,  Inst,  per  i  Processi  Chimico,  Italy ;  G ,  Boschian,  S. 
Mazzoni,  Univ.  di  Pisa, ,  Italy. 

Several  samples  of  oriental  colored  pottery  have  been 
analyzed  with  micro-LIBS  and  micro-Raman  technique  in 
order  to  get  information  about  the  elemental  composition 
and  molecular  structure  of  the  pigments  used. 

FE3  5:10pm 

Laser  emission  spectroscopy  (LIBS)  for  plated  layer 
thickness  identification,  George  Asimellts,  Bruce  Bromley, 
Stu  Rosenwasser,  Advanced  Power  Tech,  Inc.,  USA. 

A  LIBS  instrument  identifies  layer  thickness  on  steel  core 
coins  with  alternating  layers  of  Nickel,  Copper,  and  Nickel. 
Layer  thickness  is  determined  by  tracking  the  element 
concentration  changes  on  successive  shots. 

6:00pm— 10:00pm 

Conference  Social  Event 


■  Saturday 

■  September  28,  2002 

Room:  Royal  Palm  III 

9:00am-10:30am 

Panel  Discussion  —  Future  of  UBS  Sensor 
Technology  and  Applications  I 

V.  Palleschi,  Inst .  per  i  Procesi  Chimico,  Italy ; 

Presider 

10:30am-l  1:00am 

Coffee  Break 


Room:  Royal  Palm  III 

1  l:00am-l  2:30pm 

Panel  Discussion  —  Future  of  LIBS  Sensor 
Technology  and  Applications  II 

L.  Radziemski ,  Washington  State  Univ USA, 

Presider  ^25EE^ 

12:30pm-l  2:40pm 

Closing  Remarks 

A.  Miziolek ,  ARL,  USA 
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Extreme  LIBS 

A.I.  Whitehouse,  J.  Young  and  C.P.  Evans 

Applied  Photonics  Ltd  Unit  8  Carleton  Business  Park,  Skipton,  North  Yorkshire  BD23  2DE,  U.K. 

Tel.:  +44  (0)  1756  708900,  Fax.,  +44  (0)  1756  708909,  email:  mail@appliedphotonics.co.uk 

Abstract:  A  summary  of  selected  applications  of  Laser-Induced  Breakdown  Spectroscopy  (LIBS) 
conducted  for  the  nuclear  power  generation  and  spent-fuel  reprocessing  industries  within  the 
United  Kingdom  are  presented.  Various  types  of  fibre-optic  probe  and  telescope  LIBS  instrument, 
together  with  a  description  of  the  methods  adopted  for  their  deployment,  are  discussed. 

©2002  Optical  Society  of  America 

OCIS  codes:  (300.6360)  Laser  spectroscopy;  (280.0280)  Remote  sensing 


Summary 

Due  to  its  ability  to  analyse  materials  remotely,  LIBS  is  often  claimed  as  being  eminently  suitable  for  applications 
involving  hazardous  materials  or  difficult-access  environments.  It  could  be  argued  that  this  ’’unique  selling  point"  of 
LIBS  has  played  an  important  role  in  helping  many  research  groups  obtain  funding  for  their  work.  Eventually,  of 
course,  there  comes  a  time  when  the  research  group  concerned  must  deliver  on  its  claims,  the  consequences  of  which 
may  be  such  that  the  researcher  is  required  to  work  in  environments  far  less  hospitable  than  the  laboratory. 

This  presentation  describes  the  experiences  of  one  such  group  who  had  for  many  years  been  extolling  the  virtues 
of  LIBS  before  being  required  to  use  it  in  a  number  of  demanding  applications  within  the  nuclear  industry.  An 
overview  of  selected  industrial  applications  of  LIBS  will  be  presented  with  an  emphasis  on  the  practical  aspects  of 
deploying  the  technology  within  a  nuclear  environment. 

In-situ  measurements  of  the  copper  content  of  316H  stainless-steel  superheater  bifurcation  tubes  within  the 
pressure  vessels  of  Advanced  Gas-Cooled  Reactor  (AGR)  nuclear  power  stations 

A  novel-design  fibre-optic  probe  LIBS  instrument  incorporating  a  75-metre  armoured  umbilical  has  been  developed 
for  use  within  the  pressure  vessels  of  Advanced  Gas-Cooled  Reactor  (AGR)  nuclear  power  stations  [1].  The 
instrument  was  designed  to  remotely  determine  the  copper  content  of  316H  austenitic  stainless-steel  superheater 
bifurcation  tubing  with  the  aim  of  identifying  components  manufactured  from  a  certain  batch  of  steel.  It  was 
suspected  that  this  batch  of  steel  suffered  from  low-creep  ductility,  a  condition  that  could  result  in  premature  failure 
of  the  bifurcation  welds  with  the  consequent  risk  of  steam  leaks.  This  represented  a  significant  commercial  threat  to 
the  operation  of  the  reactors  and  hence  identification  of  the  suspect  components  was  necessary. 

It  was  believed  that  the  suspect  batch  of  steel  exhibited  higher  than  normal  concentrations  of  copper  and  that  this 
may  help  in  the  process  of  identification  of  suspect  bifurcations.  Compositional  analysis  of  the  steel  could  be  used  to 
measure  the  copper  concentration  but  the  severely  restricted  physical  access  to  the  bifurcations  and  the  hostile 
environment  of  the  reactor  pressure  vessel  were  such  that  removal  of  physical  samples  of  the  components  for 
laboratory  analysis  was  not  feasible.  The  problem  was  exacerbated  by  the  number  of  bifurcations  requiring 
inspection,  528  in  each  of  four  reactors,  and  the  limited  time  available  to  conduct  a  survey  of  each  reactor. 
Inspections  could  only  be  carried  out  during  a  routine  reactor  outage,  during  which  time  the  reactor  is  shut  down  and 
the  pressure  vessel  opened  up  to  allow  man-access  to  the  steam  generators. 

The  environment  within  the  pressure  vessel  is  particularly  demanding  for  the  in-vessel  inspection  personnel. 
Ambient  temperatures  of  up  to  60°C,  high  noise  levels,  buffeting  from  the  flow  of  cooling  air,  severely  restricted 
physical  access  and  confined  working  space  placed  severe  physical  demands  on  the  in-vessel  inspection  team.  The 
environment  of  the  pressure  vessel  is  classed  in  radiological  terms  as  an  R4/C3  area,  indicating  that  radiation  levels 
are  relatively  high  and  airborne  radioactive  contamination  is  possible.  Specially-designed  air-fed  ‘Hot-Suits’  are  used 
to  provide  protection  for  the  vessel  entrants  against  heat,  noise  and  radioactive  contamination.  An  umbilical  is  used 
to  supply  cooling  and  breathing  air  to  the  suit  and  to  provide  a  communications  link  with  the  vessel  entry  controller 
and  other  vessel  entrants.  The  descent  into  the  vessel  from  the  pile  cap  is  made  via  a  15  metre  vertical  access  ladder 
which  leads  to  a  circular  walkway  situated  between  the  dome  of  the  reactor  and  the  twelve  steam  generators  (figure 
1).  Between  each  steam  generator  is  another  vertical  ladder  leading  down  to  the  Sub-Boiler  Annulus  at  the  lowest 
part  of  the  pressure  vessel.  After  descending  this  ladder  for  about  4  metres,  access  to  a  superheater  is  made  via  a 
small  hatch. 
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Fig.  1 ,  CAD  view  of  an  Advanced  Gas-Cooled  Reactor  (AGR)  and  associated  steam  generators 


i  mfe,°f  headr00m  inside  the  superheaters,  meaning  that  the  inspection  work  must  be 
carried  out  with  the  vessel  entrant  m  a  semi-prone  position  on  top  of  the  banks  of  bifurcations  (figure  2)  Each  vessel 

SSiT lmaxtimum  °f  2  hours  which’  after  allowing  for  the  time  taken  to  enter" and  exit  the  vessel, 

romnlrii  f  u  ^  T  msPections'  A  3'shift  working  pattern  was  adopted  with  the  aim  of 

completing  a  survey  of  a  superheater  within  2  to  3  shifts. 


Fig.  2.  Deployment  of  the  LIBS  probe  within  an  AGR  superheater 


In-situ  measurements  of  the 
nuclear  power  station 


chromium  content  of  economiser  tubes  within  the  pressure  vessel  of  an  AGR 


A  modified  version  of  the  fibre-optic  LIBS  instrument  described  above  was  used  to  remotely  determine  the 
r!.°™UI"  C“  of  miW-steel  economiser  tubing  within  the  Sub-Boiler  Annulus  (SBA)  of  reactor  4  at  Hunterston 

nnrS  i  T  vfFF  ftTIoc?tlon  of  the  SBA)- 1116  measurements  were  required  as  part  of  an  inspection  programme 
undertaken  to  identify  tubes  that  had  suffered  damage  through  the  effects  of  a  process  known  as  erosion-corrosion 

fhe  tnhe  “TT  V  pr0cess  affectin8 tubes  whereby  oxide  crystals  are  removed  from  the  surface  of' 

the  tube  wall  either  by  high  shear-stress  or  particles  introduced  via  the  flow.  Erosion-corrosion  has  been  found  to  be 
particularly  associated  with  mild-steel  tubing  at  elevated  temperatures  of  90-300°C  [2], 
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Access  to  the  SBA  was  achieved  by  removing  one  of  the  gas-circulators  and  installing  a  temporary  air-lock  and 
change-room  structure  within  one  of  the  gas  circulator  ports.  The  fibre-optic  umbilical  of  the  LIBS  instrument  was 
fed  into  the  SBA  via  a  ventilation  duct  situated  adjacent  to  the  air-lock.  Temporary  scaffold  towers  were  erected 
within  the  SBA  to  facilitate  access  to  the  banks  of  economiser  tubes  located  directly  below  the  steam  generators  and 
approximately  six  metres  above  the  floor  level. 

The  LIBS  instrument  was  deployed  successfully  at  Hunterston  B  AGR  power  station  in  February  2001. 
Measurements  of  a  number  of  tubes  were  carried  out,  the  results  of  which  indicated  that  the  tubes  examined  were 
manufactured  from  steel  having  a  chromium  content  of  higher  than  0.1%  and  hence  were  unlikely  to  be  aflectcd  by 
erosion-corrosion.  This  finding  was  consistent  with  the  results  of  previous  video  probe  inspections  confirming  that 
the  internal  bore  of  the  tubes  had  not  been  adversely  affected  by  erosion-corrosion. 

Non-invasive  compositional  analysis  of  radioactive  contamination  within  a  Hot-Cell  environment 

A  transportable  telescopic  LIBS  instrument  has  been  used  to  perform  non-invasive  elemental  analysis  of  a  highly 
radioactive  material  by  transmitting  the  laser  beam  through  a  1 -metre  thick  lead-glass  shield  window  of  a  Hot-Cell. 
This  simple  method  of  deployment,  illustrated  schematically  in  figure  3,  allowed  the  major  elemental  constituents  of 
the  radioactive  material  to  be  identified  quickly,  without  breaching  containment  and  without  the  need  for  additional 
equipment  to  be  placed  inside  the  Hot-Cell. 


Fig.  3.  Schematic  diagram  of  a  telescopic  LIBS  instrument  deployed  via  the  shield-window  of  a  Hot-Cell 

Identification  of  cooling  water  tubes  and  reinforcing  bars  within  Magnox  reactor  pressure  vessels  using  a 
telescope  LIBS  instrument 

During  a  maintenance  and  repair  programme  at  a  Magnox  nuclear  power  station  in  the  UK,  there  was  a  requirement 
to  drill  a  large  number  of  bore-holes  into  the  steel-reinforced  concrete  pressure  vessels  of  the  two  reactors.  The  bore¬ 
holes,  which  were  of  20  mm  diameter  and  depth  up  to  1  metre,  were  to  be  used  for  anchor  points  for  a  reinforcing 
structure  being  added  to  the  superheater  penetrations.  Within  the  vicinity  of  these  penetrations,  cooling  water  tubes 
are  embedded  in  the  structure  to  prevent  the  concrete  from  overheating.  It  was  imperative  not  to  damage  these 
cooling  water  tubes  when  drilling  the  boreholes  and  hence  a  method  was  devised  to  automatically  stop  the  drilling 
process  in  the  event  of  contact  with  a  metallic  object.  Due  to  the  large  number  of  reinforcing  bars  also  present  within 
the  concrete  structure,  a  method  was  required  to  distinguish  between  a  cooling  water  tube  and  a  reinforcing  bar. 
Physical  access  to  the  component  was  severely  restricted  due  to  the  diameter  and  length  of  the  bore-hole,  making  the 
task  of  identification  particularly  difficult.  As  there  was  line-of-sight  access  to  the  steel  component,  a  purpose- 
designed  LIBS  instrument  was  used  to  identify  the  component  by  detecting  known  differences  in  composition 
between  the  cooling  water  tubes  and  reinforcing  bars. 

References 

1.  a.I.  Whitehouse,  J.  Young,  I.M.  Botheroyd,  S.  Lawson,  C.P.  Evans,  J.  Wright.  "Remote  material  analysis  of  nuclear  power  station  steam 
generator  tubes  by  laser-induced  breakdown  spectroscopy,"  Spectrochim.  Acta  Part  B,  56,  821  -830  (2001 ). 

2.  B.  Poulson,  "Complexities  in  predicting  erosion-corrosion,"  Proc.  Of  Wear  -  Lausanne.  233-235, 497-504  (1999). 


4 


WA2-1 


Capabilities  of  LIBS  for  analysis  of  geological  samples  at 
stand-off  distances  in  a  Mars  atmosphere 

David  A.  Cremers1,  Roger  C.  Wiens2,  and  Monty  J.  Ferris1 

Advanced  Diagnostics  and  Instrumentation,  MS  J565 
2 Atmospheric  and  Space  Sciences ,  MS  D466 
Los  Almnos  National  Laboratory ,  Los  Alamos ,  NM  87545 
Tel:  505-665-4180;  Fax:  505-665-6095: e-mail;  cremers_david%1anl.gov 


Rene  Brennetot 

CEA  Saclay,  Fuel  Cycle  Division,  LALES  DEN/DPOSCPA  Batin, ent  391.  91 191  Gifsur  Yvette  France 
Tel :  (33)  1 69  08  77 53;  Fax :  (33)  1 69  08  77  38;  e-mail :  ImmimMcamacamJr 


Sylvestre  Maurice 

Midi  Pyrenees  Obsetvatory 

Tel ;  (33)  5  61  33  29  4;7  Fax  :  (33)  1  61  33  28  40;  e-mail :  maurice@ast.obs.mmfr 


1.  Introduction 

fnrdfntg  fr°m  NASf s  Mars  Instrument  Development  Program  (MIDP),  we  have  been  evaluating  the  use 
S  for  future  use  on  landers  and  rovers  to  Mars.  Of  particular  interest  is  the  use  of  LIBS  for  stand-off 
measurements  of  geological  samples  up  to  20  meters  from  the  instrument.  Very  preliminary  work  on  such  remote 
LIBS  measurements,  based  on  large  laboratory  type  equipment,  was  carried  out  about  a  decade  ago  111.  Recent 
work  has  characterized  the  capabilities  using  more  compact  instrumentation  [2]  and  some  measurements  have  been 
conducted  with  UBS  on  a  NASA  rover  testbed  [3], 

mpl,  H  T!’er,e  18  intte]resl  f  UBS  for  this  application  because  of  its  many  unique  analysis  capabilities  compared  to 
methods  of  elemental  analysis  used  on  previous  missions  and  Instruments  being  considered  for  near  term  flights 

lcZo  rm7y  Buore*cence/XRF)  aild  the  alpha  proton  x-ray  spectrometer  (APXS).  Important  LIBS  advantages 
include.  £1)  Rapid  analysis  -  i.e.  each  laser  pulse  generates  one  plasma  and  one  measurement.  (Many  spectra  may 
be  averaged  together,  however,  to  increase  accuracy/precision  and  to  average  out  sample  Inhomogeneities  V  (2)  All 
elements  (high  and  low  z)  can, be  detected;  £3),  Stand-off  analysis  capability  -  the  laser  pulse  can  be  focused^ 
distance  on  a  solid  to  generate  the  laser  plasma  for  remote  analysis  [4];  £4)  Surface  cleaning  -  repetitive  sampling  at 

U  du sUroml  smface  Weathered  surfaces  to  reach  the  underlying  bulk  rock  and  provides  ejection 

2.  Experimental  apparatus 

Two  configurations  were  used  here.  The  first  consisted  of  a  large  laboratory-sized  laser  (Spectra-Physics  GCR-1 1) 
tPh  H°mCX  °'5  m)  WIth  8  gatCd  CCD  detector  <Andor  Technology,  InstaSpec  V).  This  system  was 
2000/7001  SriTt  “  3  nT10HSfStUdl  t2i'-  ThC  SeC°nd  apparatus  was  a  Prototype  UBS  Instrument  used  on 
?8°n  mTM  i  f  n  1  H  rinL[1  fd  for  °ther  field  tests-  11  consists  of  a  compact  flashlamp-pumped  Nd:YAG  laser 
remSi  ’t0,1  Hz’  1064  an  adjustable  beam  focusing  system  (6.4  cm  diameter  lens)  to  focus  the  pulses  on 
remotely  located  samples  and  collect  the  plasma  light.  The  collected  light  is  transported  to  the  detection  system 
consisting  of  a  compact  echelle  spectrograph  (Catalina  Scientific  Inc.,  A/Aa=25C)0)  and  a  gated-intensified'array 

n2  h  al  yrt  ,S.prov,ded  by  manufacturer-supplied  software  and  software  written  in-house  combining 
peak  searches  with  calibration  protocols.  s 

3.  Analysis  requirements  for  Mars 

This  work  is  being  carried  out  with  emphasis  on  analysis  requirements  important  to  understanding  Mars  geology 
Current  knowledge  is  based  on  data  from  XRF  on  Viking  and  APXS  on  Pathfinder,  from  the  SNC  meteorites  and 
from  remote  sensing  (TES  Themis,  and  orbital  gamma-ray  spectrometry  data).  Only  major  element  compositions 
have  been  obtained  directly  using  XRF  and  APXS  as  TES  and  Themis  can  only  infer  elemental  compositions 
Minor  and  trace  elements  have  been  determined  from  the  SNC  meterorites.  however.  Uncertainties  in  major 

":rr“  t  r  ltTge  (Fe  ~25%  and  Si  ~W%  [m  which-  along  with  the  absence  of mineralogiLl 
tlerL  “lblgUOU8  whet.her  the  r,ocks  were  igneous  or  sedimentary  [6].  In  addition,  the  possible  existence  of 
ed  coatings  on  the  rocks  complicates  the  issue  as  the  true  composition  of  the  underlying  rock  may  not  have 
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been  measured:  TES  results  suggest  that  much  of  the  northern  hemisphere  is  andesitic  [7]  but  the  data  may  also  be 
interpreted  as  partially  weathered  basalt  [8].  Detailed  characterization  of  such  coatings,  if  they  exist,  is  very 
important  not  just  to  understand  the  underlying  rock  types,  but  also  because  of  the  wealth  of  information  regarding 
atmosphere-surface  interactions  leading  to  weathering.  Therefore,  it  is  important  that  major  elements  be  measured  to 
±10%  and  to  have  the  capability  to  remove  dust  coatings  and  to  depth  profile  through  weathering  rinds  or  coatings, 
at  a  spatial  resolution  of  several  microns. 

Minor  and  trace  element  compositions  are  important  in  determining  the  provenance  of  rocks  and  dusts.  For 
example,  the  global  dust  component  likely  arose  from  a  combination  of  basaltic  weathering  plus  a  sulfur-rich 
component  of  either  volcanic  aerosol  or  hydrothermal  origin.  Major  elements  cannot  distinguish  between  these 
components,  but  minor  and  trace  element  compositions  should  be  completely  diagnostic,  as  ratios  such  as  Ba/Li  or 
Zn/Li  are  predicted  to  vary  by  several  orders  of  magnitude  between  proposed  sources  [9],  Likewise,  minor  and  trace 
elements  are  important  constraints  on  sedimentary  processes.  Therefore  trace  element  detection  of  at  least  10  species 
should  be  measurable  with  detection  limits  <  100  ppm  to  ±40%,  including  Ba,  Li,  Rb,  Sr  with  detection  limits  <  20 
ppm.  The  ability  to  measure  these  separately  in  dust  and  in  pristine  rocks  is  required. 

4.  Matrix  effects 

The  laser  spark  is  known  to  exhibit  both  physical  and  chemical  matrix  effects.  These  can  limit  the  ability  to  quantify 
a  LIBS  measurement,  especially  for  complex  matrices  represented  by  geological  samples.  An  example  of  the  effect 


Fig.  1.  Calibration  curves  for  the  detection  of  Sr  in  (left)  synthetic  silicates  samples  having  the  same  bulk  composition  and 
(right)  stream  sediments  with  different  bulk  matrix  compositions.  The  average  RSD  of  measurements  using  the  synthetic 
silicate  and  stream  sediment  samples  were  5.5%  and  12.3%,  respectively. 

of  the  matrix  is  shown  in  Figure  1.  The  data  on  the  left  refer  to  a  calibration  curve  prepared  using  a  set  of  synthetic 
silicate  standards  with  a  uniform  bulk  matrix  composition  but  having  significant  variations  in  trace  and  minor 
elements.  The  data  on  the  right  correspond  to  stream  sediment  samples  with  variations  in  the  concentration  of  major 
elements  composing  the  matrix.  These  data  were  obtained  with  the  samples  placed  in  a  7  Torr  CO2  atmosphere  at  a 
distance  of  19  m.  Pulses  of  80  mJ  were  used  to  interrogate  the  samples.  It  is  clear  that  the  bulk  matrix  effects  the 
calibration  for  Sr  as  the  data  obtained  using  samples  having  different  bulk  compositions  is  significantly  less 
correlated  than  the  data  obtained  using  samples  having  the  same  bulk  compositions.  Similar  results  showing  greater 
differences  between  the  two  curves  were  obtained  for  other  elements.  All  samples  used  here  were  finely  ground 
powders  of  uniform  size  that  were  pressed  into  pellets.  In  terms  of  use  on  board  a  Mars  lander  or  rover,  the 
complete  lack  of  sample  preparation  capability  limits  the  ability  to  quantify  even  more.  Therefore,  study  of  the 
effect  of  the  matrix  both  in  terms  of  sample  inhomogeneity  and  differences  in  bulk  composition  is  important. 

5.  Detection  Limits,  Accuracy,  and  Precision 

Measurement  accuracy  and  precision  are  important  for  reasons  described  in  Section  3.  Representative  values  of 
these  are  listed  in  Table  1  for  measurements  taken  at  a  distance  of  2.3  meters  using  the  compact  LIBS  prototype 
instrument  and  14  certified  standards  as  samples. 
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6.  Other  Detection  Capabilities 


In  addition  geological  targets,  other  targets  are  of  interest  such  as  ice  (i.e.  for  missions  that  mav  focus  on  the  Mars 

3064nmO W  ^  l°  “f  is  Sh°Wn  in  Figure  2"  identification  is  via  the  OH  bandhead  emission  at 

1°  :  Fh,  .sPectrum  was  acquired  at  a  distance  of  3  meters  with  the  ice  sample  in  7  Torr  CO,  In  addition  to 

£  ££££££  SSf  wa,er’ is  a,so  in,eres' in  •"**  ■»  wi,h 


5S  LIBS  sPectrum  acquired  from  an  ice  sample  using  the  compact  LIBS 
iuo.4  run  is  clearly  evident 


prototype  instrument. 


The  OH  bandhead  at 
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Abstract.  LIPS  has  been  applied  for  remote  analysis  (20-100  meters)  of  solid  samples 
using  an  open  path  optical  configuration.  Several  applications  including  hot  stainless  steel 
analysis,  geochemistry  or  analysis  of  hostile  environments  is  currently  in  progress. 
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Summary 

Remote  analysis  process  involves  two  general  steps;  sample  excitation  and  chemical  information  collection 
by  a  suitable  optical  system.  The  whole  process  is  performed  without  physical  contact  with  the  sample. 
Traditionally,  laser  remote  analysis  has  been  related  with  spectroscopic  techniques  based  on  light  scattering 
methods  as  Rayleigh  scattering,  Mie  scattering,  Raman  scattering,  resonance  scattering  or  other  as 
fluorescence,  absorption  and  differential  absorption.  Despite  of  the  generic  term,  remote  laser  analysis  is 
almost  related  to  studies  involving  atmospheric  chemistry  and  environmental  applications.  However,  the 
development  of  analytical  techniques  to  remotely  extract  the  composition  and  structure  of  a  certain  sample 
under  unfavorable  situations  (as  hostile  or  corrosive  environments)  or  sample  inaccessibility  (as  in  the  case 
of  cone  penetrometers)  must  be  considered  as  remote  analysis  as  well. 

In  this  contribution,  LIPS  has  been  investigated  for  remote  analysis  of  solids  placed  at  distances  between  1 0 
to  100  meters  away  from  the  spectrometer.  An  open^ath  configuration  using  a  reflective  Newtonian 
telescope  to  collect  the  plasma  light  (similar  to  those  one  used  in  LIDAR  experiments)  has  been  chosen. 
The  stand  off  analysis  of  melted  solids  in  terms  of  signal  to  noise  ratios  and  reproducibility  will  be  studied. 
Quantitative  analysis  of  hot  steel  inside  a  laboratory  furnace,  an  application  impossible  to  be  performed 
with  current  analytical  technologies  has  been  successfully  performed. 
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1.  Introduction 


Choosing  a  method  of  analysis  to  perform  remote  in  situ  analysis  on  Mars  is  no  easy  task.  One  method 
with  great  potential  as  a  space  exploration  tool  is  Laser  Induced  Breakdown  Spectroscopy  (LIBS)[1],  LIBS 
has  various  advantages  over  more  conventional  methods  such  as  alpha-X  spectroscopy  :  1)  remote  analysis 
up  to  20  meters,  2)  rapid  analysis  (few  min),  3)  detection  of  high  and  low  Z  elements  including  trace 
elements  [1],  UBS  is  a  well  known  analytical  technique  which  has  been  applied  on  many  types  of  samples 
such  as  liquids  [2],  solid  samples  in  hostile  environment  [3]  and  geological  samples  [4-7],  Yet,  its 
qualification  as  a  reliable  analysis  tool  on  Mars  surface  sets  a  series  of  new  challenges. 

A  project  called  MAUS  (Mars  elemental  Analysis  by  Laser  Induced  breakdown  Spectroscopy)  is  under 
study  to  perform  in  situ  geochemical  analysis  of  Mars  soils  and  rocks.  To  demonstrate  the  feasibility  of 
LIBS  in  Martian  conditions  a  better  knowledge  of  the  plasma  emission  is  needed  under  Mars  atmospheric 
conditions  (Mars  atmosphere  is  typically  5  -  12  mbar  C02).  Due  to  space  limitations  in  terms  of  size, 
weight,  and  available  power,  it  is  important  to  characterize  the  method  and  to  determine  the  best  operatine 
conditions  to  obtain  in  situ  reliable  analysis  of  Mars  soils  and  rocks  at  stand  of  distance  up  to  20  meters. 
We  use  for  the  first  time  a  Doehlert  matrix  design  for  LIBS  optimization. 

2.  Experimental  set  up 

To  demonstrate  the  feasibility  of  LIBS  for  in  situ  analysis  of  Mars  soils  and  rocks,  a  laboratory  set-up 
(see  figure  1)  made  with  commercial  components  was  used  to  determine  the  specific  characteristics  of  the 
laser,  the  optical  components,  the  detection  system,  that  could  be  mounted  on  a  rover. 

Sample 


Figure  1 :  MALIS  experimental  set  up 
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The  experimental  set-up  is  composed  of  an  ablation  head  (  Nd:YAG  laser,  Quantel,  France),  a  sample 
cell  with  C02  at  a  pressure  between  5  and  12  mbar,  an  optical  fiber  for  emission  signal  return  and  a 
detection  system  (echelle  spectrometer  ESA  3000,  LLA,  Germany).  The  spectral  detection  ranges  from  200 
nm  to  780  nm  with  a  resolution  of  X/AX  -  10000.  The  Nd:YAG  laser  output  is  between  5  mJ  to  40  mJ 
(depending  on  the  laser  wavelength  used)  per  5  ns  pulse  with  a  repetition  rate  of  10  Hz.  Up  to  now, 
working  distance  is  fixed  at  1  m  and  the  spot  size  on  the  sample  is  about  150  pm  diameter  for  normal 
incidence. 


3.  Doehlert  matrix  design 

Plasma  emission  is  known  to  depend  on  many  parameters  such  as  laser  wavelength,  sample,  angle  of 
incidence  of  the  laser  beam,  delay  and  duration  of  the  measurement  gate  after  the  laser  pulse,  pressure  of 
the  surrounding  gas...  Due  to  such  a  number  of  factors,  an  optimization  procedure  based  on  a  statistical 
design  of  experiments  was  chosen.  Indeed  a  conventional  experimental  method  consisting  in  varying  the 
parameters  one  by  one  i)  is  really  time  consuming  and  ii)  does  not  take  into  account  the  interactions 
between  variables.  Experimental  designs  based  on  statistical  methods  have  already  been  conducted  in 
ICP/AES  [8]. 

In  the  first  step,  we  used  a  screening  design  in  order  to  eliminate  factors  with  little  or  no  effect.:  the 
nature  of  ambient  gas  (C02  or  air)  at  the  same  pressure  showed  no  influence  on  LIBS  signal  (Martian 
atmosphere  is  C02  at  95%).  The  number  of  laser  shots  is  determined  by  the  characteristics  of  the  laser  to  be 
used  on  Mars  and  the  gate  duration  has  to  remain  inferior  to  the  plasma  lifetime,  previously  determined  to 
be  less  than  3  ps  at  Martian  pressure  with  2  mJ  at  1064  nm  [9]. 

The  second  step  involved  a  Doehlert  design  with  the  remaining  four  factors  :  Laser  energy,  integration 
delay  after  the  laser  pulse,  angle  of  incidence  and  pressure  of  C02.  Much  attention  was  focused  on  the  laser 
energy  used  in  these  experiments.  On  Mars,  energy  consumption  is  strictly  limited,  due  to  in  situ 
production  by  solar  panels,  which  limits  the  laser  output  energy.  The  laser  currently  under  construction  for 
space  qualification  will  deliver  40  mJ  at  1064  nm.  With  an  efficiency  of  50%  for  second  and  third  harmonic 
crystals  the  maximum  energy  available  will  be  20  mJ  at  532  nm  and  10  mJ  at  355  nm.  We  wanted  to  test 
these  3  wavelength  independently,  each  of  them  up  to  the  maximum  energy  available  on  Mars.  We  thus 
performed  3  independent  sets  of  Doehlert  designs,  one  for  each  wavelength.  The  experimental  design  was 
built  from  the  Doehlert  matrix  previously  described  in  literature  [10]  and  is  shown  in  table  1.  The  sample 
studied  was  a  glass  with  major  composition  :  Si  :  33  %,  Na  10  %,  Ca  7,5  %,  Mg  1,6  %,  O  46,34  %.  Each 
experiment  was  repeated  5  times.  Since  3  wavelength  were  independently  tested,  315  planned  experiments 
were  performed  in  this  second  step. 


N° 

XI  (1064  nm) 

XI  (532  nm) 

XI  (355  nm) 

X2 

X3 

X4 

1 

30  mJ 

15  mJ 

7.5  mJ 

650  ns 

30° 

8  mbar 

2 

40  mJ 

20  mJ 

10  mJ 

650  ns 

30° 

8  mbar 

3 

20  mJ 

10  mJ 

5  mJ 

650  ns 

30° 

8  mbar 

4 

35  mJ 

17  mJ 

8.5  mJ 

953  ns 

30° 

8  mbar 

5 

25  mJ 

12  mJ 

6  mJ 

347  ns 

30° 

8  mbar 

6 

35  mJ 

17  mJ 

8.5  mJ 

347  ns 

30° 

8  mbar 

7 

25  mJ 

12  mJ 

6  mJ 

953  ns 

30” 

8  mbar 

8 

35  mJ 

17  mJ 

8.5  mJ 

751  ns 

55° 

8  mbar 

9 

25  mJ 

12  mJ 

6  mJ 

549  ns 

6° 

8  mbar 

10 

35  mJ 

17  mJ 

8.5  mJ 

549  ns 

6° 

8  mbar 

11 

30  mJ 

15  mJ 

7.5  mJ 

852  ns  i 

6° 

8  mbar 

12 

25  mJ 

12  mJ 

6  mJ 

751  ns 

55° 

8  mbar 

13 

30  mJ 

15  mJ 

7.5  mJ 

448  ns 

55° 

8  mbar 

14 

35  mJ 

17  mJ 

8.5  mJ 

751  ns 

36° 

11  mbar 

15 

25  mJ 

12  mJ 

6  mJ 

549  ns 

24° 

5  mbar 

16 

35  mJ 

17  mJ 

8.5  mJ 

549  ns 

24° 

5  mbar 

17 

30  mJ 

15  mJ 

7.5  mJ 

852  ns 

24° 

5  mbar 

18 

30  mJ 

15  mJ 

7.5  mJ 

650  ns 

48° 

5  mbar 

19 

25  mJ 

12  mJ 

6  mJ 

751  ns 

36° 

11  mbar 

20 

30  mJ 

15  mJ 

7.5  mJ 

448  ns 

36° 

11  mbar 

21 

30  mJ 

15  mJ 

7.5  mJ 

650  ns 

12° 

11  mbar 

Table  1 :  Doehlert  design  with  4  factors  for  LIBS  experiments  in  Martian  conditions .  XI  is  the  laser  energy ,  X2  is 
the  delay  after  laser  pulse ,  X3  is  the  angle  of  incidence  and  X4  is  the  C02  pressure. 

Doehlert  design  was  preferred  to  other  Response  Surface  designs  (such  as  central  composite  designs) 
for  the  following  reasons  :  i)  compact  (spherical)  region  of  experimentation,  ii)  possibility  of  shifting  the 
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design  for  sequential  experimentation,  a  possibility  which  was  eventually  not  used  iii)  (last  but  not  least) 
all  factors  do  not  have  the  same  number  of  levels  :  regulation  of  CO2  pressure  was  limited  to  3  levels. 


4.  Conclusions  from  Dohlert  design  results 

The  results,  in  term  of  peak  height  for  two  spectral  lines  Mg  (II)  at  279.553  nm  and  Ca  (I) 
at  422.673  nm  have  been  processed  using  the  STATISTICA  software  [1 1],  Pareto  diagram  is  used  here  to 
outline  which  factors  have  most  effect  on  the  LIBS  signal.  The  results  obtained  for  each  wavelength  are 
shown  in  figure  2.  Interaction  effects  are  noted  with  *  and  quadratic  effect  is  noted  quadra. 


Figure  2 :  Pareto  chart  of  standardized  effects  for  maximum  of  magnesium  peak  height  at  279.  S53  nm 

From  these  designed  experiments  and  subsequent  statistical  analysis,  we  determined  the  operating 
conditions  that  will  give  the  best  conditions  for  in  situ  geochemical  analysis  on  Mars.  The  fitted  response 
surface  (second  degree  model  with  interactions)  for  magnesium  and  calcium  maximum  response  Is  in  good 
agreement  with  experimental  data :  coefficient  of  determination  R2  =  0.948,  which  is  quite  satisfactory" 

This  work  supports  the  choices  for  the  instrument  to  be  used  on  Mars  :  i)1064  nm  laser  wavelength,  ii) 
maximum  energy  available,  iii)  delay  as  short  as  possible  taking  into  account  auto  absorption  "effect 
(300  ns),  iv)  angle  of  incidence  less  than  50  °. 

Analysis  have  been  also  undertaken  on  two  types  of  spectroscopic  lines,  atomic  line  from  calcium  and 
ionic  line  from  magnesium,  giving  different  behaviour.  Results  from  another  sample,  a  basalt  from  New 
Caledonia  will  be  discussed  too. 
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LIBS  Using  Dual-Laser  Pulses 
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An  orthogonal,  dual-beam  geometry  provides  enhanced  emission  and  material 
ablation  for  solid  samples  and  has  recently  been  extended  to  aqueous  solutions.  We 
are  also  investigating  subpicosecond  dual-pulse  excitation. 
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Abstract:  Resonant  photoexcitation  of  major  species  in  the  vapor  plume  generated  plasmas 
with  lower  continuum  background  and  stronger  analyte  emissions  than  non-resonant  LIBS 
plasmas.  When  applied  to  solid  and  aqueous  samples,  orders  of  magnitude  improvement  in 
sensitivity  was  demonstrated, 

©2002  Optical  Society  of  America 

OCIS  codes;  (1403440)  Laser-induced  breakdown;  (300.6210)  Atomic  spectroscopy;  (300.2140)  Emission  spectroscopy 

1.  Introduction 

While  laser-induced  breakdown  spectroscopy  (LIBS)  is  finding  niche  applications,  it  is  also  plagued  by 
reproducibility  and  sensitivity  issues.  The  problem  arises  from  the  intrinsically  violent  and  chaotic  nature 
of  the  LIBS  process,  which  may  be  avoided  if  the  laser  energy  is  coupled  to  the  sample  vapor  in  more 
efficient  and  predictable  ways  than  thermal  breakdown.  During  the  past  years,  we  showed  that  one  such 
scheme  was  photoresonant  pumping  when  the  laser  wavelength  was  tuned  to  match  the  resonance 
absorption  of  the  host  specie  in  the  vapor  plume. 

This  technique  of  resonance-enhanced  laser-induced  plasma  spectroscopy,  or  RELIPS  for  short,  has 
been  applied  to  solid  as  well  as  aqueous  targets.  In  what  follows,  we  will  first  outline  its  conceptual  basis. 
We  will  then  report  our  recent  experimental  findings  that  help  elucidate  its  fundamental  as  well  as  its 
application  aspects. 

2,  Conceptual  basis  of  RELIPS 

While  real  speetroehemical  plasmas  are  complicated,  a  simplified  computer  model  can  still  be  illustrative. 
This  simple  model  assumes  a  known  amount  of  analyte  atoms,  such  as  sodium,  in  a  homogeneous  plasma. 
The  plasma  is  assumed  to  be  in  local  thermal  equilibrium  (LTE).  The  quantities  to  be  computed  are  the 
plasma  continuum  background  intensity,  and  the  analyte  emission  intensity.  The  line-to-continuum  ratio, 
which  is  the  main  concern  in  speetroehemical  analysis,  could  then  be  computed. 

Fig,  1  is  a  plot  of  the  computed  line-to-continuum  ratio  for  three  analyte  lines,  Na  I  589-nm,  Pb  I  406- 
nm,  and  Cd  I  229-nm,  at  a  plasma  electron  density  ne  of  1016  cm'3.  At  higher  ney  the  ratio  dropped  because 

xio3 


Fig.l.  Computed  line-to-continuum  ratios  for  the  Cd  I  229-nm  (dotted),  Na  I  589-nm  (light),  and  Pb  I  406-nm 
(dark)  transitions,  as  functions  of  the  plasma  temperature.  An  electron  density  of  1016  eni3,  an  analyte  density 
of  10  cm  %  and  an  instrumental  line  width  of  0.2  nm  were  assumed. 

the  continuum  background  increased.  At  much  lower  ne,  LTE  might  not  be  valid.  The  three  transitions 
were  chosen  because  the  Na  I  589-nm  transition  is  a  typical  ‘soft’  line  while  the  Cd  I  229-nm  transition  is 
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known  to  be  ‘hard’.  The  Pb  I  406-nm  transition  is  in  between.  As  can  be  seen  from  Fig.  1,  even  for  such 
disparate  transitions,  the  line-to-continuum  ratios  were  maximized  when  the  temperature  was  in  the  narrow 
range  of  0.5  ±0.1  eV. 

As  is  well  known,  LIBS  plasmas  are  created  too  hot  (>  few  eV)  and  the  charge  density  too  high  (~  1018 
cm-3).  The  neutral  analytes  are  depleted  by  thermal  ionization  while  the  background  emissions  are  too 
bright.  The  line-to-continuum  ratio  is  therefore  small,  as  evident  from  Fig.  1 .  The  analyte  signal  will  only 
emerge  when  the  plasma  temperature  cools  below  1  eV.  Yet,  LIBS  plasma  cannot  be  created  cooler  else 
the  plume  will  not  ignite  [1]. 

Fortunately,  plasmas  may  be  created  by  alternative  means.  For  example,  full  plasmas  can  be  generated 
from  the  neutral  vapors  by  tuning  the  laser  wavelength  to  match  a  strong  absorption  line  of  the  vapor  atom. 
Excitation  energy  is  converted  efficiently  and  promptly  to  ionization.  This  kind  of  cool,  photoresonant 
plasmas  was  demonstrated  for  vapors  of  alkali  metals  as  well  as  other  elements  [2];  its  use  in  RELIPS 
analysis  will  be  reported  below. 


3.  Experimental  results  and  discussion 

3.1  RELIPS  analysis  of  refractory7  solids 

For  refractory  targets,  we  showed  that  a  two-pulse  scheme  worked  well:  The  first  532-nm  pulse  generated 
the  material  plume  and  the  second  dye  laser  pulse  conditioned  the  plasma  [3].  Fig,  2  is  a  graphical 
summary  of  the  performance  of  RELIPS.  The  spectra  were  generated  by  laser  ablative  sampling  of  pellets 
of  KI03  doped  with  trace  amounts  of  sodium  as  analyte.  Trace  (a)  was  produced  by  a  minimally  ablative 
dye  laser  pulse  alone.  Trace  (b)  was  produced  by  the  ablative  532-nm  pulse  alone.  This  may  be  likened  to 
LIBS.  Trace  (c)  was  produced  by  the  532-nm  pulse  followed  by  an  off-resonance  (407  nm)  dye  laser  pulse. 
Trace  (d)  is  a  RELIPS  trace.  It  is  similar  to  (c)  except  with  an  on-resonance  (404  nm,  K  —►  K*)  dye  laser 
pulse.  By  optimizing  the  ambient  gas,  such  as  with  13  mbar  of  xenon,  the  enhancement  was  even  more 
pronounced,  as  shown  in  trace  (e).  Detailed  investigation  of  the  plasma  dynamics  showed  that  resonant 
photoexcitation  rather  than  photoionization  was  the  key  process  responsible  for  its  superior  performance. 
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Fig.  2.  Plume  emission  spectra  generated  by  the  RELIPS  scheme.  With  (a)  the  dye  laser  alone;  (b)  the  532-nm 
laser  alone;  (c)  the  532-nm  laser  followed  by  an  off-resonance  407-nm  dye  laser  pulse;  (d)  similar  to  (c)  except 
with  an  on-resonance  404-nm  dye  laser  pulse;  (e)  similar  to  (d)  except  the  ambient  gas  was  13-mbar  xenon 
instead  of  open  air. 


3.2.  RELIPS  analysis  of  aqueous  samples 

Since  water  is  relatively  volatile,  a  single  laser  pulse  of  the  right  wavelength  can  ablate  as  well  as 
resonantly  photoexcite  the  plasma  plume.  We  showed  that  ArF  laser  has  the  right  wavelength  because 
vibrationally  excited  FLO  molecules  resonantly  absorb  at  193  nm  [4].  Relative  to  non-193-nm  laser- 
induced  plasmas,  the  ArF  version  was  cooler  and  background  emissions  were  much  weaker.  The  mass 
detection  limits  were  low  enough  to  allow  quantification  of  sodium  and  potassium  in  single  blood  cells  [5]. 
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The  relative  detection  limits  are  listed  in  Table  1,  together  with  non-193-nm  results  for  easy  comparison 

[6],  By  using  a  double  pulse  approach,  we  have  recently  lowered  the  detection  limit  of  Pb  even  further  to 
about  14  ppb  (Fig.  3). 

Table  L  Wavelength  X  and  Excited-State  Energy  Ek  of  the  Analytical  Lines, 
and  the  Limit-of-Detection  for  Various  Elements 


element 

transition 

limit-of-detection 

X  (nm) 

Ek  (eV) 

our  work 

Non- 193-nm 

Nal 

589.0 

2.10 

0.4  ppb 

7.5  ppb 

Cal 

422.7 

2,93 

3  ppb 

130  ppb 

Ball 

455.4 

2.72 

7  ppb 

6.8  ppm 

Pbl 

405.8 

4.38 

300  ppb 

13  ppm 

Fig.  3,  Plasma  emission  spectra  of  aqueous  samples  containing  none  (bottom),  63  ppb  (middle),  and  125  ppb  (top)  of  Pb. 

4*  Conclusion 

We  have  demonstrated  how  cooler  plasmas  can  be  generated  photoresonantly  in  a  mild  and  tractable 
manner,  which  is  very  different  from  the  violent  explosions  associated  with  thermal  breakdown.  The 
predictability  and  reproducibility  of  the  process  not  only  means  superior  detection  limits,  but  also  better- 
defined  plasma  properties,  such  as  temperature,  to  aid  speetrochemical  analysis.  We  are  presently  applying 
RELIPS  to  more  realistic  problems.  Nonetheless,  we  are  only  beginning  to  understand  the  fundamentals 
and  more  systematic  investigations  are  underway.  We  look  forward  to  sharing  our  latest  results  at 
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Abstract:  Based  on  the  results  of  spectroscopic  diagnostics  a  role  of  laser-surface  and 
laser-plasma  interactions  in  enhancement  of  line  emission  from  plasma  produced  by  the 
sequence  of  two  laser  pulses  at  different  wavelengths  is  discussed. 

©2000  Optical  Society  of  America 
OCIS  Codes:  140.3440:  300.2140 


Laser-induced  plasma  spectroscopy  (LIBS)  is  recognized  as  a  fast,  real-time  method  for  elemental  analysis 
normally  without  the  need  for  sample  preparation.  Presently,  in  order  to  improve  the  sensitivity  and 
precision  of  LIBS  different  approaches  are  being  investigated.  One  of  them  is  double-pulse  laser  ablation, 
which  provides  more  efficient  production  of  analyte  species  in  excited  states  [1,2]  For  further  development 
and  optimization  of  double-pulse  approach  it  is  important  the  detail  understanding  the  main  processes 
leading  to  better  coupling  of  laser  pulse  energy  to  the  target  and  ablated  matter.  In  this  paper  based  on  the 
results  of  spectroscopic  diagnostics  the  role  of  laser-surface  and  laser-plasma  interactions  in  enhancement 
of  line  emission  from  plasma  produced  by  the  sequence  of  two  laser  pulses  at  different  wavelengths  is 
discussed.  The  main  attention  is  focused  on  the  processes  of  laser-induced  resonance  ionization  of  ablated 
atoms  and  photoelectron  emission  from  the  preliminary  irradiated  target  surface. 

The  second  harmonic  of  the  Nd-YAG  (532  nm,  10  ns,  1  -  5  J/cm1 2)  laser  and  excimer  XeCl  (308  nm,  10  ns, 
1  J/cm2)  laser  with  different  temporal  delays  between  pulses  were  employed  for  ablation.  The  laser  beams 
were  focused  on  the  surface  of  the  samples  (Al,  graphite)  placed  in  the  chamber  under  vacuum  and  gas  (air, 
helium)  environments. 

Spectroscopic  characterization  of  the  ablated  plume  was  performed  by  the  time  resolved  emission 
spectroscopy  and  laser-induced  fluorescence  methods.  The  plasma  emission  spectra  (300  -  700  nm)  were 
recorded  and  compared  for  different  ablation  regimes  (single  pulse  and  double  pulse  in  coincidence  and  in 
sequence  at  various  delays  between  pulses  and  laser  fluences).  The  major  species  including  neutral,  ionized 
and  some  molecular  species  were  identified.  The  particles  within  the  plume  were  observed  by  using 
Rayleigh  scattering  method. 

The  experiments  demonstrated  increased  plasma  emission,  higher  degree  of  particle  atomization  and  a 
higher  proportion  of  ions  in  dual-pulse  ablation  regime  compared  to  the  plasma  produced  by  one  laser.  The 
optimal  pulse  separations  were  found  both  for  atomic  and  ionic  lines.  The  results  of  spectroscopic 
measurements  were  confirmed  by  ion  probe  analysis  of  the  ionic  content  in  the  plume.  Probe  measurements 
revealed  a  strong  enhancement  of  photoelectron  emission  from  the  preliminary  irradiated  target  surface. 
The  interpretation  of  results  obtained  is  based  on  the  wavelength  dependence  of  laser-plasma  (inverse 
bremsstrahlung  absorption  and  photoionization  )  as  well  as  laser-surface  interaction  processes. 

Besides,  the  definite  reduction  in  number  of  particulate  formed  in  laser  ablation  plasma  was  obtained  by  the 
use  of  the  second  laser  under  conditions  of  suitable  temporal  delays.  This  result  may  be  explained  in  terms 
of  heating  and  fragmentation  of  the  blowoff  material  produced  in  the  plume  by  the  first  laser. 

The  results  obtained  are  used  for  improvement  of  quantitative  data  of  LIBS-based  analysis  of  metal  in 
environmental  samples. 


1. L.St-Onge,  V.Detalle,  M.Sabsabi,  2002,  Spectrochim.  Acta  B  57,  121 

2.  J.D.Wu  and  N.H.Cheung  ,  2001,  Appl.  Spectroscopy  55,  366 
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Abstract:  The  dynamics  of  resonance-enhanced  LIBS  plasmas  in  various  ambient  gases  was 
investigated  by  time-resolved  studies.  Results  suggest  that  a  larger  plume  volume  was  heated  in 
the  resonance  case.  Together  with  the  right  ambient  gas,  the  plasma  temperature  could  be 
sustained  to  enhance  the  analyte  signal, 

©2002  Optical  Society  of  America 

^cfroscolfy81  (14°'3440)  Laser-induced  breakdown;  (300.1030)  Absoiption  spectroscopy;  (300,2140)  Emission 


1*  Introduction 

In  resonance-enhanced  laser-induced  plasma  spectroscopy  (RELIPS),  a  second  laser  pulse  of  frequency  that  matches 
e  resonance  absorption  of  the  host  specie  m  the  vapor  plume  is  used  to  reheat  the  cold  plasma  It  has  been 
demonstrated  that  RELIPS  can  successfully  increase  the  analytical  sensitivity  by  at  least  an  order  of  magnitude 

.’“l’  In  order  t0  further  improve  the  limit  of  detection  (LOD),  the  basic  mechanism  of  RELIPS  is  investigated  bv 
time-resolved  study.  c  3 

tU.BS  Slgnal  was  a5fected  by  the  type  and  the  pressure  of  the  ambient  gas  around  the  plasma  [3,4],  It  was  found 
at  the  mam  reason  for  the  signal  decay  was  the  cooling  of  the  plasma.  In  other  words,  signal  can  be  enhanced  if 
the  plasma  temperature  can  be  sustained. 

.„I"this  Presentation  we  will  first  outline  our  experimental  technique.  Time-resolved  signal  of  the  resonance  case 
will  then  be  compared  against  the  non-resonant  one.  Finally,  the  cooling  effect  of  different  ambient  gases  at 
different  pressures  will  be  reported.  6 

2,  Experimental  section 

The  second  harmonic  of  the  Nd:YAG  laser  was  used  to  ablate  a  potassium  iodate  matrix.  The  matrix  contained  35 
ppm  of  sodium,  and  55  ppm  of  lithium  was  added  as  the  reporter  element.  Thirty  nanoseconds  later  a  dye  laser 
pulse  which  was  tuned  to  match  the  resonance  frequency  of  K  atoms  (4  2S1/2to  5  2P3/2),  was  focused  on  the  plume. 
The  fluence  of  the  Nd.YAG  laser  was  800  mJ  cm  ,  which  was  above  the  ablation  threshold.  The  fluenee  of  the  dye 
laser  was  460  mJ  cm  which  was  marginally  ablative. 

The  sample  was  placed  inside  a  closed  chamber  that  was  Filled  with  different  ambient  gases  (N2,  He,  Ar  and  Xe) 
to  different  pressures.  The  plasma  spectra  were  recorded  by  an  intensified  charge-coupied  device  with  gate  width 
set  to  5  us  for  time-integrated  study  and  50  ns  for  time -resolved  studies. 

The  plasma  temperature  was  determined  from  the  intensity  ratio  of  the  Li  610.3  and  670.8-nm  line  while  the 
electron  density  was  obtained  from  the  Stark  width  of  the  Li-670.8-nm  line. 

3,  Results  and  discussion 

The  perfoHmnce  of  RELIPS  under  different  ambient  conditions  is  shown  in  Figure  1,  where  the  sodium  doublet 
emitted  by  the  plume  is  displayed.  By  comparing  trace  (b)  and  trace  (d),  which  corresponded  to  the  on  and  off- 
resonance  respectively,  the  effect  of  resonance  enhancement  was  demonstrated.  Trace  (c)  through  (e)  showed  the 
effects  of  air  pressure  on  RELIPS  signal.  The  signal  was  weakest  in  vacuum  (-O.Olmbar),  and  peaked  at  -350 
mbar.  The  effects  of  ambient  gas  on  RELIPS  signal  were  illustrated  in  trace  (f),  50  mbar  argon,  and  (g),  13  mbar 
xenon.  Compared  with  the  open-air  trace  (c),  enhancement  by  the  heavy  inert  gases  is  evident 
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Fig.  1.  Sodium  doublet  signal  generated  by  RELIPS  under  different  conditions:  (a)  532-nm  laser  alone;  (b) 

532-nm  laser  followed  by  an  off-resonance  407-nm  dye  laser  pulse;  (c)  532-nm  laser  followed  by  an  on- 
resonance  404-nm  dye  laser  pulse,  in  vacuum;  (d)  to  (g)  were  similar  to  (c)  but  was  done  in;  (d)  open  air;  (e) 

350mbar  air;  (f)  50mbar  argon;  and  (g)  13  mbar  xenon. 

3.1  On  vs  off-resonance 

Time-resolved  spectra  were  captured  for  both  on  and  off-resonance.  The  time  origin,  t  =  0  ns,  referred  to  the  onset 
of  the  Nd:YAG  laser  pulse.  The  dye  laser  was  fired  at  t  =  30  ns.  From  Fig.  3a,  the  resonance-enhanced  signal  of 
sodium  (open  circles)  was  four  times  stronger  and  lasted  longer  than  the  off-resonance  case  (crosses).  An 
instantaneous  rise  in  signal  and  electron  density  (not  shown)  was  not  observed  at  t  =  30  ns.  Photoionization  was 
therefore  not  the  dominant  process.  Rather,  the  boost  of  the  signal  and  electron  density  (not  shown)  happened  at  t  = 
45-50  ns.  This  suggests  that  superelastic  collision  between  electrons  and  excited  species  might  play  an  important 
role  in  heating  the  plasma. 

The  on-resonance  plasma  temperature  lasted  longer  than  the  off-resonance  case  (Fig.  3b).  The  off-resonant 
temperature  was  only  transiently  measurable  because  of  the  weak  610-nm  line.  This  could  be  attributed  to  a  smaller 
heated  volume  in  the  non-resonance  case.  This  smaller  heat  reservoir  meaned  a  faster  cooling  rate. 


time  (ns)  time  (ns) 

Fig.  2.  Time-resolved  plume  emissions  generated  under  conditions  identical  to  that  of  traces  (b)  and  (d)  in 
Fig.  1,  except  the  air  pressure  was  350  mbar.  The  on-resonance  (circles)  and  off-resonance  (crosses)  results 
were  shown  together  for  comparison.  Fig.  2a  shows  the  sodium  signal  intensity  while  Fig.  2b  plots  the 
plasma  temperature  and  the  Li  610-nm  line  intensity  (lighter  symbols). 

3.2  Pressure  and  ambient  gas  effect 

Because  the  signal  decay  is  due  mainly  to  plasma  cooling,  an  understanding  of  the  cooling  process  is  helpful. 
Energy  transfer  to  the  ambient  gas  was  characterized  by  evacuating  the  sample  chamber  or  filling  it  with  various 
gases.  Fig  3(b)  showed  the  plasma  temperature  in  350-mbar  air  (open  circles),  13-mbar  xenon  (crosses)  and  vacuum 
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(  riangles).  It  was  observed  that  the  differences  in  temperature  were  small  and  could  not  explain  the  difference  in 
Na  signals  shown  m  Fig,  1.  However,  the  electron  density  in  vacuum  was  significantly  lower  (Fig  3a)  This 
suggested  that  without  the  ambient  gas  confinement,  the  free  expansion  of  the  plasma  caused  a  dilution  of  the  Na 
atoms,  which,  m  turn,  lowered  the  Na  signal. 


Fig,  3  Effect  of  pressure  and  ambient  gas  on  time-resolved  RELIPS  signal:  Plume  emissions  captured  under 

Urinal0”?  k  tte  °f  /hC  on'resonance  data  shown  Kg-  2,  at  350-mbar  air  (open  circles),  vacuum 

(tnanjes)  md  13-mbar  xenon  (crosses):  Fig  3a  shows  the  electron  density  determined  from  the  Stark  widths 

(lighters^tolsf  67°'nm  toeS'  Rg  3b  sh0WS  the  plasma  temperature  and  the  intensity  of  the  Li  610-nm  line 

efnhf"Cem“t. of  fg"31  in  arg°n  and  xenon  can  be  attributed  to  better  thermal  insulation.  Heat  loss  in  plumes 
colhsional  energy  transfer  between  the  plume  species  and  the  surrounding  molecules.  Because  of  a 

J?r«T!Ta?  hC  enCrgy  ttanSfer  efflciency  between  the  heavy  noble  gases  and  the  lighter  plume  species  is 
Poor  [5].  Thus  the  plasma  temperature  can  last  longer.  1 


4,  Conclusion 

The  decay  of  LIBS  signal  is  mainly  due  to  air-cooling.  However,  cooled  plasmas  can  be  resonantly  rekindled  to 

fh 1DalytehS11®nal  f  .Wlth  aPProPriate  ambient  gas  at  suitable  pressure,  heat  loss  can  be  reduced, 
ur  finding  point  to  the  possibility  of  laser-customized  plasmas  for  increased  analytical  sensitivity.  Currently  we 
are  pursuing  the  mechanisms  of  photoresonant  excitation  of  plasmas,  as  well  as  application  to  realistic  problems’ 

*'  ?2Y2087n2S2N(2a»),eUn8’  'A"alySiS  *  by  laSW  aWati°n  and  laser-induced  plasm,  spectroscopy,”  Anal,  Chen,., 

3'  Y367°nSo)EffeCtS  °f  atnK>Sphere  on  laser  raporizalion  and  excitation  processes  of  solid  samples  ”  Spectrochimica  Acta,  Part  B,  45B.  1353- 

4  GM'  Kim;YY-  TenS  and  J  .Sneddon,  “Interaction  of  an  excimer-laser  beam  with  metals.  Part  HI*  Then  effect  of  a 

controlled  atmosphere  m  laser-ablated  plasma  emission  ”  Appl.  Spectrosc.,  46, 1597-1604  (1992) 

5'  W66°V1Ch’  Y“' B'  a"d  Rai?6r'  Y“' P'  “PhySkS  °f  Sh0ck  WaWS  and  hlgh  temperature  hydrodynamic  phenomena,”  Academic  Press:  New  York, 
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Abstract:  Testing  of  daily  coal  samples  at  commercial  power  stations  using  LIBS  instrumentation 
and  standard  acid-extraction,  AAS  analysis  has  revealed  excellent  correlation  (R  >  0.9)  between  the 
two  methods  over  18  months  of  operation. 


1.  Introduction 

It  has  been  nearly  40  years  since  it  was  first  noted  that  the  plasma  emission  of  a  high-power  laser  irradiating  a 
material  contains  sufficient  spectroscopic  information  for  the  elemental  analysis  of  that  material.  In  the  intervening 
period  there  have  been  numerous  investigations,  application  demonstrations,  and  instrument  variations  reported  by 
researchers,  technologists  and  instrument  manufacturers  world-wide  using  the  technique  that  has  become  known  as 
laser-induced  breakdown  spectroscopy  (LIBS). 

In  the  wider  context  LIBS  is  an  elemental  analysis  technology  that  is  an  alternative  to  established  analysis  methods 
that  include  X-ray  fluorescence,  atomic  absorption  spectroscopy,  atomic  emission  spectroscopy  (ICP,  arc-spark, 
glow  discharge  ...),  and  neutron  activation  analysis.  Relative  to  these  established  technologies  LIBS  is  only  a  minor 
influence  on  elemental  analysis  applications  such  as  the  assessment  of  commercially  mined  and  manufactured 
materials.  LIBS  can  only  grow  in  importance  if  it  achieves  wider  industry  acceptance  as  a  viable  alternative  for 
materials  analysis.  This  acceptance  can  only  be  gained  by  proving  the  technology  achieves  the  same  level  of 
precision  and  accuracy  as  alternative  methods  over  extended  periods  in  commercial  applications  -  while  offering  the 
users  specific  benefits  such  as  faster  analysis  and  wider  elemental  range.  This  paper  describes  such  a  proving  study 
where  LIBS  instruments  (developed  by  the  authors)  have  been  placed  in  commercial  coal-fired  power  stations  for  an 
18  month  comparative  investigation. 

LIBS  was  chosen  as  the  analysis  tool  in  this  application  owing  to  its  ability  to  detect  the  low  atomic  number 
elements  that  are  difficult  to  detect  using  alternative  direct  analysis  techniques  for  solid  materials  (notably  XRF). 
The  sensitivity  of  the  technique  to  low  analyte  concentrations  is  also  a  distinct  advantage.  At  the  time  of  the 
development  the  lack  of  integrated  analysis  systems  in  the  commercial  marketplace  led  to  the  development  of  the 
instrument  described  in  this  paper.  The  instrument  designs  have  since  been  commercialized  by  a  private 
company  [1]. 

2.  Instrument  Design 

The  LIBS  instrument  is  an  integrated  analysis  system  comprising  excitation  laser,  optical  spectrographs,  gated  CCD 
detectors,  and  is  fully  software  controlled  [2,3].  Coal  and  mineral  samples  are  received  from  the  mines  and  are 
crushed  and  mixed  prior  to  analysis.  For  moist  materials  only  light  crushing  is  required,  however  for  hard  materials 
samples  are  crushed  to  -100  pm  to  obtain  both  accurate  and  precise  analysis  results.  The  crushed  samples  are  loaded 
into  sample  holders  that  allow  pressing  of  the  sample  and  direct  transfer  into  the  analyser  without  further  handling. 

The  laser  energy  is  adjusted  according  to  the  samples  being  analysed,  with  moist  brown  coals  requiring  the  full  laser 
energy  of  90  mJ.  Drier  black  coals  and  ashes  generally  require  less  laser  energy.  The  laser  is  focussed  onto  the 
samples  which  are  located  on  a  fast  translation  stage  that  moves  the  sample  between  successive  laser  pulses,  thereby 
exposing  a  fresh  region  of  the  sample  to  each  successive  laser  pulse.  This  reduces  any  matrix  effects  between  laser 
pulses  induced  by  sample/laser  interaction. 
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Key  to  the  successful  operation  of  the  device  is  its  parallel  processing  design  comprising  multiple  spectrographs  and 
CCD  detectors.  Four  spectrographs  and  detectors  are  used  to  cover  the  wavelength  range  of  180  -  850  nm  This 
proprietary  design  allows  simultaneous  determination  of  all  detectable  elements  thereby  reducing  analysis  time  and 
analysis  errors  resulting  from  sample  heterogeneity. 


The  plasma  ignition  is  accompanied  by  a  period  of  bright  broadband  fluorescence  associated  with  thermal  emission 
and  electron-ion  recombination  in  the  plasma.  Delaying  the  spectral  acquisition  approximately  1  ps  after  the  laser 
pulse  allows  the  broadband  emission  to  subside  and  the  elemental  fluorescence  to  be  observed.  Each  of  the  CCD 
detectors  is  electronically  gated  (i.e  has  a  fixed  exposure  time)  to  achieve  the  required  delav  between  plasma 

ignition  and  recording  of  the  spectrum.  Software  controlled  timing  circuitry  controls  the  firing  of  the  laser  pulse  and 
the  spectrum  acquisition.  r 


3.  Coal  Analysis  Examples 

The  performance  of  the  technology  is  well  demonstrated  in  the  analysis  of  a  low-ash  lignite  from  the  Yalloum  mine 
m  Victoria,  Australia.  This  coal  has  just  1.6  %  ash  content  (dry  basis)  and  67%  moisture  content.  Detectable 

e  e™nts  m  this  lignite  variety  include  C  and  H  in  addition  to  inorganic  components  such  as  Al,  Na,  Fe,  Mg,  Ca.  Si 
and  K,  ? 


The  reproducibility  and  accuracy  of  the  measurement  can  be  ascertained  from  measurements  on  multiple  samples  of 

the  same  material.  As  can  be  seen  from  Table  1  the  accuracy  and  reproducibility  for  the  principal  inorganic 
components  is  excellent,  *  F 

Table  1.  Analysis  results  of  a  low-ash  Yalloum  (Australia)  lignite  (SD  =  standard  deviation). 


Sample 

%  Na 

589nm 

%  Ca 

422.7nm 

%  Mg 

285nm 

%  Fe 

275nm 

%  Al 

309nm 

i 

0.023 

0.046 

0.082 

0.137 

0.015 

2 

0.023 

0.047 

0.085 

0.132 

0,013 

3 

0.023 

0.045 

0.087 

0.138 

0.014 

4 

0.023 

0.048 

0.080 

0.136 

0.020 

5 

0.023 

0.048 

0.087 

0.128 

0.016 

6 

0.024 

0.045 

0.080 

0.140 

0.016 

Mean 

0.023 

0.047 

0.084 

0.135 

0.016 

SD 

0.001 

0.002 

0.003 

0.004 

0.003 

Standard 

0.024 

0.041 

0.089 

0.11 

0.011 

Analysis 

(0.005) 

(0.005) 

(0.005) 

(0.005) 

(0.005) 

4.  Long  Term  Assessment 


Since  mid  2000  two  prototype  Spectrolaser  units  have  been  installed  at  Loy  Yang  and  Hazelwood  power  stations 
located  m  Victoria,  Australia.  One  of  the  power  stations  (Loy  Yang)  has  conducted  further  independent  evaluation 
using  comparative  testing  to  standard,  wet-ehemical  techniques.  To  the  best  of  our  knowledge  this  is  one  of  the  first 
reports  of  long-term,  independent  testing  of  such  laser-based  technology  in  a  commercial,  analysis  application. 


nor  to  commencing  the  evaluation  the  instrument  was  calibrated  using  the  prepared  standards  made  from  blending 
high-  and  low-ash  coals.  At  the  power  station  at  least  four  samples  were  collected  from  different  points  in  the 
conveyor  system  every  weekday  and  measured  by  the  Spectrolaser.  As  a  standard  practice  duplicate  measurements 
are  made  for  each  sample  and  the  results  averaged  for  reporting  purposes.  Since  a  large  number  of  samples  (>1500) 
are  token  over  an  extended  period,  each  of  which  is  analyzed  in  duplicate  by  two  alternative  methods,  the  test 
provides  a  comprehensive  accuracy  and  repeatability  test  for  the  LIBS  instrument.  For  example,  over  a  one-month 
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period  (approximately  90  analyses  of  different  coal  samples)  the  comparison  between  LIBS  and  the  AAS  analyses  is 
excellent  and  within  the  uncertainty  of  0.01%  in  the  acid-extraction,  AAS  technique. 


Table  2  Example  of  a  monthly  average  measurements  for  Na,  A1  and  Ca 


Element 

Monthly  Average  Measurement  (%) 

A  % 

LIBS 

AAS 

A1 

0.125 

0.135 

0.01 

Na 

0.090 

0.092 

0.002 

Ca 

0.034 

0.044 

0.01 

Correlation  between  the  two  methods  over  extended  periods  has  likewise  been  proven  the  efficacy  of  LIBS  in  this 
application.  For  example,  Na  below  yields  a  correlation  of  0.91  over  1500  measurements  during  the  18  months  of 
operation.  Similar  levels  of  accuracy  are  also  observed  for  Ca  and  A1  measurements  over  the  period. 


CO 

O 

& 


0  200  400  600  800  1000  1200  1400 

Sample  Number 

Fig.  1  Comparison  for  Na  measurements  in  coal  using  LIBS  and  AAS  over  18  months  (-1500  measurements) 

5.  Conclusions 

For  the  power  stations  using  this  technology,  the  forecast  analytical  cost  savings  are  in  the  vicinity  of  US$100,000 
per  year  enabling  the  power  station  to  recover  the  capital  cost  of  the  equipment  within  nine  months.  In  addition,  the 
rapid  analysis  enables  further  savings  via  better  supervision  of  plant  operations  resulting  in  potentially  fewer 
unscheduled  shut-downs.  Since  elemental  analysis  is  a  generic  quality  control  measure  it  is  expected  that  there  are 
numerous  other  potential  applications  for  the  technology  where  similar  cost  savings  and  operational  improvement 
can  be  obtained. 
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Abstract:  We  will  discuss  a  unique  spectrometer  based  on  an  array  of  Geiger  photodiodes 
resulting  in  enhanced  performance  of  laser  induced  breakdown  spectroscopy  instrumentation. 

These  compact,  silicon-based  detectors  eliminate  the  need  for  post  amplification  electronics  and 
allow  detection  of  single  photons  at  room  temperature, 
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OCIS  codes:  (040.1240)  arrays;  (040.5160)  photodetectors;  (140.3440)  laser-induced  breakdown 

1.  Background 

Laser  induced  breakdown  spectroscopy  (LIBS)  utilizes  atomic  emission  spectroscopy  in  a  laser-induced 
microplasma  to  identify  atomic  species  present  in  an  individual  aerosol  or  surface  particle.  It  also  can  yield 
quantitative  measurements  of  constituent  species  enabling  direct,  simultaneous  measurements  of  particle  mass  and 
elemental  composition,  as  demonstrated  during  preliminary  experiments  [1],  The  LIBS  approach  to  elemental 
analysis  provides: 

*  Rapid,  near  real-time  analysis; 

*  Simultaneous  multi-element  monitoring; 

*  Identification  of  both  high  and  low  Z  elements; 

*  Discrimination  between  weathered  layers  and  bulk  properties;  and 

*  Standoff  detection. 

When  power  densities  exceed  several  GW/em2,  a  high-temperature,  high-electron-density  laser  spark,  or 
microplasma,  is  formed.  The  temperature  of  this  plasma,  initially,  is  very  hot  (104  to  107  °C).  At  such  a  high 
temperature  any  sample  material  is  vaporized  and  ionized.  As  the  plasma  cools,  ionization  reduces  but  the  neutral 
atoms  are  continually  excited  at  the  elevated  temperatures  producing  atomic  emission  transitions.  The  plasma 

lifetime  might  be  several  hundred  microseconds,  with  the  first  10  to  20  us  consisting  of  the  large  background 
continuum  and  little  atomic  emission,  ^  & 

Typically,  a  fiber  optic  or  lens  collects  the  return  light  from  the  plasma  and  couples  it  into  a  spectrum  analyzer. 
Each  atomic  species  emits  a  very  precise  set  of  atomic  lines  so  that  time-resolved  spectral  analysis  of  these 
emissions  yields  a  fingerprint  of  the  species  present  in  the  sample.  Scientists  use  an  optical  grating  and  high- 
resolution  spectrometer  to  separate  the  spectral  signatures  from  the  background.  Wavelengths  oAthe  atomic 
emissions  range  from  190  to  850  nm.  Because  the  precise  transition  of  the  atomic  emission  competes  with  a  broad 
background,  the  signal-to-noise  (s/n)  of  the  system  is  strongly  dependant  on  the  resolution  of  the  spectrometer. 

Recently,  it  has  been  shown  that  the  standoff  measurement  capabilities  and  ablative  nature  of  the  LIBS 
instrument  would  provide  an  extremely  useful  tool  for,  among  other  studies,  space  and  planetary  exploration  [21. 
This  and  other  applications  require  compact,  robust  and  sensitive  electro-optical  components.  Most  often, 
intensified  charge  coupled  devices  (ICCD)  are  used  at  the  output  of  the  spectrometer  in  LIBS  instrumentation  The 
format  might  be  a  linear  array  for  a  traditional  linear  grating  spectrometer,  or  an  n  x  n  array  coupled  to  an  echelle 
system.  While  the  ICCD  is  highly  sensitive  and  allows  high  speed  gating,  the  intensifier  is  fragile,  requires  cooling 
has  relatively  low  quantum  efficiency  and  the  real-time  analysis  is  limited  by  the  readout  rate  of  the  CCD. 
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2.  Geiger  Photodiodes 

The  avalanche  photodiode  (APD)  is  a  solid-state  alternative  to  photomultiplier  tubes  (PMT)  and  ICCD  detectors.  It 
is  unique  among  solid-state  radiation  detectors  in  that  it  has  internal  gain.  In  its  simplest  form,  an  APD  is  a  p-n 
junction  formed  in  a  silicon  wafer,  structured  so  that  it  may  be  operated  near  the  breakdown  voltage  under  reverse 
bias.  When  either  photons  or  charged  particles  are  absorbed  in  the  silicon,  electron-hole  pairs  are  generated  and  are 
accelerated  by  the  high  electric  field.  These  electrons  gain  sufficient  velocity  to  generate  free  carriers  by  impact 
ionization,  resulting  in  internal  current  gain.  Compared  to  conventional  solid-state  sensors,  the  APD  produces 
relatively  large  output  pulses,  along  with  improved  s/n  [3,4].  APD  gains  of  up  to  10,000  at  room  temperature  have 
been  achieved  in  devices  where  the  output  is  proportional  to  the  input. 

Geiger  photodiodes  (GPD)  (Figure  1)  are  APDs  operating  in  the  photon  counting  mode  and  arc  most  often 
used  when  single  photon  sensitivity  is  required.  Geiger  mode  operation  is  accomplished  by  applying  an  external 
bias,  which  is  above  the  breakdown  voltage  of  the  APD  p-n  junction.  This  breakdown  voltage  is  usually  much 
lower  than  the  high  voltages  that  are  needed  for  other  photodetectors  such  as  PMTs.  The  high  internal  electric  field 
at  the  p-n  junction  results  in  extremely  high  gains  and  a  nonlinear  output.  The  GPD  can  achieve  gains  of  up  to  109 
[5,6].  This  highly  amplified  signal  relaxes  the  requirements  on  subsequent  electronics  resulting  in  improved  s/n 
performance  and  the  ability  to  detect  single  photon  events  without  cooling.  In  addition,  the  GPD,  like  most  silicon- 
based  devices,  is  robust  and  has  high  quantum  efficiencies  at  wavelengths  from  200  to  1000  nm.  Until  recently,  this 
photon  counting  device  has  only  been  available  in  a  single-element  format.  However,  Radiation  Monitoring 
Devices,  Inc.  (RMD)  has  developed  a  multi-element  GPD  with  individually  addressable  pixels  for  array 
applications,  including  LIBS. 


Fig.  1.  TO-8,  12-pin  package  for  the  GPD.  Bonding  wires  connect  the  individual  pixels  to  the  posts  and  a  ceramic 
standoff  isolates  the  chip  from  the  package.  The  test  pattern  on  the  array  contains  117  individual  pixels  with 
diameters  ranging  from  10  to  1 10  pm. 


3.  LIBS  and  Geiger  Photodiodes 

The  GPD  output  can  be  coupled  to  a  simple  circuit  to  achieve  digital  TTL  pulses  in  response  to  a  detection  event. 
This  simplifies  the  computer  interfacing  and  readout  requirements.  For  LIBS  applications,  we  use  an  active 
quenching  design  to  decrease  the  reset  time  by  several  orders  of  magnitude  [7].  Once  the  avalanche  is  initiated,  the 
discriminator  output  triggers  a  fast  solid  state  switch  to  rapidly  reduce  the  bias  across  the  GPD.  After  the  avalanche 
is  quenched,  the  switch  reverses  polarity  and  recharges  the  bias  across  the  GPD,  resetting  it  for  the  next  event 
detection.  Active  quenching  circuits  developed  at  RMD  have  improved  the  maximum  count  rate  of  these 
photodiodes  by  more  than  two  orders  of  magnitude.  Counts  rates  of  over  20  MHz  have  been  achieved  (Figure  2). 
For  applications  where  the  gate  time  is  200  ps,  the  dynamic  range  approaches  12  bits.  The  data  stream  also  provides 
temporal  information  of  the  breakdown  process  rather  than  a  single  integrated  readout. 

We  have  been  able  to  utilize  this  GPD  readout  system  as  part  of  a  LIBS  instrument.  The  focus  was  on  creating 
a  high-speed  readout  for  a  multi-pixel  device.  We  have  demonstrated  that  it  is  quite  feasible  to  use  these  circuits  to 
monitor  low  concentrations  of  atomic  vapor  (Figure  3).  We  have  also  shown  that  the  circuit  will  work  with  a 
system  using  a  nitrogen  or  Nd:YAG  laser  as  the  excitation  source.  It  is  also  important  to  realize  that  the  detector 
sensitivity  starts  from  single  photon  detection,  so  it  is  relatively  simple  to  extend  the  dynamic  range  by  reducing  the 
incoming  signal  with  filters  or  a  smaller  aperture. 
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Fig,  2.  GPD  count  rate  as  a  function  of  the  relative  incident  intensity.  The  data  shows  a  linear  response  over  six 
decades  of  operation. 
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Fig.  3.  Plot  of  GPD  signal  vs.  sodium  concentration.  The  background  which  was  recorded  prior  to  each  change 
in  sodium  concentration,  is  subtracted  from  each  data  point.  The  counting  duration  was  500  ps  with  a  60-tis 
delay  following  the  laser  pulse.  The  data  was  recorded  at  the  University  of  Florida  using  a  Nd:YAG  source  to 
excite  sodium  vapor. 
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Abstract:  The  application  of  miniature  fiber  optic  modular  spectroscopy  to  LIBS  allows  for  great 
flexibility  in  data  retrieval.  A  spectrometer  with  200  nm  to  980  nm  range  and  0.1  nm  resolution 
observing  only  one  laser  event  has  been  commercialized. 


30 


WC4-1 


Optimization  of  Laser-Induced  Breakdown  Spectroscopy  for 
Liquid  Samples  at  Millijoule  Pulse  Energies 

Mike  Taschuk,  Ying  Tsui,  Robert  Fedosejevs 

Department  of  Electrical  and  Computer  Engineering,  University  of  Alberta,  Edmonton,  Alberta  Canada  T6G  2V4 
Phone:  1  (780)  492-3905,  Fax :  1  (780)  492-1811;  E-mail:  miaschuk@ee. ualberta. ca 

Abstract:  A  study  is  being  carried  out  investigating  the  capabilities  of  laser-induced  breakdown 
spectroscopy  for  analysis  of  water  samples  at  pulse  energies  from  sub-millijoule  to  1 00  mJ  per 
pulse.  The  sub-millijoule  energy  regime  for  LIBS  of  water  samples  is  not  well  investigated,  and 
optimal  conditions  need  to  be  identified.  Optimization  of  the  limit  of  detection  of  contaminants  In 
water  requires  detailed  characterization  of  the  plasma  evolution,  the  line  emission  and  the  sources 
of  background  noise.  Pulse  energies  from  3  mJ  to  100  ml  focused  with  a  30  cm  lens  have  been 
tested  for  Na  in  water,  resulting  in  detection  limits  from  200  ppm  to  2  ppm  respectively.  Scaling 
to  sub-millijoule  energies  using  shorter  focal  length  lenses  is  currently  under  investigation. 

©2002  Optical  Society  of  America 

OCIS  codes.  (140,3440)  Laser-induced  breakdown,  (300.6360)  Spectroscopy,  laser 


1*  Introduction 

A  study  is  being  carried  out  investigating  the  capabilities  of  laser-induced  breakdown  spectroscopy  for  analysis  of 
water  samples  at  pulse  energies  from  sub  millijoule  to  100  mJ  per  pulse  -  a  range  lower  than  the  pulse  energies 
traditionally  used  in  LIBS  studies  of  liquid  samples.  Even  at  these  energies  one  can  easily  produce  focal  spot 
intensities  on  the  order  of  10  Wcm'~  as  required  to  exceed  the  breakdown  threshold  of  the  surface  of  water. 
Extending  LIBS  to  sub  millijoule  energy  regimes  will  improve  the  industrial  applicability  of  the  technique,  as  low 
cost,  high  repetition  rate  lasers  can  be  integrated  into  small  or  portable  UBS  systems.  However,  the  sub  millijoule 
energy  regime  for  LIBS  is  not  well  investigated,  and  optimal  conditions  need  to  be  identified. 

One  of  the  main  factors  determining  the  detection  of  contaminants  in  water  is  the  optimization  of  conditions  to 
maximize  the  signal  to  noise  ratio.  Initially  the  plasma  is  too  hot  for  efficient  emission  of  UV  and  visible  emission 
lines  and  one  must  wait  until  expansion  cooling  has  created  the  optimum  conditions  for  atomic  line  emission.  In 
order  to  maximize  the  sensitivity  the  spatial  and  temporal  dependence  of  the  plasma  expansion  from  a  water  jet 
target  into  air  has  been  measured,  leading  to  the  identification  of  optimum  gating  time  and  observation  position  for 
contaminant  elements  such  as  sodium  and  aluminium.  Detailed  studies  of  the  expansion  of  the  emission  region  into 
air  have  been  undertaken,  and  compared  with  theoretical  shock  wave  models.  The  temperature  and  density  of  the 
plasma  are  derived  from  theoretical  models  of  the  blast  wave  expansion  into  air.  In  order  to  compare  results  from 
different  experimental  conditions  and  from  different  groups  it  Is  important  to  measure  the  line  emission  in  absolute 
units.  Careful  calibration  of  the  experimental  set-up  has  been  undertaken,  facilitating  comparison  with  both 
simulation  and  other  experimental  groups. 

Another  equally  important  factor  in  the  limit  of  detection  for  any  element  is  the  characterization  of  the 
background  noise  level  in  the  region  of  the  spectral  measurement.  Contributions  to  background  noise  come  from 
continuum  radiation,  weak  spectral  lines  of  other  elements,  and  dark  current  in  the  detector  channels.  Based  on  the 
characterization  of  the  signal  and  noise  scaling  it  is  possible  to  predict  the  limits  of  detection  for  a  wide  variety  of 
conditions.  Single  shot  detection  limits  for  sodium  have  been  observed  ranging  from  a  few  parts  per  million  up  to 
the  order  of  a  part  per  thousand,  depending  on  the  laser  pulse  energy.  Scaling  laws  for  the  limit  of  detection  as 
functions  of  energy  have  been  characterized  and  are  discussed. 

2.  Experimental  Details 

For  the  experiments  presented  here,  a  frequency  tripled  (355  nm)  NdrYAG  laser  (Continuum  Powerlite  -  9010)  with 
10  ns  pulses  (FWHM)  was  used.  For  initial  characterization,  a  30  cm  focal  length  lens  was  used  in  order  to  give  a 
relatively  uniform  beam  spot.  The  beam  profile  is  elliptical,  with  best  focus  beamwaist  approximately  55  pm  by  45 

pm  However,  for  very  low  energies  (<~3  mJ/pulse),  a  shorter  focal  length  lens  is  required  in  order  to  achieve 
sufficient  intensities  for  breakdown. 
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The  spectrometer  used  is  a  0.5  m  focal  length  f/7  spectrometer  (Spectra  Pro  500,  Acton  Research)  equipped  with 
an  intensified  multichannel  array  detector  (OMA  1455  G,  Princeton  Instruments).  A  high-resolution  grating  (1200 
lines/mm),  blazed  at  500  nm,  is  used  for  the  wavelength  range  above  350  nm. 

3.  Plasma  Characterization 

Using  a  1  dimensional  spherical  expansion  plasma  model  [1],  the  initial  conditions  of  the  plasma  can  be  calculated. 
With  a  45  mJ  pulse  focused  by  a  30  cm  lens,  the  initial  plasma  temperature  is  approximately  30  eV,  with  an 
expansion  velocity  of  3.3*  106  cms'1  for  the  initial  interaction  period.  The  subsequent  density  and  temperature  of  the 
expanding  plasma  can  be  modelled  by  the  Taylor/Sedev  blast  wave  model,  and  compared  to  experimental 
measurements.  The  optimum  conditions  within  the  plasma  for  spectral  emission  can  be  correlated  with  these  blast 
wave  parameters,  and  ideal  conditions  for  LIBS  emission  will  be  explored. 

Detailed  studies  of  the  plasma  dynamics  have  been  undertaken  in  order  to  identify  the  optimum  location  in 
spacetime  for  viewing  of  the  plasma,  and  to  better  understand  the  physical  conditions  under  which  the  optimum 
signal  to  noise  ratios  can  be  achieved.  In  our  experiments,  a  high-resolution  space  time  study  of  the  line  emission 
from  a  contaminant  in  water  is  performed.  An  example  of  this  work  is  presented  in  Figure  1 .  The  dotted  lines 
presented  in  Figure  lb  represent  the  Taylor/Sedev  blast  wave  model  for  a  strong  shock  wave  in  air  (right)  and  in 
water  (left).  The  emission  occurs  from  the  region  inside  the  predicted  blast  wave  boundary  in  air.  Within  the 
expanding  blast  wave  region  there  are  large  temperature  and  density  gradients  and  thus  it  is  expected  that  there  will 
be  a  region  of  optimum  conditions  for  emission  of  a  particular  wavelength  of  line  radiation. 

The  measured  expansion  in  air  agrees  with  blast  wave  theory.  The  observed  expansion  of  the  emission  region 
into  the  water  jet  is  complicated  by  optical  distortion  of  the  emission  due  to  rippled  edges  of  the  water  jet.  Thus,  at 
points  between  -0.5  and  0.0  mm,  the  signal  is  observed  through  the  water  jet,  which  may  distort  the  apparent 
expansion..  Even  so  the  observed  emission  region  agrees  approximately  with  the  predicted  propagation  of  the 
strong  shock  into  the  water. 


Slit  Image  Position  (mm) 


Slit  Image  Position  (mm) 


(a)  (b) 

Fig.  1 .  (a)  Schematic  view  of  the  experimental  set-up.  The  water  jet  extends  from  -0.5  mm  to  0  mm.  The  laser  enters 
from  right,  and  interacts  with  the  water  jet  at  a  position  of  zero  in  space  and  time  (b)  Space  time  evolution  of  LIBS 
sodium  emission  at  589nm  from  plasma  from  a  water  jet.  The  dotted  lines  indicate  the  predicted  blast  wave 
propagation  for  strong  shock  waves  in  air  (right)  and  water  (left).  Experimental  conditions:  45  mJ/pulse,  200  ns  Gate 
Width,  10  pm  entrance  slit  on  the  spectrometer. 
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4.  Limit  of  Detection 

Liquid  samples  have  two  key  advantages  over  solids:  they  are  more  homogenous  than  normal  solids,  and  arbitrary 
concentrations  in  the  ppm  region  can  easily  be  prepared.  In  the  present  experiments,  the  signal  strengths  and 
background  noise  as  functions  of  concentration  have  been  characterized.  The  intersection  of  the  signal  strength  with 
the  3o  level  of  background  noise  determines  the  detection  limit,  as  can  be  seen  in  Figure  2.  As  expected,  the  signal 
from  the  sodium  is  linear  with  concentration,  until  it  descends  below  the  noise  level.  Pulse  energies  from  3  ml  to 
100  ml  focused  with  a  30  cm  lens  have  been  tested  for  Na  in  water,  resulting  in  detection  limits  from  200  ppm  to  2 

ppm  respectively.  With  shorter  focal  length  lenses  one  can  achieve  breakdown  and  emission  at  energies  below  a 
millijoule. 


Na  Concentration  by  Weight  (N) 

Fig.  2.  Limit  of  detection  of  Na  in  distilled  water. 
In  this  case,  the  LOD  is  3  ppm.  Experimental 
conditions:  45  mj/pulse,  16  (is  Gate  Width,  1  (is 
Gate  Delay,  10  Jim  slit. 


Pulse  Energy  (mJ) 


Fig.  3.  Energy  Scaling  of  limit  of  detection  for  sodium 
in  water  as  a  taction  of  pulse  energy  using  a  30em 
focussing  lens.  The  line  is  a  least  squares  fit  to  the  data. 


5,  Conclusion 

A  study  is  being  carried  out  investigating  the  capabilities  of  laser-induced  breakdown  spectroscopy  for  analysis  of 
water  samples  at  pulse  energies  from  sub  millijoule  to  100  ml  per  pulse  -  a  range  lower  than  the  pulse  energies 
traditionally  used  in  LIBS  studies  of  liquid  samples.  The  sub  millijoule  energy  regime  for  LIBS  of  water  samples  is 
not  well  investigated,  and  optimal  conditions  need  to  be  identified.  It  is  expected  that  the  present  results  may  lead  to 
improvements  in  the  industrial  applicability  of  LIBS,  as  low  cost  high  repetition  rate  lasers  can  then  be  integrated 
into  portable  LIBS  systems.  Optimization  of  the  limit  of  detection  of  contaminants  in  water  requires  detailed 
characterization  of  both  the  plasma  line  emission  and  the  sources  of  background  noise.  The  late  time  density  and 
temperature  of  the  expanding  plasma  can  he  derived  using  the  Taylor/Sedev  blast  wave  model,  and  spectral  emission 
correlated  with  plasma  conditions.  The  LIBS  emission  occurs  from  the  region  inside  the  predicted  blast  wave 
boundary  in  air.  Pulse  energies  from  3  mJ  to  100  mJ  focused  with  a  30  cm  lens  lead  to  measurable  emission  from 
Na  in  water,  resulting  in  detection  limits  from  200  ppm  to  2  ppm  respectively  and  the  use  of  shorter  focal  length 
lenses  allow  signals  to  be  detected  even  with  suh-millijoule  pulses.. 


6.  Reference 
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Abstract:  Laser  induced  breakdown  spectroscopy  has  enjoyed  acceptance  as  an  analytical  tool  in 
many  areas  despite  its  spectral  interferences.  We  demonstrate  here  the  application  of  multivariate 
calibration  for  quantitative  elemental  analysis  of  metal  alloys. 

©2002  Optical  Society  of  America 

OCIS  codes:  (300.6210)  Spectroscopy,  atomic  (070.5010)  Pattern  recognition  and  feature  extraction 


1.  Introduction 

The  ability  of  LIBS  to  predict  accurate  concentrations  in  metallic  samples  has  been  limited  by  matrix  effects  from 
the  bulk  of  the  sample.  Solid  samples  and  standards  must  be  matrix  matched  to  insure  accurate  results.  For  example, 
determination  of  chromium  in  high  temperature  alloys  usually  requires  a  series  of  high  temperature  alloy  standards 
of  known  chromium  concentration.  Chromium  calibrations  using  standards  of  a  different  type  of  alloy  will  not 
provide  satisfactory  quantitative  results. 

Multivariate  calibration  using  principal  component  regression  enables  modeling  of  emission  dependence  on 
multiple  analytes  while  taking  multiple  matrix  effects  into  account.  We  have  successfully  applied  multivariate 
calibration  curve  to  the  determination  of  several  elements  in  metal  alloys. 

2.  Experimental 

Metal  alloy  samples  were  placed  in  a  simple  mount  that  allowed  x-y  positioning  under  computer  control.  The 
computer  also  controlled  the  z-axis  by  moving  the  focusing  lens  as  needed.  Emission  was  collected  by  an  Echelle 
spectrometer  with  an  intensified  charge  couple  device  (ICCD)  camera  (1). 

Adventitious  calibration  was  performed  by  taking  standard  alloy  samples  of  widely  varying,  but  known, 
composition  (Table  1). 

Three  spectra  of  five  steel  alloys  of  composition  were  obtained  by  LIBS  over  a  three  day  period.  The 
echellograms  were  converted  to  spectra  and  then  to  ASCII  data  files.  Intensities  from  twenty  wavelengths  selected 
wavelength  in  the  range  from  352.44  nm  to  532.90  nm  were  selected  for  multivariate  calibration.  These  files  were 
analyzed  by  principal  component  regression  (2)  to  produce  multivariate  calibrations  for  the  five  known  elements. 


Table  1.  Composition  of  reference  materials. 


Standard 

Ni 

Fe 

Mn 

Cr 

Cu 

NBS845 

0.28 

83.523 

0.77 

13.3 

0.065 

NBS846 

9.11 

69.14 

0.53 

18.35 

0.19 

NBS850 

24.8 

46.88 

22.13 

24.9 

NBS1204 

70.6 

3.1 

0.41 

12.75 

0.056 

BS3941 

0.019 

98.2918 

0.8 

0.068 

0.053 
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4.  Conclusions 

Multivariate  calibration  offers  a  valuable  tool  for  accomplishing  quantitative  calibrations  for  elements  in  metal 
alloys.  The  ability  of  principal  component  regression  to  model  multiple  analyte  compositions  for  a  set  of  five  alloys 
has  been  demonstrated. 
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Shooting  slurries:  sampling  is  the  name  of  the  game 
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1.  Introduction 

COREM  is  a  research  consortium  dedicated  to  provide  the  mining  and  mineral  beneficiation  industry 
with  practical  solutions  to  process  and  quality  control  needs.  Laser-Induced  Breakdown  Spectrometry 
(LIBS)  is  viewed  as  a  means  of  monitoring  the  chemical  composition  of  process  flow  material,  both  on-line 
and  in  real-time,  with  minimal  or  no  sample  preparation.  Upon  applying  the  technology,  though,  to  real- 
world  situations,  sampling  is  readily  identified  as  a  critical  issue  [1],  It  is  the  purpose  of  this  paper  to 
report  and  discuss  the  problem  of  analyzing  slurries  with  LIBS. 

2.  Experimental  setup 

Ute  lasers  used  were  Q-switched  Nd:YAGs,  model  CFR-200,  supplied  by  BigSky  Laser  Technologies;  used 
at  1064  ran,  pulses  of  circa  10  ns  and  150  mj  could  be  focused  to  0.5  mm2  on  target.  The  Czemy-Turner- 
type  spectrometer  used  was  a  TRIAX  550,  from  Jobin-Yvon-Spex;  it  has  a  550  mm  focal  length  and  a 
numerical  aperture  of  f/6.4.  A  diffraction  grating  of  2400 1/mm,  blazed  at  250  nm  was  used  for  the  present 
work.  Emission  spectra  were  recorded  with  an  ICCD  camera,  from  Andor  Technology;  with  690  x  128 

elements  of  26  x  26  pm,  windows  of  about  12.5  nm  in  width  could  be  viewed  from  a  total  spectral  ranee  of 
180  ran  to  850  nm. 


For  exploratory  purposes,  experience  in  analyzing  slurries  has  driven  us  to  establish  three  standard 
shooting  conditions.  These  are:  1)  one  laser  with  150  mj  pulses;  2)  two  simultaneous  and  co-linear  lasers 
summing  up  to  300mJ;  and  3)  two  cascaded  lasers:  an  initial  100  mj  pulse  followed  2  microseconds  later 
with  a  150  mj  pulse  shot  co-linearly  to  the  first.  A  2  ps  delay  is  programmed  before  starting  to  record  the 
emission  from  the  plasma.  Laser  firing  was  initially  done  at  a  frequency  of  1  Hz, 

3.  Prior  work 

Work  was  carried  out  earlier  which  demonstrated  the  practicability  of  measuring  Si  (along  with  C,  Ca,  M<? 
and  Al)  on-line  in  iron  ore  slurries  [2],  These  slurries,  at  75%  solids  content,  were  high  iron  concentrates  ° 
and  the  Fe  signal  was  used  as  an  internal  standard.  With  an  industrial-sized  sampler,  a  precision  of  0.2% 
was  obtained  (2-sigma  at  the  95%  confidence  level)  on  material  containing  between  0.4%  and  5%  silica. 
Shooting  mode  was  cascaded  lasers.  Striving  to  push  the  work  further  in  the  laboratory,  with  a 

downscaled  sampler-recirculator,  results  lacked  reproducibility  and  calibration  curves  exhibited  poor 
linearity.  ' 


4.  Qualitative  observations 

The  first  (downscaled)  laboratory  recirculating  system  consisted  of  a  closed  circuit  containing  two 
funnels,  one  on  top  of  the  other,  and  a  peristaltic  pump.  The  pump  merely  took  the  exiting  material  from 
the  lower  funnel  and  dropped  it  in  the  upper  funnel.  The  laser  aimed  at  the  4.6  mm  diameter  free-falling 
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slurry  column  between  the  funnels.  A  number  of  detrimental  phenomena  were  observed  during 
operation,  among  which:  sedimentation  and  channeling  in  the  funnels,  flotation,  bubble  pumping,  pulsed 
flow,  etc.  Manual  stirring  inside  the  funnels,  to  tentatively  homogenize  the  circulating  slurry,  only 
exacerbated  signal  instabilities  because  it  put  lumps  of  sedimented  iron-rich  material  back  into  motion, 
especially  in  the  upper-funnel.  Also,  the  precise  locations  of  the  slurry  entry  point  in  the  upper  funnel 
and  of  both  funnels  relative  to  each  other  affected  the  results  in  a  non-repeatable  manner. 

Looking  into  these  problems,  a  new  sampler  geometry  was  devised  (see  Figure  1).  It  consists  of  a 
reservoir  with  a  mechanical  stirrer,  a  double-head  peristaltic  pump,  a  "laboratory"  faucet  (shaped  like  an 
upside-down  J)  and  a  rigid  receiver  tube.  One  end  of  the  receiver  tube  slips  tight  over  the  tip  of  the 
faucet;  the  other  end  returns  the  slurry  to  the  reservoir.  The  laser  aims  the  8  mm  diameter  free-falling 
slurry  column  through  a  hole  in  the  receiver  tube  at  a  point  situated  5  mm  below  the  tip  of  the  faucet. 
Around  the  strike  point,  downward  aspiration  is  provided  to  evacuate  nebulized  material  resulting  from 
the  laser  impact:  this  enabled  to  raise  the  shooting  frequency  to  2  Hz  without  experiencing  pre-hits  on 
splashed  material  (see  also  reference  [3]  for  a  related  geometry).  The  upside-down-J-shaped  faucet  is 
important  to  ensure  good  flow  quality  (minimizing  exiting  turbulences).  The  sampler  is  engineered  in 
such  a  way  that  dismantling  and  reassembling  sets  it  in  a  unique  and  repeatable  geometry. 


Fig.  1.  Schematic  of  the  slurry  recirculator 


5.  Quantitative  observations 

Throughout  the  development  of  the  sampler,  two  variables  were  specifically  monitored:  the  signal 
stability  (short  term  variance  of  Si  at  288.16  nm  and  Fe  at  282.55  nm)  and  the  Si/Fe  ratio.  Said  variables 
were  greatly  affected  by  any  geometric  change  in  the  layout.  Although  signal  stability,  in  a  specific  setup, 
could  be  observed  in  the  short  term,  any  disturbance  of  the  sampler  (even  a  specimen  change)  could  sway 
the  Si/Fe  ratio  out  of  due  calibration.  By  way  of  a  rigid  geometry,  long  term  stability  and  repeatability 
were  obtained  (circa  ±5%  on  the  ratio).  Flow  rate,  inside  the  range  from  2  to  5  L/min  was  found  irrelevant. 


40 


WD2-3 


Shooting  too  close  to  the  tip  of  the  faucet  increased  the  variance  of  the  signals;  a  distance  of  5  mm  was 
found  to  be  most  suitable.  The  horizontal  position  of  the  strike  point  on  the  slurry  column  was  found  to 
hold  crucial  influence  on  the  Si/Fe  ratio;  the  ratio  was  maximum  when  aiming  the  center  but  rapidly 
dropped  by  50%  when  striking  just  1  mm  on  either  side  (with  original  4.6  mm  spout).  Using  a  larger 
slurry  column  and  integrating  a  visor  in  a  rigid  hardware  assembly  solved  this  problem. 

The  new  slurry  sampler-recirculator  was  tested  on  similar  material  as  done  in  the  former  work.  Using 
cascaded  lasers,  the  2-sigma  precision  was  established  at  0.08%  and  linearity  (R2)  scored  0.997.  Shot  to 
shot  stability  of  signals  yielded  ±14%  for  Fe  and  ±29%  for  Si;  these  standard  deviations  shrink  to  3.7%  and 
4.7  /o,  respectively,  when  using  50-shots  averaged  measurements.  The  sum  of  lasers  firing  mode  gave 
even  better  results,  with  0,05%  precision,  0.996  for  R2  and  stability  of  10%  for  both  Si  and  Fe  (2.5%  on  50- 
shots  measurements).  This  means  that  in  a  slurry  (75%  solids)  containing  between  0.4%  and  5%  silica  per 
weight,  a  variation  of  only  0,05%  in  silica  could  be  monitored;  it  is  worth  mentioning  that  our  industry 
partners  were  hoping  for  a  0.10%  sensitivity. 

6.  Conclusion 

The  sampling  question  is  a  key  issue  to  sound  LIBS  measurements.  Analyzing  slurries  (as  well  as 
suspensions,  solutions  and  liquids  in  a  general  sense)  with  LIBS  may  suffer  dramatic  sampling 
inconsistencies.  Thoughtful  design  of  the  slurry  recirculator  at  the  laboratory  scale  has  enabled  to 
increase  sensitivity  and  signal  stability  significantly.  The  new  sampler  has  been  used  to  circulate  high 
density  iron  ore  slurries  (which  tend  to  sediment),  low  density  graphite  slurries  (which  tend  to  float)  and 
iodine  solutions  successfully.  Investigations  are  now  oriented  to  studying  the  effect  of  %water  in  slurries 
and  up-scaling  the  apparatus  to  industrial  needs. 
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Abstract:  A  laser  induced  breakdown  spectroscopy  (LIBS)  technique  has  been  applied  to  detect 
the  unburned  carbon  in  fly  ash,  and  an  automated  LIBS  unit  has  been  developed  and  applied  in  a 
1000MW  pulverized  coal  fired  power  plant  for  real-time  measurement  of  unburned  carbon  in  fly 
ash.  Good  agreement  was  shown  between  measurement  results  from  the  LIBS  method  and  those 
from  the  conventional  method(JIS  8815),  with  a  standard  deviation  of  0.27%.  This  result 
confirms  that  measured  unburned  carbon  in  fly  ash  using  LIBS  is  accurate  enough  for  the  boiler 
control  and  boiler  control  in  optimized  way  is  possible  using  the  value  of  unburned  carbon  content 
in  fly  ash. 

1.  Introduction 

Operating  characteristics  of  coal-fired  boilers  are  heavily  influenced  by  factors  such  as  differences  in  fuel 
properties  and  furnace  surface  dirtiness  of  heat  transfer  surfaces.  Accordingly,  in  order  to  achieve  optimal  control 
of  multiple  coal  fired  boilers,  it  is  necessary  to  accurately  monitor  the  state  of  combustion,  which  is  constantly 
changing,  and  to  automatically  adjust  the  control  parameters[l].  The  research  presented  here  focused  on  the  quantity 
of  unburned  carbon  in  fly  ash  as  an  indicator  of  the  combustion  state,  considering  the  measured  value  as  a  basis  for 
optimal  and  stable  boiler  combustion  control,  as  well  as  fly  ash  quality  control.  As  conventional  analytical  methods 
have  required  at  least  20  minutes  and  have  been  conducted  offline,  it  has  not  been  possible  to  use  the  quantity  of  fly 
ash  as  a  control  indicator.  With  recent  advances  in  laser  measurement  technology,  however,  the  composition  of 
solids  can  be  assessed  in  real  time.  Our  research  applied  this  LIBS  technique[2]  in  the  development  of  apparatus  for 
real-time  measurement  of  unburned  carbon  in  fly  ash.  Measurements  taken  by  the  apparatus  were  also  integrated 
into  the  control  system  of  a  boiler  with  the  objective  of  achieving  optimal  and  stable  combustion  and  operation  of 
the  boiler.  By  controlling  the  rotating  speed  of  a  mill  rotary  separator  basis  on  the  measured  unburned  carbon 
content,  it  was  demonstrated  that  boiler  control  in  optimized  way  is  possible  using  the  value  of  unburned  carbon 
content  in  fly  ash. 

2.  LIBS  Measurement  of  Unburned  Carbon  in  Fly  Ash 

The  main  components  of  fly  ash  are  Si,  Al,  Fe,  Ca,  and  carbon[3].  The  carbon  content  in  the  fly  ash  can 
be  calculated  using  the  emission  intensities  of  Si,  Al,  Fe,  Ca,  and  carbon  from  the  following  equation. 


Unburned  Carbon  in  Fly  Ash  = 


_ fjM* _ 

1  +  f  glc/Isi  4 ‘  f  g  Ll/Isi  +  f  g  he /Is.  +  f  <£  Ica/ls, 


(1) 


Here,  Ij  (J/s)  is  the  emission  intensity  of  species  i,  a*  is  a  variable  factor  related  to  species  i,  which  contains  the 

plasma  temperature  and  pressure  correction  factors.  These  parameters  have  to  be  determined  under  the  experimental 
operating  conditions  used  in  the  power  plant  monitoring  location[41. 

The  measurement  apparatus  consists  of  the  MLIBS-UC2002  prototype  developed  by  Mitsubishi  Heavy 
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Industries,  Ltd.,  and  is  composed  of  a  measurement  head  box  containing  the  laser  device  and  a  control  box 
containing  the  measurement  control  device.  The  LIBS  apparatus  was  installed  at  the  economizer  (ECO)  outlet  of 
Unit  1  at  the  Haramachi  thermal  power  plant  (1G00MW  pulverized  coal  fired  power  plant),  operated  by  Tohoku 
Electric  Power  Co.,  Inc.  The  unburned  carbon  measurement  range  for  this  apparatus  is  0-10%,  and  measurement 
results  corresponding  to  a  1-5  minute  moving  average  were  transmitted  to  the  boiler  control  system  every  15 
seconds  to  facilitate  processor-controlled  operations.  Measured  unburned  carbon  values  were  processed  by  means  of 
new  circuitry  built  into  the  boiler  control  unit. 

3.  Measurement  Results  of  Unburned  Carbon  in  Fly  Ash 

Our  apparatus  for  the  measurement  of  unburned  carbon  In  fly  ash  was  installed  in  December  1999  and 
was  m  operation  through  January  2001.  Over  ten  types  of  coal  were  used  during  the  operating  period.  Figure  2 
KolTi?  ac,comparison  between  °ur  measurement  results  and  those  obtained  by  using  the  standard  method  (JIS 
5).  Simultaneous  plots  are  shown  for  multiple  types  of  coal.  Good  agreement  is  shown  between  measurement 
results  irom  the  LIBS  method  and  those  from  the  standard  method,  with  a  standard  deviation  of  0.27%.  This 
comparison  confirms  that  measured  unburned  carbon  in  fly  ash  is  accurate  enough  for  the  boiler  control  and  it  is  not 
affected  by  the  type  of  coal  when  using  the  LIBS  technique.  Figure  3  presents  examples  of  measurement  results  of 
unburned  carbon  m  fly  ash.  Results  for  low  fuel  ratio  coal  are  indicated  by  (a),  with  stable  results  having  been 
obtained  for  unbumed  carbon  value  measurements.  The  transition  from  high  to  low  fuel  ratio  coal  is  indicated  by 
(b),  and  the  difference  in  unburned  carbon  in  fly  ash  resulting  from  the  switchover  can  be  seen  in  the  corresponding 
measurement  results.  1 


4  Optimal  Boiler  Control  Test  Results 

Optimal  boiler  control  using  measurement  results  for  carbon  in  fly  ash  can  be  accomplished  in  various 
ways,  including  mill  rotary  separator  speed  and  02  concentration.  Separator  speed  was  used  in  the  current  context 
to  verify  boiler  controllability.  Optimal  control  circuitry  based  on  unbumed  carbon  content  was  added  to  the 
existing  boiler  control  circuitry,  and  separator  speed  was  adjusted  in  conjunction  with  the  measured  values  of 
unbumed  carbon  provided  by  the  LIBS  apparatus.  Figure  4  shows  examples  of  control  results  based  on  unburned 
carbon.  Unbumed  carbon  setting  values  were  varied  from  2%  to  1%,  and  then  to  3%,  and  control  characteristics  at 
O  4  6yCt  y  measured  values  were  observed.  Average  measured  values  changed  from  2.3%  to  2.0%,  and  then  to 
2'Zf0’  confirming  that  control  of  unbumed  carbon  content  was  possible  with  the  new  control  circuitry.  The 
difference  between  the  setting  values  and  the  actual  values  are  due  to  Interference  between  the  unburned’  carbon 
control  logic  and  the  existing  multiple  coal  fired  boiler  control  logic  (attempting  to  maintain  appropriate  mill  load 
based  on  mill  current),  which  effectively  limited  the  range  of  speed  control.  The  speed  of  the  rotary  separator  was 
raised  through  real-time  unbumed  carbon  control,  and  the  value  of  unburned  carbon  was  reduced,  thereby  increasing 
at-site  efficiency  (i.e.,  boiler  efficiency)  and  enabling  fly  ash  quality  control.  Conversely,  increasing  the  unbumed 

carbon  value  would  reduce  auxiliary  power,  such  that  operations  could  be  performed  in  consideration  of  total  plant 
running  costs.  1 

From  the  perspective  of  lowering  total  running  costs,  fan  electric  power  could  also  be  reduced.  In  this 
case,  operations  would  be  based  on  reducing  the  02  setting,  and  the  use  of  unburned  carbon  values  measured  In  real 
time  could  be  used  as  an  effective  indicator  for  ascertaining  the  combustion  state  of  the  boiler. 

5.  Conclusion 

An  apparatus  enabling  real-time  measurement  of  unbumed  carbon  in  fly  ash  was  developed,  and  control  results 
using  measurement  values  from  this  apparatus  were  confirmed  to  be  effective  in  optimal  and  stable  boiler 
combustion  control,  as  well  as  fly  ash  quality  control.  Future  work  will  include  applications  such  as  the  low  O, 
setting,  and  the  use  of  unbumed  carbon  values  measured  in  real  time  could  be  used  as  an  effective  indicator  for 
ascertaining  the  boiler  efficiency  improvement. 
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Motion  Order  Plant  Control  System 


Unburned  Carbon  in  Fly  Ash  (%) 
(JIS  M8815) 


Figure  1  Unburned  Carbon  Measurement  Systems  Figure  2  Comparison  between  LIBS  and  JIS  M88 1 5 

for  Optimal  Boiler  Control 


(a)  Low  Fuel  Ratio  Coal  (b)  Transition  from  High  to  Low  Fuel  Ratio  Coal 

Figure  3  Measurement  Examples  of  Unburned  Carbon  in  Fly  Ash 


c 
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Time  (H) 

(a)  Unburned  Carbon  Control  Result  (b)  Change  of  Mill  Rotary  Separator  Speed 

Figure  4  Examples  of  Unburned  Carbon  Control  Results 
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Abstract:  A  LIPS  monitor  for  real-time  analysis  of  aqueous  and  other  liquids  has  been  developed. 
This  system  enables  the  laser  to  sample  a  fresh  surface  while  preventing  problems  associated  with 
the  laser  liquid  interaction.  We  outline  its  successful  laboratory  and  on-line  industrial  operation. 
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OCIS  codes:  (120.1880)  Detection;  (160,  3710)  liquid,  (140,3440)  laser  induced  breakdown,  (300.2140)  Emission 


1.0  Introduction 

LIPS  is  a  technique  in  which  a  laser  pulse  is  focused  onto  a  surface,  or  into  a  gas,  to  form  a  hot 
microplasma.  The  plasma  light  is  spectrally  and  temporally  resolved  to  obtain  the  sample’s  composition. 
Quantitative  and  qualitative  analysis  by  LIPS  has  generally  been  applied  to  solids,  with  much  less  attention 
being  paid  to  liquids  [1-3].  This  is  largely  due  to  the  fact  that  analysis  of  liquid  by  existing  analytical 
techniques  is  well  established,  and  does  not  call  for  the  laborious  preparatory  steps  often  needed  for  solids. 
However,  since  the  reliable  on-line  analysis  of  liquids  required  to  meet  demands  for  improved  control  of 
industrial  processes  is  often  is  difficult  to  achieve  by  conventional  techniques,  there  is  growing  interest  and 
publication  in  LIPS  for  liquids.  Thus  LIPS  has  been  proposed  for  monitoring  various  elements  in  liquids, 
including  molten  metal,  during  industrial  processing,  as  an  alternative  to  sampling  for  subsequent 
laboratory  analysis.  Direct  monitoring  provides  many  advantages  over  discrete  sampling,  including  the 
ability  to  adjust  the  process  in  real  time  according  to  analysis  results. 

In  our  development  of  an  industrial  LIPS  instrument  the  following  technical  issues  were  addressed 
to  produce  a  viable  system.  We  needed  to  minimize  the  frequent  cleaning  of  exposed  optical  components 
(focusing  lens  or  window)  to  remove  accumulated  matter  ejected  and  splashed  from  the  monitored  sample 
by  incident  laser  pulses.  Moreover,  under  some  conditions,  the  miniature  shock  waves  associated  with 
vaporization  of  liquid  samples  create  aerosols  above  the  liquid  surface,  which  disrupt  both  the  incident 
laser  beam  and  light  returning  to  the  spectrometer.  The  shock  waves  also  tend  to  induce  waves  on  the 
liquid  surface,  which  increase  shot-to-shot  signal  variation,  and  thus  decrease  measurement  precision. 
Furthermore,  it  appears  that  laser  pulses  may  induce  bubbles  inside  liquids  that  are  transparent  at  the  laser 
wavelength.  These  bubbles  may  reach  the  surface  being  analyzed  and  change  the  characteristics  of  the 
laser-induced  plasma,  thereby  affecting  measurement  reproducibility. 

To  overcome  the  problems  associated  with  plasmas  generated  from  liquid  samples,  a  variety  of 
LIPS  configurations  have  been  applied  in  experiments  on  liquids,  including,  plasma  formation  on  the 
surface  [2-5],  in  the  bulk  liquid  [6],  on  droplets  [7],  and  on  liquid  jets  [8],  Most  of  the  papers  published 
focused  on  the  detection  of  trace  elements  in  the  liquid,  and  almost  none  to  our  knowledge  were  devoted  to 
the  analysis  of  analyte  elements  present  at  high  concentrations  (>  10%).  We  are  also  not  aware  of  Industrial 
application  of  on-line  LIPS  analysis  to  aqueous  solutions. 

In  this  paper,  we  outline  application  of  a  new  configuration  to  overcome  the  problems  mentioned 
above,  and  describe  its  use  in  the  quantitative  analysis  of  both  low  (ppm)  and  high  concentration  (%)  levels 
of  analyte  elements  in  liquids.  Also,  we  provide  an  example  of  application  of  our  LIPS  system  to  the  on¬ 
line  measurement  of  residual  metal  concentrations  in  aqueous  liquid  in  an  industrial  plant,  and  compare 
results  with  laboratory  analysis. 

2.0  Results  and  discussion 

Figure  1  shows  the  experimental  setup  used  in  our  laboratory  for  the  LIPS  analysis  of  liquid  The 
plasma  is  generated  on  the  surface  of  the  liquid  by  focusing  Nd:YAG  laser  pulses  (8  ns,  300  ml,  1064  nm). 
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Light  collected  from  the  plasma  emission  through  a  quartz  window  (see  Figure  1)  above  the  liquid  is 
focused  into  a  fiber  optic  cable,  and  thus  conveyed  to  a  spectrometer  coupled  to  an  intensified  CCD 
detector.  For  quantitative  analysis  by  LIPS,  elements  are  monitored  by  the  measurement  of  spectral  peak 
intensities,  with  lines  selected  to  be  proportional  to  species  concentrations.  Line  intensities  are  affected  by 
several  parameters.  In  particular,  they  are  highly  dependent  on  the  degree  of  vaporization  and  ionization, 
both  of  which  can  change  as  a  function  of  laser  wavelength,  laser  fluence,  pulse-to-pulse  variability,  sample 
surface  morphology,  ambient  gas  pressure,  and  ambient  gas  species.  When  the  bubbles  created  inside  the 
liquid  by  the  laser  pulse  burst  at  the  surface,  or  the  waves  induced  on  the  surface  by  the  laser  pulse  are  not 
dissipated,  they  change  the  angle  of  incidence  between  the  laser  beam  at  the  liquid  surface.  This  in  turn,  can 
change  the  fluence  of  the  laser,  and  hence  line  intensity.  Also,  aerosols  created  by  the  laser-liquid 
interaction  absorb  the  laser  beam,  and  partially  prevent  the  laser  from  reaching  the  sample  surface.  This 
absorption  can  change  the  reproducibility  of  the  measurement  by  affecting  the  energy  delivered  to  the 
sample. 

In  our  instrument,  the  droplets  and  aerosols  generated  by  the  laser  pulse  are  deflected  from  the 
optical  path  by  a  nearby  air  jet  or  air  exhaust  fan.  Furthermore  the  liquid  flow  sweeps  away  laser  induced 
bubbles  below  its  surface,  and  thus  prevents  them  from  reaching  the  point  of  laser  impact.  Also,  the  form 
in  the  cell  promotes  a  stable  liquid  surface  by  breaking  the  wave  generated  by  the  laser  pulse.  We  thus 
improve  measurement  reproducibility  and  accuracy  by  enabling  the  laser  to  sample  a  stable  and  even  liquid 
surface.  Provision  is  made  for  easy  removal  of  the  protective  window  for  cleaning  deposits  from  any 
residual  spray  during  on-line  measurement.  A  second  optical  window  above  the  removable  window 
completes  isolation  of  the  sample  region  from  the  laser  and  other  sensitive  components.  If  necessary, 
added  protection  from  infiltration  of  corrosive  fumes,  or  other  contamination,  into  the  enclosure  housing 
the  laser  and  other  optics  may  be  provided  by  purging  with  instrument  air.  An  example  of  industrial  on¬ 
line  application  of  this  configuration  will  be  given  in  the  presentation,  and  the  results  compared  with  those 
obtained  by  conventional  laboratory  analysis. 

For  the  LIPS  analysis  of  analyte  at  high  concentrations  we  studied  aqueous  solutions  with  calcium 
in  the  range  of  10-20%.  Our  results  indicate  that  the  successful  analysis  depends  on  the  selection  of  analyte 
lines.  We  show  that  analysis  is  feasible  using  weak  lines  that  are  not  self  absorbed  by  the  plasma.  Since 
self  absorption  of  lines  depends  in  part  on  the  population  of  lowest  level  of  the  line,  the  selection  should 
avoid  also  those  related  to  metastable  levels. 

Table  1  compares  results  obtained  for  the  Ca  393.3  nm  line  in  an  aqueous  solution.  It  shows  how 
measurement  reproducibility  obtained  by  focusing  laser  pulses  onto  the  solution’s  surface  is  enhanced  by 
an  air  removal  blower.  The  table  also  shows  how  liquid  flow  further  improves  measurement 
reproducibility.  This  combination  of  blower  and  liquid  flow  permits  continuous  analysis  with  a 
reproducibility,  based  on  100  laser  shots,  of  better  than  2%. 


Liquid 

Blower 

Net  Amplitude  Ca  393.3  nm 

Std.  Dev’n 

SD/Amp  % 

Flowing 

On 

9630 

1220 

12.6 

Flowing 

Off 

5715 

3314 

Stationary 

Off 

5180 

77.9 

Stationary 

On 

9883 

3439 

34.9 

Table  1 :  Comparison  of  the  reproducibility  of  single  shot  laser  measurements  with  and  without  air  blowing 
and  liquid  motion 

3.0  Conclusion 

In  this  paper  we  have  described  a  new  LIPS  analysis  configuration  which  overcome  problems 
associated  with  plasma  generated  by  laser  pulses  at  liquid  surfaces,  and  thereby  achieves  better  than  2% 
reproducibility.  Our  system  was  used  in  the  laboratory  for  quantitative  analysis  of  analyte  elements  in 
water  at  both  low  (ppm),  and  high  (5  -  25%)  concentrations.  Continuous  on-line  measurement  of  residual 
metal  in  aqueous  solution  at  an  industrial  plant  is  also  described. 
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ABSTRACT 

Laser  induced  breakdown  spectroscopy  (LIBS)  has  the  capability  to  perform  rapid,  online  and  real  time 
analysis  of  materials  in  difficult  and  harsh  environmental  conditions.  The  application  of  LIBS,  as  a  multi 
metal  continuous  emission  monitor  for  off  gases,  in  the  analysis  of  soil  and  nuclear  waste,  is  presented. 

1.  INTRODUCTION 

Laser  induced  breakdown  spectroscopy  (LIBS)  is  a  laser  based  diagnostics  technique  for 
measuring  the  concentration  of  various  elements  in  the  test  medium  [1*2].  In  the  LIBS  technique,  a  pulsed 
laser  beam  is  focused  at  the  test  point  to  produce  a  spark.  The  spark  in  the  focal  region  generates  high- 
density  plasma,  which  atomizes  and  excites  various  atomic  elements  in  the  test  volume.  Atomic  emission 
from  the  plasma  is  collected  with  the  help  of  a  collimating  lens  and  sent  to  the  detection  system.  The 
intensity  of  the  atomic  emission  lines  observed  in  the  LIBS  spectrum  is  then  used  to  infer  the  concentration 
of  the  atomic  species.  LIBS  has  been  used  to  analyze  solid,  liquid,  gas  and  aerosol  samples  even  if  it  is 
present  in  a  harsh  and  difficult  environmental  conditions  [2].  It  can  significantly  reduce  the  time  and  cost 
associated  with  the  sample  preparation  required  by  the  conventional  analytical  techniques  and  is  therefore  a 
promising  technique  for  environmental  monitoring  and  process  control.  LIBS  has  been  applied  to  many 
environmental  situations.  The  application  of  LIBS  in  environmental  monitoring  and  in  industrial  process 
control  is  reviewed. 

2.  ENVIRONMENTAL  APPLICATION 

2.1  Off-Gas  Emission 

The  detection  of  trace  elements  in  the  off  gas  from  waste  processing  is  very  important  for  public 
health.  LIBS  has  been  used  to  perform  in-situ  off  gas  measurements  by  focusing  the  laser  beam  on  the  gas 
stream  through  a  window  and  collecting  the  signal  through  an  optical  fiber.  Neuhauser  et  al.  [3]  tested  an 
on  line  lead  (Pb)  aerosol  detection  system  with  aerosol  diameters  ranging  between  10  and  800  nm.  A 
detection  limit  of  155  pg  m*3  was  found.  LIBS  has  been  demonstrated  as  a  process  monitor  and  control  tool 
for  waste  remediation  [4].  The  toxic  metal  from  three  plasma  torch  test  facilities  have  been  monitored  and 
was  found  that  LIBS  can  be  integrated  with  a  torch-control  system  to  minimize  toxic  metal  emission  during 
plasma  torch  waste  remediation.  The  possibility  of  using  metal  hydride  to  calibrate  metals  in  off  gas 
emission  was  investigated  [5].  A  static  sample  cell  was  used  to  perform  LIBS  experiment  on  metal  hydrides 
and  was  found  that  the  LIBS  signal  was  affected  by  gas  composition,  gas  pressure  and  laser  intensity.  It 
was  also  found  that  LIBS  signal  intensity  for  metal  hydrides  changes  with  time. 

The  use  of  LIBS  as  continuous  emission  monitor  (CEM)  requires  the  quantitative  trace  level 
determination  of  the  toxic  metals.  The  LIBS  system  developed  in  DIAL  was  successfully  used  to  monitor 
the  concentration  of  selected  toxic  metals  in  near  real  time  [6].  The  concentration  of  Be  and  Cr  were 
measured  at  all  the  tested  metal  levels.  The  concentration  of  Cd  was  measured  during  medium  as  well  as 
and  high  metal  feed  tests  whereas  the  concentration  of  Pb  was  measured  at  only  high  concentrations.  It  was 
found  that  the  LIBS  system  can  be  used  as  a  CEM  to  monitor  only  the  concentration  of  Be,  Cr  and  Cd. 
However,  a  further  improvement  in  the  sensitivity  of  this  system  is  needed  to  get  a  better  limit  of  detection 
for  Pb,  Hg,  As  and  Sb. 

2.2  Soil,  Concrete  and  Paint 

Detection  of  contaminated  soil  and  concrete  is  another  important  area  of  research  for  LIBS. 
Yamamoto  et  al.  [7]  have  used  a  portable  LIBS  system  to  detect  toxic  metals  in  soil.  The  detection  limit  of 
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Ba  Be  Pb  and  Sr  in  soil  was  reported  as  265,  9.3,  298  and  42  ppm,  respectively.  Cremers  et  al.  [8]  have 
detected  Ba  and  Cr  m  soil  using  an  optical  fiber  probe.  Limit  of  detection  of  26  ppm  and  50  ppm  were 
found  for  Ba  and  Cr,  respectively.  The  effect  of  matrix  has  been  studied  in  soil  sample.  The  LOD  for  Pb  an 
a  in  a  sand  matrix  were  found  as  17  and  76  ppm  (by  weight),  respectively  with  a  precision  of  7%  RSD  or 
less.  In  the  soil  the  detection  limit  were  112  and  63  ppm  for  Pb  and  Ba  respectively  with  10  %  RSD 
precision.  The  LIBS  signal  was  affected  by  chemical  speciation  as  well  as  matrix  composition.  LIBS 
accuracy  can  be  degraded  if  calibrations  are  not  matrix  specific. 

,  ^  i^c°mOV  Ct  aL  [9]  haS  appHed  the  UBS  for  the  detectk>n  of  Pb  in  contaminated  concrete.  A  time 
resolved  LIBS  spectra  was  recorded  for  the  quantitative  measurement  of  the  Pb  content  in  concrete  Pb 

°ns  were  obtained  for  different  delay  times  using  the  ratio  of  the  integrated  emission  line  of  lead 
(405.78  nm)  to  an  oxygen  line  (407.59  nm).  They  found  the  absolute  Pb  signal  was  independent  of  the  laser 
pulse  energy  for  laser  energy  between  250  and  400  mJ.  Based  on  the  analysis  of  the  sensitivity  of  the  lead 
measurements  at  different  delay  times,  they  derived  a  best  lead  detection  limit  of  10  ppm  in  concrete  at  an 
optimum  delay  time  of  3,0  us.  Similarly  Pb  in  the  paint  is  a  potential  health  threat,  specially  to  children 

Yamamoto  et  al,  [7]  has  successfully  demonstrated  the  feasibility  of  using  LIBS  to  determine  Pb  in  the 
pamt  surface 

2,3  Radioactive  Elements 

LIBS  has  also  been  used  to  monitor  the  level  of  radioactive  elements  in  a  process  stream.  Watcher 
and  Cremers  [10]  found  a  detection  limit  of  1(M)  ppm  for  uranium  in  solution.  LIBS  is  preferable  to  other 
radiological  measurements  because  nuclear  detector  may  not  be  able  to  differentiate  the  radionuclides  U 
Pu  and  Np.  The  LIBS  spectra  of  U,  Pu  an  Np  was  recorded  in  a  globe  box  and  the  emission  lines  suitable 
for  the  detection  of  these  radioactive  elements  were  identified  [11],  Their  preliminary  studies  shows  that 
UBS  is  suitable  for  the  measurement  of  radioactive  elements  in  waste  stream.  LIBS  has  also  been  used  as  a 
tool  for  detection  of  radiation  embrittlement  [2]  in  a  nuclear  power  plant  by  determining  the  Conner 
concentration  in  A533b  steel.  As  copper  is  a  key  impurity  contributing  to  radiation  embrittlement,  theCu 
concentration  in  the  steel  is  an  indicator  of  radiation  embrittlement  and  of  expected  material  lifetime. 

3.  IMPROVEMENT  IN  THE  SENSITIVITY  OF  LIBS 

.  Tecbnetium  (Tc)  is  a  radioactive  element,  which  is  encountered  during  the  processing  of  nuclear 
waste.  An  effort  is  m  progress  to  make  the  technetium  monitor  which  needs  an  improvement  in  the 
sensitivity  ol  LIBS  technique.  Various  techniques  have  been  used  to  improve  the  sensitivitv  of  LIBS  such 
as  application  of  magnetic  field,  double  pulse  excitation  and  the  use  of  purge  gas  around  the  liquid  jet  An 
enhancement  of  1 ,5-2  times  m  the  emission  from  the  laser  produced  plasma  was  obtained  using  a  steady 
lnaFe\f  °f  ~5  kG-  The  magnetic  field  system  used  in  this  experiment  is  easily  available  and  is  simple 
to  handle.  The  enhancement  factor  depended  mainly  on  the  nature  of  target  material  (solid  or  liquid)  as  well 
as  on  the  transition  probability  of  the  elements  [12],  Saturation  (decrease)  in  the  signal  was  also  noted 
owards  higher  laser  energy  in  the  absence  as  well  as  in  the  presence  of  a  magnetic  field.  Saturation  became 
pronounced  m  the  presence  of  a  magnetic  field  in  both  types  of  samples  for  higher  laser  energy.  Simple 
analysis  of  plasma  emission  m  the  presence  of  a  magnetic  field  explained  the  experimental  findings  of 
enhancement  m  emission  and  showed  that  this  enhancement  depended  mainly  on  the  plasma  B  (ratio  of 
plasma  kinetic  energy  to  magnetic  energy)  parameter.  No  enhancement  in  plasma  emission  was  possible 
when  the  plasma  beta  was  high  due  to  high  plasma  temperature  and  high  plasma  density.  A  correlation 
between  an  enhancement  m  the  plasma  emission  and  deceleration  in  the  plasma  expansion  was  noted 
through  plasma  p.  As  the  plasma  decelerated  under  the  effect  of  a  magnetic  field  the  emission  from  it 
started  increasing.  A  model  was  presented  here  to  explain  the  phenomenon  well,  which  showed  that 

“T  mtain'y  dependent  on  plasma  p,  which  is  a  function  of  plasma  density,  its  temperature  and  the 
xternal  magnetic  field.  It  was  noticed  that  the  consideration  of  other  plasma  parameters  and  their  temporal 
evolution  m  the  model  would  make  the  model  more  versatile. 

,  In,  an°thfr  exPenment  ssystematie  studies  of  the  emission  from  magnesium  plasma  produced 
under  the  double  laser  pulse  excitation  were  performed  [13],  The  inter-pulse  separation  between  lasers  was 
varied  from  0  to  20  ps,  The  measurements  showed  an  enhancement  in  the  emission  by  a  factor  of  more  than 
six  times  for  the  inter  pulse  separation  of  2-3  ps.  It  was  noted  that  increasing  the  inter-pulse  separation 
etween  the  lasers  made  neutral  magnesium  line  emission  dominant  over  the  ion  line  emission.  Observation 
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of  maximum  enhancement  in  emission  at  2-3  (is  inter-pulse  intervals  indicates  that  an  optimum  expansion 
of  pre-plasma  was  necessary  for  better  absorption  of  the  second  laser.  Ultimately  it  provided  an  increased 
plasma  volume,  which  contributed  to  the  enhancement  of  emissions.  An  increase  in  the  background 
emissions,  just  after  the  interaction  of  second  laser  pulse  with  pre-formcd  plasma,  indicated  about  the 
increase  in  plasma  temperature  due  to  its  better  absorption.  An  increase  in  plasma  temperature  could  have 
increased  the  ablation  of  the  target  material,  which  could  have  finally  increased  the  density  of  the  emitting 
volume  of  the  plasma.  These  observations  indicated  that  an  increase  in  the  emitting  plasma  volume,  plasma 
temperature  and  ablation  of  the  sample  material  after  second  laser  pulse  contributed  towards  enhancing  the 
emission  from  the  plasma.  Enhancement  in  the  emission  from  the  plasma  was  found  directly  related  with 
improvement  in  its  sensitivity. 

4.  CONCLUSION 

It  was  found  that  LIBS  can  work  as  a  process  monitor  and  provides  online  and  real  time 
information  about  the  concentration  of  toxic  and  hazardous  elements  in  different  types  of  matrices.  Further 
improvement  in  its  sensitivity  will  make  this  technique  even  more  useful. 
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Abstract:  We  have  successfully  demonstrated  the  technique  of  laser-induced  breakdown 
spectroscopy  (LIBS)  in  the  determination  of  the  total  concentration  of  carbon  and  nitrogen  in  soils. 

We  have  obtained  a  linear  calibration  curve  for  carbon  in  15  soil  samples  directly  correlated  to  the 
soil  combustion  technique. 
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Introduction 

Carbon  reservoirs  at  the  earth’s  surface  comprise  the  atmosphere,  biomass,  and  organic  and  inorganic  carbon  in 
soils,  lakes,  rivers  and  ocean  surfaces.  These  reservoirs  interact  with  the  atmosphere  and  affect  its  C02  content. 
Knowledge  that  C02  is  stored  within  and  exchanged  between  the  atmosphere  and  vegetation  and  soils  has  lead  to  the 
suggestion  that  soils  and  vegetation  could  be  managed  to  increase  their  uptake  and  storage  of  C02,  and  thus  become 
land  carbon  sinks’.  Uncertainty  in  the  scientific  understanding  of  the  causes,  magnitude  and  permanence  of  the 
land  carbon  sink  is  of  utmost  concern  and  hence  in  need  of  instrumentation  and  technology  development  to 
accurately  measure  baseline  amounts  of  carbon  sequestered  in  land  masses1.  Soil  organic  matter  (SOM)  is  the  sum 
total  of  all  organic  carbon  containing  substances  in  soils.  SOM  influences  plant  growth  through  its  effects  on  the 
physical,  chemical,  and  biological  properties  of  soils.  SOM  consists  of  humic  substances  that  are  amorphous,  dark- 
colored,  complex,  polyelectrolyte-like  materials'.  The  very  complex  structure  of  humic  and  fulvic  acid  makes  is 
difficult  to  obtain  a  spectral  signature  for  all  soils  in  general3.  The  percentage  of  the  humus  that  occurs  in  the 
various  humic  fractions  varies  considerably  from  one  soil  type  to  another.  The  humus  of  forest  soils  is  characterized 
by  a  high  content  of  fulvic  acids  while  the  humus  of  peat  and  grassland  soils  is  high  in  humic  acids. 


Laser  spectroscopic  techniques  are  well  established  for  their  versatility  in  environmental  chemical  analysis 
because  they  offer  real-time  monitoring  capabilities  with  high  analytical  sensitivity  and  selectivity  4  FT-IR  FT- 
Raman,  dispersive  Raman,  surface-enhanced  Raman,  and  *H-NMR  spectroscopies 5  6  have  been  applied  to  ’ 
investigate  molecular  changes  in  SOM.  These  techniques  are  valuable  for  in-laboratory  research.  However,  to  take 
an  instrument  or  technology  into  the  field  requires  another  level  of  research  and  development  to  ensure  ruggedness, 
stability,  reliability,  small  footprint,  and  calibration  algorithms  that  have  been  tested  for  a  variety  of  matrices.  The 
choice  of  particular  laser  technique  is  decided  by  the  specific  problem  at  hand.  For  example,  in  the  elemental 
characterization  of  airborne  particles,  if  simultaneous  in  situ  multielement  determination  is  desired  then  laser- 
induced  breakdown  spectroscopy  (LIBS)  is  the  technique  of  choice.  We  have  applied  this  technique  to  the 
determination  of  total  carbon  and  nitrogen  in  various  soils7. 

The  LIBS  technique 

The  ability  of  LIBS  to  provide  rapid  multielemental  microanalysis  of  bulk  samples  (solid,  liquid,  gas,  aerosol) 
in  the  parts-per-million  (ppm)  range  with  little  or  no  sample  preparation  has  been  widely  demonstrated.  LIBS 
induces  the  vaporization  of  a  small  volume  of  sample  material  with  sufficient  energy  for  optical  excitation  of  the 
elemental  species  in  the  resultant  sample  plume.  The  vaporized  species  then  undergo  de-excitation  and  optical 
emission  on  a  microsecond  time  scale,  and  time-dependent  ultraviolet-visible  spectroscopy  fingerprints  the  elements 
associated  with  the  spectral  peaks.  LIBS  is  typically  a  surface  analytical  technique,  with  each  laser  pulse  vaporizing 
microgram  or  submicrogram  sample  masses.  However,  the  rapidity  of  sampling  (typically  10  Hz  laser  repetition 
rate)  and  ability  to  scan  a  sample  surface,  ablate  a  hole  into  a  solid  sample  with  repeated  laser  pulses,  for  depth 
profiling  or  focus  the  laser  spark  below  the  surface  of  a  liquid  sample  permits  more  versatile  analyses  and  provides 
sufficient  statistics  for  bulk  sampling.  The  greatest  advantage  of  LIBS  is  its  capability  for  remote  chemical  analysis 
of  samples  with  minimal  handling  and  little  or  no  sample  preparation,  which  minimizes  generation  of  waste  to  the 
microgram  per  pulse  of  ablated  material.  Although  calibration  standards  are  required  for  quantitative  analvsis,  the 
generation  of  a  single  calibration  curve  will  suffice  for  analysis  of  samples  in  a  similar  matrix. 
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Experimental  setup 

The  experimental  setup  employs  a  Spectra  Physics™  laser,  model  INDI-50.  This  is  a  Q-s witched  Nd:  YAG 
laser  that  has  output  wavelengths  at  the  fundamental  wavelength  of  1064-nm,  frequency  doubled  to  532~nm,  and 
frequency  quadrupled  to  266-nm.  For  these  experiments,  we  used  the  266-nm  laser  wavelength  with  23  mJ/pulse  as 
the  excitation  energy.  The  laser  pulsewidth  is  6-8  ns  and  the  repetition  rate  is  10  Hz.  All  the  processes  such  as 
plasma  formation,  emission,  gated  detection,  data  collection,  and  analysis  are  completed  within  100  milliseconds 
until  the  next  pulse  arrives  in  the  sample  volume.  The  pulsed  laser  beam  is  focused  onto  a  soil  sample  that  has  been 
pressed  into  a  pellet.  The  light  emitted  by  the  resulting  plasma  is  collected  by  an  optical  collection  system  situated 
at  -  45°  angle  to  the  axis  of  the  sample  and  the  laser  excitation  beam  and  is  delivered  to  an  Acton  Research  Inc. 
spectrometer  (SpectraPro-500)  via  a  carbon-core  fiber-optic  cable  bundle.  The  resolved  spectrum  is  detected  by  an 
intensified  charge  coupled  device  (ICCD)  built  by  Andor  Technology  with  the  ICCD  delayed  and  gated  by  a 
Stanford  Research  Systems  model  SRS535  delay  generator.  Figure  1  shows  the  characteristic  elemental  carbon 
peak  that  occurs  at  247.9  nm. 


Figure  1.  LIBS  Signal  for  Carbon  in  Soil 


The  numerous  peaks  around  252  nm  wavelength  are  silicon  peaks,  with  silicon  very  abundant  in  most  soils. 


Figure  2.  LIBS  Calibration  Curve  for  Soil  Carbon  Content 


The  LIBS  signal  as  a  function  of  carbon  content  in  different  soil  samples  is  shown  in  figure  2.  From  the  data  shown 
in  figure  2,  it  is  observed  that  the  linearity  of  the  calibration  extends  from  <  0.2  %  to  >  4  %  of  carbon  contained  in 
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15  soil  samples.  These  fifteen  soils  were  obtained  from  Oak  Ridge  National  Laboratory’s,  Natural  and  Accelerated 
Bioremediation  Research  (NABIR)  Field  Research  Center  (FRC), 

We  have  also  taken  four  different  soils  from  SW  Virginia  mined  lands  and  have  analyzed  each  soil  at  least 
twenty  times  using  LIBS  to  obtain  the  standard  deviation  in  those  soils  for  the  carbon  and  nitroaen  concentrations 
and  compared  to  LECO  carbon-nitrogen-2000  elemental  analyzer.  The  data  for  the  same  soils  was  obtained  before 
and  after  acid  washing  of  the  soils.  It  has  been  observed  that  after  acid  washing  the  amount  of  total  carbon  signal 
decreased  significantly  (50%-60%),  while  the  amount  of  nitrogen  remained  within  the  percentage  of  standard" 
deviation  before  being  washed  in  acid.  This  is  to  be  expected  since  the  acid  washing  of  the  soils  eliminates  the 
inorganic  carbon  and  will  not  affect  the  organic  carbon  (bound  to  the  nitrogen  in  the  soils). 


Conclusions 


In  this  research  we  have  shown  UBS  to  be  a  viable  technique  in  the  determination  of  total  carbon  and  nitrogen 
concentrations.  The  variability  has  been  reduced  by  increasing  the  number  of  spectra  over  which  the  data  is 
averaged.  In  case  of  certain  soils  the  ratio  C/Si  can  be  used  to  reduce  this  variability.  The  UBS  technique  can  be 
used  to  determine  the  total  concentration  of  carbon  and  nitrogen  in  situ  in  field  measurements. 
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Abstract: 

Urban  environments  contain  high  levels  of  particulate  matter  of  a  variety  of 
forms.  The  University  of  Maryland  (UMCP)  has  been  participating  in  a  large-scale 
multi-University  effort  to  characterize  urban  particulate  matter  in  Pittsburgh,  PA.  This 
“Aerosol  Supersite”  project,  sponsored  by  the  U.S.  EPA  and  the  U.S.  Department  of 
Energy,  brings  together  a  number  of  aerosol  measurement  technologies  to  characterize 
the  size,  organic  and  inorganic  constituents,  and  ionic  character  of  the  urban  aerosol. 
UMCP  has  been  working  to  employ  LIBS  for  inorganic  species  concentrations 
measurements  in  the  ambient  aerosol. 

We  present  temporal  analysis  of  species  measurements  made  at  the  Pittsburgh 
Supersite.  These  measurements,  made  over  a  two-week  period,  illustrate  both  the  power 
of  the  LIBS  analysis  for  on-line  aerosol  analysis,  and  several  sampling  challenges  that  it 
was  necessary  to  overcome  to  allow  the  measurements  to  work  out  correctly.  These 
include  the  sampling  configuration,  the  sample  cell  design,  and  the  sample  flow 
characteristics.  Measurements  made  with  an  echelle  spectrometer  and  with  a  traditional 
grating  spectrometer,  both  coupled  to  ICCD  cameras,  reveal  difficulties  with  the 
particular  echelle  spectrometer  used  for  on-line  aerosol  measurements. 
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Abstract;  Our  experience  with  the  development  and  use  of  a  transportable,  user  -friendly  LIBS 
instrument  designed  for  use  in  the  museum,  the  conservation  laboratory  or  even  at  the  excavation 
site  is  described  and  the  potential  of  LIBS  in  archaeometry  is  discussed. 
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1.  Introduction 

The  compositional  analysis  of  ancient  artefacts  is  essential  to  archaeologists  and  historians  in  their  efforts 
to  extract  information  about  the  use  and  origin  of  archaeological  objects  as  well  as  the  materials  that  were 
used.  In  addition,  important  technological  insight  is  provided  by  means  of  systematic  chemical  and 
structural  analysis,  about  the  techniques  of  manufacture  and  processing. 

Indeed  a  wide  variety  of  analytical  techniques  and  instrumentation  are  being  used  extensively  in  the  studv  of 
archaeological  and  art  objects  including,  for  example,  polarized  light  optical  microscopy  and  Scanning  Electron 
Microscopy  (SEM),  X-Ray  Fluorescence  (XRF),  Proton  Induced  X-Ray  Emission  (PIXE),  X-Ray  Diffraction 
(XRD),  Neutron  Activation  Analysis,  Inductively  Coupled  Plasma  coupled  to  Optical  Emission  or  Mass 
Spectrometry  (ICP-OES,  ICP-MS)  and  Raman  Microscopy  [1-6].  In  many  cases  accurate  analytical  measurements 
are  obtained  with  the  techniques  mentioned  above,  however,  several  issues  arise,  which  relate  to  the  need  for 
sampling  (and  also  sample  preparation)  of  sensitive  and  valuable  objects  or  the  need  of  transportation  of  samples  or 
objects  to  specialized  analytical  laboratories,  a  task  often  subject  to  strict  regulations. 

In  this  respect  the  need  of  compact,  portable  instrumentation  for  the  analysis  of  archaeological  objects 
becomes  obvious  and  Laser-Induced  Breakdown  Spectroscopy  (LIBS)  appears  as  a  potential  alternative  to 
other  spectroscopic,  mass  speetrometric,  or  X-ray  techniques  used  in  art  conservation  and  archaeology.  It 
is  a  practically  non-destructive  as  well  as  rapid  elemental  analysis  technique  with  the  critical  advantage  of 
being  applicable  in  situ,  thereby  avoiding  sampling  and  sample  preparation.  Indeed,  LIBS  has  been  used 
for  the  analysis  of  pigments  in  easel  paintings,  icons,  polychromes  and  pottery  [7-12]  and  demonstrates 
the  prospects  of  the  technique  to  become  a  useful  analytical  tool  in  art  and*  archaeology.  Furthermore 
quantitative  LIBS  analysis  leading  to  absolute  concentration  values  for  each  element  is  ideal  for  the  accurate 
compositional  characterization  of  the  materials  analyzed  [1 1-12]. 

This  paper  presents  in  brief  our  experience  from  the  development,  integration  and  use  of  a  compact 
transportable,  user-friendly  LIBS  instrument,  which  was  designed  for  use  in  the  museum,  the  conservation 
laboratory  or  even  at  the  excavation  site  to  provide  on-site,  rapid,  analytical  information  about  the  qualitative  and 
semi-quantitative  elemental  composition  of  a  wide  variety  of  materials  aiding  the  quick  characterization  of 
archaeological  objects  and/or  samples. 

2.  Instrumentation  and  Measurement 

2. 1LIBS  instrument 

Following  tests  with  a  laboratory  prototype,  constructed  in  the  first  phase  of  this  project,  we  proceeded  with  the 
integration  of  the  components  of  the  final  instrument  in  one  bench-type,  independent  unit  (H:  90  cm,  W:  80  cm,  D' 
65  cm),  which  could  be  transported  on  wheels.  The  components  used  for  the  LIBS  instrument  were  quite  standard 
and  included:  a  compact  Q-switched  Nd;YAG  laser,  operating  at  1064  nm,  and  its  power  supply  unit,  a  medium  size 
grating  spectrograph,  an  intensified  CCD  detector  and  a  home-made  pulser  to  provide  proper  gating,  a  platform  on  a 
X’t  Z  translation  stage  for  mounting  samples,  a  small  color  camera  for  accurate  sample  viewing  and  aiming  purposes 
and  a  personal  computer  for  instrument  control  and  data  analysis. 
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The  laser,  beam  guiding  optics  and  viewing  camera,  were  housed  in  a  sub-unit,  mounted  on  the  top  surface  of  the 
instrument  along  with  the  sample  platform  stage.  The  PC  monitor  and  keyboard  were  also  placed  on  the  top  surface. 
The  rest  of  the  components  were  housed  in  the  main  body  of  the  instrument.  All  components  and  measurements  are 
controlled  through  a  unified  user-friendly  software  environment,  which  in  addition  provides  the  user  the  ability  to 
perform  data  analysis. 

2.2  Measurements 

For  the  analysis,  each  sample/object  is  placed  on  the  translation  stage  and  the  spot  to  be  analysed  (ca.  100- 
200  microns  diameter)  is  positioned  at  the  focal  point  of  the  focusing  lens  with  the  aid  of  the  viewing 
camera.  Emission  spectra  are  recorded  for  a  single  laser  pulse,  their  resolution  being  ca.  0.4  nm.  In  cases  a  depth 
profiling  study  is  carried  out,  spectra  are  acquired  separately  for  each  one  of  several  successive  laser  pulses. 
Elements  are  identified  through  the  analysis  routine  of  the  instrument’s  software  on  the  basis  of  the  characteristic 
wavelength  values  of  the  emission  lines  from  various  elements  while  the  option  of  overlaying  acquired  spectra  with 
reference  ones  for  a  variety  of  materials  is  also  available. 

3.  Results  and  discussion 

Measurements  were  carried  out  at  the  INSTAP  Study  Center  for  Eastern  Crete  (Pahia  Ammos,  Crete), 
where  the  LIBS  instrument  was  moved.  A  broad  variety  of  archaeological  findings  were  examined 
including  painted  and  glazed  pottery,  vitreous  materials  (glass,  feience),  different  types  of  metal  objects, 
and  jewellery.  In  most  cases,  LIBS  analyses  were  carried  out  in  order  to  identify  pigments  on  pottery 
sherds  or  characterize  metal  alloys.  It  has  to  be  noted  at  this  point  that  analysis  of  the  objects  examined, 
in  a  specialized  analytical  laboratory,  would  require  special  permits  for  moving  and/or  sampling  each  one 
of  these  objects.  Obviously  the  presence  of  an  analytical  instrument  on  site  (i.e.  in  the  archaeological 
conservation  and  study  laboratory  or  the  museum)  overcomes  the  obstacles  outlined  above.  In  addition, 
the  speed  of  LIBS  analysis  makes  it  ideal  for  performing  routine,  rapid,  on  site  analysis  of  archaeological 
objects. 

To  indicate  the  type  of  information  drawn  through  LIBS  analysis,  three  examples  are  briefly  described. 
In  the  first  case,  examination  of  a  glazed  pottery  sherd  is  shown,  focusing  on  analysis  of  the  bright  yellow 
glaze,  used  to  decorate  the  interior  and  exterior  rim  of  a  ceramic  bowl.  On  the  basis  of  the  LIBS  spectrum, 
the  glaze  was  found  to  contain  Pb,  Ca,  and  Cr.  The  combined  presence  of  lead  and  chromium  suggests 
that  chromium  yellow  (lead  chromate,  PbCr04)  has  been  used.  Chromium  yellow,  a  synthetic  pigment, 
was  introduced  as  a  colouring  agent  ca.  1818.  This  implies  that  the  pottery  analysed  dates  not  before  the 
early  19th  century,  which  is  in  fact  in  agreement  with  the  excavation  data  as  the  sherd  was  found  close  to 
the  surface  of  the  area  excavated.  This  type  of  information  suggests  that  LIBS  can  be  employed,  in  certain 
cases,  to  determine/confirm  the  date  of  certain  types  of  pottery. 


In  a  different  case  a  copper  rivet  (cylindrical  piece  used  to  hold  the  blade  within  the  wooden  handle  of 
a  dagger),  dated  from  the  Late  Minoan  IB  period  (ca.  16th  C.  BC),  was  examined.  It  was  found  to  be 
composed  of  copper  by  probing  representative  points  around  the  cylindrical  surface.  While  taking 
additional  spectra  on  the  flat  sides  of  the  rivet  a  surprising  result  was  found.  Intense  emission  from  silver 
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was  recorded  in  the  LIBS  spectrum  (Fig.  1).  This  indicates  the  presence  of  silver  on  the  exposed  flat  sides 

of  the  rivet,  possibly  from  a  silver  coating.  This  rivet  is  the  first  of  its  type  found  on  the  excavation  site  of 
Pseira  island. 

several  Pieces  of  jewellery  (golden  beads,  ear  rings,  rings  etc.)  from  the  Late  Minoan  IIIA  period  (ca 
14  C,  BC)  were  analysed  showing  different  relative  intensities  of  emission  lines  of  Au,  Ag  and  Cu  sueeesting 
variable  proportions  m  the  composition  of  these  main  components  in  the  alloys  used.  These  results  indicate  that 
LIBS  analysis  can  quickly  provide  information  on  the  qualitative  and  semi-quantitative  elemental  content  of 
different  metal  objects  and  aid  their  characterization  and  classification.  Quantitative  analysis  by  LIBS  is  also 
possible  using  proper  reference  samples  or  alternative  approaches,  such  as  the  one  recentlv  used  for  the  quantitative 
analysis  of  precious  metal  alloys  [13]. 

4,  Conclusions 


The  results  presented  in  this  paper  demonstrate  the  advantages  of  UBS  analysis  in  obtaining  elemental  analysis 
information  about  the  materials  used  for  making  and  decorating  ancient  pottery  or  metal  artefacts.  An  important 
aspect  of  LIBS  is  the  speed  of  analysis,  which  can  allow  the  quick  examination  of  a  large  number  of 
samples  in  the  field,  at  a  museum,  or  at  an  excavation  site.  Compact  and  user-friendly  instrumentation  could 
make  a  powerful  tool  for  the  analysis  of  a  large  variety  of  materials  leading  to  quick  characterization  and 
classification  of  archaeological  findings, 
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Abstract:  Applications  of  laser-induced  breakdown  spectroscopy  to  the  analysis  of  biological  and 
medical  samples  are  surveyed,  and  possible  spatial  resolution  information  (lateral  and/or  depth) 
will  be  discussed.  Samples  include  calcified  tissue,  soft  tissue  and  bio-fluid  materials. 
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1.  Introduction 

Laser  Induced  Breakdown  Spectroscopy  (LIBS)  offers  a  simple  and  fast  method  of  elemental  analysis:  in  principle, 
any  material  -  solid,  liquid  or  gaseous  -  can  be  analyzed,  and  no  or  only  very  little  sample  preparation  is  needed. 
Detection  limits  are  in  favorable  cases  of  the  order  of  a  few  parts  per  million  (ppm).  While  this  may  be  inferior  to 
other  methods  of  analysis  one  has  to  keep  in  mind  that  LIBS  analysis  can  be  undertaken  directly  from  an  (untreated) 
sample,  often  in  situ  and  at  “remote”  locations,  and  even  in  vivo  analysis  may  be  possible,  when  dealing  with  living 
organisms.  For  example,  when  considering  the  role  of  mineral  nutrition  and  metabolism  in  the  context  of 
maintaining  human  health,  the  knowledge  on  the  presence  or  absence  of  key  elements  is  of  vital  importance:  for 
excess  concentration  -  often  still  minute  -  toxic  effects  may  be  encountered  for  specific  elements;  on  the  other  hand, 
the  presence  of  some  trace  elements  may  be  of  vital  importance,  i.e.  deficiencies  can  be  indicative  of  an  illness. 

While  the  success  of  LIBS  in  the  qualitative  and  quantitative  analysis  of  solids  is  now  unquestioned,  a  search  of 
the  published  literature  reveals  that  only  very  few  investigations  address  non-ferrous  materials.  In  particular, 
publications  about  using  LIBS  on  bio-matrix  materials  are  still  relatively  few.  Overall,  this  is  not  very  surprising, 
due  to  a  range  of  reasons.  Firstly,  biological  tissue  samples  —  “hard”  calcified  tissue  and  “soft”  cell  materials  -  are 
normally  less  “tough”  in  their  texture  than  metals  or  minerals.  Thus,  the  ablation  process  “destroys”  the  sample  area 
much  more  rapidly,  which  results  in  poor  statistics  and  reproducibility.  Secondly,  in  many  cases,  biological  samples 
are  rather  inhomogeneous.  Again,  this  makes  selectivity,  statistics  and  reproducibility  of  results  difficult.  Thirdly, 
traces  of  specific  elements  in  the  biomass  are  often  of  most  interest  at  concentration  levels,  which  are  close  top  or 
below  the  detection  limits  of  LIBS.  And  finally,  more  often  than  not  molecular  species  are  of  vital  importance  in 
biology,  and  normally  these  are  beyond  the  capabilities  of  LIBS.  Here  we  address  a  selection  of  different  types  of 
samples. 

2.  Investigation  of  calcified  bio-samples 

Mineralized  tissue,  i.e.  bones  and  teeth  -  and  other  bio-minerals  -  have  been  found  to  be  excellent  “archives”  related 
to  living  habits,  nutrition  and  exposure  to  changing  environmental  conditions.  They  maintain  much  of  the 
“biological  signature”  from  the  living  phase  over  a  long  time,  revealing  e.g.  the  uptake  of  contaminants  from  the 
surrounding  environment  during  defined  periods. 

LIBS  compositional  analysis  has  been  used  to  determine  e.g.  the  temporal  /  spatial  evolution  of  trace  element 
concentrations  in  bones  and  teeth,  and  whether  tooth  material  is  healthy  or  not  (see  e.g.  Samek  et  al  [1]). 
Continuously  tracking  the  spectral  analysis  during  the  progress  of  ablation,  information  about  the  spatial  (lateral  and 
depth)  distribution  of  elements  in  teeth  and  bones  can  be  obtained  in  vitro ,  or  even  in  vivo.  It  is  possible  to  link  the 
quantitative  results  from  our  LIBS  analysis  to  e.g.  environmental  influences  (in  vitro  studies  of  tooth  or  bone  sample 
cross  sections)  and  dental  disease  states  (in  vivo  monitoring). 

Finally,  studies  of  marine  life  have  been  used  in  environmental  monitoring  (see  e.g.  Raith  et  al  [2]).  Marine 
species  accumulate  elements  first  in  their  soft  tissues,  from  where  it  precipitates  into  the  calcified  parts.  Thus, 
elemental  composition  of  calcified  tissue  should  reflect  the  water  and  nutrient  composition,  including  pollutants. 
Specifically,  the  “hard”  shells  of  mussels  provide  a  time-base  record  of  pollution.  The  shell  samples  discussed  here 
were  sampled  from  Swansea  Bay,  a  shallow  bay  on  the  South  Wales  coast. 

3.  Investigation  of  “soft”  tissue  materials  with  cell  structure 

It  should  be  noted  from  the  outset  that  only  very  few  LIBS  studies  of  „soft“  tissue  have  been  carried  out  to  date. 
This  should  not  come  as  a  surprise  since  by  its  matrix  nature  human  and  animal  cell  tissue  are  very  rapidly  distroyed 
by  the  laser  ablation  process,  and  due  to  the  in  general  very  high  water  content  spectral  emission  from  elements  in 
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the  tissue  is  severely  affected.  Recently,  our  research  team  has  carried  out  a  few  measurements  to  analyse  soft 
tissues,  namely  nails  and  skin  (Samek  et  al  [3]).  As  for  the  calcified  tisssue,  Ca  was  an  abundant  component  in  the 
spectra.  However,  the  sensitivity  of  LIBS  was  found  not  to  be  sufficient  to  detect  various  potentially  toxic  trace 
elements.  Other  groups  also  carried  out  LIBS  studies  on  cell  tissue,  namely  to  detect  some  trace  elements  in  or  on 
skin,  or  to  monitor  elements  present  in  abundance,  such  as  Ca  and/or  H. 

When  tracing  the  nature  of  cell  materials,  frequently  molecular  information  is  required  for  identification.  For 
this  task  LIBS  does  therefore  seem  to  be  relatively  unsuitable  because  normally  the  ablated  sample  material  is  fully 
atomised.  On  the  other  hand,  particular  elements  are  accumulated  predominantly  in  different  cell  types,  or  they  are 
abundant  „finger  print"  elements.  We  are  currently  exploring  the  feasibility  to  use  LIBS  to  distinguish  between 
different  pollen;  this  may  be  of  great  advantage  to  determine  whether  particular  alergens,  causing  e.g.  hay  feaver,  are 
present  in  abundance.  Evidently,  a  similar  approach  is  being  pursued  at  present  by  a  number  of  army  research 
laboratories,  to  test  LIBS  for  its  suitability  to  detect  e.g.  chemical  and  biological  warfare  agents.  A  discussion  of 
this  aspect  of  LIBS  will  be  included  in  the  presentation. 

4.  Investigation  of  bio-fluids 

The  detection  and  quantification  of  many  light  elements  and  heavy  metals  within  liquid  samples  is  pertinent  to 
industrial  processing,  waste  management  and  environmental  monitoring.  To  date  LIBS  approaches  have  achieved 
only  limited  success  when  applied  to  sensitive,  quantitative  analysis  of  liquids;  test  arrangements  have  utilized  static 
liquid  pools,  aerosols  or  droplets,  or  liquid  streams.  In  general,  for  in  situ  measurements  detection  limits  of  1- 
lOOppm  for  light  metal  elements  were  realized,  while  heavy  metals  are  rather  more  elusive,  some  of  them  having 
been  found  to  be  undetectable  even  at  concentration  levels  as  high  as  1  .OOOpprn. 

A  very  promising  approach  for  sensitive  and  reliable  LIBS  analysis  of  liquid  samples  has  been  realized  e.g.  by 
Van  der  Wal  et  al  [4]).  In  their  approach  the  analyte  solution  is  evaporated  upon  an  amorphous  graphite  substrate; 
subsequently,  LIBS  analysis  of  the  substrate  surface  follows.  In  this  manner  on,  the  trace  element  identification 
within  the  liquid  is  transformed  into  a  solid  surface  analysis  measurement,  with  the  advantage  of  the  much  greater 
flexibility  and  high  sensitivity  associated  with  LIBS  solid  surface  analysis.  Detection  limits  of  the  order  10-100ppb 
have  been  achieved  for  many  of  the  important  elements  In  aqueous  samples. 

In  our  laboratory  we  have  followed  a  similar  approach  to  develop  a  liquid-to-surface  transfer  LIBS  analysis 
procedure,  which  lends  itself  for  the  screening  of  bio-fluid  samples.  In  this  implementation,  the  liquid  (blood) 
sample  is  transferred  to  a  standard  filter  paper  (instead  of  the  amorphous  graphite  substrate  used  by  Van  der  Wal  et 
al).  The  particular  example  highlighted  here  is  that  of  the  potential  screening  of  blood  for  traces  of  Rb  by  LIBS  (in 
combination  with  LIFS),  as  a  possible  analysis  technique  to  trace  the  effect  of  illegal  doping  drugs.  Since  Rb  is 
mainly  bound  to  the  erythrocytes,  any  Rb  signal  above  the  (normally  low)  background  concentration  can  be  related 
to  the  athlete’s  read  blood  cell  count.  A  semi-quantitative  result  can  be  achieved  rapidly,  in  principle,  within  less 
than  a  few  minutes,  in  contrast  to  the  tedious  blood  cell  counting  procedures  currently  used  in  drug  abuse  testing 
which  take  a  few  hours  to  complete. 

In  summary,  LIBS  analysis  of  liquid  samples,  dried  on  carbon  substrates,  offers  greatly  improved  detection 
limits  over  LIBS  applied  to  the  in  situ  liquid  itself.  Preparation  time  is  minimal,  and  the  volume  of  sample  is 
minuscule.  Consequently,  the  method  may  easily  be  applied  to  screening  of  liquid  environmental  and  biological 
samples,  including  e.g.  the  analysis  of  urine  or  blood  samples,  but  rather  importantly  the  analytical  results  are  nearly 
"instantaneous”,  and  because  of  the  portability  of  modern  UBS  systems  may  be  described  as  being  “in  situ”. 
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urinary  stones.  Specific  combinations  of  spectral  lines  were  selected  as  the  finger  print  lines  for  each  stone  type. 
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1.  Introduction 

During  the  last  four  decades  the  widespread  of  laser  applications  opened  new  frontiers  in  many  scientific  as  well  as 
applied  fields.  In  medicine,  among  many  other  important  applications,  the  ability  of  laser  energy  to  travel  through 
fine  flexible  quartz  fibers  without  appreciable  energy  loss  has  offered  a  very  useful  tool  in  endoscopies  in  surgery, 
cardiology,  ENT  and  urology.  Applications  of  laser  in  urology  for  stone  disintegration  are  well  known  since  (1971) 
[1  ].  Recently,  the  technique  of  laser  induced  breakdown  spectroscopy  (LIBS)  has  made  remarkable  progress  towards 
being  a  field  deployable  analytical  technique  [2].  In  conventional  LIBS,  few  tens  of  milli-Jouls  of  Q-switched  laser 
light  pulse  of  duration  less  than  ten  nanoseconds  are  focused  on  the  sample.  At  temperatures  in  the  range  7000- 
10000  K  the  molecules  in  the  target  vapor  dissociates  to  its  atomic  constituents,  and  the  process  continues  to 
produce  a  plasma  plume  consisting  of  electrons,  excited  and  ionized  atoms.  Each  atomic  species  has  its  unique 
characteristic  emission  spectrum.  Analyzing  the  collected  LIP  emission  spectrum  provides  us  with  qualitative 
information  about  the  target  material  elemental  composition. 

In  the  present  work  we  report  on  a  detailed  study  of  LIBS  application  for  in  vitro  qualitative  identification  of  five 
typical  types  of  urinary  calculi. 


2.  Experimental 

Forty-  eight  stones  of  human  urinary  tract  origin  that  have  been  removed  by  various  urological  procedures  were  used 
in  the  present  investigations.  The  calculi  were  of  five  different  types  and  have  different  sizes.  The  stones  type  and 
composition  was  known  from  previous  analysis  by  conventional  infrared  spectrometry  (see  table  1).  Breakdown  of 
the  target  material  is  produced  by  focusing  the  laser  light  (lOOmJ,  7  ns  at  X  =  1064nm)  via  a  quartz  convex  lens  of 
focal  length  100  mm  on  the  target  such  that  the  sample  surface  is  3  mm  higher  than  the  focal  plane  of  the  focusing 
lens  to  avoid  breakdown  in  air. 

Time  resolved  measurement  of  the  evolved  plasma  emission  is  essential  to  avoid  the  overwhelming  bright 
continuum  emission  in  the  early  stages  of  the  laser  induced  plasma  lifetime.  The  spectra  were  collected  and  analyzed 
using  an  echelle  spectrometer  (Mechelle  7500  Multichanell  Instruments,  Sweden)  coupled  to  a  gatable  ICCD  camera 
(DiCAM-Pro-PCO  Computer  Optics,  Germany).  Fig.  1  is  a  three-dimensional  display  showing  the  effect  of  gating 
the  ICCD  camera  at  different  delay  times  on  the  overall  spectral  features  and  on  the  improvement  of  S/N  ratio.  The 
average  of  250  emission  spectra  per  sample  each  of  duration  2.5  ps  and  delayed  1.5  ps  from  the  laser  pulse  were 
used  for  all  samples  throughout  the  present  study.  On  each  urinary  stone  sample  measurements  were  performed  at  5 
different  positions  on  the  surface,  separated  by  distances  l-2mm,  depending  on  the  stone  size.  At  each  position  50 
laser  shots  were  fired  at  a  rate  of  1  Hz,  i.e.  each  sample  takes  a  total  measuring  time  of  less  than  5  minutes.  10  to  20 
minutes  were  required  for  complete  spectral  lines  identification  adopting  the  data  base  library  of  Gram/32  software. 
This  means  that  a  total  time  of  15  to  25  minutes  is  required  for  a  single  stone  identification,  which  is  extremely  short 
time  compared  with  the  conventional  or  even  other  laser  based  analytical  techniques. 
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Table  1:  Composition  and  finger  print  lines  of  each  type  of  stones 


Stone  types 

Finger  Print  Lines  (FPL) 

I  -  Struvite 

Magnesium:  Mg  (I)  516.7,  517.3  and  518.4  nm 

Mg  NH4PO4 

Phosphorous:  P  (I)  253.4,  253.6,  255.3  and  255.5  nm 

Nitrogen:  N  (band  I,  II)  478.8-495.9  nm 

II-  Uric  acid 

Carbon:  C  (I)  247.8  nm 

c5  h4n4o3 

Hydrogen:  H  (I)  656.3  nm 

Nitrogen:  N  (band  I)  740.6  -  746.8  nm 

Ill-Caleium  oxalate  monohydrate 

Carbon:  C  (I)  247.8  nm 

Ca  C204  H20 

Calcium:  Ca  (II)  370.6  and  373.7  nm 

IV-Tricalcium  phosphate 

Calcium:  Ca  (II)  3 1 5.9,  3 1 7.9,  370.6  and  373.7  nm 

[Ca,(P04),l 

Phosphorous:  P  (I)  253.4,  253.6,  255.3  and  255.5  nm 

V-  Calcium  oxalate  monohydrate  with  tricalcium 

Carbon:  C  (I)  247.8  nm 

phosphate 

Calcium:  Ca  (II)  315.9  and  317.9  nm 

Ca  C204  H20+  7[Ca3(P04)2] 

Phosphorous:  P  (I)  253.4,  253.6,  255.3  and  255.5  nm 

3*  Results 


As  shown  in  table  1,  specific  spectral  lines  of  three  elements  have  been  chosen  as  the  finger  print  lines  FPL 
characterizing  three  calculi  groups,  namely  struvite,  uric  acid,  and  calcium  oxalate  monohydrate  with  tricalcium 
phosphate.  Spectral  lines  of  only  two  elements  have  been  selected  as  FPL  for  the  identification  of  calcium  oxalate 
monohydrate  and  tricalcium  phosphate  stones.  Figure  (1)  depicts  a  typical  total  emission  spectrum  in  the  spectral 
wavelength  range  200-900  nm  of  the  struvite  stones  (Mg  NH4  P04  6H20),  which  represent  a  25%  of  the  total 
number  of  the  investigated  calculi.  The  spectrum  represents  the  average  of  the  spectra  collected  at  five  different 
positions  on  the  sample  as  mentioned  before.  For  struvite  stones,  spectral  lines  of  magnesium,  phosphorus  and 
Nitrogen  were  the  FPL  that  are  shown  on  the  zoomed  segments  of  the  same  figure. 
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The  presence  of  such  group  of  spectral  lines  in  the  collected  LIBS  spectrum  is  taken  as  a  clear  evidence  of  the  stone 
identification  as  struvite  calculus  and  this  has  been  confirmed  in  all  samples  of  the  same  type. 

Fortunately,  the  matrix  effect  has  been  positively  utilized  in  the  present  work.  Because  of  the  fact  that  same  element 
spectral  lines  differs  on  different  matrices,  we  noticed  that  the  spectral  lines  of  the  nitrogen  appearing  on  the 
emission  spectra  of  sturvite  in  the  range  493  -  497  nm  do  not  appear  in  the  spectra  of  the  uric  acid.  Another  nitrogen 
spectral  lines  in  the  blue  spectral  region  between  482  and  488  nm  are  characteristic  of  the  uric  acid.  Fig.  2  shows  a 
typical  spectrum  with  zoomed  FPL  segments  for  uric  acid  stone. 


Wavelength  (nm) 


Fig.  2.  LIBS  spectrum  of  Urk  srld  slnne  tC,  H,N40,>  wtlh  zoomed  segments  of  the  finger  print  lines  (FPL) 


The  method  proved  to  be  very  successful  for  urinary  stones  identification.  The  main  advantages  of  the  LIBS 
technique  of  being  multi-elemental,  rapid  and  needs  no  or  very  little  sample  preparation  makes  it  a  good  candidate 
for  application  in  operation  rooms  in  clinics.  Despite  the  accurate  results  obtained  by  the  other  conventional  methods 
such  as  XRF,  AAS  and  ICP,  they  are  applicable  only  in  vitro  [3].  Exploiting  fiber  optics  in  suitable  endoscopic 
systems  to  deliver  the  laser  pulse  and  receive  the  emission  from  the  plasma  for  analysis,  it  is  foreseen  to  use  LIBS  in 
vivo  applications  in  urology.  Further  studies  are  however  recommended  to  cover  the  other  types  of  stones. 
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1.  Introduction 

One  of  the  main  advantages  of  laser-induced  breakdown  spectroscopy  (UBS)  is  its  applicability  to  field  and  on-line 
analysis.  However,  previously  to  its  field  application,  the  technique  has  to  be  tested  in  laboratory  conditions  using 
reterence  samples.  In  several  applications,  the  use  of  pellets  obtained  by  milling  and  pressing  the  materials  of 
interest  is  a  relatively  fast  and  simple  way  to  prepare  the  reference  samples.  Some  of  the  early  applications  of  LIBS 
began  with  the  analysis  of  pellets,  as  the  analysis  of  iron  ore  [1]  and  the  trace  elemental  analysis  of  environmental 
samples,  as  sand  and  soil  [2],  In  these  applications,  at  present  time,  the  analysis  can  be  performed  or  is  in  the  way  to 
be  realized  with  held  Instruments  based  in  the  LIBS  technique.  In  this  way,  Barrette  et  al.  [3]  have  recently  reported 
the  on-line  determination  of  C,  Si,  Ca,  Mg  and  Al  in  an  iron  ore  slurry  of  a  pelletizing  plant.  Also,  Wainner  et  al.  [41 
have  developed  a  portable  system  for  field  analysis  of  Pb  contamination  in  soils  and  paint,  with  similar  performance 
to  that  of  a  laboratory  instrument. 

In  the  steel  industry,  an  interesting  application  of  LIBS  is  the  analysis  of  the  slags  formed  in  the  furnaces  [5],  The 
knowledge  of  the  slag  composition  is  crucial  for  the  control  of  the  steel  production  process.  In  this  application,  also, 
the  use  of  pellets  obtained  from  milled  slag  and  analyzed  by  standard  methods  is  a  simple  way  to  obtain  reference- 
S”Ple*-  the  complexity  of  the  composition  of  slags,  which  are  formed  by  a  mixture  of  various  oxides 

[Cau,  reU,  Fe2u3,  Si02,  MnO,  MgO),  including  also  some  amount  of  metallic  Fe,  makes  that  special  difficulties 
appear  m  the  quantitative  analysis  of  slag  pellets  [6] . 

The  aim  of  this  work  is  to  investigate  the  factors  affecting  the  analysis  of  pellet  samples  by  UBS.  including  the 
experimental  conditions  as  well  as  the  sample  preparation  procedures,  with  the  objective  of  obtaining  improved 
conditions  for  the  analysis  of  slag  pellets.  Laser-induced  plasmas  are  generated  using  pellets  prepared  with  pure 
materials  present  m  the  slags.  These  plasmas  are  characterized  using  emission  spectroscopy  in  order  to  select  the 
best  experimental  conditions  for  slag  analysis, 

2,  Experimental 

onSo"iniCed  P!aSmaS  are  generated  using  a Nd: YAG  laser  (wavelength  1064  nm,  pulse  width  4.5  ns,  repetition  rate 
-0  Hz).  The  pulse  energy  is  selected  by  using  an  optical  attenuator.  The  laser  beam  is  focused  by  a  lens  at  ri^ht 
angles  to  the  sample  surface,  which  is  placed  in  air  at  atmospheric  pressure.  During  the  measurements,  an  air  flow  is 
directed  towards  the  region  of  plasma  formation.  The  samples  are  placed  in  a  device  that  allows  precise  positioning 
as  well  as  the  rotation  of  the  sample.  The  light  emitted  by  the  plasma  is  collected  in  a  fiber  optic  cable  and  <mided  to 
the  entrance  of  a  monochromator  with  0.5-m  focal  length.  The  spectra  of  the  plasma  emission  are  detected  usin*  a 
charge-coupled  device  (CCD)  detector,  preceded  by  an  image  intensifier  that  provides  temporal  resolution.  Two 
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types  of  samples  are  used  in  the  experiments.  On  one  side,  slag  samples  generated  at  a  steel  making  plant  are  milled, 
and  the  resulting  power  is  pressed  to  obtain  pellets.  On  the  other  side,  reference  pellet  samples  are  obtained  from 
pure  materials  that  are  present  in  slags  (CaO,  Fe203,  Si02,  A1203,  metallic  Fe).  The  pressure  in  the  pellet  preparation 
is  varied  to  determine  its  effect  in  the  laser-induced  plasmas. 

3.  Results  and  discussion 

2.1  Selection  of  spectral  lines 

The  spectral  lines  selected  in  a  LIBS  experiment  determine  the  features  of  the  calibration  curves  obtained  and, 
therefore,  the  figures  of  merit  of  the  analysis.  In  slag  analysis,  the  main  interest  is  a  high  sensitivity  at  the  whole 
range  of  the  elemental  concentrations,  more  than  the  capability  for  trace  determination.  Therefore  the  analytical  lines 
have  been  selected  in  order  to  obtain  linear  calibration  curves.  Line  selection  has  been  carried  out  applying  the 
results  of  a  previous  work  [7],  in  which  a  method  to  predict  the  relevance  of  self-absorption  was  reported.  Also, 
some  intense  lines  have  been  used  in  order  to  characterize  the  laser-plasmas  by  the  number  of  atoms  of  the  elements 
of  interest. 

2.2  Effect  of  sample  rotation 

The  formation  of  a  crater  during  the  LIBS  measurements  is  found  to  be  of  special  importance  for  intensities  and 
their  dispersion  when  pellet  samples  are  used.  Fig.  1.  shows  the  variation  of  the  Fe  and  Ca  line  intensities  with  the 
number  of  previous  shots  for  the  laser  plasmas  generated  with  a  stationary  (top)  and  with  a  rotating  (bottom)  slag 
pellet.  In  each  plot,  the  data  correspond  to  three  measurements  at  different  positions  in  the  sample.  It  is  found  that, 
by  rotating  the  pellet  sample,  the  intensity  variation  is  slower,  which  leads  to  a  decrease  in  the  dispersion  of  the 
measurements. 


Previous  laser  shots 


Fig.  1.  Variation  of  the  lines  534.95  nm  Ca  I  and  534.95  nm  Fe  I  with  the  crater  formed  by  the  previous  laser  shots  for  the 
laser-induced  plasmas  generated  with  a  slag  pellet:  (a)  stationary  sample,  (b)  rotating  sample. 
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2.3  Effect  of  particle  size  and  pressure  during  sample  preparation 

Pellet  samples  have  been  prepared  varying  the  particle  sizes  of  the  materials  used  and  the  pressure  during 
pelletization.  The  characteristics  of  the  laser-induced  plasmas  generated  are  compared  and  the  implications  for  the 
Llcis  analysis  are  discussed. 

2.4  Effect  of  sample  composition 

Starting  from  the  main  materials  present  in  slags,  pellets  have  been  prepared  with  different  compositions  in  order  to 
investigate  the  matrix  effects  that  affect  slag  analysis  by  LIBS 
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Abstract:  A  LIBS  analyzer  for  the  automatic  detection  of  heavy  metals  and  brominated  flame 
retardants  in  moving  end-of-life  waste  electric  and  electronic  equipment  (EOL-WEEE)  pieces 
collected  for  recycling  is  presented.  An  autofocusing  unit  with  an  adjustment  range  of  50  mm  has 
been  incorporated  to  allow  measurements  with  varying  distances  to  the  sample  surface.  Detection 
limits  in  the  range  of  100  pg/g  were  achieved  for  the  elements  Cd,  Hg,  Pb,  Cr  and  Sb  in  moving 
samples.  The  classification  results  achieved  during  tests  of  the  LIBS  analyzer  at  a  conveyor  belt  of 
a  pilot  sorting  system  for  EOL-WEEE  are  presented. 
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1.  Introduction 

During  the  recycling  process  of  end-of-life  waste  electric  and  electronic  equipment  (EOL-WEEE),  downgrading  of 
valuable  technical  polymers  has  to  be  avoided  by  separating  the  collected  material  in  fractions  of  high  purity.  Most 
EOL-WEEE  pieces  are  doped  with  several  additives  to  improve  their  mechanical,  electrical  and  chemical  properties. 
Common  additives  are  flame  retardants,  antioxidants,  light  stabilizers,  fillers,  dyes  and  pigments.  Their 
concentration  varies  typically  from  traces  to  several  percent  [1]. 

Waste  pieces  containing  brominated  flame  retardants  (BFR)  and  additives  with  heavy  metals  have  to  be 
automatically  identified  and  removed  from  the  waste  stream  to  be  recycled.  This  is  due  to  the  significant 
environmental  problems  during  the  waste  management  phase  caused  by  these  substances.  To  establish  an 
economically  feasible  recycling  process  which  meets  these  requirements,  high  speed  automatic  sorting  systems 
performing  the  identification  of  both  the  polymer  and  the  detection  of  the  critical  additives  at  a  rate  of  several  parts 
per  second  are  required.  In  the  scope  of  the  European  project  »Sure-Plast«  (BRPR-CT98-0783)  a  prototype 
automatic  identification  and  sorting  line  has  been  set-up  and  evaluated  for  material  specific  sorting  of  EOL-WEEE 
pieces.  The  detection  unit  of  this  automatic  sorting  line  is  a  multi-sensor  system  for  the  rapid  identification  of  the 
polymer  matrix  and  the  detection  of  the  contained  additives.  It  comprises  three  spectroscopic  modules  based  on 
LIBS  (=  laser-induced  breakdown  spectroscopy),  NIR  (=  near  infrared  spectroscopy)  and  MIR  (=  mid-infrared 
spectroscopy).  This  paper  focuses  on  the  LIBS  analyzer  developed  by  Fraunhofer  ILT  and  its  application  for  the 
detection  of  heavy  metals  and  brominated  flame  retardants  in  moving  EOL-WEEE  pieces. 


2.  LIBS  analyzer  for  on-line  detection  of  additives 

The  task  of  the  LIBS  analyzer  is  the  rapid  quantification  of  heavy  metal  and  halogen  concentrations  in  EOL-WEEE 
pieces  moving  at  a  speed  of  0.5  m/s  to  1.0  m/s  on  a  belt  conveyor.  The  major  problem  is  the  large  variation  in  size 
and  shape  of  the  real  waste  EOL-WEEE  pieces  such  as  monitors,  telephones  and  keyboards.  To  provide  a  reduced 
dependency  of  the  measuring  distance  on  the  sample  shape,  the  samples  pass  the  sensor  on  a  tilted  belt  conveyor 
sliding  on  the  side  panel  of  the  conveyor.  The  LIBS  measurement  is  carried  out  through  a  gap  in  the  conveyor  side 
panel.  The  LIBS  detection  of  heavy  metals  is  focused  on  Pb,  Cr,  Cd  and  Hg  found  in  pigments,  nucleating  agents 
and  heat  stabilizers.  Brominated  flame  retardants  are  detected  via  Br  and  additionally  via  Sb  as  a  component  of  their 
widely  used  synergist  Sb203. 

The  set-up  of  the  LIBS  module  is  shown  in  Fig.  1.  The  Nd:YAG  laser  generates  laser  bursts  consisting  of  two 
laser  pulses  with  a  total  energy  of  360  mJ  at  a  repetition  rate  of  30  Hz.  The  laser  pulses  are  focused  onto  the  sample 
surface  by  the  autofocusing  optics.  The  emission  of  the  laser-induced  plasma  is  picked  up  by  a  fiber  optics  at  a 
distance  of  130  mm  to  the  far  end  of  the  measuring  range  and  is  guided  to  a  Paschen-Runge  polychromator. 
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Fig  L  Set-up  of  the  LIBS  analyzer.  PC  =  personal  computer,  PR  =  Paschen-Runge  polychromator,  G  =  grating,  PM  =  photomultiplier  PM-ZO  - 
Itoomumpher  for  the  O  '  order.  MCI  =  multi-channel  integration  electronics.  F  =  fiber  optics,  P  =  plasnl!  S  Sample.  MR  =  .Sunn  ~ 

DM  -  diehroie  mirror,  M  -  imrror,  AF  =  autofocusmg  unit,  AF-TS  =  triangulation  sensor,  AF-C  =  controller,  AF-FO  =  focusing  optics"  ~ 

J"  the  Paschen-Runge  polychromator,  spectral  emission  lines  with  wavelengths  in  the  range  of  228  nm  to 
1L.8  nm  and  the  0  order  signal  are  detected  by  photomultiplier  tubes.  The  photomultiplier  signals  are  processed  by 
the  muhi-channel  integration  electronics  MCI ,  where  they  are  integrated  during  a  gate  of  20  ps  after  a  delay  of 

00  ns  with  respect  to  the  plasma  generation  by  the  laser  burst.  The  integrated  values  are  digitized  and  transmitted  to 
the  control  PC  for  further  data  processing. 

Owing  to  the  surface  topology  of  the  real  waste  samples,  the  distance  from  the  focusing  optics  to  the  sample 
surface  vanes  while  the  EOL-WEEE  pieces  pass  the  LIBS  analyzer  on  the  belt  conveyor.  To  compensate  for  these 
istance  variations  and  to  keep  the  analyzing  laser  focused  on  the  sample  surface,  an  autofocusing  unit  for  LIBS  was 
developed  which  provides  a  measuring  range  of  50  mm,  see  Fig,  1 , 

In  the  autofocusing  unit,  a  laser  triangulation  sensor  measures  the  distance  of  the  focusing  optics  to  the  sample 
surface  with  a  fixed  frequency  of  50  Hz,  The  autofocus  control  processes  the  distance  values  provided  by  the 

triangulation  sensor  into  the  control  signal  for  the  variable  focal  length  optical  system  with  an  average  focal  length 
oi  about  220  mm. 

Using  static  focusing  the  LIBS  signals  show  a  strong  dependency  on  the  deviation  from  the  optimum  distance  to 
tne  sample  surface  [2],  This  dependency  cannot  be  compensated  by  referencing  the  LIBS  signal  to  the  0th  order 
signal.  However,  using  dynamic  focusing  with  the  autofocusing  unit,  the  UBS  signals  referenced  to  the  0th  order  are 
constant  within  5  %  over  a  measuring  range  of  50  mm.  An  example  is  shown  in  Fig,  2,  where  the  referenced  Pb  I 

405.7b  nm  LIBS  signals  acquired  with  static  and  dynamic  focusing  are  compared  for  varying  distances  between  the 
focusing  optics  and  the  sample. 


Fig.  2.  Comparison  of  Pb  I  405.78  nm  LIBS  signal  referenced  to 
0th  order  with  static  and  dynamic  focusing. 


Fig.  3.  Prototype  automatic  identification  and  sorting  line 
for  EOL-WEEE  at  Bilbao/Spain.  1  =  singularization  unit, 
2  =  measuring  systems,  3  =  sorting  equipment. 
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3.  Results 

The  limits  of  detection  (LOD)  determined  for  the  investigated  heavy  metals  and  halogens  with  a  laboratory  set-up 
using  static  focusing  and  the  LODs  determined  for  the  on-line  LIBS  analyzer  at  the  pilot  sorting  plant  using  dynamic 
focusing  are  shown  in  Table  1.  According  to  the  enduser  of  the  Sure-Plast  project,  EOL-WEEE  pieces  containing 
higher  concentrations  of  heavy  metals  than  100  pg/g  will  be  refused  for  recycling  by  manufacturers. 


Table  1.  Limits  of  detection  (LOD)  for  the  investigated  elements  in  ABS  samples. 
LOD  calculated  by  the  3s-criterion.  (n.  d.  =  not  determinable) 


element 

X  [nm] 

static  focusing 
LOD  [ng/g] 

dynamic  focusing 
LOD  [Mg/g] 

required 

LOD  [Mg/g] 

Cd 

228.80 

20 

96 

100 

Cr 

425.43 

11 

73 

100 

Pb 

405.78 

24 

140 

100 

Hg 

253.65 

102 

60 

100 

Sb 

259.80 

45 

80 

100 

Br 

827.24 

14438 

n.  d. 

5000 

The  required  detection  limit  of  100  pg/g  is  achieved  for  the  elements  Cd,  Cr,  Hg  and  Sb,  both  using  static 
focusing  in  a  laboratory  set-up  and  using  dynamic  focusing  in  on-line  measurements.  The  lower  sensitivity  of  the 
on-line  LIBS  analyzer  with  dynamic  focusing  attributes  to  additional  disturbing  influences  during  operation  at  the 
pilot  sorting  plant.  Here,  the  LOD  of  Pb  was  140  pg/g  and  the  LOD  of  Br  was  higher  than  the  available 
concentrations  of  the  reference  samples  used  for  calibration. 

The  on-line  classification  performance  of  the  LIBS  sensor  was  evaluated  with  160  measurements  on  40  real 
waste  monitor  samples.  The  reference  analysis  for  the  concentration  of  heavy  metals  and  halogens  in  these  monitor 
housings  was  provided  by  inductively  coupled  plasma  atomic  emission  spectrometry  (ICP-OES).  For  sorting,  the 
determined  element  concentrations  were  classified  into  four  categories:  a)  0  -  100  pg/g,  b)  1 00  -  1000  pg/g,  c)  1000 
-  2000  pg/g,  d)  >  2000  pg/g.  The  results  of  the  classification  obtained  for  samples  without  surface  preparation 
moving  on  the  belt  conveyor  with  a  velocity  of  about  0.5  m/s  are  summarized  in  Table  2.  The  classification  result 
for  mercury  cannot  be  regarded  since  no  mercury  concentration  >  1  pg/g  was  found  in  the  real  waste  EOL-WEEE 
monitor  housings  with  ICP-OES.  For  Sb,  Cd,  Pb  and  Cr,  high  classification  ratios  of  up  to  95%  are  achieved  during 
the  on-line  measurements  at  the  pilot  sorting  plant. 


Table  2.  Results  of  the  on-line  LIBS  analyzer  at  the  pilot  sorting  plant  with 
real  waste  EOL-WEEE  monitor  housings  moving  at  a  velocity  of  0.5  m/s. 


Sb 

Cd 

Pb 

Cr 

Hg 

no.  of  correct  classifications 

152 

135 

152 

152 

(160) 

no.  of  total  classifications 

160 

160 

160 

160 

160 

percentage  of  correct 

95 

84 

95 

95 

(100) 

classifications  [%] 
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are  discussed.  Particular  attention  will  be  paid  to  possible  systematic  errors  in 
LIBS-analysis  and  how  to  reduce  them. 


74 


ThC2-l 


Experimental  and  theoretical  investigation  of  the  early 
stage  of  laser  induced  plasma  produced  by  the  interaction 
between  a  KrF  excimer  laser  and  a  metallic  titanium 

target. 


A.  De  Giacomo, 

Dipartimento  di  Chimica,  Via  Orabona  4,  70126  Bari,  Italy,  TeL  +39-080-4674314,  Fax  +39-080-4674457,  ErmcdhadgSfatmhserJt 

G.  Colonna 

IMIP-CNR ,  Via  Orabona  4,  70126  Bari,  Italy,  Tel  +39-080-$443563,Fax+39-080-5442024,  E-mail :  cscpgc08@area.ba.cnr.it 

A.  Casavola 


O.  De  Pascale 

IMIP-CNR ,  Via  Orabona  4f  70126  Bari ,  Italy ,  Tel  +39-080-5443563,Fax+39-08Q-5442024,  E-mail:  depascale@centrolaser.it 


1,  Introduction.  The  interaction  of  laser  beam  with  solid  matter  and  the  consequent 
plasma  generation  has  been  studied  for  many  years  [1],  Nevertheless  the  great  efforts  to 
exploit  the  laser  matter  interaction  for  material  processing  and  diagnostic  purposes,  many 
aspects  still  need  to  be  elucidated  and  clarified.  In  particular  the  plasma  induced  by  ultraviolet 
and  visible  nanosecond  laser  is  successfully  employed  for  thin  film  deposition  of  a  wide  range 
of  classical  and  novel  materials  (PLD)  [2]  and  for  in  situ  qualitative  elemental  analysis  (LIBS) 

In  both  these  applications  is  really  important  to  understand  the  composition  and  the 
temporal  evolution  of  species  in  the  plasma.  The  classical  approach  in  the  study  of  laser- 
induced  plasma  (LIP)  is  based  on  the  assumption  of  Local  Thermodynamic  Equilibrium 

In  LIP  all  the  energy  is  delivered  during  the  laser  pulse  (tenths  of  ns)  and  then  the 
system  evolves  spontaneously  for  few  microseconds.  The  most  part  of  initial  energy  is 
converted  in  kinetic  energy  so  that  the  LIP  expands  with  supersonic  velocities  (107-105  cm  s 
).  In  these  conditions  the  velocity  of  expansion  can  change  plasma  parameters  in  a  shorter 
time  respect  to  that  necessary  for  the  establishment  of  elementary  processes  balances  [1],  The 
knowledge  of  the  deviations  from  LTE  is  really  important  to  understand  the  constraints  and 
the  corrections  on  theory  to  be  taken  into  account  for  practical  applications  [4], 

The  aim  of  this  work  is  the  investigation  by  emission  spectroscopy  of  the  basic 
aspects  of  the  plasma  generated  by  foe  interaction  between  a  KrF  excimer  laser  and  a  metallic 
target  of  titanium  at  low  pressure.  In  this  work,  experimental  observation  and  theoretical 
model  have  been  employed  to  discuss  fundamental  concepts  of  the  LIP  in  order  to  understand 
the  main  processes  that  must  be  taken  into  account  for  the  analysis  of  this  kind  of  plasma. 

2.  Experimental.  The  experimental  set-up  has  been  described  in  details  in  previous  work  [5] 
and  consists  of  a  vacuum  chamber  with  rotating  holder  for  target  and  quartz  windows  for  laser 
input  and  for  the  emission  spectra  detection,  a  spectroscopic  system  and  a  vacuum  system. 
The  laser  source  is  a  KrF  excimer  laser  at  248  nm  (Lambda  Physic  LPX350)  with  a  pulse 
width  of  30  ns  and  an  adjustable  repetition  rate  between  1  and  150  Hz.  Using  mirror  and  lens 
the  laser  beam  is  directed  through  a  quartz  window  into  die  vacuum  chamber  and  focused 
onto  the  target  at  45°  from  the  surface  normal.  In  these  experiments  the  energy  density  of  the 
laser  beam  has  been  fixed  at  5  J/em2  with  a  rectangular  spot  2.00  X  2.42  mm?  and  a  repetition 
rate  of  5  Hz. 

The  spectroscopic  system  is  made  by  an  optical  fiber  (diameter  of  0.6mm)  connected 
to  the  input  slit  of  a  high-resolution  monochromator  (HR  640,  Instruments  S.A.,  division 
Jobin  Yvon)  and  an  intensified  charge  coupled  device  (ICCD,  Jobin  Yvon  cv3Q00)  for  the 
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detection  of  spectra.  The  plume  image  is  focused  on  a  virtual  plane  by  a  short  focus  quartz 
lens  (6  cm).  The  optical  fiber  is  placed  on  a  micrometric  XYZ  table  so  that  is  possible  to 
move  the  entrance  of  the  optical  fiber  in  the  virtual  plane  where  is  focused  the  plume  image 
with  a  1:1  magnitude.  This  configuration  allows  detecting  a  portion  of  plume  with  a  spatial 
resolution  that  has  the  same  dimension  of  the  optical  fiber  entrance.  The  signal  of  a  fast 
photodiode,  detecting  the  laser  reflection  of  the  diaphragm,  is  the  main  trigger  for  the  ICCD. 
To  avoid  the  intrinsic  delay  of  the  electronic  system  (80  ns)  a  25  m  long  optical  fiber  is  used 
so  that  the  transmission  of  emission  light  to  the  detection  system  is  delayed  of  83  ns.  A  gate 
width  of  40  ns  has  been  chosen  in  the  experiment  for  maximizing  the  spectral  line  intensity 
while  maintaining  a  good  temporal  resolution.  To  optimize  the  signal-to-noise  ratio  and  the 
spectra  reproducibility,  the  detection  of  spectra  is  carried  out  by  averaging  5  sets  of  10  signal 
accumulations.  By  this  acquisition  mode  the  fluctuations  of  spectra  are  under  7%  at  the 
experimental  conditions  applied  in  this  work. 

The  spectroscopic  investigation  of  the  LIP  has  been  carried  on  in  the  visible  range  at  the 
maximum  vacuum  allowed  by  our  vacuum  system  10' 5  Torr.  In  order  to  neglect  the  angular 
dispersion  of  LIP  the  measurements  has  been  performed  along  the  propagation  axis  at 
distance  from  the  target  surface  shorter  or  comparable  to  the  spot  dimension. 

The  evolution  of  LIP  species  by  temporally  and  spatially  resolved  OES  at  different  distance 
from  the  metallic  titanium  target  has  been  studied  Two  non-  resonance  lines  with  high 
emission  coefficients  and  with  similar  energy  have  been  selected:  399.86  nm  and  401.23  nm, 
corresponding  to  the  species  Ti  I  and  Ti  II  respectively.  On  the  other  hand  atomic  and  ionic 
state  distribution  functions  has  been  studied  by  Boltzmann  plot  technique. 

3.  Theoretical.  The  theoretical  model  basically  describes  the  plume  expansion  via  fluid 
dynamic  equations  along  the  plume  axis  in  the  one-dimensional  approximation,  being  based 
on  the  observation  that  the  angular  dispersion  of  the  plume  is  small  in  vacuum.  Euler 
equations  consist  of  mass  momentum  and  energy  continuity  equations,  completed  with  an 
equation  to  calculate  the  mass  fraction  of  each  species  (q)  [6].  To  investigate  the  effects  of 

finite  rate  coefficients  on  the  plume  expansion,  we  include  in  the  fluid  dynamic  model  the 
following  processes: 

(a)  ionization  by  electron  impact  (direct  process) 

(b)  three  body  recombination  (inverse  process) 

K0 

Tik(Ek)+e-(e)^  Ti++  e-(e')  +  eg(e") 

K& 


(c)  radiative  recombination 

Ti+  +  e“(e)  Tik  +  hv 

The  ionization  rate  coefficients  have  been  calculated  considering  a  Maxwellian  electron 
energy  distribution  and  a  Boltzmann  distribution  of  the  excited  level  of  atoms  at  the  gas 
temperature  (thermal  rates),  and  the  ionization  cross  sections  have  been  obtained  by 
Grizinslcii  model.  The  recombination  rate  has  been  calculated  by  detailed  balance  principle. 

The  coupling  between  fluid  dynamic  and  kinetic  equations  involves  an  "operator  splitting" 
technique.  As  a  first  step,  we  solve  the  Euler  equations  in  the  free  flow  approximation  and 
then,  in  the  same  time  interval,  we  solve  the  kinetic  equations  locally  to  update  the 
concentration  values.  This  approach  is  valid  for  small  temperature  variations. 
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4.  Discussion,  The  comparing  of  experimental  values  of  atomic  and  ionic  number  density 
ratio  (NTi  n/Nti  i),  obtained  by  Boltzmann  plot  analysis,  with  the  one  obtained  by  Saha 
equation  at  the  same  electron  number  density  and  temperatures,  are  reported  in  table  1.  It 
leads  to  the  conclusion  that  the  departure  from  the  equilibrium  state  can  be  attributed  to  the 
violation  of  the  balancing  between  the  processes  of  ionization  and  three  bodies 
recombination. 

Table.!:  Results  of  Boltzmann  plot  analysis. 


Delay  (ns) 


t 

Ti 

q(NTi  i)  ± 
0.5 

m 

q(NTi  h) 
±0.5 

Ntj  n/Nji  i 

Nii  n/Nji  i 

-30.2 

11200 

-25.4 

66.885 

9.50 

-28.6 

8850 

-23.3 

113.29 

1.00 

-28.6 

8600 

-23.2 

127.35 

1.16 

-29.0 

8950 

-23.9 

96.93 

2.52 

Moreover  in  experiments  a.  characteristic  delay  between  the  atomic  and  ionic  maximum  of 
temporal  emission  profiles  has  been  observed.  To  investigate  these  deviations  and  to  explain 
the  experimental  observations  we  apply  the  theoretical  model  described  before,  to  the 
emission  temporal  profiles  at  different  distances  from  the  target 

Fig-1  (a)  and  (b)  shows  a  comparing  between  experimental  and  theoretical  results  of  Ti  I  and 
Ti  II  temporal  evolution  at  1  and  2  mm.  We  can  observe  a  good  agreement  at  all  the  distances 
examined  in  this  work  Some  differences  arise  after  2  mm  as  a  consequence  of  the  radial 
component  of  velocity  and  the  experimental  curves  are  broader  than  them  obtained  by 
calculation.  By  the  analysis  of  theoretical  model  it  results  that  deviation  from  LTE  can  be 
attributed  to  the  prevailing  of  three  bodies  recombination  process  over  the  ionization  process. 


Fig.L  Examples  of  the  comparison  between  experimental  and  calculated  TOF  at  (a)  1  mm  and  (fa)  2  mm, 
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Abstract:  Fluid  Physics  phenomena  following  laser-induced  breakdown  are  computed  and 
compared  with  experimental  records.  Comparison  of  computational  and  experimental  results 
give  insight  into  the  dynamics  of  the  temperature  and  pressure  profiles  during  the  decay  process. 
©2002  Optical  Society  of  America 

OCIS  codes:  (140.3440)  Laser-induced  breakdown;  (350.5400)  Plasmas;  (280.1740)  Combustion  diagnostics 


1  Introduction 

Laser-induced  optical  breakdown  results  in  the  generation  of  a  micro-plasma  (laser-spark)  and  formation  of 
a  shock  wave,  followed  by  fluid  physics  phenomena]!,  2,  3].  The  initial  hot  plasma  temperature  distribution 
can  be  inferred  by  laser  spectroscopy  methods.  The  expansion  and  subsequent  cooling  of  the  plasma  causes 
spatially  dependent  temperature  and  pressure  gradients. 

2  Experimental  Method 

Shadow  graph  measurements  in  and  near  the  focus  can  shed  light  on  the  typical  post-breakdown  effects. 
Shadowgraphs  of  optical  breakdown  in  air  were  recorded  by  the  use  of  a  standard  video  camera,  and  by  the 
use  of  a  308-nm  back-light  radiation  source  (XeCl  eximer  laser,  10  ns  pulse  width).  Figure  1  illustrates  the 
results. 


Fig.  1.  Shadow  graph  images  for  50  mJ  breakdown  pulses.  The  backlight  source  was  operated  at  80  Hz; 
therefore,  a  superposition  of  images  at  two  time  delays  is  shown:  (i)  at  the  indicated  delay,  and  (ii)  at  the 
indicated  delay  plus  12.5  milliseconds. 
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The  selected  images  were  taken  at  delays  of  up  to  500  microseconds  after  the  laser  spark  gerenation,  which 
was  induced  hv  a  Coherent  40-100  Infinity  Nd:YAG  laser.  These  images  show  the  development  in  time  of 
the  ignition  kernel  as  well  as  the  development  in  time  of  the  shockwave,  including  reflected  shock- waves [4], 

3  Computational  Method 

The  CFD-AOE  software  package [5],  along  with  laser-spark  specific  modules,  was  used  to  solve  the  unsteady 
fluid  transport  equations  for  an  antisymmetry  geometry.  The  initial  laser  spark  temperature  distribution  was 
characterized  to  simulate  a  post-breakdown  profile.  The  developed  computational  model  includes  a  kinetics 
mechanism  that  implements  plasma  equilibrium  kinetics  in  ionized  regions,  and  non-equilibrium,  multi-step, 
finite-rate  reactions  in  non-ionized  regions.  Figure  2  illustrates  typical  computational  results. 


Fig.  2.  Experimental  (left)  and  computationally  predicted  (right)  shadowgraphs  5  fjs  after  optical  breakdown 
of  air. 


4  Results  and  Comparison 


The  computational  model  time-aecurately  predicts  the  dynamics  of  the  temperature  and  pressure  field  during 
laser  spark  decay.  The  computationally  predicted  fluid  phenomena  show  qualitative  agreement  with  the 
measured  flow  patterns[6].  Detailed  quantitative  comparisons,  however,  are  believed  to  resolve  some  of  the 
interesting  behavior  near  the  initial  location  of  the  laser  spark,  which  are  important  in  the  study  of  laser- spark 
ignition [1,  2,  3,  7]. 
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SEMIEMPIRICAL  MODEL  OF  AN  OPTICALLY  THICK 
LASER  INDUCED  PLASMA 
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A  semiempirical  model  is  developed  for  an  optically  thick  inhomogeneous  laser  induced  plasma 
(LIP).  The  model  describes  the  time  evolution  of  the  plasma  continuum  and  specific  atomic 
emission  after  the  laser  pulse  has  terminated  and  interaction  with  the  target  material  has  ended. 
Local  thermodynamic  equilibrium  (LTE)  is  assumed,  allowing  application  of  the  collision- 
dominated  plasma  model  and  standard  statistical  distributions.  Calculations  (see  Figure)  are 
performed  for  a  two-component  Si/N  system. 


Figure.  Calculated  emission  profiles  for  early  LIP  consisting  of  10\+(16)  Si 
and  N  atoms  in  proportions  from  Si/N=0.01  to  Si/N=10.  Times  tl-t5 
correspond  to  the  values  of  1,  1 .5,  2,  3,  and  4  in  rel.  units. 


The  model  input  parameters  are  the  number  of  plasma  species  (or  plasma  pressure)  and  the 
atomic  ratio  of  silicon  to  nitrogen,  which  ranged  from  0.01  to  10.  Functions  are  introduced  which 
describe  the  evolution  of  temperature  and  size  of  the  plasma.  All  model  inputs  are  measurable  in 
the  experiment.  The  model  outputs  are  spatial  and  temporal  distributions  of  atom,  ion,  and 
electron  number  densities,  evolution  of  an  atomic  line  profile  and  optical  thickness,  and  the 
resulting  absolute  intensity  of  plasma  emission  in  the  vicinity  of  a  strong  non-resonance  atomic 
transition.  Practical  applications  of  the  model  include  prediction  of  temperature,  electron  density 
and  the  dominating  broadening  mechanism.  The  model  can  also  be  used  to  choose  the  optimal 
line  for  quantitative  analysis. 
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Abstract:  A  numerical  procedure  has  been  developed  to  deconvolute  the  lateral  integrated  spectra 
of  a  laser-induced  plasma.  Three-dimensional  distributions  of  emissivity,  temperature,  electron 
density  and  relative  atom  density  have  been  obtained  for  an  iron  plasma. 

©2002  Optical  Society  of  America 

OCIS  codes:  (140.3440)  Laser-induced  breakdown;  (300.2140)  Emission  spectroscopy 


1.  Introduction 

For  the  development  of  the  analytical  applications  of  laser-induced  breakdown  spectroscopy  (LIBS),  the 
characterization  of  the  laser-induced  plasmas  (LIPs)  has  a  great  importance.  As  it  is  known,  LIPs  are  spatially 
inhomogeneous  and  have  a  fast  temporal  evolution.  Then,  their  characteristic  magnitudes  (temperature,  electron 
density  and  atom  and  ion  densities)  have  spatial  distributions  that  change  with  time.  It  is  possible  to  obtain  these 
distributions  from  spectroscopic  measurements  if  the  experimental  system  has  spatial  resolution.  In  last  years,  many 
works  dedicated  to  the  determination  of  these  spatial  distributions  in  LIPs  have  been  published.  In  some  of  them, 
one-dimensional  systems  have  been  employed  to  measure  the  time  integrated  temperature  and  electron  density  along 
the  axial  direction  [1,2].  In  other  works,  temporal  resolution  was  also  used,  and  a  study  of  the  evolution  of  the  axial 
distribution  of  the  temperature  and  the  electron  density  was  carried  out  for  plasmas  generated  with  different  targets 
and  gas  surrounding  pressures  [3,4].  Also,  two-dimensional  imaging  of  the  LIP  emission  has  been  used  to  determine 
the  intensity  distributions  [5-7].  In  these  works,  the  intensity  was  wavelength-integrated,  so  it  was  not  possible  to 
obtain  the  temperature  and  electron  density  distributions. 

In  previous  works  of  our  group  [8,9],  time-resolved  spectra  of  LIP  emission  with  spatial  resolution  in  the  lateral 
direction,  parallel  to  the  sample  surface,  were  obtained  for  an  iron  sample  and  different  pressures  of  the  ambient  gas. 
From  these  spectra,  intensity  distributions  of  Fe  I  lines,  integrated  along  the  line  of  sight,  were  measured.  Assuming 
local  thermodynamic  equilibrium  (LTE)  and  applying  the  Boltzmann  relation,  temperature  distributions,  also 
integrated  along  the  line  of  sight,  were  deduced.  The  distributions  of  the  electron  density  along  the  lateral  direction 
were  determined  from  the  measurement  of  the  line  width  of  a  Fe  I  line  broadened  by  the  Stark  effect. 

In  the  present  work,  a  numerical  inversion  method  has  been  used  to  deconvolute  the  spectra  measured  with 
lateral  resolution,  with  the  purpose  of  obtaining  synthesized  spectra  along  the  radial  direction  (from  the  center  to  the 
edge  of  the  plasma  in  a  direction  parallel  to  the  sample  surface).  Based  in  these  radial  spectra,  the  distributions  of 
line  emissivity,  temperature,  electron  density  and  relative  atom  density  along  the  radial  direction  have  been 
obtained.  By  repeating  the  process  while  varying  the  height  above  the  surface,  maps  of  the  distribution  of  these 
plasma  magnitudes  have  been  deduced  and,  therefore,  the  three  dimension  spatial  characterization  of  the  LIP  has 
been  performed.  In  this  way,  an  iron  plasma  has  been  characterized  for  different  time  gates,  as  a  continuation  of  the 
iron  plasma  study  carried  out  in  previous  works.  The  LIPs  studied  have  been  generated  in  air  and  argon 
atmospheres. 

2.  Experimental 

The  experimental  system  configuration  was  similar  to  that  employed  in  previous  works  [8,9].  The  laser  used  to 
generate  the  plasma  was  a  Nd:YAG  laser  (wavelength  1064  nm,  pulse  with  4.5  ns,  repetition  rate  20  Hz,  pulse 
energy  100  ml),  focused  at  right  angles  to  the  sample  surface.  The  plasma  emission  was  analyzed  by  using  an 
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f”;r0TCTP  /  ,  m  fOCal  length  311(1  an  intensified  CCD  detector  with  5  ns  temporal  resolution.  An 

image  of  he  LIP  was  formed  onto  the  entrance  slit  of  the  monochomator  by  a  lens  of  50  mm  focal  length  The 
entrante  slit  was  placed  parallel  to  the  sample  surface.  In  this  way,  spectra  from  different  positions  along  the  lateral 
direchon  were  recorded  simultaneously  at  different  CCD  rows.  In  these  spectra,  the  emission  was  integrated  along 
the  line  of  sight.  A  vacuum  chamber  with  a  pumping  system  was  employed  to  create  the  surrounding  atmosphere. 

3.  Results 

2.1  Deconvolution  procedure 

“hom°geneous  spectroscopic  source,  the  observed  spectra  are  composed  necessarily  by  the  emission 
integrated  along  line  of  sight,  from  plasma  regions  that  have  different  characteristics.  Assuming  that  the  source  has 
cylmdnca  symmetry  and  that  it  is  optically  thin,  It  is  possible  to  obtain  the  emissivity  as  a  function  of  the  radial 
m  hom  wf  fr0m  1  l  observed  intensities  [10].  For  this  purpose,  it  is  necessary  to  carry  out  a  process  of 

™Crhadf°nr1Utl0n  that  f PfTlteS  the  contnbutions  of  different  regions  to  the  Integrated  emission.  In  this 
work,  the  cylindrical  symmetry  of  a  UP  with  the  axis  along  the  laser  beam  direction  (perpendicular  to  the  sample 
surface)  has  been  assumed.  A  computer  program  has  been  developed  to  perform  the  numerical  deconvolution 
supposing  that  the  UP  is  formed  by  cylindrical  layers  of  constant  emissivity.  The  numerical  process  progress  from 
die  ed  e  of  the  LIP  to  the  center.  In  one  iteration,  the  emissivity  of  a  layer  is  calculated  taking  into  account  the 
contribution  to  the  intensity  of  all  the  external  layers.  The  deconvolution  process  has  been  earned  out  for  each 
wavelength  of  the  spectrum  (CCD  channel);  in  this  way,  the  spectra  emitted  at  the  different  radial  positions 
(enussivity  vs.  wavelength)  have  been  obtained.  Repeating  the  process  for  the  different  distances  to  the  sample,  the 
deconvolved  spectra  of  the  UP  with  tree-dimension  resolution  have  been  obtained. 

2.2  Spatial  distribution  of  LIP  parameters 

From  the  spectra  obtained,  maps  of  line  emissivity  have  been  measured  for  selected  Fe  I  lines.  Assuming  that  the 
■  'S  “  V™’ the  temperature  has  been  determined  by  the  Boltzmann  method  for  each  point  where  the  line 
“y,haKd  been  ™easJJred-  In  this  way,  spatial  distributions  of  temperature  have  been  obtained.  The  electron 

fs  brStenSby  Ae'stok  eflfect  ^  ***  measurement  of  the  line  width  ^  the  Fe  I  line  at  538.34  nm,  which 

atJP “  thf  pledge  of  the  distributions  of  temperature  and  emissivity,  the  distribution  of  the  relative  density  of 
atoms  can  be  easily  deduced  if  LTE  and  optically  thin  conditions  are  assumed.  In  this  work,  the  relative  density 
distribution  of  iron  atoms  has  been  obtained.  y 

nt>Jh®  results  obtained  for  the  emissivity,  the  temperature,  the  electron  density  and  the  relative  atom  density  are 
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Abstract:  Temporally  and  spatially  resolved  measures  of  emission  lines  by  a 
photomultiplier  and  shadow  images  by  a  frame  camera  were  used  to  study  the  dynamical 
evolution  of  different  elements  in  a  steel  plume  in  air  produced  by  a  Q-s witched  Nd:Yag 
laser. 
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Introduction 

Although  the  LIBS  technique  in  the  recent  years  has  already  improved  in  its  reliability  and  many 
applications  of  this  technique  have  been  proposed,  it  is  important  to  go  further  into  the  comprehension  of 
plasma  evolution  for  modeling  the  phenomenon  and  optimizing  the  experimental  conditions  and  timing  for 
LIBS  analysis.  Understanding  the  spatial  distribution  of  the  different  elements  in  the  plume  and  its 
evolution  with  time  it’s  essential  to  select  the  most  suitable  region  of  the  plasma  from  which  collecting  the 
emissions  in  order  to  obtain  the  best  signal  to  noise  ratio  and  to  make  a  reliable  quantitative  estimate  of  the 
target  composition.  Many  studies  have  been  focused  on  the  morphology  of  the  plasma  obtained  by  laser 
ablation  [1-6]  but  it  is  still  difficult  to  have  an  organic  view  of  the  argument  since  the  experimental 
parameters  can  be  very  different  (laser  energy,  ambient  gas,  target  material,  focusing  distance,  etc.).  The 
aim  of  this  work  is  investigating  on  plasma  morphology  in  air. 

Experimental  Set-up 

The  laser  pulse  (a  Q  switched  Nd:YAG  laser  delivering  about  70  mJ  in  8  ns  pulses  at  the  fundamental 
frequency)  was  normally  focused  (focal  length  100  mm)  on  the  sample  surface,  a  stainless  steel  containing 
Fe,  Cr  and  Ni  as  major  elements.  The  experiments  were  carried  out  in  air,  in  order  to  gather  useful 
information  for  the  many  existing  or  potential  applications  of  the  LIBS  technique  for  in  situ  analyses.  We 
examined  the  plasma  dynamics  by  two  different  techniques:  firstly  we  analysed  the  temporal  evolution  of 
emission  lines  in  different  regions  of  the  plume,  then  we  compared  the  results  with  the  images  of  the 
plasma  obtained  by  the  shadowghraphic  technique.  In  the  former  configuration  an  optical  fiber  collected 
the  signal  in  the  direction  normal  to  the  axis  of  the  plume  after  a  magnification  X4  and  sent  it  to  a  Im-focal 
length  spectrometer  (equipped  with  a  1200  grooves/mm  grating).  At  the  exit  slit  a  photomultiplier  was 
mounted  and  the  signal  evolution  of  the  chosen  emission  lines  was  displayed  and  averaged  on  a  digital 
oscillograph.  We  choose  emission  lines  both  from  elements  contained  in  the  target  (Fe  I  3719,  Cr  I  4289, 
Cr  II  3667)  and  from  the  air  (N  I  7468).  The  steps  of  spatial  sampling  used  were  of  1  mm,  corresponding 
to  a  plasma  slice  of  0.25  mm.  In  the  latter  configuration  a  white  light  from  a  flash  back-illuminated  the 
plasma.  The  images  were  taken  with  a  frame  camera  at  different  times.  Both  the  measurements  were  done 
focusing  the  laser  beam  5  mm  under  the  target  surface  (case  a)  and  on  the  surface  (case  b)  obtaining 
plumes  of  very  different  shape. 

Results 

As  clearly  visible  in  Fig.l,  the  time  evolution  of  the  signal,  as  recorded  by  a  photomultiplier  tuned  on  a 
emission  line,  is  the  superposition  of  a  first  peak  due  to  continuum  emission,  which  decays  rapidly  in  1-2 
|Lis,  and  a  second  peak  coming  from  the  line  observed.  So,  each  emission  peak  was  obtained  by  subtracting 
the  continuum  signal  (acquired  at  a  wavelength  close  to  the  emission  line)  from  the  total  signal  (as  shown 
in  the  inlay  in  Fig.l). 
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Fig.l ,  Temporal  profile  of  Fe  1  at  3719  A  (blue  line)  obtained  after  subtracting  the  continuum  (black  line)  from 

the  total  signal  (red  line) 


From  a  first  inspection  of  the  signals  obtained,  we  noted  a  hump  in  the  decay  of  some  lines  (not  showed  in 
igure),  which  apparently  moves  forward  with  time*  This  feature,  already  observed  by  Wu  et  aL  [7],  could 
be  duetto  the  distribution  of  matter  inside  the  expanding  plasma  (e.g.  it  could  be  due  to  the  arrival’  of  the 
core  ot  the  plasma  after  the  first  front).  In  order  to  analyse  the  dynamics  of  the  plasma  we  studied  the 
starting  time  ot  each  line  for  each  position,  obtained  by  fitting  the  rising  front. 

Results  for  the  case  a),  where  the  shape  of  the  plasma  is  quite  flat  on  the  surface,  are  plotted  in  Fia.2:  the 
starting  time  of  all  the  lines  is  represented  for  each  position  in  the  plume. 
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Fig.2,  Starting  times  of  emission  lines  and  continuum  at  different  distances  from  the  target.  In  the  inlay, 
comparison  between  starting  times  of  continuum  and  nitrogen 


From  the  plot  it  is  evident  that  in  each  position  of  the  plume  the  continuum  and  the  nitrogen  emissions 
arrive  and  appear  earlier  than  emissions  from  elements  ablated  from  the  target.  Estimating  the  maximum 
velocity  of  continuum  front  (from  a  fit  of  the  curve  with  a  power  function)  we  obtain  a  value  of  l  2  •  106 
em/s  while  for  the  front  of  Cr  I  line  we  obtain  1,5  ■  10s  cm/s.  This  is  confirmed  by  a  typical  spatial  profile  of 
emission  lines  as  shown  m  Fig.3  (delay  =  1  (is),  where  the  peak  intensity  is  normalized  at  the  maximum 
value  it  s  evident  that  nitrogen  and  continuum  emissions  come  also  from  regions  of  the  plume  more 
istant  from  the  target  than  Cr  I,  Cr  II  and  Fe  I  lines.  This  is  explainable  with  the  hypothesis  that  the 
shockwave,  produced  in  front  of  the  plasma,  heats  the  air  it  reaches.  So,  the  air  molecules  can  be 
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dissociated  and  ionized  just  from  this  temperature  enhancement  or  because  the  heated  air  becomes  thick  to 
laser  radiation  in  the  early  nanoseconds  of  plasma  life,  as  in  the  mechanism  of  laser  supported  shock  wave, 
and  the  laser  radiation  absorption  causes  the  ionization  of  air  (which  then  expands  and  cools  in  the 
following  evolution  after  the  laser  pulse  is  ended).  As  a  matter  of  fact,  the  air  starts  to  emit  immediately 
after  the  passage  of  the  shockwave. 


3000  A 
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Fig.3.  Spatial  profile  of  line  emissions  along  the  normal  to  the  target 


It’s  interesting  the  comparison  of  the  starting  times  of  continuum  and  nitrogen  as  shown  in  the  inlay  in 
Fig. 2.  Close  to  the  target  the  shockwave  heats  the  air  so  much  than  the  nitrogen  is  probably  mostly  ionized 
and  we  can  see  NI  emission  only  after  ca  200  ns;  going  away  from  the  target  surface,  the  shockwave,  after 
the  laser  pulse  ended,  is  less  and  less  efficient  in  heating  the  air,  until  nitrogen  is  just  weakly  ionized  or  not 
ionized  at  all  and  the  starting  times  of  continuum  and  nitrogen  coincide.  This  interpretation  is  confirmed 
from  other  observations  where  N  II  lines  are  visible  just  in  the  first  200  ns  of  plasma  life.  In  the  case  b), 
where  the  plasma  is  approximately  hemispheric,  the  results  are  similar  but  with  some  interesting  deviation. 
The  continuum  and  nitrogen  emissions,  as  before,  precede  the  target  elements  ones  and  their  front  moves 
with  a  velocity  slightly  higher  than  in  case  a).  In  this  case,  however,  the  front  of  the  target  elements  moves 
very  faster  than  in  case  a)  (ymax  «  5  -7 . 105  cm/sec)  so  that  the  two  fronts  are  very  close.  This  probably 

happens  since  in  case  a)  the  portion  of  surface  interested  from  the  beam  is  larger  and  the  fluence  is  lower; 
then  in  the  strong  point  explosion  theory  the  shockwave  velocity  is  weakly  dependent  from  laser  fluence 
(V  oc  e^5)  while  the  rear  plasma  velocity  depends  much  more  from  the  energy  that  each  particle  ablated 
receives. 

The  images  of  the  plume  obtained  with  the  shadowgraph  technique  confirmed  these  interpretations 
showing  the  shockwave  and  plasma  fronts,  with  velocity  consistent  for  case  a)  and  b)  with  the  previous 
found.  We  are  still  working  to  extrapolate  from  the  experimental  data  information  on  the  spatial 
dishomogeneities  between  the  target  elements  in  the  plasma. 
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1.0  Introduction 

Laser-induced  breakdown  spectroscopy  (LIBS)  is  now  recognized  as  a  useful  analytical  tool  for  elemental 
analysis.  However,  to  obtain  a  quantitative  analysis  using  LIBS,  one  needs  to  control  several  parameters  that  can 
strongly  affect  the  measurements.  These  parameters  are  for  example,  the  amount  of  ablated  and  vaporized  material, 
the  property  of  plasma  to  absorb/reflect  the  delivered  energy  and  the  degree  of  ionization  that  can  change  as  a 
function  of  laser  wavelength  and  irradiance,  the  ambient  gas  nature  and  pressure,  and  the  sample  surface 
morphology.  If  all  these  parameters  are  set,  and  accounting  for  slight  laser  shot-to-shot  variations  in  terms  of  laser 
beam  energy  and  spatial  profile,  the  spectral  line  intensities  will  generally  be  proportional  to  the  elemental 
concentration. 

The  choice  of  these  different  parameters  is  critical  and  depends  on  the  application.  On  one  hand,  control  of 
these  parameters  leads  to  a  reproducible  and  stable  measurement.  On  the  other  hand,  allowance  should  be  given  for 
flexibility  in  these  parameters  in  order  to  optimize  the  sensitivity  for  particular  elements. 

Two  of  the  most  important  experimental  parameters  for  the  LIBS  performance  are  the  laser  wavelength  and 
the  surrounding  atmosphere.  Historically,  different  kinds  of  laser  have  been  used  for  LIBS  experiments.  The  LIBS 
experimentalist  could  not  choose  any  laser  wavelength  but  just  those  that  the  technology  allowed.  For  first  LIBS 
developments, Brecht  and  Cross  in  1962  [1]  described  a  LIBS  experiment  using  a  ruby  laser  at  694  nm  with  50  ns 
pulse  duration.  Then,  in  the  70s  three  commercially  manufactured  LIBS  microanalysers  (Mark  III  Jarell-Ash,  LMA 
10  VEB  Carl  Zeis  and  JLM  200  JEOL)  were  proposed  using  a  ruby  laser  [2],  However,  due  to  the  difficulty  of 
controlling  the  pulse-to-pulse  stability,  the  technique  was  not  viewed  as  a  technique  of  reference  for  the  analysis  of 
solids;  the  pulsed-laser  technology  was  not  sufficiently  ripe.  The  next  phase  of  LIBS  development  started  with  the 
apparition  of  the  NdtYAG  and  excimer  lasers  in  the  eighties.  Since  then,  many  UV,  visible  and  NIR  laser 
wavelengths  were  available.  It  was  possible  to  vary  the  wavelength  and  to  study  how  that  could  affect  the  TIBS 
measurements. 

Nowadays,  with  the  wide  variety  of  laser  systems  available  in  terms  of  wavelength  (with  OPO  systems  the 
whole  range  of  wavelengths  is  available)  and  pulse  duration,  one  is  able  to  study  and  search  more  systematically  the 
best  conditions  for  LIBS  implementation.  In  addition,  the  surrounding  atmosphere  plays  a  key  role  in  the 
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development  of  the  plasma  and  can  change  LIBS  performance.  The  atmosphere  can  be  reduced  in  the  majority  of 
cases  to  a  simple  gas  puff  blown  at  the  moment  of  laser-sample  interaction. 

Most  of  the  LIBS  work  published  was  concerned  with  laser  wavelength  of  Nd:  YAG  at  1064  nm  and  its 
harmonics  or  with  eximer  laser  wavelengths  mainly  in  the  UV  and  less  attention  was  paid  to  the  generation  of  laser 
induced  plasma  by  wavelength  available  in  the  infra-red  IR  (  >1  pm).  For  example,  the  Er:  YAG  laser  has  the 
advantage  of  providing  a  2.94  pm  wavelength  for  which  certain  materials  (polymeric  or  organic)  arc  more 
absorbing.  Moreover,  the  absorption  of  plasma  by  inverse  Bremsstrahlung  (varying  as  A2)  makes  it  possible  to 
induce  a  different  behaviour  in  terms  of  excitation.  In  this  work,  Nd:  YAG  and  Er:YAG  lasers,  with  1 .06  and 
2.94  pm  wavelengths,  were  used  for  LIBS  analysis  of  solids.  Using  air  or  He  buffer  gases,  the  influence  of  the 
wavelength  on  the  laser-produced  plasma  was  studied. 

2.0  Results  and  discussion 

In  our  experiments,  the  EriYAG  laser  source  supplied  energy  of  25  mJ/pulse  (with  pulse  duration  of 
170  ns)  and  the  laser  beam  was  focused  on  the  target  using  a  lens  with  10-cm  focal  length,  yielding  a  spot  diameter 
of  250  pm.  The  Nd:YAG  source  was  used  with  the  same  fluency,  but  the  pulse  duration  was  6  ns.  We  chose  to  carry 
out  a  comparison  in  terms  of  spectrochemistry  and  plasma  characterization.  We  studied  aluminum  alloys  in  order  to 
compare  our  results  with  previous  work  [3,4] 

Spectra  obtained  with  either  Nd:YAG  or  Er:YAG  lasers  are  presented  in  Fig.  1. 


Figure  1 :  Study  of  buffer  gas  effect  using  two  wavelengths  in  aluminum  alloys. 


The  signal  integration  conditions  have  been  optimized  separately  for  the  two  wavelengths  in  terms  of  delay  and 
width.  The  coupling  between  Er:YAG  or  Nd:YAG  radiation  and  helium  buffer  gas  seems  to  be  significantly 
different.  In  the  two  cases,  the  28 1 .62  nm  aluminum  ion  line  intensity  increases  by  at  least  a  factor  of  2.  But  the  Si 
288.16  nm  line  increases  only  with  Er:YAG  excitation.  In  order  to  understand  the  evolution  of  physical  parameters, 
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we  studied  the  excitation  temperature  of  the  plasma.  Figure  2  shows  the  difference  observed  between  the  He  and  air 
buffer  gas  conditions,  with  Er:YAG  excitation. 


Figure  2  :  Excitation  temperature  measurements  for  individual  EnYAG  shots,  based  on  Boltzmann  plot  calculation 
using  Fe  lines  (aluminum  alloy  with  0.61%  Fe),  with  0.5  ps  delay  and  1  u  s  integration. 

The  He  buffer  gas  induces  an  increase  of  2500  K  of  the  excitation  temperature,  giving  a  partial  explanation  for  the 
increased  line  intensities  shown  in  Fig,  L 

3.0  Conclusion 

In  summary  we  have  carried  out  a  comparison  of  the  influence  of  two  different  wavelengths,  1.06  and 
2.94  pm  for  Nd:YAG  and  Er:YAG  lasers,  respectively.  This  was  performed  under  He  or  air  environments  in  terms 
of  plasma  properties  and  speetrochemical  analysis  of  several  elements  in  aluminum  alloys.  The  results  show  that 
these  parameters  induce  important  variations  in  the  generated  plasma,  in  terms  of  temperature  and  analytical 
measurements. 

This  study  was  performed  in  order  to  allow  a  better  comprehension  and  control  on  the  implementation  of 
laser-induced  breakdown  spectroscopy, 
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Extended  Abstract:  Matrix  effects  limit  the  performance  of  LIBS  in  absolute  elemental  analysis, 
since  the  spectral  intensity  of  an  emission  line  at  a  given  concentration  depends  on  the  matrix.  On 
the  other  hand,  several  characteristics  of  the  plasma  morphology  depend  on  the  matrix  as  well. 
Therefore,  understanding  the  interrelation  between  plasma  morphology  and  the  matrix  effects  may 
result  in  releasing  LIBS  analysis  from  the  necessity  of  obtaining  independent  information  on  the 
sample  matrix.  Preliminary  results  indicate  that  morphological  data,  which  can  be  readily 
obtained,  may  provide  the  necessary  information  on  the  most  important  matrix  characteristics, 
such  that  the  proper  calibration  plot  can  be  utilized  for  obtaining  the  required  concentration. 
Moreover,  once  the  interrelations  between  the  matrix  effects  and  plasma  morphology  have  been 
established,  one  can  utilize  this  information  for  performing  sophisticated  LIBS  analysis.  For 
example,  the  organic  carbon  content  of  soils  can  be  distinguished  from  the  total  carbon,  using  a 
specific  emission  line,  which  is  affected  be  the  organic  content.  This  way,  the  matrix  effect  is 
utilized  for  obtaining  analytical  information  that  could  not  be  obtained  by  traditional  LIBS. 

©2000  Optical  Society  of  America 
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Abstract 

LIBS  spectra  of  molten  A1  alloys  were  recorded  inside  the  melt  and  used  to  obtain  the 
calibration  curves  for  the  minor  elements.  The  methods  to  improve  the  measurement 
precision  of  LIBS  application  were  studied  and  presented. 
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The  chemical  composition  of  a  material  gets  fundamental  importance  for  numerous  tasks  of  process  control 
and  quality  assurance  in  industrial  production  and  environmental  technology  [1, 2],  The  Laser  Analysis  and 
Surface  Study  Laboratory  of  the  CEA  Saclay  in  collaboration  with  the  Department  of  Applied  Geoscience 
from  Bordeaux  I  University  tried  to  evaluate  the  capability  of  the  micro  Laser  Induced  Breakdown 
Spectroscopy  (pLIBS)  for  application  in  environmental  field.  First  samples  provided  come  from  alluvial 
sediments  catched  at  different  locations  along  Garonne  bed  river  (south  east  of  France).  These  researches 
aim  at  controlling  the  heavy  metal  transport  and  understanding  processes  involved  into  the  Garonne  river 
mud.  The  same  samples  were  analysed  at  Bordeaux  I  University  by  SEM/X-EDS  and  ICP/AES  after 
dilution.  Qualitative  surface  mapping  analysis  by  pLIBS  have  been  performed  with  the  use  of  Fe  and  Mn 
lines  in  an  Al,  Si  and  Ca  matrix.  Those  elements  of  interest  (Fe  &  Mn)  are  considered  to  be  the  vehicule  of 
the  pollutant  (Ni,  Zn,  Cd,  Pb,  etc)  transport  mechanism.  Multi  elemental  surface  mapping  reconstruction 
has  allowed  to  obtain  a  composition  approach  of  the  different  micro  texture  observed  on  the  sample 
surface. 

The  second  sample  studied  come  from  volcanic  ash  material  where  the  statistical  distribution  of  the 
elements  observed  should  allow  an  approach  of  the  geological  phenomenon  induced  during  the  volcano 
eruption. 

In  the  case  of  microanalysis  by  LIBS,  the  most  important  feature  is  the  lateral  resolution  of  the 
measurements  and  its  control  during  the  experiment  duration.  This  has  been  done  in  our  laboratory  by  the 
use  of  a  combination  of  a  laser  microprobe  based  on  a  modified  optical  microscope  and  a  powerful  XY 
driver  moving  very  quickly  and  precisely.  A  standard  optical  microscope  set-up  is  used  with  optical 
component  treated  at  the  laser  wavelength.  At  the  beginning  of  the  optical  path  the  laser  beam  goes  through 
a  diaphragm  and  is  focused  on  the  sample  surface  using  a  refractory  microscope  objective.  A  CCD  camera 
is  placed  above  the  microscope  in  order  to  control  and  adjust  the  sample  position  along  rapid  translation 
stage.  The  CCD  is  designed  to  cover  a  visible  image  of  the  sample  surface  about  200  pm  x  200  pm. 
Samples  are  positioned  and  fixed  with  screws  on  the  XY  driver  monitored  at  20  Hz  (laser  shot  frequency) 
with  a  3  pm  displacement  (with  a  repeatability  <  10  %)  between  consecutive  laser  shots.  For  the  plasma 
analysis,  a  3  m  long  optical  fiber  whose  entrance  is  placed  as  close  as  possible  from  it  guides  the  emission 
on  the  entrance  slit  of  a  Czemy-Turner  spectrometer  equipped  with  a  pulsed  Intensified  CCD  camera.  A 
basic  personal  computer  controls  both  the  moving  stage  but  also  the  ICCD  camera.  The  pulsed  laser  and 
ICCD  camera  are  electronically  enslaved  with  the  XY  drivers  that  governs  all  the  experimental  set-up  after 
the  experiment  starting.  Moreover,  on  a  fixed  part  of  the  microscope,  a  small  tube  is  locked  to  add  the  Ar 
buffer  gas  flow  near  the  point  where  plasma  Is  generated.  It  is  well  know  that  Ar  flow  increase  the 
magnitude  of  the  plasma  emission  and  reduce  self  absorption  process.  The  pLIBS  system  do  not  required 
sample  preparation  nor  evacuation.  The  spectral  record  is  instantly  digitised  and  stored,  allowing  a  very 
rapid  quantitative  surface  mapping  can  be  performed  at  atmospheric  pressure  (see  figure  1). 
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The  pLIBS  device  described  in  this  paper  is  under  patent  [3]  and  applied  to  characterise  as  an  example  very 
small  aggregates  on  samples  surfaces.  With  a  spatial  resolution  of  the  laser  microprobe  of  3  pm  combined 
with  a  well-controlled  displacement  of  3  pm,  it  is  obvious  that  at  least  one  entire  crater  among  three 
consecutive  craters  can  describe  qualitatively  and  quantitatively  the  composition  of  a  10  pm  wide  aggregate 
(see  figure  2).  Each  crater  formed  and  analysed  are  obtained  with  a  single  laser  shot  (see  figure  2).  For  a 
typical  surface  analysis  by  pLIBS,  every  plasma  emission  is  recorded  and  the  experimental  set-up  allows 
the  surface  investigation  with  a  repetition  rate  of  20  Hz.  Therefore,  it  takes  about  half  an  hour  to  record  the 
emission  of  32  000  separated  craters  corresponding  to  a  rectangular  area  of  600  x  480  pm  with  a  lateral 
resolution  of  3  pm.  In  the  case  of  quantitative  surface  analysis,  the  elemental  detection  sensibility  is  not 
dependant  of  the  acquired  repetition  rate. 


SfMrctr.il  window  centered  on  358  rnn 


Mineral  spectra  examples  acquired  on  one  laser  shot  with  a  crater  resolution  of  3  pm 


Figure  2  :  pLIBS  impact  and  analytical  resolution 
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The  pLIBS  system  developed  has  been  mainly  applied  on  ceramics  before  and  after  heating  to  investigate 
the  inter-elementary  diffusion  during  there  industrial  process.  Steel  and  aluminium  alloy  samples  have  been 
also  studied.  Another  application  was  performed  on  mineral  samples  with  the  detection  of  low  atomic 
number  component  such  as  Li  [4]  and  C,  H,  O,  N  [5].  The  Li  is,  for  example,  an  important  geochemical 
tracer  for  geological  fluids  and  solids.  The  Li  was  detected  in  oxides  forms  as  a  solid  state  but  also  in  fluid 
inclusions.  In  this  study  on  environmental  samples,  the  pLIBS  the  detection  of  light  such  O  but  also  heavy 
element  such  ac  Ni  or  Cr.  On  the  two  kinds  of  samples  (alluvial  and  volcanic),  a  chemical  distribution  map 
of  the  different  elements  as  been  acquired  lastly  (see  tigure  3),  They  put  into  an  evidence  that  the  chemical 
distribution  of  the  elements  is  heterogeneous  and  some  elements  are  associated  such  ALSi-Ca  (see  figure  3) 
or  Ti-Mg  (see  figure  4).  This  result  agree  with  the  mineralogy  of  the  sample  which  contains  carbonate 
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1.  Introduction 

LIBS  method  is  well-known  for  its  numerous  advantages  such  as  1)  rapid  analysis,  2)  simultaneous 
multi-elemental  detection,  3)  detection  of  high  and  low  z  elements,  4)  ability  to  drill  onto  the  sample  up 
to  several  hundreds  of  micrometers  and  5)  stand-off  analysis  capability  [1,  2]. 

A  project  called  MALIS  (Mars  elemental  Analysis  by  Laser  Induced  breakdown  Spectroscopy)  is 
under  study  to  perform  in  situ  geochemical  analysis  of  Mars  soils  and  rocks.  To  demonstrate  its 
feasibility,  a  laboratory  set-up  is  tested  in  order  to  determine  the  specific  characteristics  of  the  laser,  the 
optical  components  and  the  detection  system  that  could  be  mounted  on  a  rover  [3].  Thus,  the 
achievement  of  a  LIBS  spectral  database  under  Mars  atmospheric  conditions  seems  to  be  of  major 
importance  to  observe  the  actual  sensitive  emission  lines  for  each  element  of  interest  without  any 
interference  and  to  ensure  a  reliable  recognition  of  elemental  composition  of  rock  and  soil  in  Mars 
atmospheric  conditions. 

2.  Experimental  set  up 

Current  development  has  already  optimized  experimental  analysis  (under  CCL  atmosphere:  5  and  12 
mbars)  using  Doehlert  matrix  design  to  study  the  influence  of  major  parameters  on  LIBS  signal  [3].  This 
work  has  permitted  to  choose  the  instrument  that  will  be  used  on  Mars:  1064  nm  for  laser  wavelength 
(Nd:YAG  laser),  40  mJ  energy  output,  short  delay  and  angle  of  incidence  lower  than  50°.  The  spectral 
detection  covered  ranges  from  200  nm  to  780  nm  with  a  resolution  of  X/Ah=  10000  using  an  Echelle 
spectrometer  detection  system  (ESA  3000,  LLA,  Germany).  It  can  be  noticed  that  up  to  now,  working 
distance  is  fixed  at  1  m  and  the  spot  size  on  the  sample  is  about  150  pm  diameter  for  normal  incidence, 
but  future  working  distance  is  expected  to  be  15  m. 

3.  Mars  applications 

In-situ  geochemical  data  of  Mars  rock  and  soil  compositions  are  essential  to  determine  which  kind  of 
rocks  exists  on  the  planet  and  to  have  access  to  the  possible  geological  processes  that  they  are  issued 
from  (volcanism,  sedimentary,  alteration  processes...).  These  in-situ  data  are  complementary  and 
important  for  the  analysis  and  the  interpretation  of  orbital  chemical  and  mineralogical  data.  The  global 
Martian  dust  is  supposedly  a  mixture  of  andesitic  rocks  (Mars  Pathfinder  data,  [4]),  basaltic  rocks  and  a 
salt  component.  However,  the  presence  of  andesitic  rocks  has  recently  been  challenged  by  the  suggestion 
that  these  rocks  are  basalts  with  weathered  surface  coatings  [5].  To  answer  this  question  it  is  essential  to 
determine  the  composition  of  major  elements  such  as  Na,  Mg,  Al,  Si,  K,  Ca,  Ti,  Fe,  Mn  and  O.  Carbon 
and  sulfur  are  also  important  to  discriminate  different  processes  such  as  sedimentary  or  alteration. 


96 


ThE3-2 


respectively.  Moreover,  it  is  essential  to  detect  N,  Cl  and  P  to  clearly  identify  nitrates,  chlorine  and 
phosphates.  Concerning  trace  elements,  we  can  already  include  Ba,  Sr,  Pb,  Li,  Cs  and  Rb  as  useful  for 
indicating  alteration  processes. 

4,  Experimental  procedure 

To  enlarge  the  choice  of  the  analyzed  elements  and  for  the  reproducibility  of  the  experiment,  we  have 
decided  to  work  on  different  synthetic  silicate  glass  standards,  specially  produced  in  our  laboratory'. 
These  silicate  glasses  are  prepared  from  carbonates  (CaCCfy  Na2C03,  K2C03...),  oxides  (Li20.„)  or 
chlorides  (PbCi2...)  in  a  Si02  matrix.  After  decarbonation  (600°C),  the  powders  are  twice  heated  in  an 
oven  (Fisher  Bioblock  Scientific,  France)  to  a  temperature  up  to  1600°C  (depending  on  compositions)  in 
platinum  crucibles  during  ten  minutes  to  reach  liquid  state  [6],  When  glasses  are  still  liquid,  they  are 
directly  soaked  on  a  copper  tablet  or  in  water.  Between  the  two  heating  stages,  the  glasses  are  finely 
crushed  to  homogenize  the  composition.  The  synthetic  glass  compositions  are  analyzed  by  electron 
microprobe  to  check  the  element  content  homogeneity  at  the  microscopic  scale  and  by  bulk  analysis 
(ICP-MS  or  ICP-AES)  to  obtain  light  element  concentrations  (such  as  lithium)  and  trace  elements. 

5.  Standard  compositions 

The  different  glass  standard  compositions  have  been  chosen  based  on  the  in-situ  Mars  surface 
chemical  compositions  obtained  for  major  and  trace  elements  (Mars  Pathfinder,  Viking,  [5],  [7])  and  in 
relation  to  analysis  realized  on  SNC  meteorites  (Shergottites,  Nakhlites,  Chassigny  [8]),  Major  elements 
are  Si,  Na,  Fe,  Al,  Mg,  Ca,  Ti  and  K  (from  1  to  50  oxide  weight%)  and  trace  elements  include  halogen, 
alkali,  metal  or  lanthanide  elements  (Cl,  P,  Ni,  Sr,  Ba,  Eu,  La,  Li. . .)  (see  Table  1). 


Element 

concentration 

Element 

concentration 

Na20 

3% 

Cs 

500  ppm 

FeO 

15% 

Ba 

500  ppm 

MgO 

4% 

Pb 

500  ppm 

aj2o3 

25% 

Ce 

500  ppm 

Si02 

50% 

Gd 

500  ppm 

k2o 

1  % 

Th 

500  ppm 

CaO 

7% 

S 

500  ppm 

TiO 

5% 

Eu 

500  ppm 

P 

500  ppm 

Zr 

500  ppm 

Cl 

500  ppm 

Sn 

500  ppm 

Cr 

500  ppm 

Nb 

500  ppm 

Mn 

500  ppm 

La 

500  ppm 

Ni 

500  ppm 

Sm 

500  ppm 

Rb 

500  ppm 

Co 

500  ppm 

Sr 

500  ppm 

Li 

500  ppm 

Table  1;  Starting  values  for  each  selected  element  for  the  first  run  of  silicate  glass  standards , 

The  first  step  of  this  work  is  the  synthesis  of  several  standards  displaying  a  single  element  in  a  Si02 
matrix,  in  order  to  select  the  most  appropriate  emission  lines  that  will  be  used  for  the  LIBS  calibration. 
To  estimate  precisely  the  potential  of  the  LIBS  instrument  and  the  detection  limits,  different  series  of 
glass  standards  have  been  realized  decreasing  the  element  content  from  the  starting  values  down  to  few 
ppm.  It  is  also  important  to  estimate  the  detection  limit  for  each  element  expected  in  Mars  conditions  and 
to  get  first  quantification. 

The  second  step  is  the  addition  of  several  elements  in  the  Si02  matrix,  to  identify  the  possible 
interference  between  the  optical  emission  lines  (figure  1).  Indeed,  the  samples  with  very  high  abundance 
of  some  transition  elements  (Fe,  Mn,  Ti...)  which  are  intended  to  be  analyzed  at  the  Mars  surface  are 
likely  to  increase  detection  limits  due  to  interference  from  their  numerous  emission  lines. 

The  last  standards  are  natural  samples  which  can  be  considered  as  “Mars  analogue”  rocks  or  soils, 
specially  collected  to  cover  all  of  the  rocks  supposed  to  be  observed  on  Mars  surface.  They  will  be  also 
used  to  check  the  validity  of  LIBS  calibration  of  quantitative  element  content  and  to  test  the  estimated 
detection  limits.  In  addition,  homogeneous  minerals  such  as  olivine  or  pyroxene  of  known  compositions 
(analyzed  by  global  method,  ICP-AES)  will  be  tested.  As  analytical  procedure  requires  several  tests  on 
the  same  object  to  obtain  a  good  repeatability,  the  laser  spot  size  could  be  a  limitation  aspect  (150  pm), 
because  it  is  relatively  difficult  to  sample  enough  large  homogeneous  minerals. 
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Fig  1:  Total  LIBS  spectrum  obtained  on  standard  silicate  glass.  (1064  nm,  40  tnj ,  50  shots  integrated ) 

Different  igneous  rocks  were  collected:  boninite  (Figure  2)  and  troctolite  from  New  Caledonia, 
referenced  standard  basalt  (BR  and  BE-N,  CRPG,  Nancy,  France,  [9]),  pillow-lava  from  Central-Indian 
dorsal  with  or  without  hundred  microns  depth  altered  crust  (to  examine  the  laser  drilling  onto  the  sample 
and  to  record  the  different  LIBS  spectra  during  the  process,  [10])  and  andesite  (which  has  higher  SiCF 
than  basalt)  from  California.  Powdered  glasses  will  be  analyzed  to  simulate  powder  and  dust  and  also, 
analogue  Mars  dust  from  Hawaiian  Mauna  Kea  volcano  will  be  specifically  tested  [11]. 


Fig  2:  LIBS  spectrum  of  boninite  (1064  nm,  40  mj,  50  shots  integrated ). 

6.  Conclusion  and  perspectives 

All  of  these  different  standards  from  mono  to  multi-elementary  compositions  have  finally  permitted 
to  collect  numerous  reference  emission  spectra  to  develop  a  complete  LIBS  spectra  database.  It  will  be 
possible  using  LIBS  analysis  to  obtain  quantitative  data  of  compositions,  from  several  to  hundreds  of 
ppm  in  Mars  atmospheric  conditions.  The  final  aim  of  this  LIBS  database  is  the  reconstruction  of  the 
chemical  and  mineralogical  composition  of  rock  using  major  element  concentrations  and  the  CIPW 
normalization. 

Regarding  the  requirements  imposed  by  a  spatial  project  such  as  MALIS  (e.g.  low  weight, 
miniaturization  instrument,  and  high  spectral  resolution),  the  LIBS  prototype  can  be  considered  as  a 
future  suitable  portable  instrument.  Indeed,  the  powerful  advantages  of  this  industrial  instrument  will 
permit  rapid  acquisitions  of  direct  quantification  of  element  in  rocks  or  metals  using  standoff  analysis, 
allowing  numerous  applications  such  as  ore  prospecting,  cartography  or  hazardous  product  analysis  [12]. 
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Abstracts  An  experimental  setup  to  measure  laser-induced  plasma  emission  spectra  with  an 
ordinary  Czemy-Tumer  spectrograph  and  intensified  charge-coupled  device  in  the  near  vacuum 
ultraviolet  down  to  130  nm  is  described.  Spectra  of  bromine,  chlorine  and  iodine  were  recorded  to 
demonstrate  the  performance  of  the  setup. 
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1.  Introduction 

Laser-induced  plasma  spectroscopy  (UPS)  measurements  are  most  often  done  in  the  visible  and  ultraviolet  rerion. 
However,  there  are  several  important  elements  that  have  strong  emission  lines  in  the  near  vacuum  ultraviolet  (VUV) 
Le.  110-190  nm  For  example  emission  lines  of  halides  Cl,  Br  and  I  are  rather  weak  in  the  visible  and  are 
traditionally  detected  in  the  near-infrared  [1-4],  but  most  intensive  lines  of  halides  are  in  the  near  VUV. 

Detection  of  the  plasma  emission  in  the  VUV  region  is  limited  by  absorption  of  ambient  atmosphere.  To  avoid 
this  a  suitable  gas  purge  or  vacuum  techniques  have  to  be  used.  In  LIPS  measurements  using  vacuum  ultraviolet 
spectrographs  and  VUV  transparent  sample  chambers,  emission  lines  in  this  region  have  been  detected  [5-7],  VUV 
lines  haw  also  been  measured  using  Czemy-Tumer  spectrograph  with  gas  purge,  but  shortest  wavelengths  reached 

with  such  an  approach  have  been  around  180  nm  [8-10],  ‘ 

In  this  work  we  describe  a  simple  setup  for  near  VUV  measurements  that  may  be  used  down  to  130  nm.  It 
consists  of  an  ordinary  Czemy-Tumer  spectrograph,  an  intensified  charge-coupled  device  (ICCD)  and  a  gas  purge 
arrangement.  Also  fiber  optics  input  was  tested, 

2.  Experimental 

The  UPS  setup  used  is  described  in  detail  elsewhere  [11],  Modifications  to  the  previous  setup  are  shortly  described 
here.  A  KrF  exeimer  laser  (Optex,  Lambda  Physik)  operating  at  248  nm  with  -10  mJ  pulse  energy  was  used  to 
CTeate  plasma.  Emission  of  the  plasma  was  detected  by  using  an  ICCD  detector  equipped  with  a  magnesium  fluoride 
(MgF2)  input  window  (Andor  DH520)  or  an  ICCD  detector  having  a  quartz  input  window  (Instaspee  V,  (Mel).  A 
150-mm  Czemy-Tumer  spectrograph  (Acton  Research  Corp.)  was  purged  with  Ar  or  N2  to  prevent  atmospheric 
absorption.  The  sample  was  placed  approximately  10  mm  away  from  the  slit  of  the  spectrograph.  Because  the 
p  asma  was  generated  close  to  the  slit,  gas  flow  through  the  spectrograph  slit  towards  the  plasma  was  sufficient  to 
purge  the  optical  path  between  the  plasma  plume  and  the  spectrograph  (setup  I  in  Fig.  1.), 

The  optical  fiber  used  in  the  setup  II  of  Fig.  1.  was  a  1-m  long  UV  grade  fiised  silica  bundle.  The  gas  flow  from 
ffie  spectrograph  slit  kept  the  optical  path  transparent  for  VUV  emission  between  the  fiber  output  and  the  slit.  The 
fiber  head  was  -10  mm  away  from  the  plasma  and  the  optical  path  between  the  plasma  and  die  fiber  was  purged 
through  die  fiber  head  cover  (setup  II  in  Fig.  1.).  ICCD  with  quartz  input  window  was  used  in  these  measurements 
since  emission  below  180  nm  is  nek  transmitted  in  UV-grade  fiised  silica. 

Sample  tablets  were  pressed  from  pure  (>99%)  potassium  salts  of  chlorine,  bromine  and  iodine.  For  fiber  optics 
experiments  sample  tablet  of  enriched  ore  consisting  of  several  elements  (e.g.  Cu,  Fe,  S,  Si)  was  used. 
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Fig.  1.  Schematic  diagram  of  the  near  VUV  setup  consisting  of  an  ordinary  spectrograph  and  an  ICCD  detector.  Setup  I 
presents  purge  system  for  measurements  down  to  130  nm  and  setup  II  shows  purge  system  for  fiber  optics  measurements. 

3.  Results 

The  performance  of  the  setup  I  of  Fig.  1.  using  ICCD  with  MgF2  optics  was  demonstrated  by  measuring  spectra  of 
chlorine,  bromine  and  iodine.  Fig.  2.  shows  the  spectrum  of  chlorine  down  to  -130  nm.  Emission  line  intensities 
have  been  reported  to  be  enhanced  in  argon  buffer  [12].  This  is  also  shown  in  the  near  VUV  when  spectra  of 
chlorine  under  argon  (A)  and  nitrogen  (B)  purges  are  compared  (Fig.  2.).  A  few  nitrogen  lines  were  detected  in  the 
spectra  when  nitrogen  purge  was  used.  When  setup  I  and  ICCD  detector  with  quartz  input  window  was  used, 
emission  lines  down  to  164nm  could  be  detected,  although  their  intensities  were  rather  low. 

Fig.  3.  demonstrates  the  removal  of  atmospheric  absorption  when  using  nitrogen  purge  and  fiber  optics  detection 
(setup  II  of  Fig.  1.).  Spectrum  A  was  measured  from  an  enriched  ore  sample  with  and  spectrum  B  without  nitrogen 
purge.  The  spectra  were  normalized  to  the  line  at  189  nm  in  order  to  allow  comparison  of  the  two  spectra. 
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Fig.  2.  Influence  of  the  purge  gas  to  the  line  intensities. 
The  chlorine  lines  measured  in  argon  (A)  and  nitrogen 
(B)  purge  with  single  laser  pulse. 
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Fig.  3.  The  influence  of  atmospheric 
absorption  in  the  spectrum  measured  with 
(A)  and  without  (B)  nitrogen  purge  between 
the  sample  and  the  fiber  optics. 
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4.  Conclusions 

Neither  vacuum  ultraviolet  spectrographs  nor  sample  chambers  filled  with  gas  are  necessarily  needed  for 
measurements  in  the  near  VUV,  An  ordinary  Czemy-Tumer  spectrograph  can  be  used  to  detect  emission  lines  down 
to  130  nm  by  using  argon  or  nitrogen  purge.  The  samples  can  be  kept  in  ambient  air,  when  purge  gas  flows  from  the 
spectrograph  towards  the  sample,  assuming  that  the  plasma  plume  is  not  too  far  from  the  slit.  It  was  demonstrated  in 
flie  VUV  that  argon  purge  enhances  emission  line  intensities  of  the  LIPS  spectrum.  Nitrogen  emission  lines  maybe 
used  as  an  internal  standard  in  the  measurements  when  nitrogen  purge  is  used.  Chlorine  lines  near  130  nm  could  be 
detected  with  ICCD  detector  equipped  with  a  MgF2  window.  With  an  ordinary  ICCD  detector  emission  lines  down 
to  164  nm  could  be  recorded.  Rber  optics  allows  detection  of  emission  down  to  180  nm  If  there  were  fibers  for 
vacuum  ultraviolet  region,  gas  purge  would  enable  remote  measurements  in  the  near  VUV  region,  as  well. 
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Abstract:  Measured  laser  induced  emission  spectra  of  the  OH  radical  subsequent  to  laser- 
induced  optical  breakdown  in  air  are  analyzed  to  infer  spectroscopic  temperature  by  use  of 

Monte  Carlo  simulations. 
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1  Introduction 

Applications  of  laser-induced  breakdown  include  laser  spark  ignition[l].  Typically,  it  is  of  interest  to  inves¬ 
tigate  the  onset  of  ignition.  The  presence  of  specific  radicals  may  be  used  for  determining  the  occurrence  of 
combustion.  Here,  laser-induced  optical  breakdown  spectroscopy  (LIBS)  methods  are  used  in  the  study  of 
post-breakdown  phenomena  in  air.  Following  1064-nm  Nd:YAG  breakdown,  OH  radical  emissions  dominate 
the  recorded  spectra  in  the  wavelength  range  of  305  to  322  nm,  some  40  to  300  /is  after  the  laser  pulse. 

2  Computational  Methods 

Analysis  of  superposed  spectra  is  performed  by  combining  the  program  NEQAIR  (Non-Equilibrium  Air  Radi¬ 
ation)  with  BESP  (Boltzmann  Equilibrium  Spectrum  Program) [2].  Accurate  line-strength  files  from  BESP[3] 
are  used  to  elaborate  the  measured  spectroscopic  data  including  extensive  Monte  Carlo  simulations[4].  For 
the  process  of  the  Monte  Carlo  simulation,  new  sets  of  synthetic  data  are  generated  by  adding  a  random 
number  to  each  measured  data  point, 


Uj  —  Vj  T  X  *  ymean  *  R{)i  (1) 

where  yj  is  measured  data  and  ymean  is  the  mean  value  of  {yj}-  R()  is  a  generator  function  for  the  random 
number  with  a  normal  probability  distribution,  x  is  a  constant  factor  and  may  be  estimated  from  the 
differences  between  the  measured  and  fitted  data;  x  amounts  to  typically  10  to  15  %.  A  least- square  merit 
function  is  used  to  determine  the  averages,  variances  and  correlations  for  (i)  temperature,  (ii)  background, 
and  (iii)  line-width. 

3  Results 

The  OH  A2£+  — *  X2U ?;  transition  is  investigated  experimentally  and  computationally  by  using  BESP  and 
line-strength  files.  The  temperature  range  of  interest  is  between  2000  and  6000  K,  for  spectral  resolutions  of 
typically  32  cm-1.  Despite  such  low  resolution,  highly  resolved  spectroscopic  data  are  found  to  be  required 
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in  the  data  analysis.  The  Monte  Carlo  simulations  are  performed  in  the  wavelength  range  of  305  to  322  nm. 

with  error  magnitude  x  —  0.2.  Figure  1  shows  the  obtained  results  for  the  spectroscopic  temperature  versus 
time  delay. 


Fig,  1.  Spectroscopic  temperature  and  its  variance  versus  time  delay  from  optical  breakdown,  induced  by 
use  of  Coherent  Infinity  40-100  Nd:YAG  1064-nm  radiation  of  3.5  ns  pulse  width,  focused  to  typical  peak 
intensity  in  air  of  101  W/cm2,  at  a  frequency  of  10  or  100  Hz,  The  squares  and  triangles  show  the  result 
of  the  spectroscopic  fits  with  BESP,  the  circles  show  the  results  from  the  Monte  Carlo  simulation. 

The  primary  errors  are  due  to  background  emissions,  shot-to-shot  variations  and  unknown  line  profiles. 
According  to  NEQAIR  results,  the  background  emissions  are  negligible  for  temperatures  below  3500  K. 
and  the  shot-to-shot  variations  of  the  radiating  plasma  are  the  dominant  contributions  to  the  errors  in  the 
measured  spectral  intensity. 


4  Conclusions 

Applications  of  the  NEQAIR  program  and  the  BESP  allowed  us  to  perform  a  detailed  analysis  of  OH  spectra 
following  laser-induced  optical  breakdown.  The  measured  background  emissions  show  a  strong  correlation 
with  temperature  while  the  line  profile  is  weakly  correlated  with  temperature.  The  variance  of  the  spectro¬ 
scopic  temperature  is  proportional  to  the  magnitude  of  the  variation  of  the  data.  Monte  Carlo  simulations 
appear  to  be  important  for  LIBS,  and  analysis  of  spectra  should  be  alleviated  by  use  of  clustered  computers[5], 
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Abstract:  Diatomic  molecular  spectra  are  modeled  and  compared  with  measured  spectra  to 
infer  temperature  and  species  density  by  use  of  the  programs  BESP  (Boltzmann  Equilibrium 
Spectrum  Program)  and  NEQAIR  (Non  Equilibrium  Air  Radiation). 
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1  Introduction 

Highly  excited  molecular  recombination  spectra  are  typically  observed  subsequent  to  laser-induced  optical 
breakdown  of  gases.  Specifically,  optical  breakdown  plasma  generated  by  nominal  nanosecond-pulsed,  focused 
in  laboratory  air,  Nd:YAG  infrared  laser  radiation  of  1  to  100  TW/cm2  intensity  shows  well-demarcated 
progressions  and  sequences  of  molecular  emission  spectra.  Such  spectra  can  be  readily  recorded  using  time- 
resolved  laser  spectroscopy  methods  some  10  to  100  //s  after  the  laser  spark,  showing  spectroscopic  temper¬ 
atures  of  typically  6000  Kelvin.  Several  orders  of  magnitude  less-intense  Nd:YAG  radiation  of  some  0.1  to 

1  GW/cm2,  when  focused  on  a  solid  target,  also  generates  highly  excited  molecular  spectra  in  the  plasma 
plume  emanating  from  the  target.  Analysis  of  superposed  spectra  by  use  of  programs  such  as  NEQAIR  allows 
us  to  infer  temperature  and  species  density [1].  Detailed  spectroscopic  analysis,  however,  of  selected  diatomic 
molecules  is  accomplished  with  the  program  BESP  [2]  that  utilizes  accurate  line-strength  files. 

2  Computation  of  Diatomic  Spectra  with  BESP 

The  theoretical  model  and  simulation  used  is  based  on  computing  the  polarization-  and  angle- aver  aged, 
spontaneous-emission  intensity  of  a  specific,  isolated  molecular  transition[3].  The  BESP  program  makes  use 
of  so-called  line-strength  files  for  a  molecular  transitions  of  interest.  For  isolated  molecular  transitions,  the 
Franck-Condon  factors  are  found  by  numerically  solving  the  radial  Schrodinger  equation,  and  the  Honl- 
London  factors  are  obtained  by  numerical  diagonalization  of  the  rotational  and  fine- structure  Hamiltonian. 
For  high  temperature  and  high  density  breakdown  spectra,  and  for  typical  gate-width  times  and  gate- 
delays  used  in  time-resolved  measurements  of  recombination  spectra,  thermal  equilibrium  of  vibrational  and 
rotational  modes  is  assumed.  For  the  computation  of  a  diatomic  spectrum,  typically  the  temperature  and 
spectral  resolution  is  specified,  and  in  turn,  non-linear  fitting  routines  may  be  used  to  infer  the  spectroscopic 
temperature. 
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3  Swan  Spectrum 

The  C2  Swan  band  emissions  (rf3II  ^  a3U)  have  been  measured  in  spectroscopic  investigations  of  laser- 
induced  optical  breakdown  in  gases[4],  The  interest  of  the  Swan  band  system  however  is  extended  to  both 

pure  and  applied  diatomic  spectroscopy.  Figure  1  shows  Swan  spectra  that  were  recorded  during  nano-particle 
generation  using  LIBS. 
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Fig.  1.  Recorded  (left)  and  fitted  (right)  LIBS  spectra  of  the  C2  Swan  band  Au  =  +1,0,  -1  progression 
showing  a  spectroscopic  resolution  (FWHM)  of  0.27  nm  for  the  synthetic  spectrum.  The  spectroscopic 
temperature  of  T=6400  K  was  inferred  with  BESP. 


Here,  the  Quantel  Brilliant  10  Hz  pulsed,  Q-switched  Nd:YAG  laser  radiation  was  focused  onto  a  graphite  rod 
to  intensity  levels  of  some  0.1  to  1  GW/cm2,  The  illustrated  Swan  spectrum  was  recorded  by  use  of  the  Ophir 
Optronics  Wave  star  U  spectrometer  and  Ophir  Optronics  Wavestar  software.  A  relatively  long  exposure  time 
of  several  seconds  was  selected  to  collect  average  spectra  from  the  plasma  plume  emanating  from  the  graphite 
target.  Particularly  strong  C2  Swan  bands  were  observed  when  CO2  was  used  as  as  ambient  gas.  The  inferred 
C2  Swan  band  temperature  was  between  3500  and  9000  K  for  various  experimental  conditions.  ■ 


4  Conclusions 

Synthetic  NEQAIR96  spectra  are  particularly  useful  for  initial  analyses  of  molecular  spectra  that  are  recorded 
subsequent  to  laser-induced  optical  breakdown.  Detailed  analysis  of  selected  diatomic  spectra,  such  as  the 
Swan  spectra,  is  best  accomplished  by  using  line-strength  files  and  the  program  BESP. 
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Abstract:  Metals  dispersed  in  membranes  have  been  used  as  active  electrodes  in  fuel  cell 
technology.  Laser-induced  breakdown  spectroscopy  (LIBS)  was  used  to  detect  palladium  in 
cellulose  membranes.  Different  concentrations  of  palladium  solution  were  used  in  the  uptake  of 
palladium  into  cellulose  films.  We  have  correlated  the  palladium  concentration  in  various 
cellulose  membranes  to  the  standard  laboratory  technique  of  atomic  absorption  spectroscopy 
(AAS). 

©2000  Optical  Society  of  America 
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Introduction 

The  cellulose  synthesized  by  bacteria  of  the  genus  Gluconoacetobacter  is  a  gel-like  skin  or  pellicule  formed  at 
the  surface  of  the  culture  medium.  Although  chemically  identical  to  plant  cellulose,  being  composed  of  (3-1,4- 
linked  glucose  chains,  bacterial  cellulose  differs  in  its  high  hydration,  up  to  two  hundred  fold  its  weight  of  water, 
and  its  netlike  microstructure.  The  special  properties  of  this  cellulose  enable  it  to  catalyze  deposition  of  palladium 
nanoparticles  from  solution  inside  the  hydrated  cellulose  matrix  (Evans  et  al.,  submitted).  Such  palladium-treated 
cellulose  can  be  easily  dried  to  thin  membranes  for  application  in  membrane  electrode  assemblies  and  other 
electronic  devices  (Evans  et  al.,  patent  pending). 

The  ability  of  LIBS  to  provide  rapid  multielemental  microanalysis  of  bulk  samples  (solid,  liquid,  gas,  aerosol) 
in  the  parts-per-million  (ppm)  range  with  little  or  no  sample  preparation  has  been  widely  demonstrated  (Martin  et. 
al.,).  LIBS  induces  the  vaporization  of  a  small  volume  of  sample  material  with  sufficient  energy  for  optical 
excitation  of  the  elemental  species  in  the  resultant  sample  plume.  The  vaporized  species  then  undergo  de-excitation 
and  optical  emission  on  a  microsecond  time  scale,  and  time-dependent  ultraviolet-visible  spectroscopy  fingerprints 
the  elements  associated  with  the  spectral  peaks.  LIBS  is  typically  a  surface  analytical  technique,  with  each  laser 
pulse  vaporizing  microgram  or  submicrogram  sample  masses.  However,  the  rapidity  of  sampling  (typically  10  Hz 
laser  repetition  rate)  and  ability  to  scan  a  sample  surface,  ablate  a  hole  into  a  solid  sample  with  repeated  laser  pulses, 
for  depth  profiling  or  focus  the  laser  spark  below  the  surface  of  a  liquid  sample  permits  more  versatile  analyses  and 
provides  sufficient  statistics  for  bulk  sampling.  Although  calibration  standards  are  required  for  quantitative  analysis, 
the  generation  of  a  single  calibration  curve  will  suffice  for  analysis  of  samples  in  a  similar  matrix.  We  have 
previously  demonstrated  the  technique  of  LIBS  for  sample  vaporization  and  optical  emission  in  the  detection  of 
RCRA  metals  (e.g.,  Hg,  Cr,  Pb,  V,  Ni,  and  Cu)  present  in  aerosols  for  use  in  continuous  emission  monitoring  from 
smoke  stacks  (Martin  and  Cheng). 


Preparation  of  the  metal  doped  cellulose  membranes 

The  cellulose-producing  bacterium  Gluconoacetobacter  hansenii  (ATCC  10821,  formerly  classified  as  a  strain 
of  Acetobacter  xylinus)  was  cultivated  in  rich  medium  for  7  to  10  days  (Schramm  and  Hestrin,  1954).  The  gel-like 
cellulose  pellicules  that  were  produced  were  harvested  and  cleaned  by  soaking  in  boiling  distilled  water  for  2  h, 
followed  by  18  h  in  1%  sodium  hydroxide.  The  hydroxide  was  neutralized  with  acetic  acid.  The  cellulose  samples 
were  soaked  in  several  changes  of  distilled  water  to  removed  salts  from  the  neutralization,  then  stored  in  20% 
ethanol.  Palladium  was  deposited  by  incubation  of  purified  cellulose  with  0-10  mM  ammonium  hexachloropalladate 
solution  in  water  for  2  h  at  90°C.  Black  particles  of  palladium  formed  throughout  the  cellulose  matrix.  The 
samples  were  soaked  in  several  changes  of  distilled  water  to  remove  residual  hexachloropalladate.  Dried  samples  of 
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palladium-treated  and  control  cellulose  were  prepared 
laboratory  gel  drier  with  application  of  vacuum. 

Experimental  setup 

JhQ  experimental  setup  employs  a  Spectra  Physics^ 
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Counts  vs  Palladium  Concentration  for  Dry  Films 


Figure  3.  Calibration  of  the  LIBS  signal  to  the  concentration  of  Pd 


membranes  to  obtain  complete  information  of  the  sample  under  test.  Numerous  cellulose  membranes  with  varying 
concentrations  of  palladium  were  used  to  construct  the  calibration  curve  shown  in  figure  3.  The  concentrations  of 
Pd  in  the  cellulose  membranes  tested  with  the  LIBS  method  were  2,  4,  6,  8  and  10  mM.  There  seems  to  be  a 
decrease  in  the  deposition  of  palladium  metal  by  the  bacteria  when  the  concentration  of  [(NH^PdCy  solution  goes 
above  8  mM.  It  has  been  correlated  to  the  calibration  curve  obtained  for  the  same  samples  that  were  used  to  obtain 
the  calibration  curve  using  a  well-established  laboratory  technique  of  atomic  absorption  spectroscopy  (AAS). 

Conclusions 

We  have  demonstrated  successfully  that  LIBS  can  be  a  viable  technique  in  the  determination  of  total  Pd 
concentrations  present  in  specially  synthesized  cellulose  membranes.  We  have  also  tested  this  technique  for  the 
detection  of  silver  metal-doped  cellulose  membranes.  We  have  compared  this  to  a  standard  technique  of  atomic 
absorption  spectroscopy. 
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Abstract.  Laser-induced  breakdown  spectroscopy  has  been  applied  to  detect  Na  in  water.  Laser- 
induced  breakdown  was  formed  by  dual-pulse  and  crossed  beam  Nd:  YAG  lasers  on  a  water  film. 
To  improve  the  detection  sensitivity*  fluorescence  intensity  dependence  on  timing  between  laser 
pulses,  delay  time  of  fluorescence  detection  timing,  gate  width  of  fluorescence  detection  period, 
and  laser  energy  were  investigated.  Under  the  optimized  conditions,  the  detection  limit  of  Na  in 
water  was  achieved  in  the  range  of  O.lppb,  The  developed  system  is  applicable  for  quick  and 
supersensitive  detection  of  Na  atoms  in  water, 
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1.  Introduction 

Laser-induced  breakdown  spectroscopy  (LIBS)  has  been  investigated  extensively  with  a  view?  to  establishing  it  as  a 
practical  method  for  chemical  analysis  for  specimens  in  various  states,  namely  gas,  liquid,  and  solid[l-2].  However, 
the  technique  has  been  developed  mainly  for  solid  samples  and  much  less  attention  has  been  paid  to  liquid  samples. 
In  many  industrial  fields,  real-time  and  in-situ  analysis  of  water  contamination  is  desirable,  but  conventional 
chemical  analysis  methods  are  impracticable.  For  power  plants,  the  highly  sensitive  detection  of  Na  in  circulating 
condensed  water  is  important  to  detect  the  leakage  of  seawater.  Using  the  conventional  LIBS  technique,  the 
detection  limit  of  Na  in  water  has  been  reported  to  be  80ppb[3],  a  value  larger  than  the  leak  detection  criterion 
(0.  Ippb).  In  order  to  enhance  the  fluorescence  intensity,  dual-pulse  LIBS  has  been  applied  and  the  effectiveness  has 
been  reported [4],  Additionally,  the  authors  have  applied  a  technique  in  which  LIBS  is  combined  with  laser-induced 
fluorescence  spectroscopy  (UFS)  for  Fe  detection[5-6]  and  the  detection  limit  of  0.5ppb  was  achieved.  In  the 
system,  laser-induced  breakdown  was  formed  by  dual-pulsed  beams  which  were  crossed  on  a  water  film.  In  the 
work  reported  in  this  paper,  taking  into  account  the  above-mentioned  features  of  laser  analysis,  a  method  combining 
dual-pulse  and  crossed  beam  LIBS  (DPX-LIBS)  was  applied  for  the  analysis  of  NaCl  solution.  The  optimized 
conditions  of  DPX-LIBS  for  detection  of  Na  in  water  were  investigated  and  the  detection  limit  was  evaluated. 


2.  Experimental 

The  DPX-LIBS  system  is  shown  schematically  in  Fig.l.  Two  Q-switched  Nd:YAG  lasers  (Surelite  SLI-10,  Hoya- 
Continuum)  were  controlled  independently  by  delay  generators  (Stanford  Instruments  Model  DG535)  and  operated 
under  the  following  conditions:  fundamental  wavelength  (1064nm)  @10Hz,  3.5ns  pulse  width  (FWHM),  100- 
200mJ/pulse.  Each  laser  beam,  divided  into  two  beams  and  composed  into  dual  and  coaxial  beam  by  a  half  mirror, 
was  focused  by  a  quartz  lens  (f=  100mm)  on  the  surface  of  the  water  film  in  a  test  cell  at  45  degrees.  The  energy  of 
individual  laser  pulse  was  almost  a  quarter  of  total  laser  energy.  The  irradiation  cell  has  a  circulation  loop  of  sample 
solution,  prepared  by  diluting  a  standard  solution  of  NaCl  for  chemical  analysis,  and  a  water  film  was  formed  by  a 
spray  nozzle.  The  water  film  was  adjusted  to  the  position  at  which  the  intensity  of  emission  of  Na:589nm  line 
showed  the  maximum  value.  The  cell  has  7  quartz  windows  (D=50mm)  for  laser  irradiation  and/or  fluorescence 
detection  and  the  body  was  made  of  PTFE  block  to  ensure  no  solution  remained.  The  fluorescence  from  breakdown 
plasma  was  collected  and  focused  on  the  incident  surface  of  an  optical  fiber  by  a  lens  (f=  100mm,  D- 100mm)  and 
led  to  a  spectrometer  (HR320,  Jovin  Yvon).  The  spectrometer  has  effective  aperture:  F/4.2,  a  1200  g/ mm 
holographic  grating  blazed  at  500nm,  and  ICCD  (DH501-18F-01,  Andor)  or  photomultiplier  (R928  Hamamatsu)  for 
detector.  The  photomultiplier  signals  were  accumulated  by  digital  oscilloscope  (Tektronix  TDS684A,  lGHz,5GS/s). 
All  fluorescence  data  obtained  by  ICCD  or  photomultiplier  were  collected  for  ten  seconds  and  evaluated  by 
averaging  and  subtracting  background. 
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Fig.l  The  experimental  setup. 


3.  Results  and  discussion 

In  order  to  improve  the  detection  efficiency,  it  is  important  to  optimize  the  following  conditions. 

Tl:  Timing  between  laser  pulses 
T2:  Delay  time  of  fluorescence  detection  timing 
T3;  Gate  width  of  fluorescence  detection  period 
P  :  Total  laser  energy 

In  order  to  investigate  the  temporal  characteristics  of  breakdown  plasma  by  DPX-LIBS,  the  Tl  and  T2  dependence 
on  the  intensity  of  Na:589nm  emission  line  was  observed.  Figure  2  shows  the  T2  dependence  of  fluorescence 
intensities  and  S/N  values  observed  under  several  Tl  conditions  at  total  laser  energy  of  201  mJ.  Signal  to  noise  value 
(S/N)  is  defined  by  the  ratio  of  peak  intensity  to  fluctuation  level  of  background.  From  these  results,  the  maximum 
fluorescence  intensity  was  nearly  obtained  under  Tl=8ps  and  T2=8ps  conditions.  Furthermore,  under  high  laser 
energy  conditions  at  287mJ  and  372mJ,  similar  behavior  of  fluorescence  intensity  was  observed. 
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Fig.2  Dependence  of  delay  time  (T2)  of  fluorescence  detection  timing  under  various  timing  between  laser 

pulses  using  lOOppb  Na  solution  sample. 
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At  the  same  time,  the  temporal  changes  of  fluorescence  were  measured  by  photomultiplier  at  589nm  and  larger 
intensity  of  fluorescence  and  much  longer  fluorescence  lifetime  were  observed  in  the  DPX-LIBS  case  than  those  in 
the  case  of  single  laser  irradiation.  We  suppose  that  these  phenomena  are  caused  by  the  enhancement  of  Na  atom  re¬ 
excitation  during  the  collision  between  the  two  expanding  plasmas.  From  the  decay  behavior  of  the  fluorescence, 
the  gate  width  of  the  fluorescence  detection  period  (T3)  was  selected  as  lOOps  for  high  S/N  condition.  As  to  the 
laser  energy  dependence  on  the  fluorescence  intensity,  at  the  higher  laser  energy  irradiation,  the  larger  fluorescence 
intensity  was  observed,  but  S/N  showed  saturation.  Therefore,  for  sensitive  detection  of  Na,  we  supposed  the  total 
laser  energy  should  be  less  than  400mJ.  Under  the  optimized  conditions  obtained  in  this  work,  the  fluorescence 
intensity  of  Na:589nm  emission  line  was  measured  for  several  Na  concentration  samples.  Figure  3  shows  the 
concentration  dependency  of  fluorescence  intensity  and  a  typical  spectrum  of  Na:589nm  emission  line  obtained  by 
lppb  solution.  From  these  results,  linear  correlation  between  concentration  and  fluorescence  intensity  was  obtained 
and  the  detection  limit  of  Na  in  water  is  estimated  to  be  in  the  range  of  O.lppb  in  our  system. 


Fig.3  Intensity  of  Na:589nm  emission  line  by  ICCD  vs.  Na  concentration  in  water  sample  under  irradiation  at  372mJ, 


4.  Conclusions 

Dual-pulse  and  crossed  beam  LIBS  (DPX-LIBS)  has  been  applied  to  detect  Na  atoms  in  water.  To  improve  the 
detection  sensitivity,  fluorescence  intensity  dependence  on  timing  between  laser  pulses,  delay  time  of  fluorescence 
detection  timing,  gate  width  of  fluorescence  detection  period,  and  laser  energy  were  investigated  and  optimized. 
Under  the  optimized  conditions,  the  detection  limit  of  Na  in  water  was  achieved  in  the  range  of  O.lppb  in  our  system. 
Furthermore,  in  order  to  obtain  higher  detection  efficiency  at  lower  laser  energy,  optimization  of  power  ratio  for 
individual  pulse  will  be  evaluated.  In  either  case,  the  developed  system  is  applicable  for  quick  and  supersensitive 
detection  of  Na  atoms  in  water. 
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Abstract:  Balmer  series  emission  profiles  are  measured  in  a  pulsed  laser-induced  breakdown 
micro-plasma.  The  line  widths  are  used  to  infer  electron  number  densities  during  the  plasma 
decay. 
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1  Introduction 

In  dense  plasmas  with  traces  of  hydrogen,  electron  number  densities  can  be  determined  from  measured  full- 
widths  at  half  maximum  of  the  the  Balmer  series.  Electron  temperatures  can  be  inferred  from  Balmer  series 
Boltzmann  pots.  Time-resolved  laser  spectroscopy  techniques  are  used  to  characterize  the  temporal  evolu¬ 
tion  of  the  electron  number  density  and  temperature  of  a  micro-plasma  generated  in  pure  hydrogen  gas[l]. 
Previously,  we  reported  the  temporal  evolution  of  the  hydrogen  micro-plasma,  generated  with  Continuum 
YG680S  Nd:YAG  1064-nm,  7.5-ns  pulse  width,  laser  radiation  focused  into  H2  gas[2,  3].  Electron  number 
densities  in  the  range  10 16  to  10 19 /cm3  were  found  in  the  analysis  of  the  Stark  broadened  hydrogen- alpha 
line  profiles,  with  a  corresponding  electron  temperature  range  of  7,000  to  100,000  K.  Here,  we  discuss  the 
results  of  electron  number  density  measurements  from  the  Balmer  series  hydrogen-beta  line  profiles. 

2  Experimental  Method 

Measurement  of  the  Up  line  profile  poses  several  additional  challenges  and  limitations  compared  to  Ha  line 
profile  measurements.  First,  for  otherwise  identical  plasma  conditions,  the  Up  line  width  is  approximately  a 
factor  of  five  wider  than  the  Ha  line.  Second,  the  spectral  proximity  of  other  Balmer  series  lines  such  as  H7 
and  Us  inhibits  the  use  of  Up  profiles  early  in  the  plasma  decay.  Third,  measured  intensity  asymmetries  in 
the  peaks  and  spectral  profiles  lessen  the  application  of  Up  profiles  in  micro- plasma  characterization  early  in 
the  plasma  decay.  And  fourth,  for  the  Up  FWHM  to  be  useful  as  a  density  diagnostic  the  electron  number 
density  should  be  approximately  less  than  5  x  1017/cm3. 

The  experimental  arrangement  for  detailed  hydrogen-beta  line  profile  investigations  is  largely  identical  to  the 
one  used  for  the  time-resolved  hydrogen- alpha  measurement [2].  The  Up  profiles  were  recorded  by  use  of  an 
intensified  EG&G  linear  diode  array  detector  and  a  Jarrell  Ash  1/4  m  crossed  Czerny  Turner  spectrometer. 
The  usual  sensitivity  correction,  wavelength  calibration,  and  slit  deconvolutions  were  applied  in  the  analysis 
aided  by  the  EG&G  optical  multi-channel  analyzer  (OMA)  and  a  personal  computer. 

3  Results 

The  inferred  electron  number  densities  from  Up  line  profiles  agree  with  the  values  found  from  Ha  line  profiles 
early  in  the  plasma  decay,  i.e.,  for  time  delays  between  0.2  and  0.5  ps  from  laser-induced  optical  breakdown. 
The  electron  number  density  of  1.8  x  1017  is  found  for  a  time  delay  of  0.5  p s,  subsequently  the  obtained 
results  differ  for  Ua  and  Up  profiles.  The  ratio  of  the  electron  number  density  discrepancy,  ( ne)H ^  /  (ne)H/?, 
amounts  to  1.2,  2.0,  and  5.4,  for  time  delays  of  0.75  ps,  1.5  ps ,  and  2.5  ps ,  respectively.  Figure  1  shows  the 
results  for  the  electron  number  density  versus  time  delay  from  the  laser  pulse. 
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Fig,  1,  Comparison  of  electron  number  densities  obtained  from  Ha  (squares)  and  H$  (circles)  line  profiles, 
following  laser-induced  optical  breakdown  in  a  cell  containing  H2  gas  at  a  pressure  of  810  Torr.  The  Nd:YAG 
laser  radiation  was  focused  to  typically  1400  GW/cm2,  or  more  than  ten  times  larger  than  the  nanosecond 
breakdown  threshold  of  hydrogen  gas  for  1064- nm  radiation. 

The  theoretical  results[4]  indicate  that  one  can  expect  an  electron  density  accuracy  of  at,  best  5%  for  H,3 
and  20%  for  Ha,  Therefore,  the  above  ratios  of  the  electron  number  densities  show  that  the  results  differ 
significantly.  The  magnitudes  of  the  disparities  at  later  times,  and  increasing  with  time,  suggest  the  occurrence 
of  spatially  inhomogeneous  micro-plasma. 

4  Conclusions 

A  comparison  of  electron  number  density  results  using  Ha  and  H3  line  widths  shows  that  the  results  are 
consistent  at  earlier  time  delays  from  the  laser  pulse,  but  differ  at  later  time  delays.  Further  two-dimensional, 
time-resolved  experiments  are  recommended  to  address  the  differences  in  the  inferred  number  densities  from 
the  Balmer  Series  Eg  line  profiles.  In  addition,  a  more  sophisticated  modeling  is  indicated  to  account  for  line 
profile  asymmetries  at  high  electron  number  densities. 
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Abstract:  The  effect  of  quantum  degeneracy  on  collisional  excitation  is  investigated,  and 
its  effect  on  line  emission  evaluated  for  application  to  quantitative  spectroscopy  in  LIBS. 

Response  matrix  techniques  are  used  to  evaluate  sensitivity  to  quantum  degeneracy. 

Summary. 

In  calculating  averaged  plasma  parameters  a  maxwellian  distribution  for  electrons  or  ions  is  generally 
assumed:  when  degeneracy  is  accounted  for,  however,  signficant  changes  may  be  introduced  in  those 
averages. 

In  a  previous  work  [l]  the  authors  derived  a  correction  to  the  electron  distribution  function  accounting  for 
quantum  degeneracy  in  the  interaction  of  an  electromagnetic  wave  with  a  plasma.  With  this  distribution 
function  the  dispersion  relations  valid  for  the  transversal  component  of  the  electric  field  wave  were 
obtained,  these  showing  the  importance  of  degeneracy  effects.  Since  in  the  early  stages  of  the  time 
evolution  of  a  LIBS  plasma  the  electron  component  is  in  a  weakly  degenerate  state  the  above  mentioned 
correction  can  play  a  significant  role  in  the  description  of  the  plasma  at  the  beginning  of  its  formation.  The 
correction  to  the  distribution  function  was  at  first  order  in  the  Sommerfeld  parameter  p  which  gives 
information  about  the  degeneracy  degree  of  the  plasma. 

In  this  work  an  analogous  first  order  in  p  corrected  distribution  function  is  used  to  calculate  collisional 
excitation  rates  to  be  used  in  predicting  line  emission  from  LIBS  plasmas.  Using  response  matrix 
techniques  the  influence  of  degeneracy  on  line  emission  and  hence  on  spectroscopic  quantitative 
evaluations  is  investigated. 

[1]  F.  Rocchi,  V.  G.  Molinari,  D.  Mostacci,  M.  Sumini,  Dispersion  Relations  in  weakly  degenerate  plasmas,  Spectrochimica  Acta  Part 
B  56  (2001),599-608. 
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Combination  of  nanosecond  and  femtosecond  pulses  in 
dual-pulse  LIBS  of  solids  and  aqueous  solutions 

Jonathan  Scaffidi,  Jack  Pender,  Univ.  of  South  Carolina,  USA;  Bill  Colston,  Lawrence  Livermore 
Natl.  Lab.,  USA;  S.R.  Goode,  S.M.  Angel,  Univ.  of  South  Carolina,  USA. 


Abstract.  Signal  enhncement,  limits  of  detection,  and  relevance  to  environmental 
concentrations  for  metals  and  metal  ions  in  aqueous  solution  using  combined  1064  nm 
nanosecond  and  800  nm  femtosecond  pulses  in  dual-pulse  LIBS  will  be  presented. 
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ABSTRACT 

Results  of  a  spatio-temporal  study  of  laser  induced  plasma  on  the  surface  of  water 
solutions  of  Ca^  and  Mg*4-  are  given.  An  initial  electronic  temperature  Tc  of  28000K  is 
observed  at  t=  500  ns  in  the  plasma  center  where  the  electronic  density  is  equal  to  1 .25  1018 


SUMMARY 

Spectroscopic  study  of  laser  induced  plasma  have  been  carried  out  by  recording  the 
intensity  evolution  of  some  line  emission  of  Call,  Cal,  Mgll,  Mgl  and  Ha  with  time  and  with 
axial  distance  from  the  plasma  center.  The  plasma  was  produced  directly  on  surface  of  water 
solutions  of  Ca++,  and  Mg++  by  focusing  the  pulses  of  the  second  harmonic  of  a  Nd-YAG 
laser  (10  ns  duration,  70  mj  energy  and  2  Hz  repetition  rate).  The  plasma  was  imaged  on  the 
entrance  slit  (100pm)  of  the  monochromator  by  a  lens,  the  spatial  resolution  obtained  by  an 
horizontal  displacement  of  this  lens,  and  temporal  behavior  of  the  emission  with  10  ns 
resolution  measured  by  a  digital  oscilloscope  and  processed  by  computer  using  Labview 
language. 

1.  Electronic  temperature 

The  plasma  temperature  Te  is  determined  by  measuring  the  relative  population  of  Call 
states  and  by  using  a  Saha-Boltzmann  analysis  [1].  The  establishment  of  the  local 
thermodynamic  equilibrium  in  the  plasma  is  assumed,  the  validity  of  this  assumption  being 
supported  by  verifying  the  criteria  proposed  by  Griem  [2].  In  the  plasma  center,  the  value  of 
Te  is  28000K  at  t=500ns,  and  decreases  to  21000K  at  t=4000ns  (Figure  1).  The  figures  2a-2d 
show  the  spatial  evolution  of  the  temperature  from  the  plasma  center  at  different  delay  from 
the  end  of  the  laser  pulse  :  the  temperature  maximum  is  observed  in  center,  and  decreases  in 
the  plasma  edge. 

2.  Electronic  density 

The  electronic  density  Ne  is  an  important  parameter  used  to  describe  the  plasma 
environment,  and  it  is  crucial  for  the  establishing  of  the  thermodynamic  equilibrium.  Ne  is 
usually  measured  from  the  Stark  broadening  of  emission  lines  [3-5],  In  this  work,  the 
electronic  density  is  deduced  from  Stark  broadening  of  some  atomic  lines  ( Ha  and  Cal) :  we 
have  compared  the  experimental  width  with  the  theoretical  data  for  the  same  Te  determined  as 

mentioned  above:  an  initial  electronic  density  of  1.25  1018  cm'3  is  observed  in  the  whole 
plasma  at  t=500  ns  after  the  laser  impulsion,  and  decreases  with  time  following  an 
exponential  decay  with  a  decay  constant  x=  (1200±50)  ns  (Figure  3)  ,this  value  is  bigger  then 


116 


Temperature(K) 


ThE12-2 


that  observed  in  the  ease  of  plasma  induced  in  bulk  [6]  .  The  spatial  variation  of  the 
electronic  density  is  not  significant  within  the  experimental  error. 

Other  measurements  made  at  different  interval  time  will  be  reported.  The  kinetics  of  the 
apparition  of  the  excited  species  observed  and  their  spatial  distribution  at  different  distance 
from  the  center  of  the  plasma  has  been  studied  by  using  an  electron-ion  recombination  model 


Figure  1  :Evolution  of  electronic  temperature  with  time  in  the  plasma  center 
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Figure  2  c 


Figure  2  d 


Figures  2  a  -2d  :  Evolution  of  the  electronic  temperature  with  the  displacement  from  the 
plasma  center  at  different  delay  after  the  laser  pulse; 

2a  t=500ns,  2b  t=l 000ns,  2c  t=2500ns  and  2d  t=3500ns. 
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Figure  3:  Evolution  of  electronic  density  with  time  in  the  plasma  center 
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Abstract:  The  concentration  of  pollutants  in  the  epiphytic  lichen  Xanthoria  parietina 
was  measured  with  Laser-Induced  Breakdown  Spectroscopy  technique.  The  analysis 
shown  a  very  good  agreement  between  the  pollutant  distribution  and  the  location  of  the 
sampling  sites, 

©  2002  Optical  Society  of  America 

OCIS  codes.  (010,1120)  Air  pollution  monitoring;  (300.0300)  Spectroscopy 


1*  Introduction 


Monitoring  of  air  pollution  with  living  organisms  (bio-monitoring)  is  based  on  evaluation  of  ecological 
variation  induced  on  the  environment  by  the  pollution.  These  variations  are  reflected  on  organisms  as 
morfo-stractural  modification,  accumulation  of  polluting  substance  from  the  environment  (heavy  metals) 
and  variation  of  the  faunistics  and  floristics  biocoenosis. 

Organisms  react  to  pollution  in  two  ways,  corresponding  to  two  main  groups  of  biomonitorin^ 
techniques: 

•  bioindication  techniques,  measuring  morphologic,  physiologic,  genetic,  ethologic 
modifications  at  community,  population  or  individual  level  in  pollution-sensitive  organisms; 

•  bioaccumulation  techniques,  measuring  the  concentrations  of  substances  in  pollution-resistant 
organisms  that  absorb  and  accumulate  them  from  the  environment. 

Lichens  can  be  used  as  biomonitors  of  air  pollution  because  they  are  higly  dependent  on  atmospheric 
sources  for  nutrients,  they  don’t  have  a  defensive  structure  and  do  not  shed  plant  parts  as  readily  as  vascular 
plants. 

These  organisms  are  well  known  to  accumulate  and  retain  a  variety  of  contaminants  and  are  the  most 
widely  used  biomonitors,  with  many  articles  published  [1-4]. 

Sampling  was  localized  in  the  province  of  Pisa  in  the  area  named  “Leather  District”,  with  many 
tanneries  and  industries  connected  with  tannery  process. 
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2.  Methods 

In  each  site,  lichen  samples  were  taken  from  the  side  of  the  trunk  of  isolated  trees,  1.5- 1.9  m  above  the 
ground,  following  the  guide-lines  of  the  Italian  National  Agency  for  Environmental  Protection. 

Only  the  outermost  of  the  lichens  thallus  (3  mm)  were  analyzed  and  the  pure  sample  was  then 
homogenized  with  potassium  bromide  in  a  ceramic  mortar  for  making  a  pellet  suitable  for  the  laser 
analysis. 

The  samples  have  been  analyzed  with  the  following  LIBS  apparatus:  the  pulse  of  a  Nd:YAG  laser 
(HY400  Lumonics,  delivering  a  maximum  of  0.4  J  in  8  ns  at  a  wavelength  of  1064  nm),  is  focused  over  the 
sample  surface  by  means  of  a  lens  of  100  mm  focal  length.The  LIBS  signal  is  collected  with  quartz  optics 
and  sent  by  optical  fiber  to  a  Czerny-Turner  spectrometer  (Jobin-Yvon  THR1000,  grating  1200 
grooves/mm).  The  spectral  signal  is  collected  by  an  optical  multichannel  anlyzer  (IRY  1024  Princeton 
Instruments  Inc.). 

The  LIBS  spectra,  covering  the  range  from  2000  to  6000  A,  have  been  analized  with  a  dedicated 
spectral  software,  developed  at  IPCF  laboratory,  using  CF-LIBS  technique  [5]. 

We  have  compared  the  concentrations  of  Al,  Ca,  Cr,  Fe,  Mg,  Na,  P,  Si,  Ti,  Zn  in  the  lichens  coming 
from  the  different  sampling  sites. 


3.  Results 


The  contamination  data  of  the  revealed  elements  have  been  treated  using  multivariate  analisys.  The 
dendrogram  obtained  shows  two  groups  with  similar  pollution  source;  both  of  the  groups  have  been  further 
subdivided  in  two  subgroups. 


Fig.  1 .  Dendrogram  with  the  clusterization  of  the  heavy  metals  detected 

Group  1  (Fe.  Si) 

Fe  and  Si  form  this  group.  Both  of  them  are  widely  present  in  Earth’s  crust,  therefore  indicating  wind- 
borne  soil  and  rock  dust  contamination. 

Industrially,  iron  is  used  like  mordant  in  dyeing  plants  and  in  the  ink  and  pigment  industry.  Iron  and 
silica  are  in  two  separated  groups  because  their  areal  distribution  is  different,  but  the  tipology  of  the  site 
where  they  are  rivelated  is  almost  identical,  i.e.  along  dusty  roads. 
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Abstract:  We  report  on  a  simple  set-up  for  laser-induced  breakdown  spectroscopy  including  an 
avalanche  photodiode  detector  (gating  by  delayed  bias  voltage  or  frustrated  total  internal  reflection 
modulator)  and  a  narrow  bandwidth  interference  filter  for  wavelength  selection. 
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1.  Introduction 

Laser-induced  breakdown  spectroscopy  (LIBS)  is  becoming  a  handy  tool  for  (multi)  trace  element  analysis  and 
material  recognition.  For  this,  typical  analysis  systems  comprise  a  spectrometer  (traditionally  Czerny-Turncr 
instruments  were/are  used,  but  next-generation  Echelle  instruments  are  now  becoming  increasingly  popular)  and  a 
time-gated,  usually  intensified  light  detector  (typically  an  IPDA  array  detector  or  an  ICCD  cameras).  For 
applications  that  require  the  detection  of  only  a  single  element  in  the  analyte,  at  any  one  time,  such  a  full  standard 
LIBS  detection  system  may  be  seen  as  a  “costly  overkill”. 

Here  we  report  on  a  substantial  simplification  of  a  LIBS  set-up  for  single  element  analysis,  in  which  a  narrow 
bandwidth  interference  filter  replaces  the  spectrometer,  and  instead  of  a  gated,  intensified  array  detector  a  single 
avalanche  photo  diode  device  is  used. 

2.  Experimental  set-up 

Commonly  a  LIBS  set-up  is  made  up  of  a  pulsed  laser  source  to  generate  the  plasma,  a  light  delivery  /  collection 
system,  and  a  spectrometer  with  suitable  spectral  dispersion,  coupled  to  a  time-gated  detector.  The  overall  principle 
of  the  set-up  described  here  follows  this  general  recipe. 

The  ablation  laser  was  identical  to  that  used  in  most  of  our  LIBS  experiments,  namely  a  small  Nd:YAG  laser 
(Quantel  “ Brilliant” ),  operating  at  its  fundamental  wavelength  and  providing  pulse  energies  in  the  range  15-150mJ. 
Its  radiation  is  focused  onto  the  target  by  a  lens  of  focal  length  f=  150mm. 

The  plasma  emission  was  collected  /  collimated  using  a  single,  plano-convex  collection  lens.  The  (parallel) 
light  beam  passed  through  a  narrow  bandwidth  interference  filter  (IF)  for  wavelength  selection.  Naturally,  the 
bandwidth  which  can  be  realized,  by  using  a  standard  IF,  is  normally  inferior  to  that  of  even  a  small  spectrometer. 
Off-the-shelf  IFs  in  general  have  a  bandwidth  of  AX=10nm.  For  a  few  wavelengths  ultra-narrow  filters  with 
A?i=2nm,  or  even  AX=lnm  are  avaialble;  modern  coating  techniques  also  allow  to  easily  fabricate  such  ultra-narrow 
filters  at  any  required  custom  wavelength.  Hence,  provided  that  the  spacing  between  lines  in  a  particular  LIBS 
spectrum  is  larger  than  the  filter  bandwidth,  IFs  may  provide  sufficient  resolution  to  carry  out  elemental  analysis.  In 
our  test  measurements,  we  have  utilized  IFs  with  bandwidth  A^=10nm  and  A^=2nm.  After  passage  through  the 
filter,  the  light  was  focused  onto  the  detector  diode  by  a  second  plano-convex  lens.  Note  that  the  collimation 
procedure  for  the  beam  path  through  the  IF  is  required  since  the  filter  transmission  maximum  is  a  function  of  the 
angle  of  incidence.  On  the  other  hand,  this  angular  dependence  in  turn  allows  to  “tune”  the  transmission  wavelength 
to  a  certain  degree. 

The  detector  diode  was  an  avalanche  photodiode  system  (Hamamatsu,  C5460-J),  with  a  built-in  amplifier  / 
current-to-voltage  converter.  Time-gating  (essential  for  most  LIBS  applications)  was  possible  only  to  a  certain 
degree,  by  applying  the  high-voltage  bias  to  the  avalanche  diode  with  a  delay  of  a  few  microseconds  relative  to  the 
LIBS  plasma  generation  (laser-light  scattering  and  the  strong  initial  Bremsstrahlung  could  completely  saturate  the 
detector),  thus  providing  a  reasonable  delayed  temporal  response  of  the  system  gain.  Once  “triggered”  the 
avalanche  amplification  stayed  on  for  the  remainder  of  the  plasma  light  emission. 


122 


ThE14-2 


Because  of  the  presence  of  reflected  laser  light  and  continuum  plasma  radiation,  it  was  necessary  to  attenuate 
the  initial  intensity  reaching  the  avalanche  diode  using  neutral  density  filters  (the  maximum  intensity  of  light  that 
could  be  incident  on  the  diode  before  saturation,  and  possible  damage,  was  only  6uW).  It  should  be  noted  that  for 
fully  time-resolved  detection  an  external  gating  device  would  be  required,  like  e.g,  an  optical  modulator  based  on 
total  internal  reflection  (FTIR)  described  elsewhere  [1], 

The  signal  output  from  the  detector  amplifier  was  sampled  and  averaged  by  a  boxcar  integrator  (Stanford 
Research,  SR250);  its  gating  was  adjusted  to  mimic  the  delay  /  gate  acquisition  characteristics,  on  a  microsecond 
scale,  in  standard  LIBS  measurement  systems. 

Overall,  the  instrumentation  described  here  represents  a  very  low-cost,  compact  realization  to  directly  measure 
the  intensity  of  a  single  spectral  line  in  LIBS  analysis.  The  overall  system  set-up  is  sketched  in  Fig.  1. 


Fig.  1.  Layout  of  a  minimalist  LIBS  system  with  interference  filter  and  avalanche  diode  detector. 


3.  Results 

In  the  nuclear  industry  radioactive  waste  is  often  vitrified  for  long-term  storage.  This  process  involves  the  mixing  of 
high-level  radioactive  waste  with  a  glass-like  substance  in  its  molten  form,  and  encasing  it  in  steel  containers. 
During  the  process  there  is  a  need  to  monitor  the  possible  spillage  of  this  glass  to  the  outside  of  the  drums.  The 
glasses  which  are  normally  used  for  this  purpose  exhibit  a  high  concentration  of  sodium.  Hence,  by  “scanning”  the 
relevant  sections  of  the  dram’s  surface,  which  is  prone  to  spillage,  using  a  LIBS  probe  for  the  presence  of  excess 
sodium  would  provide  a  convenient  method  of  detection.  Particularly  suitable  are  the  sodium  D-lines  at  589,0nm  / 
589,6nm  since  only  extremely  weak  lines  of  elements  of  the  dram  material  are  present  in  the  spectral  interval  at 
around  590nm.  Hence,  even  a  lOnm  band  pass  interference  filter  suffices  to  realize  the  required  LIBS  analysis  for 
the  presence  of  Na.  It  is  this  particular  example  of  single  element  analysis  which  is  discussed  in  detail  in  this 
presentation,  as  a  proof-of-principle. 

A  sodium  discharge  lamp  was  used  for  wavelength  calibration  of  the  Interference  filter  in  the  light  detection 
pass.  The  filter  was  angle-adjusted  to  Its  maximum  transmission  (“element  detection”)  but  also  tuned  to  far  off- 
resonance  positions  (“background  check”).  The  angular  dependence  of  the  filter  transmission  is  displayed  in  Fig.  2. 


60°  70°  80°  90°  angle  of  incidence 


Fig,  2.  Shift  of  transmission  maximum  of  a  590nm  interference  filter,  as  a  function  of  angle  of  incidence. 
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In  order  to  proof  that  sodium  within  a  sample  could  be  detected,  two  specific  targets  were  ablated,  namely  a 
NaCl  crystalline  slab  and  a  vitrification  glass  blank  (provided  by  BNFL  Sellafield).  The  concentration  of  Na  in  both 
samples  was  substantial;  however,  the  detection  at  trace  level  concentration  was  not  an  issue  here,  and  no  major 
efforts  were  undertaken  at  this  stage  to  push  the  system  for  enhanced  sensitivity.  However,  quantification  seems 
feasible,  since  the  different  amounts  of  Na  in  the  two  samples  yielded  substantially  different  signal  strengths.  For 
control  purposed,  samples  of  typical  steels  used  in  storage  drum  making  were  also  ablated,  with  the  IF  set  to  the 
same  wavelengths  as  for  the  Na  measurements. 

For  all  measurements,  the  delay  of  switching  on  the  light  detection  gain,  with  respect  to  the  laser  pulse,  was 
varied  in  the  range  50ns  to  5ps;  the  signal  integration  period  of  the  boxcar  integrator  was  set  to  0.5-1. Ops,  as  is 
typical  in  many  LIBS  experiments.  The  signals  were  averaged  over  100  laser  pulses  for  each  time  delay.  Some 
typical  data  are  summarized  in  Fig.  3  for  a  vitrification  sample  and  a  steel  sample. 


Fig.  3.  LIBS  signal  response  at  interference  filter  setting  590nm.  for  NaCl  and  steel  samples,  as  a  function  of  delay  time. 


In  both  cases  initial  saturation  of  the  detector  due  to  excessive  light  was  evident  in  our  measurement,  but  the 
overall  signal  amplitude  followed  the  typical  time  behavior  encountered  in  the  early  stages  of  the  plasma  evolution, 
which  is  dominated  by  Bremsstrahlung  up  to  about  lps.  The  largest  difference  between  a  Afa-carrying  sample  and  a 
blank  was  found  in  the  region  2-3ps,  and  this  delay  range  was  used  as  the  analytical  window.  Again,  this  time  scale 
is  typical  for  standard  LIBS  plasmas.  The  signal  response  from  the  NaCl  sample  matched  that  from  the  steel  blank 
when  the  interference  filter  was  tuned  to  a  transmission  maximum  of  about  565nm.  Further  test  measurements 
carried  out  for  dried  NaCl  solution  spots  on  a  steel  surface  will  be  discussed. 

These  simple  experiments  demonstrated  that  this  minimalistic  LIBS  implementation  could  measure  the 
difference  between  a  sodium-rich  sample  and  a  sodium-depleted  sample,  and  as  such  could  be  used  as  the  basis  for  a 
dedicated  on-line  detector.  Finally,  in  principle  the  methodology  could  be  used  in  other  applications  as  well,  in 
which  only  single  element  detection  is  required  and  the  LIBS  spectra  are  sparse,  and  where  costs  of  a  sophisticated 
spectrometer  would  probably  be  prohibitive.  Such  a  case  is  encountered  e.g.  in  dentistry  where  it  could  be  used  as  a 
cheap  monitor  for  carries  detection  during  laser  drilling,  where  only  qualitative  spectral  line  information  is  required 
for  identification  [2]. 

4.  References 
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Abstract:  Novel  implementations  of  single-fiber  set-ups  for  laser-induced  breakdown  spectro¬ 
scopy  (LIBS)  and  laser-induced  fluorescence  spectroscopy  (LIFS)  systems  in  remote  analysis 
applications  are  described,  based  on  gated  light  switches  exploiting  Frustrated  Total  Internal 
Reflection  (FTIR), 


1.  Introduction 

Increasingly  laser-induced  breakdown  spectroscopy  (LIBS)  is  being  exploited  in  qualitative  and  quantitative 
analysis  of  samples,  without  much  need  for  any  sample  preparation.  While  the  technique  has  been  around  for  a 
number  of  years  the  recent,  rapid  development  in  laser  and  detector  technology  have  made  it  possible  to  also 
implement  the  technique  for  use  in  real-time  and  remote  analysis.  The  technique  is  at  a  stage  where  new  on-line 
applications  can  be  realised  using  dedicated  wavelength  specific  detection  systems,  which  can  either  monitor  the 
concentration  of  trace  elements  or  simply  identify  bulk  materials. 

Gateable  spectrometers  play  an  important  role  in  LIBS.  However  their  cost  can  make  up  a  significant  fraction 
of  the  overall  capital  expenditure  for  the  apparatus.  Spectrometers  without  gating  capabilities,  using  e.g.  standard, 
or  intensified  photodiode  (PDAs)  or  charge-coupled  device  (CCDs)  array  detectors  are  significantly  cheapen 

However,  by  and  large  they  cannot  be  used  for  most  LIBS  applications. 

Here  we  describe  a  possible  solution  to  this  shortcoming  of  many  low-cost,  non-gated  detectors.  Specifically, 
we  incorporated  electro-mechanic  modulators  into  the  experimental  set-up  for  time  gating  of  the  collected  plasma 
emission,  prior  to  entering  the  spectrometer.  In  principle,  the  use  of  such  devices  could  significantly  reduce  the  cost 
of  gating  the  recording  of  LIBS  spectra  when  only  un-gated  detectors  are  available. 

2.  The  principle  of  FTIR  modulators 

The  modulator,  or  switch  used  in  this  study  is  based  on  the  principle  of  Frustrated  Total  Internal  Reflection  (FTIR). 
The  device  was  used  to  demonstrate  the  potential  of  FTIR  devices  in  analytical  laser  spectroscopy.  It  consisted  of 
two  quartz  prisms  whose  hypotenuse  planes  were  “bonded”  to  each  other.  The  centers  of  the  hypotenuse  plane  of 
each  prism  were  highly  polished  oval  surfaces,  which  -  when  matched  together  -  formed  the  active  surface  of  the 
modulator.  The  spacing  between  the  two  prisms  was  controlled  using  high-precision  piezo-electric  disk  transducers, 
mounted  on  flat  surfaces  parallel  to  the  active  face  of  the  FTIR.  When  the  planes  make  contact  with  each  other,’ 
light  passes  through  the  FTIR  switch.  When  the  contact  is  broken  and  the  hypotenuse  separation  is  larger  than  about 
1.5pm  (which  is  larger  than  all  wavelengths  typically  encountered  in  LIBS),  the  entire  light  incident  on  the 
hypotenuse  plane  undergoes  total  internal  reflection  (see  Fig.  1). 


Fig.  1.  Principle  of  FTIR  modulator  device  (left)  and  set-up  of  the  actual  device  (right). 
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The  use  of  Frustrated  Total  Internal  Reflection  (FTIR)  modulators  for  optical  switching  has  been  well 
documented  in  the  field  of  Q-switching  of  solid-state  lasers  (e.g.  in  Nd:YAG  and  Er:Cr:YSGG  lasers),  where  the 
high  optical  durability  and  fast,  variable  switching  times  are  the  important  features.  Transferring  this  technology  to 
analytical  laser  spectroscopy,  the  optical  switching  properties  of  the  FTIR  modulator  can  be  exploited  for  the  gating 
of  laser-detection  systems.  Furthermore,  if  made  from  quartz,  then  FTIR  modulators  offer  a  (nearly)  non¬ 
wavelength  dependent  alternative  to  dichroic  mirrors  for  beam  combination  and  beam  separation.  This  makes  the 
FTIR  modulator  an  ideal  tool  for  Laser-induced  Breakdown  Spectroscopy  (LIBS)  and  Laser-induced  Fluorescence 
Spectroscopy  (LIFS)  of  laser-induced  plasma  [1].  For  example,  in  LIBS  it  becomes  possible  to  separate  the  laser 
pulses,  used  to  generate  the  plasma,  and  the  returning  luminous  emission  of  the  plasma;  consequently,  the  latter  can 
be  re-directed  into  the  analyzing  spectrometer.  Selected  practical  examples  for  quantitative  and  qualitative 
analytical  spectral  analysis  are  discussed. 

3.  Application  of  FTIR  modulators  to  laser-induced  breakdown  spectroscopy 

Here  we  report  on  test  experiments  of  using  FTIR  modulators  for  “gating”  LIBS  plasma  emission.  Spectra  from 
steel  samples  have  been  collected  using  the  ARC500  spectrometer  (Acton  Research)  coupled  with  an  IPDA  detector 
(Princeton  Instruments),  which  operated  in  free-running  mode,  with  the  FTIR  modulators  in  the  light  pass  between 
the  plasma  and  the  entrance  slit  of  the  spectrometer.  Spectra  recorded  in  this  way  were  compared  with  others 
recorded  under  the  same  experimental  condition,  but  without  the  FTIR  modulator  and  using  the  gating  capability  of 
the  IPDA  detector. 

The  modulator  was  synchronized  with  the  laser  pulses  so  that  these  were  reflected  out  of  the  first  prism  and 
focused  down  onto  the  sample  surface  to  form  a  plasma.  The  optical  emission  of  the  plasma  was  then  imaged 
through  the  active  surface  of  the  FTIR  onto  the  end  of  the  spectrometer  fiber.  The  principle  of  this  arrangement  is 
shown  in  Fig.  2). 


Plasma  Beam  Plasma 


Fig.  2.  Experimental  realization  of  LIBS  using  a  FTIR  modulator. 


The  period  of  imaging  /  light  collection  was  governed  by  the  duration  of  the  control  HV  pulse  to  the  piezo¬ 
elements  of  the  FTIR  switch.  The  delay  between  the  laser  pulse  generating  the  plasma  and  the  transmission  of  light 
into  the  spectrometer  can  be  adjusted  more  or  less  at  will,  from  no  delay  up  to  the  typical  maximum  delay  times  of 
~20jas.  The  rise  time  of  the  modulator  opening  is  of  the  order  100-200ns.  The  duration  of  the  transmission  status, 
and  hence  the  data  accumulation  time  per  LIBS  plasma  event,  is  adjustable  as  well  but  due  to  the  mechanical  and 
electrical  relaxation  times  of  the  modulator  has  a  minimum  width  of  about  2.5-3.0(is. 

If  larger  distances  are  to  be  achieved,  like  in  remote  analysis,  the  Nd:YAG  laser  radiation  has  to  be  transferred 
via  fiber  as  well.  Traditionally,  two-fiber  assemblies  have  been  used  for  this,  one  for  the  delivery  of  laser  energy 
and  the  other  for  the  collection  of  spectral  emissions  from  the  micro-plasma  (see  e.g.  [2]).  The  alignment  difficulties 
associated  with  the  traditional  approach  may  be  overcome  by  using  a  single-fiber  arrangement  through  which  both 
the  laser  pulse  is  transmitted  and  the  plasma  emission  light  is  collected.  Furthermore,  the  cost  associated  with 
expensive  quartz  fibers  is  reduced  if  only  one  single  fiber  is  used.  This  is  of  particular  importance  if  the  fiber  has  to 
be  regularly  replaced,  for  instance  when  used  in  a  hazardous  (radioactive)  environment. 

If  such  a  coaxial,  single  fiber  arrangement  is  selected  for  analysis,  then  a  method  has  to  be  adopted  which  is 
capable  of  separating  the  returning  plasma  emissions  from  the  laser  pulses  coupled  to  the  end  of  the  fiber.  Current 
single-fiber  delivery  and  collection  systems  utilize  dichroic  mirrors  to  separate  the  returning  signal  exiting  the  fiber 
from  that  entering  the  fiber.  However,  this  method  may  severely  affect  spectroscopic  analysis  for  which  a  very  broad 
range  of  wavelengths  is  usually  required.  Dichroic  mirrors  exhibit  strong  wavelength  dependence,  and  specifically 
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problems  arise  in  the  UV  -  often  the  most  important  range  in  the  analysis  process.  We  demonstrated  that  using  a 
FTIR  modulator,  which  is  nearly  independent  of  wavelength,  this  problem  could  largely  be  overcome  when  using  an 
arrangement  based  on  the  principle  shown  in  Fig.  2,  by  inserting  a  suitable  fiber  assembly  between  the  FTIR 
modulator  and  the  target. 

An  example  for  the  recording  of  LIBS  spectra  is  shown  in  Fig.  3;  a  wider  discussion  of  this  novel  approach  in 
LIBS  analysis  will  be  given.  The  discussion  will  include  issues  like  gating  precision,  mechanical  oscillations  (which 
cause  repetitive  opening  of  the  modulator),  achromatic  behavior,  and  other  effects,  which  might  affect 
reproducibility  and  sensitivity. 


Fig,  LIBS  spectra  of  stainless  steel  sample,  recorded  with  FTIR  modulator  (open  for  Bps).  Trace  A  -  0.  Ips  delav;  trace 
B  —  0.5(xs  delay;  trace  C  -  l.Ops  delay.  The  time  evolution  in  Bremsstrahlung  background  and  elemental  emission  lines, 
typical  for  LIBS  on  this  time  scale,  is  evident. 


4  Application  of  FTIR  modulators  to  laser-induced  fluorescence  spectroscopy  of  laser-generated  plasmas 

As  well  as  for  beam  separation,  the  optical  gating  capability  of  the  FTIR  modulators  can  be  exploited  for  beam 
combination.  For  lower  limits  of  detection  and  increased  sensitivity,  the  laser  produced  plume  formed  on  the 
surface  of  the  ablated  material  can  be  probed  with  a  second  tunable  laser  by  using  the  secondary  technique  of  laser- 
induced  fluorescence  spectroscopy  (LIFS)  [1].  If  this  is  to  be  implemented  remotely,  then  both  the  ablation  laser 
and  tunable  laser  have  to  be  combined  into  one  beam  before  being  coupled  with  the  radiation  delivery7  optics.  A  set 
of  two  FTIR  modulator  has  been  successfully  used  in  our  experiments  to  perform  this  operation,  without  the 
problem  of  the  wavelength  dependence  encountered  with  dichroie  mirrors.  Some  representative  examples  will  be 
discussed. 
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1.0  Introduction 

Laser-induced  plasma  spectroscopy  (LIPS),  also  known  as  laser-induced  breakdown  spectroscopy  (LIBS), 
is  a  form  of  atomic  emission  spectroscopy  (AES).  LIPS  is  being  used  as  an  analytical  method  by  a  growing  number 
of  research  groups  [1,2].  The  growing  interest  in  LIPS,  particularly  in  the  last  decade,  has  led  to  an  increasing 
number  of  publications  on  its  applications,  both  in  the  laboratory  and  in  industry.  Despite  all  these  activities,  the 
LIPS  technique  is  still  not  widely  accepted  in  analytical  chemistry.  Nevertheless,  the  LIP  spectrochemical  analysis 
has  become  an  important  tool  for  answering  chemical  questions  and  diagnosing  industrial  problems. 

LIPS  is  concerned  with  the  radiation  emitted  by  the  microplasma  induced  by  focusing  a  powerful  laser  on 
the  sample.  LIP  emission  is  space  and  time  dependent.  In  the  initial  moments,  the  plasma  emission  consists  of  an 
intense  radiation  continuum  superimposed  with  very  broadened  lines.  Thus,  temporally  gating  off  the  earlier  part  of 
the  plasma  is  essential  for  spectrochemical  analysis.  This  dictates  an  important  difference  based  on  time-gated 
detection  of  the  atomic  emission  between  the  detector  requirements  for  LIPS  and  other  techniques  based  on  AES. 
Most  modern  LIPS  investigations  use  a  Czerny-Turner  spectrometer  coupled  with  an  intensified  charge  coupled 
device  (ICCD)  to  yield  an  accurate  control  of  the  detector  exposure  time  after  the  laser  pulse.  The  disadvantage  of 
LIPS  instrumentation  compared  to  conventional  techniques  includes  the  high  cost  of  the  ICCD  and  its  relative 
complexity  compared  to  alternative  technologies.  However  the  advent  of  new  low  cost  gated  CCD  will  be  useful  for 
the  LIPS  technique  and  its  application. 

For  analytical  spectrochemistry  by  LIPS,  the  appropriate  choice  for  the  experimentalist  is  based  on  the 
combination  of  spectrometer  and  detector  which  requires  a  compromise  between  wavelength  coverage,  spectral 
resolution,  read  time,  dynamic  range  and  detection  limit.  To  our  knowledge  no  work  has  been  reported  in  the 
literature  to  evaluate  the  new  gated  CCD  for  LIPS  applications.  In  this  presentation  we  report  a  comparison  between 
the  performance  of  a  spectrometer/ICCD  (system  A)  and  spectrometer/non  intensified  gated  CCD  (system  B)  in 
terms  of  the  spectrochemical  analysis  of  metallic  alloy  samples  by  LIPS. 

2.0  Results  and  discussion 

In  order  to  evaluate  the  performance  of  the  two  detectors,  we  examined  them  in  the  same  experimental 
conditions,  and  we  then  studied  each  detector  separately  in  its  best  conditions  with  the  same  laser  induced  plasma  on 
aluminum  alloy.  System  A  is  composed  of  a  TRIAX  spectrometer  (blazed  at  300  nm,  600  g/mm,  55  cm  focal, 
reciprocal  linear  dispersion  of  3.2  nm/mm  or  0.08  nm/pixel  of  25pm)  coupled  to  an  Andor  ICCD  detector  (Nickel 
coated  intensifier  GEN  I  UV  enhanced,  active  diameter  of  25  mm,  wavelength  response  range  from  160  to  800  nm, 
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quantum  efficiency  of  20%  in  the  window  of  measurement  around  300  nm,  CCD  from  Marconi  EEV  301 1  chip 
258x1000  pixels  (26x26  pm)  with  an  active  area  of  6,7x26.6  mm,  16  bits  A/D).  System  B  is  composed  of  an  Ocean 
Optics  spectrometer  HR2000  (10  cm  focal,  2400  g/mm,  blazed  around  300  nm)  coupled  to  a  gated  CCD  detector 
(chip  Sony  ILX511,  2048x  1  pixels,  14  x  200  pm  pixels,  quantum  efficiency  around  40%  at  300  nm,  12-bits  A/D). 
A  pulsed  Nd.YAG  laser  (Surelite  from  Continuum)  was  used  to  perform  classical  LIPS  measurements.  The  laser 
emits  at  1064  nm  and  delivers  laser  pulses  of  60  mJ  with  duration  of  6  ns  at  a  low  repetition  rate  of  2  Hz.  The  laser 
pulses  were  focused  by  a  lens  of  75  cm  focal  length  to  generate  the  plasma  on  an  aluminum  alloy  sample  (spot 
diameter  was  1  mm).  Optical  emission  from  the  plasma  plume  was  collected  with  a  lens  of  15  cm  focal  length 
(image  ~1:5)  coupled  to  fiber  optics  of  500  pm  and  delivered  to  the  5  pm  entrance  slit  of  system  B.  In  the  case  of 
system  A,  the  light  Is  coupled  to  the  entrance  of  a  circular  bundle  composed  of  25  fibers  of  100  pm,  which  at  the 
exit  are  arranged  in  linear  manner  and  form  the  entrance  slit  of  the  TRIAX  55  spectrometer.  In  both  configurations 
the  laser  beam  and  the  light  collection  are  colinear.  The  spectral  coverage  is  85  and  80  nm  for  systems  A  and  B 
respectively. 

The  CCD  of  system  B  was  operated  in  external  trigger  mode  to  synchronize  data  acquisition  with  the  laser 
pulse.  In  our  case  the  delayed  acquisition  w?as  1  ps  after  the  laser  pulse  to  improve  signal- to-noise  ratio  for 
individual  emission  lines  of  the  spectrum.  Unfortunately  system  B  has  a  jitter  of  250  ns  between  the  trigger  from  the 
laser  pulse  and  the  beginning  of  acquisition,  and  the  readout  was  1  ms. 

The  acquisition  of  the  ICCD  of  system  A  was  delayed  by  1  ps  after  the  laser  pulse  with  a  jitter  of  ~2  ns. 
However  to  avoid  saturation  of  the  detector,  the  integration  time  was  limited  to  0.5  ps  and  the  electron  gain  was  set 
to  a  minimum. 

A  set  of  standard  aluminum  samples  was  studied  to  establish  calibration  curves  for  4  elements  (Cm  Mn. 
Mg,  Be)  by  the  two  systems.  Our  results  indicate  that  the  limit  of  detection  of  these  elements  obtained  by  system  A 
are  better  than  those  obtained  by  system  B  by  more  than  1  order  of  magnitude  (see  Table  1).  Furthermore,  when 
optimization  was  made  for  each  system  separately  in  terms  of  light  collection,  signal-to-noise  ratio,  etc.,  we  obtained 
an  improvement  to  the  limit  of  detection  for  both  systems  but  the  limit  of  detection  for  system  A  was  still  better  bv 
at  least  one  order  of  magnitude  than  for  system  B.  Also,  the  dynamic  range  of  system  A  (16  bits)  was  better  than 
that  of  system  B  (12  bits). 


Table  1:  Comparison  of  limits  of  detection  between  the  spectromeier/ICCD  and  spectrometer/gated  CCD  systems 


Element 

Wavelength  (nm) 

Limit  of  detection  (ppm) 
System  A 

Spectrometer/ICCD 

Limit  of  detection  (ppm) 
System  B 

Spectrometer/gated  CCD 

Mg 

285.21 

0.9 

176.2 

Be 

313.0 

0.4 

5.2 

Cu 

324.75 

1.5 

484.6 

Mn(II) 

294.9 

32.4 

682.8 
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3.0  Conclusion 

In  summary  we  have  carried  out  a  performance  comparison  between  spectrometer/ICCD  and  spectrometer/ 
non  intensified  gated  CCD  systems  in  terms  of  spectrochemical  analysis  of  four  elements  in  aluminum  alloy 
samples.  The  results  show  that  the  ICCD  detector  affords  significant  advantages  in  terms  of  spectral  resolution, 
intensity,  dynamic  range  and  sensitivity.  However  for  applications  which  do  not  require  high  resolution  or  high 
sensitivity  (in  the  range  of  100  ppm)  the  non  intensified  gated  CCD/spectrometer  seems  to  be  an  appropriate  choice 
for  low  cost  LIPS  instrumentation. 


[1]  D.A.  Rusak,  B.C.  Castle,  B.W.  Smith,  J.D.  Winefordner,  Fundamentals  and  applications  of  laser-induced 
breakdown  spectroscopy,  Crit.  Rev.  Anal.  Chem.  27,  257-290  (1997). 

[2]  J.  Sneddon,  Y.-I.  Lee,  Novel  and  recent  applications  of  elemental  determination  by  laser-induced  breakdown 
spectrometry,  Anal.  Lett.  32,  2143-2162  (1999). 
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Summary; 

1.  Introduction 

COREM  is  a  mineral  research  center  dedicated  to  transferring  the  available  and  pertinent  technology  to  the  mineral 
industry  in  order,  for  the  latter,  to  improve  its  performance.  We  look  for  simple  effective  solutions  to  perform  on-line 
and  as  close  as  possible  to  real-time  measurements  on  industrial  processes.  Using  LIBS  technology,  we  noticed  that 
the  quantity  of  ablated  and  excited  material  is  highly  affected  by  the  target  surface  material.  This  problem  was  brought 
up  and  solutions  have  been  proposed  for  specific  situations  [1,2,3],  A  specific  case  of  NaCl  estimation  in  the  range  of 
80  to  100%  concentration  is  discussed  here* 

2.  Experimental  conditions 

The  laser  used  is  a  “Q-switched  Nd  :  YAG”,  model  CFR-200,  produced  by  BigSky  Laser  Technologies  inc.  It  can 

produce  1064  nm  pulses  of  about  10  ns  and  200  ml  at  5  Hz  frequency.  The  beam  is  focused  to  a  0.5  mm2  surface  on 
the  target. 

The  spectrometer  used  is  of  the  "Czemy-Tumer  ”  type.  The  Jobin  Yvon-Spex  product,  model  TRIAX  550,  has  a 
550  mm  focal  length  and  f/6.4  numerical  aperture.  It  is  equipped  with  a  remotely  controlled  entrance  slit  and  three 
interchangeable  diffraction  gratings.  The  1200  l/nun,  blazed  at  650  nm,  was  used  for  the  present  work. 

Emission  spectra  are  detected  by  an  ICCD  camera,  product  of  Andor  Technology.  The  intensifier,  composed  of 
690  x  128  elements  of  26  x  26  pm,  extends  the  spectral  range  from  180  nm  to  850  nm. 

An  automated  X-Y  table  is  used  in  synchronization  with  the  laser  to  make  controlled  ablation  pattern  matrices. 

3.  Na  detection  on  raw  material 

Blocks  of  salt  of  about  5  cm  of  different  NaCl  concentrations  were  used  as  test  samples.  NaCl  concentration 
evaluation  was  made  using  the  Na  doublet  net  emission  line  4p  2Po  -  3s  2S  (330,2  nm)  measured  at  660  nm  in  second 
order.  We  noted  that  the  Na  signal  was  not  correlated  to  NaCl  concentration  but  rather  to  the  Ca  and  Mg  signals. 
Mapping  of  Ca,  Mg,  Na  and  background,  presented  in  Fig.  1,  clearly  shows  this  correlation. 

4.  Background  correction 

The  ratio  of  the  net  Na  peak  over  the  related  background  can  be  used  to  somehow  correct  the  matrix  effect.  But  the 

poor  statistic  for  the  background  measurement  limits  the  precision  of  the  results  to  about  10%  based  on  one  standard 
deviation. 
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Ca  II  (393.4  nm)  Mg  II  (280.3  nm) 


Na  I  (285.3  nm)  Background  (395.0  nm) 


Fig.  1.  The  four  intensity  contour  maps  correspond  to  the  same  4  x  4  cm  surface.  They  represent  the 
net  detected  signal  for  Ca,  Mg,  Na  and  a  background. 

5,  Laser-matter  coupling  standardization 

Synthetic  samples  were  prepared  to  study  the  laser-target  coupling  effect.  These  are  25  mm  diameter  pellets  made  of 
finely  ground  salt  samples  mixed  with  a  binding  agent  and  additives  opaque  to  the  1064  nm  radiation.  Twelve  samples 
described  in  Table  1  were  prepared  to  get  a  basic  understanding  of  the  coupling  effect. 

Table  1.  Pellet  chemical  composition 


Pellet 

Salt  (g) 

a:  84%  NaCl 
b:  97%  NaCl 

Cellulose  (g) 

Fe203  (g) 

C(g) 

la.b 

4 

2a,b 

3.5 

0.5 

3a,b 

3.5 

0.4 

0.1 

4a,b 

0.5 

3.5 

Sa,b 

3.5 

0.4 

0.1 

6a,b 

0.5 

3.5 

The  results  of  the  measurements  made  on  those  samples  are  interesting.  They  show  that  the  addition  of  a  small 

quantity  of  the  appropriate  material  can  generate  a  dominant  laser-matter  coupling  effect  resulting  in  a  standardization 

of  the  matrix  effect.  A  qualitative  analysis  of  the  ablated  craters  is  presented  in  Table  2. 

Table  2.  Qualitative  observations  on  the  ablated  craters 

Pellet _ Observation _ 

la>b  The  inversion  for  Na  signal,  observed  on  raw  samples,  is  confirmed.  Craters 
are  deep  and  have  a  semi-spherical  shape. 

2a,b  The  inversion  is  attenuated.  Craters  are  similar  to  1. 

3a,b  The  measured  Na  net  signal  is  proportional  to  the  real  concentration.  The 

craters  are  shallow  and  have  a  cylindrical  shape. 

4a  b  The  craters  are  very  shallow  (0.1  time  the  depth  observed  in  3) 

5ab  Idem  as  3. 

6a,b  Idem  as  4. _ _ _ _ _ ____ 
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6.  Internal  referencing 

Furthermore,  the  optical  coupling  agent  can  be  used  as  an  internal  standard  to  improve  the  precision  of  the 
measurements.  In  this  regard,  hematite  is  a  very  useful  agent  because  of  the  dense  Fe  spectrum  which  facilitates 


internal  referencing. 


7,  Correction  by  ablated  volume  measurement 

To  avoid  the  steps  of  sample  preparation,  one  can  also  use  3D  imaging  techniques  to  measure  the  volume  of  the 
ablated  material.  A  profilometer  based  on  low  coherence  interferometry  was  used  to  generate  surface  profiles  of  the 
target  areas  after  the  laser  shots.  The  volume  of  material  vaporized  by  the  laser  was  then  calculated  from  the  surface 
profiles.  Although  the  measurements  for  this  experiment  were  done  off-line,  this  technique  has  been  demonstrated  by 
Dufour  et  al,  [4,5]  to  be  feasible  in  real-time  within  a  UBS  spectrometer.  As  shown  in  Fig.  2,  on-line  measurement 
may  be  done  by  mixing  the  UBS  laser  beam  with  the  low  coherence  measurement  beam  by  using  a  diehroic  mirror. 
This  emerging  technique  was  tested  and  is  compared  with  previously  described  procedures. 


LIBS  laser  beam 


Optic  Fiber 


Diehroic  mirror 


I 


Rotating  surface 
scanning  mirror 


Low  coherence  light 
measurement  beam 


Fig.  2,  Experimental  setup  for  on-line  profile  measurements  of  the  craters  produced  by  laser  beam 
on  solid  target. 


8.  Conclusion 


UBS  is  an  interesting  measurement  technology  for  process  control.  The  possibility  of  on-line  and  real-time  analysis  - 
with  no  preparation  -  is  appealing,  but  it  has  limits  in  specific  situations.  Considering  the  sometimes  relatively  slow 
dynamics  of  industrial  processes,  solutions  implying  simple  and  fast  sample  preparation  can  constitute  interesting 
alternatives  to  cope  with  laser-target  coupling  effects. 
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1.  Introduction 

International  treaties  are  being  discussed  to  reduce  the  effect  of  global  warming  believed  to  be  the  result  of  releasing 
carbon  into  the  atmosphere.  The  flux  of  carbon  in  the  air  can  be  reduced  by  either  (1)  reducing  the  processes  that 
produce  the  emissions  or  by  (2)  removing  carbon  from  the  air  through  some  remediation  process.  One  process  that 
is  being  considered  is  terrestrial  carbon  sequestration.  Here  plants  would  be  grown  on  lands  that  otherwise  have  low 
growth.  Plant  growth  will  remove  carbon  from  the  atmosphere  and  sequester  it  in  the  first  meter  of  soil.  Estimates 
have  indicated  that  the  amount  of  carbon  that  can  be  sequestered  in  this  way  is  substantial. 

If  terrestrial  carbon  sequestration  is  to  be  a  viable  process,  measurement  methods  that  are  fast  and 
economical  must  be  developed  to  measure  carbon  in  soil  to  verify  the  efficiency  of  a  sequestration  program  [1-3]. 
Currently,  there  is  no  “off-the-shelf’  method  of  measuring  carbon  in  this  way. 

There  is  interest  in  LIBS  for  this  application  because  of  its  many  unique  analysis  capabilities  most 
important  being  the  speed  with  which  an  analysis  can  be  made  and  the  field-deployability  of  the  technique.  We 
have  been  investigating  LIBS  for  measuring  carbon  in  soil  [4]  and  have  developed  instrumentation  for  field-tests. 

2.  Experimental  apparatus 

Initial  experiments  were  carried  out  using  a  laboratory  instrument  to  assess  the  capabilities  of  LIBS  carbon 
detection.  This  system  consisted  of  a  Nd:YAG  laser,  spectrograph  (0.5  m),  and  a  gated  intensified  CCD  array 
detector.  The  second  system  was  a  field-deployable  instrument  developed  for  field  tests  of  the  technology.  This 
instrument  is  described  below. 

3.  Detection  of  carbon 

Carbon  is  easily  detected  in  soil  using  LIBS  via  the  strong  emission  lines  at  193.0  nm  and  247.8  nm  in  the  ultraviolet 
spectral  region.  Spectra  of  these  lines  are  shown  in  Figure  1.  Each  was  taken  using  the  laboratory  apparatus  with 
the  soil  sample  in  air.  Spectral  interferences  were  observed  for  both  lines  but  using  a  resolution  of  0.1 -0.2  nm,  it 
was  possible  to  monitor  the  carbon  line  unambiguously.  In  terms  of  observed  line  intensity,  the  247.8  nm  line  was 
greater.  Reduced  fiber  optic  transmission  was  mainly  responsible  for  reducing  the  intensity  of  the  193.0  nm  C-line. 


Fig.  1.  Strong  emission  lines  of  carbon  (from  a  soil  sample)  obtained  using  LIBS. 


A  calibration  curve  for  carbon  in  soil  obtained  using  LIBS  and  the  247.8  nm  C-line  is  shown  in  Figure  2.  The 
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at  the  surface  is  obtained  from  a  wide  variety  of  instrumental  techniques.  The  selection  of  a  suitable  method  for  each 
particular  task  of  surface  analysis  is  in  principle  quite  difficult.  The  main  reasons  for  this  is  the  magnitude  of 
methods  available  and  the  fact  that  most  of  the  methods  are  still  inaccessible  to  most  researchers.  Another  typical 
feature  of  the  situation  is  the  sudden  expansion  of  surface  technology  to  almost  all  fields  of  manufactured  materials 
with  greatly  varying  characterization  needs. 

The  spatial  resolution  as  well  as  the  surface  sensitivity  achieved  by  some  of  classical  surface  analysis  techniques, 
particularly  those  using  electrons  and  ions,  is  in  the  nanometer  range  allowing  the  study  of  phenomena  such  as 
adsorption  or  corrosion  processes.  However,  due  to  this  feature,  some  applications  involving  large  sampling  areas  or 
depth  analysis  of  thick  layers,  would  require  very  long  analysis  times  and  could  even  be  impossible  to  solve  due  to 
an  incompatibility  of  the  sample  characteristics  with  restrictions  in  space  and  vacuum  conditions  of  the  commercial 
instruments.  These  difficulties  are  more  critical  when  3-D  compositional  maps  must  be  performed. 

Laser-induced  plasma  spectrometry  (LIPS)  has  been  successfully  applied  to  surface  characterization.  Chemical 
images  can  be  readily  obtained  by  translating  (raster)  the  sample  position  under  the  laser  beam,  so  that  the  analyzed 
region  is  moved  across  the  static  laser  beam.  The  multichannel  LIPS  spectrum  is  stored  for  each  position  of  the 
sample,  followed  by  computer-based  reconstruction  of  two-dimensional  selective  images  (maps)  from  intensity 
profiles  at  several  wavelengths.  The  information  derived  from  these  sequentially  collected  spectra  is  called  point-to- 
point  mapping. 

A  new  LIPS  mapping  approach  consists  of  generating  a  microline  plasma  by  focusing  the  laser  beam  to  a  line 
with  a  cylindrical  lens.  This  LIPS  arrangement  produces  long  and  narrow  craters  on  the  sample  surface  instead  of 
the  common  circular  craters  formed  with  the  laser  beam  focused  using  spherical  lenses  (Fig.  1),  The  emitted  light 
from  the  microline  plasma  can  be  imaged  into  a  spectrometer  that  oroiects  the  wavelerurth  a  vie  aWo  rrn 


aser  pulse  energy,  by  using  a 
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Fig.  1 .  Photograph  of  a  microline  crater  in  stainless  steel.  The  inset  shows  the  crater  area  in  detail. 


The  potential  of  a  microline  imaging  LIPS  system  for  surface  and  depth  analysis  of  heterogeneous  solid  samples 
in  air  at  atmospheric  pressure  will  be  presented.  2  and  3-Dimensional  chemical  maps  of  different  manufactured 
materials  including  printed  circuit  boards  and  photovoltaic  cells,  as  well  as  inclusionary  material  (Al,  Ca,  Mg,  Mn, 
and  Ti)  in  different  steel  grades,  will  be  presented.  The  results  illustrate  the  capability  of  microline  imaging  for  fast 
mapping  of  large  area  samples  and  for  depth  profiling  purposes.  Simplicity  of  operation  and  rapid  data  acquisition 
are  the  main  characteristics  of  this  LIPS  approach. 
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Induced  Breakdown  Spectroscopy 
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Abstract:  Laser  induced  breakdown  spectroscopy  was  used  to  characterize  bullets,  jackets,  and 
cartridge  cases  from  a  small  number  of  different  manufacturers.  LIBS  spectra  of  these  samples 
showed  significant  differences  and  could  be  accurately  classified  by  source. 
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1.  Introduction 

Identifying  bullets,  fragments  of  bullets,  and  cartridge  cases  is  a  common  task  for  the  forensic  analyst.  Often,  only 
ammunition  fragments  are  recovered,  which  precludes  identification  by  matching  striation  patterns.  A  much- 
discussed  alternative  is  to  use  elemental  analysis  for  characterization  of  ammunition  fragments  (1-5). 

Laser  induced  breakdown  spectroscopy  (LIBS)  can  provide  an  emission  spectrum  from  a  small  sample  of  a  solid, 
without  sample  preparation  or  dissolution.  This  direct  spectroscopic  method  produces  spectra  that  can  be  easily 
interpreted  to  identify  specific  elements  present  in  the  sample.  Further,  if  spectra  from  diverse  samples  are 
sufficiently  different  and  reproducible,  then  an  unknown  spectrum  can  be  identified  by  comparison  to  a  library.  We 
have  employed  computer-assisted  pattern  recognition  methods  to  classify  LIBS  spectra  from  various  ammunition 
fragments. 

2.  Experimental 

Samples  ot  bullets  and  cartridges  were  obtained  from  6-12  manufacturers.  Since  most  bullets  were  jacketed,  the 
bullet  lead  was  exposed  by  removing  the  jacket  on  a  lathe.  The  bullet  with  exposed  lead  surface  was  placed  in  a 
simple  mount  that  allowed  x-y  positioning  under  computer  control.  The  computer  also  controlled  the  z-axis  bv 
mo\ing  the  focusing  lens  as  needed.  Emission  was  collected  by  an  Echelle  spectrometer  with  an  intensified  charge 
couple  device  (ICCD)  camera  (6).  Six  bullets  were  chosen  from  each  manufacturer,  and  five  replicate  spectra  were 
obtained  from  each  bullet.  Similar  experiments  were  performed  with  the  copper  jackets  and  brass  cartridge  cases. 

The  echellograms  were  converted  to  spectra  and  then  to  ASCII  data  files.  The  spectra  were  simplified  by 
rounding  wavelengths  to  the  nearest  1  nm  increment  and  summing  all  peaks  within  the  same  one  nm  interval  to 
produce  a  spectral  file  having  emission  intensities  at  640  wavelengths  (200-840  nm).  These  files  were  input  to  a 
series  of  statistical  analysis  programs  for  principal  component  analysis  and  multiple  linear  discriminant  analysis. 


3,  Results  and  Discussion 

Figure  1  shows  representative  LIBS  spectra  of  ammunition  from  two  manufacturers  each  of  bullet  lead,  copper 
jacket  material,  and  brass  cartridge  cases.  The  LIBS  spectra  are  quite  intense  and  have  high  signal-to-noise  ratios. 
The  spectra  of  bullets,  jackets,  and  cases  from  these  different  sources  show  noticeable  differences  that  are 
distinguishable  by  eye.  This  ability  to  discriminate  the  groups  of  ammunition  from  different  sources  was  validated 
by  the  use  of  principal  component  analysis  and  multiple  linear  discriminant  analysis.  As  an  example,  a  projection  of 
the  lead  bullet  spectra  from  five  different  manufacturers  is  shown  in  Figure  2,  Each  separate  cluster  in  this  plot 
consists  of  projections  of  5  replicate  spectra  on  six  different  bullets.  The  clusters  are  small,  indicating  small  intra¬ 
group  variation,  and  well  separated,  indicating  large  inter-group  variation. 

Similar  results  were  obtained  for  the  jackets  and  cartridge  cases. 
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Figure  1.  Representative  LIBS  spectra  from  samples  of:  (a)  Speer’s  GoldDot  bullet;  (b)  Speer’s  Lawman  bullet;  (c) 
Speer’s  GoldDot  jacket;  (d)  Speer’s  Lawman  jacket;  (e)  Fiocchi  case;  and  (0  Winchester  case. 


Figure  2.  Projection  of  the  LIBS  spectra  from  5  different  types  of  bullet  lead  into  the  space  of  the  first  three 
canonical  variates.  A:  Speer’s  GoldDot;  B:  CCI  Blazer  Clean  Fire;  C:  Federal  Cartridge  Company’s  American 
Eagle;  D:  Remington’s  Union  Metallic  Cartridge  Company;  E:  Winchester 


140 


ThE20-3 


4.  Conclusion 

LIBS  combined  with  computer-assisted  pattern  recognition  methods  is  a  powerful  tool  for  the  discrimination  and 
identification  of  ammunition  fragments.  In  this  study  we  have  shown  the  ability  to  differentiate  bullets,  jackets,  and 
cases  from  a  limited  number  of  manufacturing  sources.  The  LIBS  technique  is  rapid:  100s  of  spectra  can  be  recorded 
in  a  single  day.  In  each  data  set  studied,  spectra  of  replicate  analyses  and/or  replicate  analyses  clustered  together, 
indicating  good  precision. 
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Abstract:  The  acoustic  analysis  of  shock  wave  emission  from  laser  produced  plasmas  is 
presented.  Characteristic  frequency  domain  spectra  from  a  number  of  elements  and  alloys  are 
discussed. 
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Summary 

Laser  produced  plasmas  have  been  widely  studied  by  a  number  of  researchers  who  have  devoted  their  investigations 
to  fundamental  issues  and  applications.  Concerning  the  latter,  laser  produced  plasmas  are  used  as  atom  reservoirs  for 
mass  spectrometry  and  atomic  emission.  To  a  minor  extent,  the  utility  of  the  shock  wave  accompanying  the  plasma 
formation  has  been  demonstrated  as  a  complementary  tool  for  signal  normalization  in  an  attempt  to  improve  the 
precision  of  LIPS. 

Main  plasma  characteristics  such  as  temperature,  pressure  and  expansion  velocity  depend  on  the  propagation 
mechanism.  At  an  early  stage,  a  high-pressure  absorption  wave  is  formed  which,  depending  on  the  irradiance  level, 
can  develop  through  three  different  paths:  laser  supported  combustion  wave  (LSC)  for  irradiances  approximately 
less  than  107  W  cm'2,  laser  supported  detonation  wave  (LSD)  for  irradiances  between  107  and  109  W  cm'2,  and  laser 
supported  radiation  wave  (LSR)  for  irradiances  over  109  W  cm'2.  Well  defined  frontiers  do  not  exist  between  the 
three  types  of  plasma  and  transitions  from  one  to  other  are  not  perfectly  understood.  To  date,  the  acoustic  spectra  of 
the  shock  waves  have  not  yet  been  explored  to  a  significant  degree. 

In  the  present  work  a  simple  and  low-cost  technique  with  capabilities  for  plasma  diagnosis  and  qualitative 
analysis  of  materials  is  presented.  The  technique  makes  use  of  a  home  computer  and  a  standard  sound  card  to 
digitize  the  shock  waves.  Further  processing  of  the  signals  involves  calculations  of  the  energy  transported  by  the 
shock  wave  and  obtaining  the  frequency-domain  spectra  through  fast  Fourier  transform.  For  the  present  study, 
irradiance  levels  ranged  between  1.7  x  108  W  cm'2  and  1.6  x  1010  W  cm'2  what  made  possible  to  identify  LSD  wave 
and  LSR  wave  regimes. 
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1.  Introduction 

Through  funding  from  NASA’s  Mars  Instrument  Development  Program  (MIDP),  we  have  been  evaluating  LIBS  for 
future  use  on  landers  and  rovers  to  Mars  [1],  Part  of  this  work  was  the  design  and  fabrication  of  a  compact  LIBS 
instrument  for  stand-off  analysis  of  geological  samples.  The  instrument  was  constructed  of  mainly  “off-the-shelf’ 
commercially  available  components.  The  instrument  was  tested  in  the  laboratory  and  on  a  NASA  rover  operated  by 
NASA  AMES  Research  Center  at  a  field  site  in  the  Nevada  desert  [2],  The  purpose  of  the  LIBS  instrument  was  (1) 
to  develop  an  optical  system  for  focusing  the  laser  pulse  on  and  collection  of  the  light  from  the  remotely  formed 
laser  plasma,  (2)  to  demonstrate  significant  down-sizing  of  a  LIBS  instrument,  and  (3)  to  demonstrate  that  LIBS  can 
provide  useful  data  in  field  tests.  The  results  of  this  preliminary  work  show  the  promise  of  T  TBS  as  a  new 
instrument  for  use  on  future  missions  to  Mars. 

2.  Description  of  the  prototype  instrument 

The  instrument  consists  of  two  main  sections:  (1)  the  sensor  head  mounted  atop  a  mast  fixed  to  the  rover  body  and 
(2)  an  analysis  unit  located  in  the  body  of  the  rover.  The  compact  sensor  head  (Figure  1)  is  about  35  cm  long  by  7.5 
cm  in  diameter  (without  the  range  finder)  and  houses  the  laser,  optical  system  with  adjustable  focus,  light  collection 
components,  and  fiber  optic  cable.  The  mass  of  the  sensor  head  is  900  grams  (including  range  finder).  A  simple 
two-lens  beam  expander  is  used  to  focus  the  pulses  on  a  remotely  located  target.  One  lens  of  the  expander  is 
translatable  by  a  motorized  stage  (computer-controlled)  to  adjust  the  focus  from  2-20  meters.  The  laser  is  a 
flashlamp-pumped  Nd:YAG  (Kigre)  specially  constructed  for  this  project  to  generate  80  mJ/pulse.  Because  the 
laser  is  only  conduct! vely  cooled,  the  repetition  rate  was  kept  to  0.1  Hz.  Light  from  the  remote  target  was  collected 
by  the  beam  expander,  split  off  by  a  Glan-Foeault  prism,  and  then  focused  onto  a  fiber  optic  cable.  The  fiber 
transmited  the  plasma  light  to  the  spectrograph  and  array  detector  contained  in  the  main  body  of  the  rover.  The 
spectrograph  (focal  length  =  110  mm)  provided  detection  over  a  narrow  spectral  range  (e.g.  250-320  nm)  but  the 
grating  could  be  moved  to  monitor  different  spectral  regions  sequentially.  The  detector  was  a  gated-intensified  CCD 
array.  The  LIBS  instrument  installed  on  the  NASA  AMES  K-9  rover  at  the  field  site  is  shown  in  Figure  2.  The  top 
of  the  mast  is  about  2  meters  from  the  ground. 


Fig.  1 .  LIBS  sensor  head  built  for  NASA  MIDP. 


On  the  rover  mast,  the  sensor  head  was  affixed  to  a  pan  and  tilt  system  adjacent  to  a  set  of  cameras.  This  permitted 
aiming  the  camera  at  selected  objects.  Although  designed  and  tested  in  the  laboratory  for  measurements  at  distances 
of  up  to  20  meters,  in  the  field  test,  the  maximum  distance  was  restricted  to  8  meters. 
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Fig.  2.  LIBS  instrument  on  board  NASA  AMES  K-9  Rover  during  field  test  at  Black  Rock  Summit.  Nevada. 


3.  Tests  results 

The  first  field  test  of  the  LIBS  instrument  was  part  of  a  joint  FIDO/K-9  rover  test  at  Black  Rock  Summit,  Nevada  in 
early  May  2000.  Prior  to  the  field  test,  the  LIBS  instrument  was  mechanically  integrated  into  the  K-9  rover  at 
AMES.  The  spectrograph,  detector,  laser  power  supply,  and  optics  controller  were  built  into  a  single  chassis  that 
dropped  into  the  rover  body.  During  the  field  test,  the  LIBS  instrument  was  controlled  by  a  computer  connected  to 
the  rover  by  a  long  cable.  After  arriving  at  the  field  test  site,  a  wildfire  broke  out  in  the  national  forest  next  to  Los 
Alamos  that  threatened  the  city  and  required  complete  evacuation  for  several  days  (eventually  over  400  homes  were 
destroyed  in  Los  Alamos  by  the  fire).  The  fire  and  subsequent  evacuation  required  that  the  Los  Alamos  personnel 
return  to  New  Mexico  immediately.  Before  leaving,  AMES  personnel  were  shown  how  to  operate  the  LIBS 
instrument  and  they  were  able  to  acquire  a  small  amount  of  data.  These  data  consisted  of  single  shot  spectra  on 
“uncleaned”  areas  of  14  rock  samples  in  two  spectral  regions.  The  samples  interrogated  in  the  field  were  removed 
from  the  test  site  and  returned  to  the  laboratory  for  further  interrogation.  Dual  measurements  using  LIBS  and  visible 
and  near-IR  reflectance  (VISIR)  spectroscopy  (by  Washington  University  personnel)  provided  complimentary  data 
sets.  VISIR  provided  surface  mineral  abundances,  while  LIBS  provided  chemical  abundances  and  used  its  depth 
profiling  capability  to  determine  whether  minerals  reported  by  VISIR  were  surface  contaminants  or  comprised  the 
bulk  rock.  In  addition,  LIBS  was  able  to  identify  rock  types.  This  is  demonstrated  by  the  spectra  shown  in  Figure  3. 
On  the  left  is  a  LIBS  spectrum  from  field  specimen  A01  and  on  the  right  is  a  spectrum  of  the  same  region  taken  with 
a  basalt  standard  (JB-2)  as  the  sample.  Each  spectrum  was  the  result  of  a  20  shot  average.  Even  with  the  low 
resolution  of  the  110  mm  spectrograph,  the  spectra  are  basically  identical.  Similar  results  were  obtained  for  the 
other  field  samples  which  included  dolostone,  altered  rhyolite,  basalt,  and  iron  oxides.  Of  particular  note  in  this 
work  was  the  comparison  between  VISIR  and  LIBS  for  samples  with  weathering  coatings.  Here  LIBS  definitively 
showed  which  VISIR  features  were  caused  by  the  weathering  layer  and  which  were  intrinsic  to  the  rock  itself.  A 
clear  feature  of  the  weathering  layers  was  the  H  emission  line,  indicative  of  the  water  bound  in  the  clay-weathering 
layer  [2]. 

Based  on  results  of  the  first  field  test,  additional  laboratory  testing,  and  the  availability  of  a  new  compact 
echelle  spectrograph,  the  LIBS  prototype  was  modified  for  a  second  field  test  in  May  2001  at  the  same  location  used 
for  the  FIDO  ’01  exercise  (the  desert  outside  of  Baker,  CA).  For  this  test,  the  echelle  spectrograph  with  a  resolution 
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A/AX-  2500  was  integrated  into  the  system  hardware  and  connected  to  a  gated-intensified  camera  with  a  hieh  pixel 
density. 
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Fig,  3.  Comparison  of  LIBS  spectra  from  a  field  sample  (left)  and  a  basalt  standard  (right). 


The  echelle  allowed  us  to  (1)  significantly  increase  our  spectral  resolution  over  that  achievable  using  the  small 
spectrograph  used  in  the  first  prototype  and  (2)  permitted  us  to  monitor  most  of  the  spectral  region  (200-1000  nm) 
useful  for  LIBS  on  each  laser  shot.  This  greatly  increased  the  data  acquisition  rate  over  that  achievable  with  the  first 
system.  For  the  2001  field  test  the  instrument  was  mounted  on  a  tripod,  as  the  K9  rover  was  not  at  this  test  and  the 
FIDO  rover  was  fully  instrumented.  However,  just  by  quick-look  comparisons  in  the  field  we  were  able  to  make  a 
number  of  qualitative  conclusions  regarding  the  range  of  compositions  at  the  site,  the  weathering  surfaces,  etc.  It 
was  immediately  clear  from  the  shape  of  the  spectra  that  nearly  all  the  rocks  had  the  composition  of  dior’ites  and 
metagabbros.  In  addition,  we  were  able  to  immediately  answer  questions  (from  the  rover  team)  about  the  presence 
of  calcite/dolomite  in  the  weathering  products,  observe  high  Mn,  Sr  in  desert  varnish  coatings,  and  observe  very 
high  Ba  concentrations  (confirmed  by  2  high  Ba  peaks  in  the  same  spectrum)  in  an  isolated  sample. 
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Abstract: 

The  instantaneous  air-to-fuel  ratio  (A/F)  has  a  large  effect  on  spark-ignited  engine 
performance.  Specifically,  fluctuations  in  A/F  influence  performance,  efficiency,  and 
engine-out  emissions.  Benefits  of  improved  control  of  A/F  include  enhancement  of  the 
aforementioned  metrics,  as  well  as  potential  for  extension  of  the  lean  limit.  Current 
direct  research  measurement  methods  providing  data  for  individual  charge  A/F  are 
limited  to  in-cylinder  Raman  scattering  measurements  of  nitrogen  and  fuel.  Indirect 
methods  that  have  been  applied  to  transient  engine  control  include  mapping  using  neural 
network  algorithms,  applied  to  engine  airflow,  and  feed-forward  control  based  on  engine 
models.  Emission  sensing  has  been  primarily  limited  to  flow  sensors  such  as  the  UEGO 
(Universal  Exhaust  Gas  Oxygen)  sensors,  which  are  too  slow  to  resolve  individual 
cylinder  /  charge  A/F. 

This  paper  examines  the  ability  of  LIBS  to  measure  individual  charge  A/F  using 
atomic  emission  signals  of  C,  H,  O,  and  N  in  distinct  combinations,  particularly  using 
lines  in  the  700-800  nm  range.  The  distinct  advantage  of  this  technique  over  Raman 
scattering  is  that  it  can  be  done  post-combustion,  in  the  exhaust  header,  and  still  provide 
nearly  instantaneous  information  for  feedback  and  control.  Measurements  were  made  at 
up  to  20  Hz  in  a  GM  Quad  4  engine.  The  benefits  and  accuracy  associated  with  various 
spectral  regions  are  evaluated  and  the  optimum  measurement  strategy  is  assessed  for  its 
usefulness  as  a  real-time  engine  A/F  diagnostic  for  engine  monitoring  and  control. 


146 


ThE24-l 


ENHANCEMENT  IN  THE  SENSITIVITY  OF  LIBS  USING  MAGNETIC  FIELD 
AND  SEQUENSIAL  DOUBLE  LASER  PULSE 

V,  N.  Rai*,  A,  Kumar,  F,  Y,  Yueh  and  J.  P.  Singh 
Diagnostic  Instrumentation  and  Analysis  Laboratory 
Mississippi  State  University 

205  Research  Boulevard,  Starkville,  MS  39759-7704  (USA) 
e-mail :singh @ dial .msstate.edu,  *  on  leave  from  CAT,  Indore-452013,  India 

ABSTRACT 

The  stud}  of  emission  from  laser-produced  plasma  from  liquid  jet  is  reported.  Laser  —induced  plasma 
expanding  in  the  magnetic  field  provides  a  1.5-2  times  enhancement  in  the  plasma  emission  where  as 
sequential  double  laser  pulse  excitation  enhances  the  emission  by  more  than  four  times. 

1.  INTRODUCTION 

Laser-induced  breakdown  spectroscopy  (LIBS)  is  a  laser-based  diagnostics  being  used  as  an 
analytical  tool  for  determining  the  elemental  composition  in  solid,  liquid  and  gaseous  samples  [1-2].  It 
provides  information  much  faster  than  other  laser  or  chemical  analysis  techniques.  An  important  feature  of 
this  technique  is  that  it  requires  either  a  little  or  no  sample  preparation  and  can  be  used  in  harsh  as  well  as 
difficult  environmental  conditions.  It  typically  samples  a  very  small  amount  of  material  (0. 1  jig  to  1  mg)  for 
analysis  purpose,  which  makes  LIBS  as  a  non-destructive  technique.  A  high  intensity  pulsed  laser  operating 
at  a  fixed  frequency  is  utilized  to  generate  luminous  micro-plasma  from  different  types  of  targets.  The 
elemental  analysis  of  the  sample  using  this  technique  is  accomplished  by  recording  the  emission  from  the 
elemental  atoms  or  ions  present  in  the  plasma  plume.  Although,  comparatively  less  attention  has  been  paid 
to  the  study  of  liquid  samples,  the  requirement  of  online  monitoring  of  some  long  half-life  radioactive 
materia]  in  nuclear  waste  such  as  technetium  (Tc)  has  made  this  subject  more  interesting.  LIBS  has  been 
found  as  a  suitable  technique  for  online  monitoring  of  trace  elements  at  high  and  moderate  concentrations, 
but  still  a  serious  effort  is  needed  to  make  this  system  versatile  for  very  low  concentration  measurements. 
Various  techniques  such  as  application  of  high  intensity  pulsed  magnetic  field  [3],  the  use  of  purge  gas, 
oblique  incidence  of  lasers  and  double  pulse  excitation  [4]  were  used  to  improve  its  sensitivity. 

The  main  aim  of  die  present  study  is  to  evaluate  the  effect  of  steady  magnetic  field  and  double 
pulse  excitation  on  the  sensitivity  of  LIBS  in  the  study  of  liquid  samples  in  order  to  improve  its  sensitivity. 

2.  EXPERIMENTAL  SET-UP 

The  experimental  set-up  used  for  recording  the  LIBS  spectrum  from  the  laminar  jet  of  liquid  uses 
a  Q-s witched,  frequency-doubled  Nd:YAG  laser  (Continuum  Surelite  III)  that  delivers  energy  of  -  400  ml 
at  532  nm  in  5-ns  time  duration.  The  laser  was  operated  at  10  Hz  during  this  experiment  and  was  focused 
on  the  target  (in  the  center  of  the  liquid  jet)  using  an  ultraviolet  (UV)  grade  quartz  lens  of  20-cm  focal 
length.  The  same  focusing  lens  was  used  to  collect  the  optical  emission  from  the  laser-induced  plasma. 
Two  UV  grade  quartz  lenses  of  focal  length  100  mm  and  50  mm  were  used  to  couple  the  LIBS  signal  to  an 
optical  fiber  bundle.  The  fiber  bundle  consists  of  a  collection  of  80  single  fibers  of  0.01-mm  core  diameter. 
The  rectangular  exit  end  of  the  optical  fiber  was  coupled  to  an  optical  spectrograph  (Model  HR  460, 
Instrument  SA,  Inc.,  Edison,  NJ.)  and  used  as  an  entrance  slit.  The  spectrograph  was  equipped  with  1800 
and  3600-1/mm  diffraction  grating  of  dimension  75  mm  x  75  mm.  A  1024  x  256  element  intensified 
charge-coupled  device  (ICCD)  (Princeton  Instrument  Corporation,  Princeton,  NJ),  with  a  pixel  width  of 
0.022  mm,  was  attached  to  the  exit  focal  plane  of  the  spectrograph  and  used  to  detect  the  dispersed  light 
from  the  laser-produced  plasma.  The  detector  was  operated  in  gated  mode  with  the  control  of  a  high 
voltage  pulse  generator  (PG-10,  Princeton  Instruments  Corporation,  Princeton,  NJ)  and  was  synchronized 
to  the  laser  output.  Data  acquisition  and  analysis  were  performed  using  a  personal  computer.  The  gate  delay 
time  and  gate  width  were  adjusted  to  maximize  the  signal-to-background  (S/B)  and  signal-to-noise  (S/N) 
ratio,  which  is  dependent  on  the  emission  characteristics  of  the  elements  as  well  as"  the  target  matrix. 
Around  100  pulse  spectra  were  accumulated  to  obtain  one  spectrum  In  order  to  increase  the  sensitivity  of 
the  system  and  reduce  the  standard  deviation.  To  study  the  effect  of  magnetic  field,  liquid  jet  was  passed  in 
between  the  poles  of  two  magnets  providing  ~5  kG  magnetic  field.  Another  Nd:YAG  laser  having  nearly 
similar  parameters  as  the  previous  laser  was  used  for  the  double  pulse  experiments.  The  laser  beams  from 
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both  the  lasers  were  made  collinear  using  a  thin  film  polarizer.  Both  the  lasers  were  focused  nearly  at  the 
same  place.  However,  a  programmable  pulse  generator  decides  the  time  delay  in  the  arrival  of  both  the 
lasers  at  target. 

3.  RESULTS  AND  DISCUSION 

3.1  Effect  of  Steady  Magnetic  Field 

Manganese  (Mn)  and  magnesium  (Mg)  were  chosen  as  the  surrogate  element  of  technetium  for 
laboratory  experiments.  The  optical  emission  from  the  laser-induced  plasma  from  a  liquid  jet  target  having 
manganese  in  low  concentration  (10  ppm)  was  recorded  in  the  absence  and  presence  of  magnetic  field  (~5 
kG).  All  the  spectra  in  the  case  of  manganese  were  recorded  after  a  10-ps  time  delay  from  the  laser  pulse  so 
as  to  avoid  the  high  background  emission  from  the  hot  plasma.  Fig.  1  shows  the  spectra  of  Mn  solution 
recorded  in  the  absence  and  presence  of  the  magnetic  field,  when  the  laser  was  operated  at  a  laser  energy  of 
~  140  mJ.  Three  strong  peaks  were  observed  at  the  wavelengths  of  403.08,  403.31  and  403.45  nm.  These 
lines  were  assigned  as  neutral  line  emissions  from  the  Mn  atom.  Similar  spectrum  was  observed  in  the 
presence  of  the  magnetic  field,  but  with  an  enhancement  of  -  1 .5  times  in  the  intensity  of  line  emission. 
Enhancement  was  nearly  the  same  for  all  the  emission  lines  at  three  wavelengths.  The  Mn  spectra  recorded 
at  the  laser  energy  of  ~  280  mJ,  in  the  absence  of  magnetic  field,  showed  that  both  the  line  as  well  as  the 
background  intensity  increased  with  an  increase  in  laser  energy.  This  increase  in  emission  with  an  increase 
in  laser  intensity  is  due  to  an  increase  in  ablation  from  the  target,  which  is  directly  proportional  to  laser 
intensity.1  However,  it  was  found  that  both  the  background  as  well  as  the  line  emission  intensity  decreased 
in  the  presence  of  the  magnetic  field  (laser  energy  280  mJ). 

Emission  spectra  of  various  other  elements,  such  as  magnesium  (Mg),  chromium  (Cr)  and  titanium  (Ti) 
in  the  liquid  solution,  were  recorded  in  the  presence  of  a  magnetic  field.  Similar  enhancement  was  noted  in 
the  emission  intensity  in  the  presence  of  magnetic  field  for  all  these  elements.  Magnesium,  chromium  and 
titanium  all  have  three  strong  emission  lines  in  the  wavelength  range  near  279,  425  and  363  nm, 
respectively.  The  spectrum  of  chromium  in  aqueous  solution  in  the  presence  of  a  magnetic  field  showed  an 
enhancement  in  intensity  of  nearly  ~1.8  times  at  a  laser  energy  of  280  mJ.  The  enhancement  factors  were 
different  for  different  elements,  which  ranged  from  1.3- 1.8  for  similar  experimental  conditions  in  lower  to 
higher  laser  energy  range.  This  indicates  that  the  enhancement  factors  may  be  dependent  on  the  transition 
probabilities  of  the  emission  lines  and  the  dynamics  of  the  atoms  in  the  plasma. 

The  limit  of  detection  (LOD)  of  manganese  in  the  absence  of  magnetic  field  (1.74  ppm)  improved 
(0.72  ppm)  in  the  presence  of  magnetic  field 

3.2  Effect  of  Double  Pulse  Excitation 

In  the  double  pulse  excitation  experiment,  study  was  performed  on  a  Mg  solution,  which  has 
triplet  line  emission  in  UV  spectral  range.  The  spectrum  of  this  element  was  helpful  in  simultaneous  study 
of  the  behavior  of  line  emission  from  ions  and  neutral  atoms  under  the  effect  of  double  pulse  excitation. 
The  spectrum  of  magnesium  was  recorded  in  the  single  and  double  pulse  excitation  mode.  The  double  pulse 
excitation  spectrum  was  recorded  at  4  (is  gate  delays  for  2  (is  inter-pulse  separations  between  the  lasers, 
when  emission  was  nearly  maximum.  The  single  pulse  excitation  spectrum  was  recorded  at  1  (is  gate  delay 
where  the  emission  is  maximum.  The  spectrum  showed  mainly  two  dominant  line  emission  due  to  ion  at 
279.55  and  280.27  nm.  The  spectrum  under  double  pulse  excitation  shows  more  than  4  times  (peak  to  peak) 
enhancement  in  the  line  emission  intensity.  Background  emission  also  had  a  higher  level  in  double  pulse 
than  the  single  pulse  excitation.  Either  no  or  very  small  neutral  line  emission  was  seen  here  at  285.20  nm, 
because  the  spectrum  was  recorded  at  lower  gate  delay,  when  the  plasma  remained  hot,  and  the  observation 
of  neutral  atomic  line  was  negligibly  small. 

Figure  2  shows  the  spectra  recorded  in  double  pulse  mode  when  the  inter-pulse  interval  between 
both  the  lasers  was  zero  and  3  (is.  A  very  small  enhancement  was  noted  in  the  emission  intensity  when  the 
delay  between  both  the  lasers  was  zero  in  comparison  to  single  pulse  experiment.  In  fact,  this  is  the  case  of 
addition  of  intensity.  However,  emission  intensity  was  enhanced  by  nearly  >  4  times  (peak  to  peak)  when 
the  delay  between  both  the  lasers  were  increased  to  3  (is.  This  indicated  that  the  first  laser  pulse  induced  the 
plasma,  which  expanded  normal  to  the  target  surface,  and  the  second  laser  interacted  with  preformed 
plasma.  The  interaction  of  the  second  pulse  with  expanding  plasma  increased  the  probability  of  absorption 
of  the  laser,  which  heated  the  plasma  and  finally  excited  more  numbers  of  plasma  particles  to  its  excited 
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state.  Even  the  second  laser  added  up  in  the  vaporization  (ablation)  of  the  material.  This  could  be  the  reason 
behind  the  enhancement  in  the  emission  intensity  of  magnesium  in  the  presence  of  a  delayed  second  laser, 
clearly  indicating  that  the  enhancement  in  the  signal  was  not  due  to  the  simple  addition  of  intensity  of 
lasers, 

A  strong  emission  from  magnesium  neutral  line  (285.20  nm)  was  also  observed  in  this  experiment 
at  10  ps  gate  delay,  because  the  plasma  was  comparatively  cool  at  that  time.  The  neutral  line  emission  also 
showed  similar  enhancement  in  the  emission  when  the  inter-pulse  delay  was  increased  from  zero  to  3  ps. 
At  the  same  time,  background  emission  decreased  with  an  increase  in  inter-pulse  separation.  The  LOD  of 
magnesium  improved  from  0.23  ppm  in  single  pulse  excitation  to  61  ppb  in  double  pulse  excitation  mode. 

4.  CONCLUSION 

It  was  found  that  presence  of  steady  magnetic  field  and  double  pulse  excitation  enhanced  the 
sensitivity  of  LIBS,  which  may  be  helpful  in  making  a  technetium  monitor  based  on  LIBS  technique. 


18000 
16000 

—  14000 

to 

|  12000 

>  10000 

|  8000 

^  6000 

-  4000 
2000 

0 

400  401  402  403  404  405  406  407 

WAVELENGTH  (nm) 
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Fig,  2  LIBS  spectra  of  magnesium  (A)  Single  pulse  and  (B)  Double  pulse  Excitation 
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Abstract: 

Molten  salt  oxidation  is  used  by  the  U.S.  military  and  other  organizations  as  a 
treatment  process  for  waste  and  demilitarized  propellants,  mixed  wastes,  and  hazardous 
wastes.  In  this  process,  a  salt  such  as  sodium  carbonate  is  heated  above  its  melting  point, 
and  the  waste  is  introduced  into  the  molten  salt  bath,  where  it  oxidizes.  Benefits  to  this 
technology  include  the  high  thermal  mass  of  the  salt,  which  enhances  the  stability  of  the 
oxidation  process  in  comparison  with  traditional  combustion  processes,  the  controllable 
residence  time  in  the  salt  bath,  and  the  chemical  and  physical  characteristics  of  the  salt. 
Salts  such  as  sodium  carbonate  tend  to  bind  chlorine  (Na^CC^  +  2C1  =>  2NaCl  +  CO2  + 
O.5O2),  significantly  reducing  acid  gas  emissions  and  potentially  preventing  dioxin  and 
furan  formation  downstream.  In  addition,  the  high  surface  area  of  the  bubbles  formed 
during  the  oxidation  process  may  trap  particulate  matter,  reducing  particulate  and  toxic 
metal  emissions. 

This  investigation  focuses  on  the  retention  of  metals  and  chlorine  from 
chlorinated  and  metal-containing  waste  injected  into  a  laboratory-scale  molten  salt 
reactor  (Fig  1).  Trichloroethane  and  chlorobenzene  are  injected  into  the  reactor,  and  Cl 
emissions  are  measured.  Particular  metals,  such  as  Mg  and  A1  (common  in  propellants) 
are  injected  into  the  reactor  to  assess  their  retention  in  the  salt  using  LIBS.  In  addition, 
using  LIBS  we  assess  the  impact  of  salt  vaporization  /  mobilization  as  a  loss  mechanism 
for  salt  in  these  reactors.  Surprisingly,  we  were  also  able  to  monitor  the  deterioration  of 
the  reactor  itself  (Fig.  2  is  shown  as  an  example).  The  results  outlined  in  this  work 
provide  an  understanding  of  the  effectiveness  of  molten  salt  oxidation  in  retention  of 
halides  and  metals  across  a  range  of  operating  conditions,  and  highlight  some  of  the 
advantages  and  disadvantages  associated  with  the  molten  salt  oxidation  process. 
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Abstract: 

Recent  work1  has  experimentally  measured  temporal  gating  parameters  that 
optimize  the  signal-to-noise  ratio  for  six  of  the  Resource  Conservation  and  Recovery  Act 
(RCRA)  metals,  arsenic,  beryllium,  cadmium,  chromium,  lead,  and  mercury.  This  work 
was  accomplished  at  relatively  large  laser  pulse  energies  (175  and  330  mJ  /  pulse),  and 
over  a  wide  range  of  temporal  delay  (2  —  50  ps)  and  gating  (2  -  150  |xs)  in  various 
combinations.  This  work  concluded  that  each  element  had  a  distinct  optimum  in  the 
delay  and  gate  yielding  the  best  signal-to-noise  ratio. 

This  work  builds  upon  this  previous  study,  experimentally  investigating  additional 
parameters,  ignored  in  the  previous  study,  that  affect  the  optimal  temporal  gating  and  the 
signal  strength  for  the  selected  RCRA  metals.  Specifically,  the  initial  size  and 
temperature  of  the  plasma  relate  to  the  rate  of  heat  loss  that  will  be  experienced  in  the 
plasma  volume;  this  temperature  history  has  an  impact  upon  the  optimal  delay  and  gate 
for  a  particular  metal.  In  addition,  the  size  of  the  plasma  and  the  optical  density  of  the 
plasma  at  a  particular  wavelength  relate  to  the  signal  that  will  be  collected  for  a  particular 
elemental  mass  concentration  in  the  plasma  volume.  Experiments  are  performed  relating 
the  initial  size  and  temperature  of  the  plasma  to  the  optimum  detection  delay,  gate,  and 
the  observed  SNR  for  submicron  aerosol  of  the  RCRA  metals.  The  results  are  compared 
with  simple  theoretical  analysis  predicting  emission  intensity,  based  on  transition 
probabilities  and  line  strengths,  for  the  measured  conditions.  This  analysis,  thus 
facilitates  optimization  of  LIBS  parameters  for  detection  of  these  RCRA  metals,  and  may 
be  extended  to  additional  elements. 


1  B.T.  Fisher,  H.A.  Johnsen,  Steven  G.  Buckley,  and  David  W.  Hahn,  “Temporal  Gating  for  the 
Optimization  of  Laser-Induced  Breakdown  Spectroscopy  Detection  and  Analysis  of  Toxic  Metals.”  Applied 
Spectroscopy ,  55:10,  pp.  1312-1319  (2001). 
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Collection  of  emission  via  diffuse  reflectance  from  an  integrating  sphere  reduces  the 
influence  of  spatial  effects  observed  when  viewing  LIBS  plasma  emission  from  the 

backscatter  collection  mode. 
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Summary 

The  precision  in  laser-induced  breakdown  of  single  particles  in  air  is  limited  by 
geometric  factors  relating  to  the  position  of  the  particle  in  the  breakdown  plasma  and  the 
variability  in  the  location  of  breakdown  along  the  laser  beam  waist.  Fluctuations  in  laser 
power,  choice  of  analytical  line,  and  timing  parameters  such  as  gate  delay  and  gate  width 
also  play  a  role  and  have  been  widely  investigated.1  Poor  precision  in  single  particle 
measurements  can  limit  the  ability  to  extract  particle  size  distributions  from  spectral 
intensities. 2 

The  typical  collection  geometry  for  single  particle  LIBS  in  air  uses  a  pierced  or 
dichroic  mirror  to  view  the  plasma  emission  in  the  backscatter  configuration.  In  this 
viewing  geometry,  the  intensity  of  the  observed  emission  for  a  single  particle  interaction 
with  the  laser  beam  is  highly  dependent  upon  the  location  of  the  particle  when  it  interacts 
with  the  laser  pulse.  Generally,  the  location  of  the  breakdown  event  is  dictated  by  the 
presence  of  a  particle3  and  therefore  depends  upon  the  trajectory  of  particles  through  the 
laser  volume.  We  have  evaluated  an  integrating  sphere  as  a  means  of  homogenizing  the 
light  collection  process  and  reducing  the  influence  of  spatial  effects  within  the  laser- 
particle  interaction.  This  integrated  sphere  was  constructed  from  aluminum  and  is  coated 
with  barium  sulfate,  which  diffusely  reflects  a  large  amount  of  the  plasma  emission.  This 
emission  is  collected  via  a  fiberoptic  bundle  that  mounted  at  the  surface  of  the  sphere 
wall.  The  schematic  for  both  of  these  collection  geometries  is  illustrated  in  Figure  1 . 

The  precision  and  signal  magnitudes  were  compared  for  both  the  backscatter  and 
integrated  sphere  collection  geometries.  Various  sample  systems  were  employed 
including  pure  gases,  and  mixed  gases  with  and  without  aerosols  formed  in  pneumatic 
and  ultrasonic  nebulizers.  Particle  size  distributions  obtained  from  the  two  collection 
geometries  and  were  compared  to  size  distributions  obtained  from  a  traditional  laser  light 
scattering  instrument. 

1  Castle,  B.K.;  Talabardon,  K.;  Smith,  B.W.;  Winefordner,  J.D.  Applied  Spectroscopy  1998,  52, 649- 
657. 

2  Hahn,  DW  Spectrochimica  Acta  PartB:  Atomic  Spectroscopy  2002,  in  press. 

3  Hsieh,  W.F.;  Eickmans,  J.H.;  Chang,  R.K.  Journal  of  the  Optical  Society  of  America  B  1987,4,1816- 
1820. 
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Figure  1:  Schematic  of  backscatter  and  integrated  sphere  light  collection. 
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Abstract:  Several  organic  materials  were  found  to  possess  high  efficiency  two-photon  excited 
fluorescence  in  crystalline  form.  They  do  not  display  considerable  molecular  two-photon 
absorption  (TP A)  resonance  that  is  due  to  intramolecular  charge  transfer.  The  crystal  structures  of 
the  compound  were  investigated.  It  was  determined  that  tight  stacking  packing  of  molecules  in  all 
crystals  with  short  distances  between  stacking  planes  results  in  high  degree  of  pi-orbital  overlap 
between  molecules.  These  pi-systems  interactions  lead  to  new  electronic  states  and,  we  believe, 
responsible  for  the  fluorescent  properties  in  the  crystals. 

©  2002  Optical  Society  of  America 
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1.  Introduction 

Two-photon  absorption  is  the  simultaneous  absorption  of  two  photons  that  combine  their  energies  to  produce  an 
electronic  excitation  that  is  conventionally  caused  by  a  single  photon.  Materials  with  high  TPA  cross  section  are 
used  widely  in  optical  applications  such  as  optical  data  storage,  up-converted  lasing,  lithographic  microfabrication 
[1-2].  Although  different  classes  of  two-photon  TPA  active  molecules  have  been  discovered  [3-5],  only  a  small 
number  of  organic  molecules  were  reported  to  have  remarkable  two-photon  pumped  (TPP)  up-conversion  lasing 
properties.  Among  them,  just  few  have  lasing  efficiencies  specified  for  practical  devices.  Most  of  neutral  molecules 
pack  in  the  lattices  with  van  der  Waals  interactions  or  with  weak  chemical  interactions  as  hydrogen  bonds.  As  in 
that  kind  of  structure  probability  of  the  intermolecular  charge  transfer  is  negligible,  electronic  properties  of  most 
molecular  crystals  can  be  described  by  characteristics  of  corresponding  molecules.  During  the  past  decade  a  number 
of  organic  crystals  with  so  high  TPA  efficiency  that  could  not  be  deduced  from  molecular  features  were  reported 
[6-8]. 


2.  One-  and  two-  photon  excited  fluorescence 

We  found  several  materials  ([(9-ethyl-9//-carbazol-3-yl)methylene]malononitrile  (I),  {(2£)-3-[4- 

(dimethylamino)phenyl]prop-2-enylidene}malononitrile  (II),  and  [4-(dimethylamino)benzylidene]malononitrile 
(III))  that  display  high  efficiency  TPA  properties  only  in  crystalline  form  and  investigated  the  crystal  structure 
features  responsible  for  the  properties.  The  powdered  crystals  were  excited  using  1064  nm  Q-switched  Nd:YAG 
laser  (7ns,  10  Hz,  10  mJ  per  puls).  The  fluorescence  greenish-yellow  (545  nm  maximum),  red  (740nm  maximum), 


Fig.  1.  One-photon  excitation  spectra  for  compounds  I,  II,  and  III  in  crystalline  form 


and  orange  (570  nm  maximum)  light  of  compounds  I,  II,  and  III  respectively  was  detected  using  Hamamatsu  HC- 
120  photomultiplier  assembly.  The  centrosymmetric  crystal  structure  of  I  and  II  materials  prevents  any  second 
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harmonic  generation.  Although  compound  III  crystallizes  in  noncentrosymmetric  P21  space  group  it  does  not  show 
any  considerable  second  order  response  at  1064  nm  [9].  Fluorescence  intensity  versus  laser  intensity  square 
dependence  was  obtained  to  confirm  two-photon  process.  One-photon  excited  fluorescence  properties  were 
investigated  as  well.  Both  excitation  and  emission  spectra  were  measured  using  double-grating  JY  HORIBA 
speetrofluorometer  FL3-22.  The  excitation  spectra  of  all  compounds  in  crystalline  form  display  broad  bands  in  UV- 
visible  region.  No  bands  were  found  in  infrared  region  at  1064  nm  for  one-photon  excitation  process.  Fig,  1. 

3.  X-ray  analysis 

The  investigation  of  X-ray  data  was  carried  out  for  each  compound.  The  space  groups  and  lattice  constants  are  P21/c 
(a=12.731(0)„A,  b=4.216(0)  A,  c=26.640(0)  A),  P21/c  (a= 10.060(2)  A,  b=15,957(3)  A,  c=7.938(2)  A)  [9],  P21 
(a=3.951(4)  A,  b=14.078(ll)  A,  c=9,499(9)  A)  [10]  for  I,  II,  III,  respectively.  All  structures  reveal  close  stacking 
packing  with  short  distances  between  the  stacking  planes.  In  I  planar  molecules  pack  in  columns  along  (010) 
direction  in  the  crystal.  The  molecules  in  the  column  are  related  by  translation  along  b  axis.  The  distance  between 
staking  planes  was  calculated  3.56  A.  The  crystal  packing  for  the  compound  I  is  shown  in  the  Fig,  2.  In  II  planar 
molecules  are  packed  in  layers  parallel  to  the  unit  cell  diagonal  (10-1).  Angle  between  this  crystallographic  plane 
and  the  mean  molecular  plane  is  4,2°.  The  distance  between  stacking  planes  is  equal  to  3.59  A,  In  III  planar 
molecules  pack  in  columns  along  (100)  direction.  The  molecules  in  the  columns  are  related  by  translation  along  a 
axis.  The  distance  between  stacking  planes  was  found  to  be  3.54  A.  All  calculations  were  performed  using 
SHELXL97  program  package  [11]. 


4.  Discussion 

This  tight  molecular  packing  results  in  a  7i-systems  interaction  between  adjacent  molecules  along  the  stack.  To  prove 
it  one-photon  excited  fluorescence  spectra  were  measured  in  solutions  (DMF,  EtOH)  and  in  crystalline  form  for  each 
compound.  The  large  red  shift  of  the  solid-state  emission  to  the  emission  in  solution  that  results  from  high  degree 
intermolecular  n-it  interaction  was  observed  in  the  spectrum  of  each  compound.  The  correlation  of  the  bathochromic 
shift  of  the  crystalline  fluorescence  band  with  the  degree  of  intermolecular  k-k  interaction  has  already  been  done 
for  some  alkenes  and  polycyclic  aromatic  molecules  [12].  This  large  shift  (about  150  nm)  for  the  compound  II  is 
shown  in  Fig.  3, 


Fig.  3.  One-photon  excited  fluorescence  spectrum  of  compound  II:  a)  EtOH  solution;  b)  DMF  solution;  c)  crystalline  form 
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The  high  degree  of  7t-orbital  overlap  between  molecules  leads  to  new  electronic  states  in  the  crystal  that  causes  high 
efficiency  two-photon  fluorescence  that  could  not  be  deduced  from  molecular  responses. 
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Abstract:  LIBS  measurements  were  performed  under  controlled  atmosphere  on  the  samples  with 
the  composition  similar  to  the  Martian  crust.  The  experiment  demonstrated  that  quantitative  LIBS 
analyses  are  feasible  in  Mars-similar  conditions. 
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1.  Introduction 

Forthcoming  international  projects  for  extraterrestrial  explorations  include  the  development  of  compact 
instrumentation  for  in-situ  analysis  of  Martian  soil,  LIBS  technique,  not  requiring  any  sample  preparation  and 
suitable  to  multi-elemental  analysis  in  different  atmospheres,  is  very  promising  for  such  an  application. 

LIBS  spectroscopy  is  well  suitable  as  virtually  non  destructive  technique  for  the  remote  sensing  of  geological 
material  in  situ  as  part  of  a  lander  scientific  instrument  package.  The  final  instrument  for  extraterrestrial  exploration 
must  undergo  very  rigid  constraints  because  of  the  hostile  environmental  conditions  in  terms  of  large  temperature 
ranges,  UV  radiation  sampling  problem  due  to  chemically  active  Martian  dust.  To  this  end  the  assessment  of  LIBS 
technique  is  now  performed  in  several  laboratories. 

In  order  to  ascertain  the  feasibility  of  in-situ  operation  of  a  LIBS  probe  on  a  Martian  ROVER,  in  our  laboratory 
LIBS  measurements  were  performed  on  soil  and  rock  samples  with  a  composition  very  similar  to  the  presumed 
composition  of  Martian  crust  [1-2],  Although  the  examined  sample  are  of  terrestrial  origin,  the  results  obtained  are 
of  significance  because  they  represent  how  a  direct  LIBS  analysis  can  be  applied  in  a  Martian  environment. 

Qualitative  measurements  were  performed  both  in  air  at  standard  Earth  atmospheric  condition  and  in  a  synthetic 
Mars  atmosphere  in  order  to  identify  the  most  important  spectral  parts  for  the  elemental  analysis  and  to  check  the 
detectability  of  various  trace  elements  in  different  operating  conditions  [3].  Quantitative  analyses,  for  which  we 
apply  the  plasma  modeling  and  apply  calibration  coefficients  [4],  were  preceded  by  the  plasma  characterization 
under  air  at  atmospheric  pressure  and  under  the  rarefied  carbon  dioxide  rich  Martian  atmosphere.  The  latter 
measurements  were  aimed  to  determine  the  experimental  parameters  for  which  the  plasma  could  be  considered  in 
Local  Thermal  Equilibrium  in  the  case  of  use  of  the  technique  on  board  of  a  planetary  exploration  vehicle.  The 
evolution  of  the  excitation  temperature  for  different  atomic  and  ionic  species  was  studied,  together  with  the 
temporal  behavior  of  the  plasma  emission  and  electron  density.  Once  the  optimal  experimental  conditions  were 
found,  LIBS  analyses  were  performed  on  the  samples  with  the  known  matrix  composition  in  order  to  obtain 
calibration  coefficients  for  all  the  detectable  elements. 


2,  Experimental 

The  LIBS  instrumentation  is  based  on  a  Nd:YAG  laser  (Quanta  System  SYL-20,  1064  nm;  800  ml;  8  ns;  10Hz) 
whose  beam  is  focused  by  a  quartz  lens  (£=20  cm)  upon  a  solid  sample  to  a  spot  of  approximately  150pm  diameter, 
generating  an  irradiance  up  to  5GW/crrf .  The  samples  are  inserted  in  a  three  window  cell  which  can  be  operate  in 
vacuum  down  to  10  3  torr,  or  in  controlled  atmosphere.  Six  different  samples  can  be  introduced  into  the  measuring 
chamber  and  measurements  can  be  done  in  sequence  for  each  sample.  Every  sample  is  selected  when  needed  and 
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contained  in  a  rotating  holder  and  thus  exposing  a  fresh  surface  to  each  laser  pulse.  The  chosen  collection  geometry 
is  coaxial  so  minimising  the  effects  related  to  sample  miss-positioning,  surface  roughness,  crater  formation  or 
attenuation  from  the  aerosol  cloud.  The  plasma  emission  is  collected  by  means  of  a  lens  condenser  matching  a  fiber 
optic  bundle  with  the  entrance  slit  of  a  Jobin-Yvon  half  meter  spectrometer  (TRIAX  550)  equipped  with  a  2400 
grooves/mm  grating,  allowing  for  a  spectral  resolution  of  0.15  A.  The  emission  spectra  are  recorded  by  a  gated 
optical  ICCD  (ANDOR  Instaspec  IV).  Spectra  are  stored  in  a  table  top  Personal  Computer  (Intel  Pentium)  which  is 
also  used  for  controlling  experimental  parameters  and  performing  data  elaboration. 

The  samples  are  rocks  coming  from  different  terrestrial  sites.  The  samples  El,  E2,  E3,  E4  and  E5  are  basalts  form 
Etna  (Sicily  -  Italy),  while  samples  Al,  A2,  A3,  A7,  A8,  A18,  M5  and  M6  are  rock  samples  form  Chilean  Andes. 
A  great  care  was  taken  to  be  certain  that  samples  are  not  altered  or  contaminated  by  terrestrial  pollution. 

Conditions  chosen  for  synthetic  Mars  atmosphere  were  the  following:  total  pressure  10  mbar  of  pure  C02  flowing 
at  room  temperature  in  a  vacuum  chamber  formerly  evacuated  down  to  10 2  mbar  (with  a  residual  02  pressure 
around  10'3  mbar). 

3.  Preliminary  results 

Data  have  been  taken  on  samples  in  both  conditions  of  normal  laboratory  air  and  rarefied  C02  atmosphere. 
Preliminary  data  were  taken  examining  several  Chilean  Andes  samples  in  exactly  the  same  experimental  conditions 
(i.e.  focussing  and  collection  geometry,  laser  power,  delay  and  width  of  the  acquisition  gate).  At  a  first  glance,  the 
plume  appears  different  in  the  two  cases:  at  low  C02  pressure  the  plume  is  diffuse  with  an  approximately  spherical 
shape  with  a  well  reproducible  signal  intensity,  whereas  in  air  it  is  brighter  and  characterized  by  great  variations  of 
both  shape  and  signal  intensity. 

The  general  appearance  of  the  collected  spectra  is  the  same,  but  they  do  differ  in  several  respects.  The  intensity  of 
spectrum  in  air  is  larger,  as  averaged  on  the  full  spectral  range  from  the  UV  to  the  far  red.  This  higher  intensity  can 
be  explained  taking  into  account  the  better  coupling  of  the  plume  shape  with  the  optical  imaging  characteristics  of 
the  collecting  optics.  However,  in  the  UV  region  below  300nm  features  detected  under  rarefied  CO?  atmosphere  are 
more  prominent,  due  to  the  absence  of  atmospheric  nitrogen  absorption. 

Another  remarkable  general  feature  is  the  observed  narrowing  of  the  emission  linewidth  under  rarefied  C02 
atmosphere.  The  phenomenon  is  observed  in  all  the  examined  spectral  range,  a  significant  example  is  shown  in 
Figure  1  in  the  UV.  An  even  stronger  effect  has  been  detected  on  the  Na  emission  near  588nm  (not  shown  here), 
where  the  doublet  appears  completely  resolved.  A  straightforward  explanation  is  related  to  the  reduced  collisional 
broadening  in  the  rarefied  C02  atmosphere. 

After  collection  LIBS  spectra  have  been  spectrally  calibrated  and  emission  assignment  to  major  and  minor 
constituents  was  performed.  Qualitative  analyses  of  different  samples  were  bases  on  identification  of  atomic  and 
ionic  emission  lines  in  the  spectral  region  between  240  and  750  nm.  The  major  elements  detected  in  all  the 
examined  samples  were:  Al,  Ba,  Ca,  Fe,  Mg,  Mn,  Na,  Si,  Ti.  Other  elements  detected  in  traces  were:  Cr,  Cu,  Mo, 
Ni,  Sr,  V,  Zn. 

Since  our  procedure  of  plasma  modeling  to  obtain  quantitative  information  on  sample  composition  is  based  on  the 
assumption  of  the  LTE  during  the  selected  plasma  observation  window  and  on  spectroscopic  evaluation  of  the 
temperature,  the  latter  parameter  has  been  obtained  for  all  the  examined  samples  under  different  atmosphere.  For 
each  sample  Boltzmann  plot  was  applied  on  atomic  iron  emission  in  the  spectral  rang  300-500nm,  temperature 
values  were  confirmed  on  spectral  lines  of  atomic  titanium  in  approximately  the  same  spectral  range.  In  the  present 
experimental  conditions  the  temperature  value  for  samples  in  air  resulted  to  be  the  same  for  the  examined  samples: 
T=7000+/-  1000  K,  a  value  which  is  appreciably  lower  than  T=1 1000+/-1000K  obtained  under  rarefied  C02 
atmosphere.  The  latter  result  may  be  related  to  the  less  effective  collisional  cooling  of  the  plasma  produced  under 
diluted  C02  and  might  lead  to  a  longer  lasting  spectrum.  This  observation  would  suggest  to  optimize  conditions  in 
Martian  atmosphere  by  increasing  both  the  observation  window  and  the  delay  to  lead  to  a  further  improvement  in 
spectral  resolution. 
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Figure  1  -  An  UV  significant  portion  of  LIBS  spectra  of  the  A18B  sample  taken  under  Earth  and  Martian  atmosphere.  The 

Silicon  emission  spectrum  is  shown  for  comparison. 

4.  Conclusions 

In  this  work  we  demonstrate  that  LIBS  technique  can  be  successfully  applied  on  Martian  atmosphere  to 
characterize  rocks  and  dust  at  least  as  far  as  major  constituents  are  concerned. 

Optimization  of  the  experimental  parameters  like  laser  energy,  collection  optics  (FOV,  image  magnification),  gate 
delay  and  width  of  the  detector  might  lead  to  a  sensitivity  comparable  or  even  better  than  for  trace  heavy  elements 
in  Earth  atmosphere  (better  than  lppm). 
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Abstract:  Femtosecond  lasers  with  pulse  lengths  down  to  5  fs  are  available  for  performing 
femtosecond  laser  induced  breakdown  spectroscopy  (FLIES).  The  linear  and  nonlinear  effects  of 
these  short  pulses  interacting  with  materials  produce  complicated  ionization  processes  and 
plasmas.  Experimental  FLIBS  has  been  carried  out  and  the  results  will  be  presented  on  several 
materials. 

©2000  Optical  Society  of  America 
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1.  Introduction 

Lasers  generating  ultrashort  light  pulses  from  about  5  to  100’s  of  femtoseconds  are  now  available  to  researchers  for 
carrying  out  femtosecond  laser  induced  breakdown  spectroscopy.  Recent  technological  advances  in  ultrafast 
technologies  have  resulted  in  the  generation  of  light  packets  consisting  of  only  a  few  cycles  of  the  electric  and 
magnetic  fields.  The  spatial  extension  of  these  wave  packets  along  the  direction  of  propagation  is  limited  to  a  few 
times  the  wavelength  of  the  radiation  (~  0.5-1  pm  in  the  visible  and  near-infrared  spectral  range).  On  the  other  hand 
a  100  fs  pulse  has  a  packet  length  of  30  pm.  When  using  diffraction  limited  parabolic  mirror  for  focusing  and 
moderate  pulse  energies  of  one  microjoule,  peak  intensities  at  the  focal  spot  of  over  1015  W/cm2  can  be  achieved. 
The  corresponding  amplitude  of  the  electric  field  at  these  intensities  approaches  109  V/cm2.  These  field  strengths 
are  high  enough  to  trigger  optical  field  ionization.  Hence,  detachment  of  the  first  electron  is  completed  at 
substantially  higher  field  strength  and  the  optical-field  ionization  rate  becomes  comparable  to  the  laser  field 
oscillation  frequency.  The  released  electrons  gain  unprecedented  kinetic  energies  (up  to  and  beyond  the  keV  level) 
during  the  first  field  oscillation  cycle  following  their  detachment,  and  a  substantial  fraction  of  the  ionization  occurs 
during  one  cycle  of  light.  In  comparison,  long  pulsed  laser  systems  containing  many  field  oscillation  cycles  depletes 
the  atomic  ground  state.  The  above  linear  and  nonlinear  processes  result  in  very  precise  thresholds  for  plasma 
formation  since  femtosecond  interactions  produce  their  own  source  of  free  electrons  to  initiate  the  plasma  formation 
process.  Longer  nanosecond  pulses  produce  breakdown  at  less  defined  thresholds.  This  paper  discusses  some 
preliminary  results  into  the  use  of  femtosecond  lasers  for  performing  FLIBS. 

2.  Experimental  Facilities 

The  Center  for  Electro-Optics  at  the  University  of  Nebraska-Lincoln  has  three  femtosecond  laser  systems  that  can  be 
used  for  FLIBS.  The  first  system  is  a  Spectra  Physics  Millennium  pumped  Tsunami  oscillator  that  is  then  amplified 
with  an  Applied  Photonics  Industries  Nd:YLF  laser.  This  system  typically  produces  100’s  of  fs  pulses  at  a  center 
wavelength  of  795  nm.  The  system  is  capable  of  producing  900  mJ  pulses  at  a  frequency  that  can  be  selected  from  1 
to  1000  Hz.  The  second  laser  system  is  a  FemtoSource  Compact  manufactured  by  FemtoLasers,  Viena,  Austria. 
This  system  is  capable  of  producing  <  10  fs  pulses.  The  laser  operates  at  a  wavelength  centered  at  795  nm  and  at  a 
frequency  of  75  MHz.  The  third  femtosecond  laser  system  is  a  Spectra  Physics  Millennium  Pumped  Spitfire  system 
that  is  pumped  with  a  Kapteyn-Murnane  oscillator.  This  system  produces  <  35  fs  pulses  at  a  frequency  of  1000  Hz 
with  900  mJ  of  pulse  energy.  Plasmas  are  produced  by  focusing  the  laser  pulses  on  the  material  of  interest  using 
both  lens  and  parabolic  mirrors.  Femtosecond  produced  plasmas  are  collected  on  an  Instruments  SA  Optical  Multi¬ 
channel  Analyzer  (OMA).  The  detection  device  is  a  Princeton  Instruments  gated  CCD  array,  Model  ICCD-1- 
24MG-E,  with  a  6-phase  array. 

3.  Results 

In  many  LIBS  applications  there  is  a  need  to  limit  the  degree  of  damage  to  the  surrounding  material.  Because  of  the 
unique  breakdown  thresholds  offered  by  the  femtosecond  laser,  it  is  possible  to  produce  very  small  damage  sites. 
Shown  in  Fig.  1  is  a  one  micron  hole  drilled  in  a  silicon  wafer.  In  this  application,  FLIBS  was  used  to  investigate 
the  penetration  of  a  beam  to  various  layers  in  the  silicon  chip.  By  monitoring  the  spectral  components  of  the 
emission,  it  is  possible  to  determine  which  layer  in  the  chip  one  has  reached.  This  has  important  applications  in  chip 
failure  analysis. 
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Abstract:  In  order  to  investigate  temporally  and  spatially  resolved  expansion  dynamics  of  the 
femtosecond  laser-induced  plasma  we  measured  fluorescence  light  emission.  To  obtain  the  radial 
distribution  of  emitting  atoms  the  Abel  inversion  was  employed. 
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Summary 

Though,  available  since  only  few  years  fs-lasers  have  found  wide  spread  and  numerous  applications  in  different 
fields  are  described  in  literature.  The  ultra-short  pulses  are  suitable  to  initiate  processes  in  atoms,  molecules,  liquids 
or  solid  samples  and  to  study  the  temporal  behavior  of  these  processes.  However,  plasma  generation  by  focused 
radiation  of  fs-lasers  for  chemical  analysis,  so  far,  is  rather  limited  and  only  few  papers  dealing  with  the  use  of  fs- 
lasers  for  the  laser-induced-breakdown  spectroscopy  (LIBS)  analysis  of  solids  have  been  published,  for  example  [1- 
4]. 

The  extremely  short  pulse  length  of  fs-lasers  accounts  for  some  remarkable  features  being  important  for  LIBS  and 
other  analytical  methods  using  lasers  as  atomizers.  In  contrast  to  ns-lasers,  the  impact  of  the  fs-laser  energy  on  the 
sample  has  ceased  before  the  plasma  is  formed.  No  plasma  shielding  occurs  and  no  laser  energy  is  directly 
dissipated  in  the  plasma.  The  ablation  threshold  is  lower  than  for  ns-lasers  and  the  energy  is  more  localized  in  the 
sample  and  allows  a  better  spatial  resolution  [1].  Due  to  the  decoupling  of  laser-sample  interaction  and  development 
of  the  plasma,  the  ablation  process  with  fs-  lasers  is  easier  to  understand  than  with  long  laser  pulses  which  interact 
with  the  solid,  liquid  and  gaseous  phase. 

Laser  induced  fluorescence  (LIF)  is  an  established  technique  for  spectroscopic  measurements  demanding  high 
spatial,  temporal  and  spectral  resolution.  Thus,  LIF  technique  was  used  in  our  study  for  the  investigation  of 
femtosecond  laser-induced  micro-plasmas.  Investigations  of  this  type  are  very  useful  for  a  better  understanding  of 
the  basic  processes  in  the  plasma  and  can  serve  as  a  starting  point  for  optimization  and  improvement  of  analytical 
measurements,  pulsed-laser  deposition  and  similar  techniques  based  on  laser  ablation.  LIF-measurements  on 
plasmas  produced  by  ns-lasers  have  been  reported  by  several  authors,  for  example  [5,6].  To  our  knowledge 
combination  of  fs-LIBS  with  LIFS  measurements  for  fs-plasma  expansion  measurements  is  here  reported  for  the 
first  time.  The  lack  of  investigations  of  this  type  and  the  intention  to  do  subsequent  time-of-flight  measurements 
under  non-vacuum  conditions  were  the  motivation  for  our  LIF-measurements. 

Experimental  details  on  the  femtosecond  laser  system  used  in  our  investigation  can  be  found  in  our  previous 
publications  [1-3].  Copper  and  pure  silicon  samples  were  used  as  the  targets.  Samples  were  placed  in  a  vacuum 
chamber  that  was  connected  to  an  argon  line  and  a  rotary  pump.  The  gas  pressure  was  varied  between  0.02  and  1000 
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mbar.  The  chamber  could  be  moved  in  three  perpendicular  directions.  To  probe  the  plasma  at  different  heights  the 
whole  chamber  was  moved  vertically.  ’ 

In  order  to  obtain  temporally  and  spatially  resolved  expansion  dynamics  of  the  femtosecond  laser-induced  plasma 
we  used  the  two  following  fluorescence  techniques: 

a)  the  dye  laser  (probe)  beam  was  directed  to  the  fs-plasma  using  a  telescope.  The  beam  diameter  intersecting 
the  fs-plasma  was  about  0.2  mm.  The  fluorescence  light  was  imaged  by  a  lens  and  via  the  fibre  to  the 
Echelle  spectrometer. 

b)  the  dye  laser  beam  was  shaped  into  a  thin  sheet  and  consequently  used  for  excitation  of  atoms  within  the 
fs-plasma  plume.  The  fluorescent  light  was  imaged  by  a  lens  -  through  the  interference  filter  -  directly 
onto  the  gateable,  intensified  diode  array  detector.  This  technique  is  known  as  planar  laser-induced 
fluorescence  (PLIF)  [7],  In  order  to  obtain  the  radial  distribution  of  emitting  atoms  the  Abel  inversion  was 
employed. 

The  expansion  of  a  laser  pulse  created  plasma  into  an  ambient  atmosphere  is  understood  in  the  frame  of  a  simplified 
explosion  model  which  is  based  on  the  laws  of  mass,  momentum,  and  energy  conservation  [8],  This  model  yields 
satisfactory  results  in  the  case  of  ns-laser  ablation.  It  is  obvious  that  the  results  obtained  with  fs-laser  pulses  should 
be  still  in  good  agreement  with  this  model.  Our  LIFS  measurements  which  have  been  performed  in  this  work  on  the 
temporally  and  spatially  resolved  expansion  dynamics  of  the  fs-plume  support  the  model. 
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Abstract:  Femtosecond  laser  induced  plasma  spectroscopy  (LIBS)  and  femtosecond  laser 
ablation  time  of  flight  mass  spectrometry  (LA-TOF-MS)  were  used  for  analysis  of  multi¬ 
layered  samples  with  sub-micrometer  thickness.  Feasibility  of  the  fs-LA  in-depth  profiling  is 
discussed. 
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Summary 

Multi-layered  structures  of  different  materials  are  in  wide  use  in  contemporary  material  science  and  industry. 
The  layers  are  becoming  thinner  and  new  methods  for  their  analysis  are  to  be  developed.  Laser  ablation  (LA) 
has  a  potential  advantage  over  the  other,  already  established  surface  analysis  techniques  (GD,  XPS,  SIMS..)  in 
so  far  that  it  could  be  applied  under  atmospheric  conditions,  for  remote,  in  situ  and  fast  on-line  analysis.  Our 
aim  is  to  explore  the  feasibility  of  the  femtosecond  laser  ablation  in  this  analytical  field. 

When  a  laser  pulse  of  sub-picosecond  duration  is  used  for  the  ablation,  the  deposition  of  the  laser  energy 
into  the  sample  is  so  fast  that  the  thermal  diffusion  length  is  determined  by  the  diffusion  of  hot  electrons  before 
the  energy-transfer  to  the  lattice  takes  place.  In  this  case  the  diffusion  length  is  on  the  order  of  or  less  than  100 
nm,  compared  to  approximately  1  pm  in  the  case  of  longer,  e.g.  nanosecond  pulses.  Less  pronounced  thermal 
diffusion  provides  better  lateral  and  depth  resolution  and  is  the  base  for  the  successful  applications  of 
femtosecond  pulses  in  material  processing  and  microstructuring. 

Ablation  of  less  than  10  nm  per  shot  has  been  demonstrated  [1-3],  and  that  is  close  to  depth  resolutions  of 
the  best  established  surface  analysis  techniques  (typically  5-10  nm).  At  the  same  time  those  techniques  have 
different  lateral  resolutions,  in  the  range  from  100  nm  to  few  mm.  The  laser  spot  size  is  in  the  middle  of  that 
range  (normally  10  to  100  pm,  but  in  principle  limited  only  by  the  delivering  optics  and  the  wavelength). 
Although  the  best  results  should  be  expected  at  the  ultra-high  vacuum  (UHV)  conditions  that  are  necessary  for 
most  of  the  established  techniques,  the  laser  ablation  in-depth  profiling  could  be  performed  also  at  atmospheric 
conditions  or  in  the  presence  of  a  noble  gas.  That  is  significant  for  many  possible  applications  where  a  fast,  on¬ 
line  analysis  is  needed  and  UHV  should  be  avoided.  Simultaneously  is  the  depth  range  of  laser  ablation  much 
longer  than  of  the  other  sputtering  techniques  (tens  of  micrometers,  depending  on  the  lateral  resolution, 
compared  to  -1  pm). 

On  its  own,  the  precise  material  removal  is  not  sufficient  for  LA  in-depth  profiling.  One  needs  a  detection 
technique  suitable  for  single  shot  multielement  analysis.  LIBS  with  an  echelle  spectrometer  satisfies  this 
condition,  but  there  is  a  limitation  imposed  on  the  ablation  rates:  laser  fluences  should  be  so  high  that  the  plasma 
emission  can  be  detected  (the  removed  material  should  be  atomized/ionized  and  excited).  Much  lower  fluences 
can  be  applied  for  analysis  in  the  TOF-MS,  since  ionic  signals  are  finite  even  for  fluences  that  are  below  the 
threshold  determined  from  the  visible  surface  damage  inspection. 

Elemental  signals  are  taken  as  a  function  of  the  number  of  applied  laser  pulses.  The  real  depth  information 
has  to  come  from  an  independent  depth  measurement.  Alternatively,  for  materials  for  which  the  ablation  rate 
dependence  on  fluence  is  known,  the  depth  could  be  calculated  from  experimental  parameters. 

170  fs  Ti-sapphire  laser  was  used  for  in-depth  profiling  of  sub-micrometer  multi-layer  structures.  LIBS  and 
direct  LA-TOF-MS  were  used  for  elemental  analysis.  Sandwiches  of  two  and  three  Cu-Ag  layers  of  about  600 
nm  thickness  per  layer  were  measured  by  laser  induced  breakdown  spectroscopy  in  argon.  The  laser  craters 
geometry,  directly  connected  to  the  beam  intensity  distribution,  has  a  decisive  influence  on  the  profiling  results. 
A  TiN/TiAIN  system  with  five  double -layers  was  investigated  by  LA-TOF-MS.  The  thickness  of  each 
individual  layer  was  280  nm.  Despite  the  Gaussian  laser  beam  profile  which  results  in  bell-shaped  craters,  the 
position  of  all  ten  layers  could  be  resolved  [4].  Hard  Ti-containing  coatings  [5],  as  well  as  some  other  transition- 
metal  nitrides  and  carbides  can  be  microstructured  with  high  precision  with  ultrashort  lasers,  so  that  a  better 
depth  resolution  can  be  expected. 
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Several  beam  shaping  methods  were  used  in  attempts  to  obtain  a  flat-top  beam  profile  and  craters  with  flat 
bottom.  Many  of  the  standard  beam  shaping  methods  cannot  be  applied  to  the  ultrashort  pulses  and  alternative 
approaches  were  necessary.  Some  other  multi-layered  systems  of  different  thickness  were  studied.  The  results 
were  correlated  with  the  white  light  interferometer  measurements  of  the  craters. 

The  measurements  clearly  demonstrate  that  the  femtosecond  laser  ablation  is  a  suitable  samplins  method  for 
a  demanding  microanalytica!  task  as  it  is  the  in-depth  profiling.  With  depth  resolutions  of  the  order  of  1 00  nm  or 
better  and  latteral  resolutions  of  10  pm,  it  could  be  a  good  alternative  to  the  established  methods  such  as  a  glow 
discharge  or  ion  sputtering.  From  these  first  experiments,  the  strategic  guidelines  for  further  development  of  the 
femtosecond  laser  ablation  in-depth  profiling  method  can  be  derived. 
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Abstract:  The  results  of  a  measurement  campaign  for  analysis  of  steel  pipes  in  a  styrene 
plant  are  reported.  The  measurements  were  performed  during  the  normal  operation  of  the 
plant. 
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1.  Introduction 

One  of  the  most  interesting  features  of  the  LIBS  technique  is  its  ability  to  perform  elemental  analysis 
without  preparation  of  the  samples,  in  standard  atmosphere.  This  characteristics  make  LIBS  the  election 
technique  for  in-situ  remote  analysis,  since  optical  access  to  the  sample  is  the  only  requirement  for 
performing  the  measurements.  In  particular,  the  LIBS  technique  is  particularly  suited  for  diagnostics  of 
industrial  processes  and  structures  because  of  its  operating  capabilities  even  in  very  hostile  environments. 

Surprisingly  enough,  very  few  examples  are  reported  in  the  scientific  literature  of  in-situ  applications  of 
the  LIBS  technique.  In  fact,  the  use  of  the  LIBS  technique  out  of  the  laboratory  is  still  very  limited  by  the 
difficulties  associated  with  transportation  of  the  experimental  equipment  and,  in  case  of  quantitative 
analysis,  by  the  difficulty  of  constructing  appropriate  calibration  curves  in  the  specific  experimental 
conditions  typical  of  in-situ  analysis. 

The  results  here  reported  refer  to  the  first  time  application  of  LIBS  technique  to  remote  and  quantitative 
elemental  analysis  of  hot  steel  pipes  in  a  styrene  plant,  performed  during  the  normal  operation  cycle  of  the 
plant. 

The  experimental  activity,  performed  in  the  framework  of  the  EC  project  LIBSGRAIN,  was  made 
possible  on  one  side  by  the  use  of  compact  experimental  equipment  and  on  the  other  by  the  application  of 
the  CF-LIBS  technique,  which  allowed  the  quantitative  measurement  of  hot  steel  pipe  composition  without 
use  of  any  reference  sample  or  calibration  curve. 

2.  Experimental 

The  LIBS  experimental  apparatus  was  composed  by  a  compact  Nd-YAG  laser,  operating  in  the 
fundamental  wavelength  and  delivering  about  50  mJ  in  7  ns  pulses,  with  a  repetition  rate  of  10  Hz,  and  a 
wide  band  Echelle  spectrometer  with  spectral  range  between  200  and  800  nm. 
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The  laser  beam  was  focused  on  the  hot  steel  pipe  (typically  operating  at  temperatures  around  700  °C) 
using  an  optical  head  realized  by  LASERMET.  The  optical  head  was  equipped  with  three  stepping  motors 
which  allowed  for  2D  scanning  of  the  surface  and  focusing  of  the  laser  beam  on  the  surface. 

The  optical  head  movements  were  guided  by  a  dedicated  software,  designed  by  UNINOVA,  which  also 
controlled  the  automatic  focusing  of  the  laser  beam  on  the  surface  and  the  scanning  spatial  step  durins:  the 
LIBS  measurements. 


Fig.  1.  The  UBS  system  operating  at  the  styrene  plant.  Note  the  safety  cover  (at  the  right)  for  avoiding  stray  reflections. 


Fig.  2.  A  detail  of  the  laser  and  the  optical  head  focusing  the  laser  beam  on  the  pipe. 
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The  LIBS  signal  was  acquired  on-axis  using  an  optical  fiber  fitted  in  the  back  of  the  optical  head  which 
delivered  the  breakdown  light  to  the  Echelle  spectrometer.  The  LIBS  spectra  obtained  by  the  spectrometer 
were  then  analyzed  with  the  LIBS++  software  developed  by  the  Applied  Laser  Spectroscopy  Laboratory  in 
Pisa  and  the  resulting  elemental  compositions  were  converted  in  false-colors  2D  compositional  maps. 


3.  Results 

The  results  obtained  on  the  plant,  in  two  different  sites  (Site  A,  far  from  a  welding  and  Site  B,  across  a 
welding)  have  shown  different  spatial  distributions  of  the  main  components  of  the  steel  alloy  (Fe,  Ni,  Mn, 
Cu,  Al,  Ti  and  Ni)  which  are  currently  under  study  by  PET  and  DRB  for  correlating  these  information  with 
the  metallographic  conditions  of  the  pipes,  thus  obtaining  an  estimate  of  the  probability  of  failure  of  the 
plant  and  operating  in  advance  for  repairing  the  sections  involved  before  the  failure  would  occur. 


X 

Fig.  3.  2D  mapping  of  the  Mn  distribution  over  a  75pm  x  250  pm  grid.  The  bright  spot  at  the  right  corresponds  to  a  higher 
concentration  of  Mn  with  respect  to  the  background. 
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Abstract;  Laser  induced  breakdown  spectroscopy  was  used  to  detect  gunshot  residue  (GSR)  on  a 
shooter’s  hand.  Double  sided  tape  pressed  to  the  skin  of  the  shooter  was  directly  analyzed. 
Characteristic  emission  lines  identified  GSR  presence, 
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OCIS  codes:  (300.6210)  Spectroscopy,  atomic  (120.6200)  Spectrometers  and  spectroscopic  instrumentation 


1.  Introduction 

Whenever  a  gun  is  fired,  gunshot  residues  (GSR)  are  expelled  from  the  gun.  The  origins  of  GSR  can  be  the  primer, 
propellant,  lubricant,  bullet,  bullet  jacket,  cartridge  case,  and  gun  barrel.  The  presence  of  GSR  have  been  used  to 
show  that  a  person  had  recently  fired  a  gun  and  patterns  of  residues  have  been  used  to  predict  firing  distances. 

The  gunshot  is  initiated  when  the  hammer  or  striker  crushes  the  primer  cup,  causing  the  primer  compound 
lining  the  inside  of  the  primer  cup  to  ignite.  The  flame  emitted  from  the  primer  cup  ignites  the  propellant,  which 
decomposes  and  drives  the  bullet  down  the  barrel.  Heat  generated  by  the  ignition  of  the  primer  causes  the  inorganic 
compounds  in  the  primer  to  vaporize,  but  these  vapors  condense  into  droplets.  With  expansion  and  cooling  on 
leaving  the  barrel,  many  of  these  droplets  freeze  in  their  existing  form.  GSR  from  primer  contains  distinct  particles 
with  the  characteristic  elements  of  the  primer  compounds.  In  addition  to  the  “primer  particles  ”  lead  particles  can 
arise  from  lead  bullets.  GSR  also  may  contain  intact,  or  partially  burned,  propellant  with  particle  sizes  ranging  from 
large  visible  particles  to  a  fine  dust  ( 1  -7). 

2.  Experimental 

Samples  were  obtained  by  going  to  a  firing  range  and  firing  rounds  from  personal  weapons.  Samples  were  obtained 
by  pressing  a  small  (0.5-inch  diameter)  piece  of  double  sided  tape  to  the  hand  of  the  shooter.  The  tape  was  mounted 
in  a  time-resolved  echelle  LIBS  spectrometer  (8)  and  a  single  laser  pulse  was  used  to  vaporize  and  excite  the 
analyte. 


3,  Results  and  discussion 

The  laser  sampled  an  area  approximately  0.3  mm  in  diameter.  Figure  1  shows  representative  spectra  of  a  blank 
spectrum,  a  LIBS  spectrum  from  a  sample  taken  from  the  shooter’s  hand  after  firing  weapon,  and  a  spectrum  taken 
from  the  shooter’s  hand  after  washing  with  soap  and  water.  The  blank  sample  was  taken  from  the  same  person,  but 
from  an  area  under  the  sleeve  on  the  opposite  arm  before  firing.  Spectral  differences  between  the  spectra  taken  after 
firing  and  the  blank  have  been  identified.  The  lines  in  the  blank  are  due  to  sodium,  calcium,  and  atmospheric 
emission.  The  majority  of  the  lines  in  the  samples  after  shooting  are  due  to  the  presence  of  barium;  some  lead  lines 
are  also  present.  The  time  required  for  the  analysis  was  approximately  2  min. 

A  single  laser  shot  ablates  0.06%  of  the  surface,  leaving  the  remaining  99.94%  of  the  sample  preserved  for 
SEM/EDX  analysis.  Additional  sensitivity  may  be  attained  by  averaging  additional  laser  pulses  at  new  locations, 
thus  improving  the  signal-to-noise  ratio.  The  sensitivity  appears  to  be  excellent;  the  shooters  were  asked  to  wash 
their  hands  carefully  using  soap  and  water.  The  firing  hand  was  re-sampled  with  a  new  piece  of  tape.  The  results 
show  that  gunshot  residue  can  be  detected,  although  the  intensity  after  washing  (Figure  1C)  drops  noticeably 
(compared  to  Figure  IB),  Samples  were  also  taken  after  1, 3,  and  10  shots  were  fired.  AH  spectra  are  qualitatively 
identical. 
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Figure  1.  LIBS  spectra:  (A)  blank  taken  from  underneath  the  shooter’s  shirt  before  firing;  (B)  GSR  sampled  from 
shooter’s  hand  after  firing  weapon;  (C)  GSR  spectra  taken  from  shooter’s  hand  after  washing  with  soap  and  water. 


3.  Conclusion 

There  are  two  approaches  to  the  interpretation  of  inorganic  GSR  results.  The  first  approach  is  based  on  finding 
particles  with  a  “unique  composition”  that  could  only  have  originated  from  the  explosion  of  a  primer.  The  second 
approach  is  based  on  finding  particles  that  are  consistent  with  the  gun  and  ammunition  used.  The  first  approach  is 
limited  by  a  low  number  of  positives  in  actual  casework,  and  the  fact  that  the  use  of  lead-,  antimony-  and  barium- 
free  primers  is  on  the  rise.  The  second  approach  is  only  possible  if  the  gun  or  ammunition  is  recovered  along  with 
the  particles  (3). 

The  results  presented  here  support  use  of  LIBS  for  detection  of  gunshot  residue.  We  have  successfully  used  LIBS  to 
detect  residue  on  the  hands  of  a  shooter  who  has  fired  a  weapon.  Characteristic  emission  lines  are  observed  from 
elements  known  to  be  present  in  GSR,  principally  barium  and  lead.  The  spectra  of  GSR  samples  are  quite  different 
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from  those  of  the  blank.  We  have  also  found  that,  even  after  washing,  detectable  amounts  of  GSR  remain.  The 
results  reported  here  are  preliminary  and  further  work  is  in  progress  to  confirm  and  validate  the  applicability  of  these 
results. 
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Abstract:  Speed  of  analysis  and  minimal  sample  preparation  make  LIBS  ideal  for  the 
analysis  of  pharmaceutical  solid  dosage  forms  for  blend,  content,  and  coating  thickness 
uniformities.  Inter-tablet  %RSD  values  of  less  than  4%  are  easily  achieved. 
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ACIS  codes:  (140.3440)  Laser- induced  breakdown;  (300.6360)  Spectroscopy,  laser. 


Introduction 

Approximately  70%  of  the  pharmaceutical  drug  products  on  the  market  are  in  solid  dosage  form.  The 
uniform  distribution  of  the  active  ingredients  and  the  excipients  within  tablets  are  critical  parameters 
towards  the  performance  of  a  drug.  However  the  proper  blending  of  powders,  essential  towards  achieving 
a  uniform  distribution,  has  always  contributed  to  the  difficulties  involved  in  the  manufacture  of 
pharmaceutical  tablets.  Coatings  are  sometimes  applied  to  tablets  for  cosmetic  and  functional  purposes. 

In  the  latter  case,  the  uniformity  of  the  coating  thickness  can  significantly  affect  the  performance  of  a  drug 
as  well. 

Current  methodology  to  determine  the  content  and  coating  uniformity  frequently  involves  lengthy  sample 
preparation  steps  where  the  sample  must  be  brought  into  solution.  Laser  induced  breakdown  spectroscopy 
is  revealing  itself  to  be  a  fast  and  versatile  technique  for  the  qualitative  and  quantitative  analysis  of 
pharmaceutical  samples.  An  inherent  feature  of  LIBwS  technology  is  the  very  small  target  size  being 
sampled.  The  spot  size  ablated  by  the  laser  is  approximately  200  pm  in  diameter.  The  ability  to  target 
specific  areas  of  the  sample  can  be  used  to  assess  the  distribution  of  components.  As  well,  by  focusing 
successive  laser  pulses  onto  the  same  spot,  it  becomes  possible  to  probe  into  the  sample  core,  and  therefore 
determine  the  homogeneity  of  an  ingredient  throughout  the  tablet  and  the  uniformity  of  coatings. 

Method 

The  laser  induced  breakdown  spectrometry  instrument  used  for  these  experiments  was  a  PharmaLIBSTM 
200.  The  instrument  features  an  Nd:YAG  laser  operating  at  1064  nm  and  up  to  200  mJ  at  10  Hz.  The  spot 
size  on  the  target  is  200  microns.  The  plasma  emissions  are  focused  by  an  ellipsoid  mirror  onto  a  fibre 
optic  bundle,  and  subsequently  transmitted  to  a  spectrograph  of  Czerny-Turner  configuration.  The 
spectrum  created  by  one  of  the  three  gratings  (1200  g/mm  blaze  750  nm,  1200  g/mm  blaze  visible,  and  600 
nm  blaze  1000  nm)  is  detected  by  an  interline  readout  CCD.  The  samples  are  mounted  in  dies,  which  are 
then  guided  to  the  laser  targeting  point  by  an  XY  rotational  stage. 

In  order  to  determine  the  applicability  of  LIBS  to  the  study  of  powder  blends,  a  mixture  of  50:50  lactose 
(Pharmatose  DCL21,  DMV)  and  microcrystalline  cellulose  (Avicel  PH  101,  FMC  Corp.)  was  blended  at  38 
rpm  in  an  8L  low  shear  blender  filled  to  40%  of  its  volume  capacity.  Magnesium  stearate  -  0.5%  by 
weight,  (Mallinckrodt,  passed  through  a  60  mesh  sieve),  croscarmelose  -  3%  by  weight,  (Ac-Di-Sol,  FMC 
Corp.),  and  chlorpheniramine  maleate  -  10%  by  weight  (Sigma  Aldrich)  were  subsequently  added  to  the 
blender  as  a  lubricant,  disintegrant  and  active  compound,  respectively.  At  predetermined  number  of 
rotations,  samples  of  the  blends  were  taken  at  ten  locations  on  top  of  the  blend. 

A  300  mg  aliquot  from  each  sampling  site  were  then  compacted  into  12  mm  round  flat  tablets  using  a 
hydraulic  press  (Globe  Pharma,  NJ)  set  to  two  metric  tons.  The  wavelengths  chosen  were  517  nm  for  Mg, 
589  nm  for  Na,  and  837  nm  for  Cl;  laser  energy  150  ml;  camera  delay  0.7  psec,  exposure  4  psec;  7  sites,  10 
pulses  per  site. 

Coating  uniformity  studies  were  performed  using  commercially  available  enterically  coated  omeprazole 
tablets.  The  emissions  lines  of  titanium,  present  in  the  coating,  and  sulfur,  present  in  the  core,  were 
monitored  at  522  nm  and  921  nm,  respectively.  The  laser  energy  was  set  to  150  mJ;  camera  delay  1  psec, 
exposure  5  psec;  7  sites  in  a  linear  pattern,  21  pulses  (The  results  from  the  1st  pulse  were  ignored). 
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By  selecting  the  signal  intensity  after  the  15*h  pulse  for  each  site,  the  plot  can  be  likened  to  a  horizontal 
slice  through  the  tablet.  When  examining  the  distribution  of  the  drug  in  terms  of  signal  intensity  in  a  single 
tablet,  significant  non-uniformity  in  drug  distribution  is  observed. 

The  fact  that  this  technique  ablates  a  small  amount  of  material  provides  the  ability  to  probe  the  core  of  a 
tablet  without  removing  the  film  coating.  This  allows  the  uniformity  of  the  film  coating  and  of  the  active 
drug  product  to  be  determined.  Several  tablets  were  examined  for  coating  thickness  uniformity.  Two 
examples  are  plotted  in  Figure  3,  which  shows  the  average  titanium  and  sulfur  signals  with  respect  to  the 
laser  pulse  number.  The  plots  clearly  show  differences  between  the  tablets,  not  only  in  terms  of  the  number 
of  shots  required  to  penetrate  the  coating,  but  also  in  the  amount  of  sulfur  in  the  core.  The  coating  of  the  10 
mg  tablet  seems  thinner  than  the  coating  of  the  20  mg  tablet,  since  the  crossover  point  of  the  titanium  and 
sulfur  signals  occurs  earlier  for  the  10  mg  tablet.  The  inter-tablet  %RSD  values  for  the  both  dose  strengths 
are  approximately  8%  when  calculated  from  the  sulfur  signal  at  pulses  14  to  19.  These  results  improve 
when  the  number  of  sites  per  tablet  is  increased.  Typically,  the  penetration  rate  is  approximately  50-100 
pm  per  pulse  in  the  core  of  a  tablet,  while  on  film  coatings  it  is  about  10-15  pm  per  pulse. 
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Fig.  3.  Profile  showing  the  titanium  and  sulfur  signals  with  respect  to  laser  pulses  on  an  enterically  coated 
omeprazole  tablet. 


Conclusion 


LIBS  is  an  effective  tool  to  rapidly  probe  the  surface  and  the  core  of  pharmaceutical  solid  dosage  forms  for 
various  compounds  and  determine  their  distributions  throughout  the  sample.  Lack  of  uniformity  in 
distribution  can  be  clearly  demonstrated  in  the  surface  plots  obtained  from  a  single  tablet,  both  by  means  of 
surface  distribution  and  depth  profile.  As  well,  distribution  and  coating  uniformity  also  can  be  determined. 
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1.  Introduction. 

Laser  Induced  Breakdown  Spectroscopy  (LIBS)  due  to  its  principle  where  only  laser  photons  are  sent  to  the 
target  and  photons  emitted  by  the  plasma  are  detected  can  allow  direct  and  in  situ  measurements  of 
numerous  elements  in  complex  materials,  LIBS  has  been  applied  for  experiments  on  liquids  [1]  and 
different  materials  [2]  but  the  use  of  an  echelle  spectrometer  in  the  different  experimental  set-up  is  rather 
sparse  [3,  4,  5],  The  subject  of  this  paper  is  to  show  the  high  potentiality  of  a  commercial  echelle 
spectrometer  for  multielemental  analysis  by  UBS  and  to  compare  detection  limits  obtained  with  such 
system  and  with  a  standard  Czerny  Turner  spectrometer. 


2.  Experimental  set-up 

Different  applications  have  been  investigated.  For  liquid  applications  (see  Figure  1)  the  plasma  is  i«mited 
by  a  Nd:YAG  laser  operating  at  532  nm  (Quantel  Brilliant  B,  France).  Three  reflective  mirrors  up  to  a 
focussing  lens  guide  the  laser.  The  last  mirror  is  a  reflective  quartz  one  at  45°  in  order  to  allow  plasma 
recording  in  the  same  direction.  For  quantitative  determination  in  bulk  liquids  the  laser  direction  is  tilted  at 
an  angle  of  15°  to  the  liquid  surface.  Therefore  it  avoids  splashing  on  the  optics,  an  actual  drawback  that 
can  affect  the  reliability  of  the  LIBS  technique. 


Figure  1:  Experimental  set  up  for  LIBS  technique  on  liquids. 


For  solids  and  powders  investigations  exactly  the  same  experimental  set  up  has  been  used  except  the  tilt 
choice.  For  both  materials  the  laser  beam  direction  is  perpendicular  to  the  sample  surface. 
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At  the  beginning  of  the  development  of  our  researches  on  LIBS  technique,  a  Czerny-Turner  spectrometer 
(THR  1000,  Jobin-Yvon,  France)  was  systematically  used  with  an  ICCD  detector  (Princeton  Instruments, 
USA).  But  because  of  the  requirement  for  very  fast  multielemental  analysis,  one  of  the  most  promising 
approach  for  LIBS  experiments  involves  the  use  of  an  echelle  spectrometer.  Therefore,  a  commercial 
echelle  spectrometer  was  chosen  (ESA  3000,  LLA,  Germany)  because  it  allows  the  simultaneous  recording 
of  the  complete  spectral  range  from  200  to  780  nm  with  a  high  resolution  of  X/AX  =  10  000. 


3.  Main  results 

Even  if  LIBS  results  on  liquids  are  less  studied  than  those  on  solids,  the  preparation  of  standard  samples  are 
obviously  much  easier.  Solutions  were  purchased  in  SPEX  Certiprep  company.  With  different  solutions  at 
concentrations  of  10  000  |ig  ml'1  or  less,  the  corresponding  spectra  were  obtained  with  the  echelle 
spectrometer  detector.  A  home  made  software  was  written  in  order  to  extract  automatically  the  different 
emission  lines  of  interest  and  to  build  a  spectral  database  obtained  by  LIBS.  Up  to  now  LIBS  spectra  for  46 
elements  are  gathered  in  our  spectral  database.  Moreover,  the  software  is  able  now  to  give  very  quickly  the 
qualitative  determination  of  an  unknown  sample. 

The  capability  of  an  echelle  spectrometer  (see  Figure  2  for  an  example  of  a  calibration  curve  of  Cd  in 
water,  detection  limit  found  =  14  pg  ml'1)  to  give  reliable  results  was  assessed  also  by  the  comparison  for 
some  elements  of  the  detection  limits  obtained  in  the  same  conditions  but  with  a  classical  Czerny  Turner 
spectrometer.  The  possibility  to  use  systematically  an  internal  standard  is  also  an  essential  feature  of  the 
echelle  spectrometer.  Moreover,  if  the  time  resolution  remains  constant  and  if  different  gain  of  the  ICCD 
must  be  used  to  improve  the  dynamic  of  the  system,  the  calibration  curve  do  not  change. 


Figure  2  :  Calibration  curve  for  Cd  (internal  standard  Sc)  in  pure  water  with  the  use  of  an  echelle 

spectrometer. 


The  echelle  spectrometer  has  been  also  evaluated  on  aluminium  alloys.  This  apparatus  has  been  an 
interesting  choice  to  record  and  choose  the  most  sensitive  lines  for  different  trace  elements  to  be  analysed. 
With  different  aluminium  alloys  12  calibration  curves  have  been  obtained  by  LIBS.  The  detection  limits  are 
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very  close  from  those  that  can  be  found  in  the  literature  (for  example  a  detection  limit  of  0. 13  ug/s  was 

found  for  Mg),  but  obviously  all  different  trace  elements  can  be  investigated  at  the  same  time  and  thus  very 
quickly. 

Because  of  the  spectral  database  obtained  experimentally  by  LIBS  on  liquids,  completely  unknown  samples 
can  be  studied.  Examples  on  coins,  powders  and  on  rocks  have  already  highlighted  the  high  capability  of 
the  LIBS  experiment  connected  with  an  echelle  spectrometer  to  investigate  unknown  samples. 

4,  Conclusions 


For  different  applications  of  LIBS  analysis  on  liquids,  solids,  ....  the  use  of  an  echelle  spectrometer  is  a 
very  attractive  choice.  The  quantitative  results  are  very  close  compared  to  a  standard  Czerny-Turner 
apparatus.  Because  a  large  domain  of  the  spectrum  is  investigated  simultaneously,  many  elements  can  be 
studied  at  the  same  time. 
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LIBS  has  a  variety  of  intrinsic  characteristics  that  make  it  a  very  attractive  sensor  technology  for  military 
applications.  These  attributes  include:  an  ability  to  detect  all  elements  at  high  sensitivity;  a  capability  for 
field-portable,  real-time,  and  in-situ  analysis;  and  the  ability  to  undertake  both  point  and  standoff  detection. 
The  Army  Research  Laboratory  has  been  engaged  in  LIBS  analysis  for  over  a  decade  and  recently  has  been 
investigating  the  potential  to  apply  broadband  LIBS  analysis  to  specific  military  problems. 

The  instrument  utilized  in  this  study  is  a  prototype  7-spectrometer  array  developed  by  Ocean  Optics  Inc. 
which  has  the  following  salient  features:  (i)  spectral  coverage  over  the  region  200-940  nm,  (ii)  spectral 
resolution  of  0.1  nm,  and  (iii)  instantaneous  response  time.  Common  explosives  consist  of  a  variety  of 
different  chemicals  (e.g.  Ammonium  Nitrate;  Black  Powder  [potassium  nitrate  or  sodium  nitrate,  charcoal, 
and  sulfur],  RDX:  [l,3,5-trinitro-l,3,5-triazacyclohexane],  Comp  A3  [RDX  and  wax],  Comp  B  [RDX, 
TNT,  and  wax],  Comp  C4  [RDX,  di(2-ethylhexyl)sebaeate,  polyisobutylenc,  and  motor  oil])  and  therefore 
should  have  unique  LIBS  spectra.  This  supposition  is  borne  out  by  a  broadband  LIBS  survey  of  common 
explosive  materials  reveals  a  very  reproducible  analysis  and  a  characteristic  spectrum  for  different  types  of 
explosive  (Figures  1  and  2). 


Wavelength,  X  (nm) 


Figure  1 .  Five  (5)  single-shot  broadband  LIBS  intensity  spectra  for  Black  Powder 
from  200  to  950nm. 
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Figure  2.  Comparison  of  broadband  LIBS  intensity  spectra  from  200  to  950nm 
for  two  explosive  materials  -  Black  Powder  and  Comp  C4, 


These  characteristic  spectra  for  explosive  materials  could  be  readily  identified  in  explosive  residues  on 
snow  and  in  soils  from  Army  firing  ranges  at  Ft  Drum,  NY  and  the  Ethan  Allen  Firing  Range,  VT  that  were 
collected  as  part  of  an  environmental  study  to  determine  the  magnitude  and  variability  of  explosives  in 
surface  soils  resulting  from  activities  at  US  Army  training  facilities.  This  work  suggests  that  there  is 
potential  to  develop  a  field-portable  LIBS  instrument  for  explosive  detection  applications  including  the 
location  and  assessment  of  environmental  contamination  and  the  standoff  discrimination  of  buried" 
landmines  and  unexploded  ordnance. 
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Metal  Detection  in  Soil 

A.  J.  Ray  Hunter,  R.  T.  Wainner,  L.  G.  Piper,  S.  J.  Davis 
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20  New  England  Business  Center 
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SIBS  is  a  recently  developed  analytical  method  based  upon  atomic  fluorescence  emitted 
following  the  formation  of  an  electrically  generated  pulsed  plasma  on  the  surface  of  a 
non-conductive  sample.  This  plasma  ablates  and  ionizes  a  portion  of  the  sample.  As  in 
the  more  familiar  laser-induced  breakdown  spectroscopy  (LIBS),  this  plasma  is  allowed 
to  cool  and  recombine  prior  to  observing  the  atomic  fluorescence  from  the  sample.  The 
wavelength  and  the  intensity  of  these  atomic  features  are  used  to  identify  the  element  of 
interest  and  quantify  the  amount  present,  respectively. 

SIBS  was  originally  developed  at  PSI  for  the  real-time  determination  of  lead  and 
chromium  in  airborne  particulate  material.  SIBS  in  this  application  can  generate  a  data 
point  every  1-30  seconds,  and  can  access  levels  as  low  as  5-10  micrograms/cubic  meter 
of  air.  In  view  of  this  success,  SIBS  has  more  recently  been  applied  to  the  analysis  of 
toxic  metals  in  soil.  By  creating  sparks  on  the  surface  of  soil,  sensitive  and  rapid  analysis 
of  metallic  pollutants  can  be  performed.  Quantification  is  aided  by  the  application  of 
standard  addition  procedures  and  normalization  to  persistent  matrix  lines. 

This  presentation  will  focus  on  the  use  of  SIBS  to  probe  metals  contents  in  a  variety  of 
soil  types.  We  have  focused  much  of  our  work  on  the  analysis  of  soil  for  Pb  and  Cr,  but 
have  also  used  SIBS  to  perform  near  real-time  analysis  of  Hg,  Ba  and  Cd  in  polluted 
soils.  As  shown  in  figure  1 ,  small  additions  of  a  pollutant  to  an  ordinary  soil  sample  can 
readily  be  seen  against  the  background  of  matrix  lines.  With  the  use  of  the  standard 
addition  scheme,  detection  limits  of  20-30  mg/kg  (ppm)  have  been  observed  for  all  of 
these  elemental  species. 
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Figure  1.  SffiS  Spectrum  of  loose  Andover  soil  between  506  and  516  nm,  with  and 
without  the  addition  of  250  mg/kg  Cd. 

We  will  present  data  that  demonstrates  good  agreement  between  National  Institute  of 
Standards  and  Technology  (NIST)  standard  reference  material  certified  values,  and  also 
data  that  shows  insensitivity  to  chemical  form.  We  will  also  demonstrate  that  there  is  not 
an  adverse  influence  on  the  analysis  by  other  common  co-contaminants  such  as  oil  and 
other  metals.  Recently,  we  have  begun  miniaturization  efforts  in  earnest  and  continue  to 
improve  the  associated  analytical  methodology. 
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Abstract:  Laser-induced  breakdown  spectroscopy  (LIBS)  is  ideally  suited  to  function  as  a  real¬ 
time,  in  situ  monitor  characterized  by  speed  and  experimental  simplicity,  and  is  sensitive  enough 
for  measuring  aerosol  elemental  composition  as  well  as  overall  mass  concentrations.  Ensemble 
averaging  has  historically  been  used  to  overcome  the  extensive  laser  shot-to-shot  spectral 
fluctuations,  thereby  improving  sensitivity  of  the  LIBS  technique.  Ensemble  averaging,  however, 
reaches  a  natural  limit  when  low  to  very  low  aerosol  concentrations  comprise  the  analyte  species 
of  interest.  For  the  unique  problem  of  aerosol  analysis,  the  point-sampling  nature  of  the  LIBS 
technique  plays  an  important  role  in  LIBS  data  processing,  and  conditional  spectral  analysis  may 
be  used  as  defined  by  the  presence  or  absence  of  discrete  particles  in  a  corresponding  plasma 
volume.  Conditional  data  analysis  algorithms  applied  to  individual  spectra  can  improve  signal-to 
noise  ratios  as  well  as  enable  the  study  of  single-shot  LIBS  spectra  corresponding  to  individual 
aerosol  particles.  Single-shot  LIBS  analyses  of  aerosols  raises  new  questions  regarding  shot-to- 
shot  fluctuations  and  data  precision,  as  well  as  issues  involving  the  fundamental  interaction 
between  the  laser-induced  plasma  and  aerosol  particles.  These  issues  are  explored  in  the  context 
of  quantitative  LIBS-based  analysis  of  single  aerosol  particles. 

©2002  Optical  Society  of  America 
OCIS  codes:  300.0300,300.6210 


1.  Introduction 

The  analysis  of  aerosol  particles  encompasses  a  wide  range  of  applications  and  technical  disciplines,  including  for 
example,  advanced  process  monitoring,  effluent  waste  stream  monitoring,  and  the  analysis  of  ambient  fine 
particulate  matter.  The  characterization  needs  for  these  aerosol  populations  may  include  particle  size  distributions, 
particle  number  densities,  total  species  concentrations,  and  particle  species  composition.  Laser-induced  breakdown 
spectroscopy  (LIBS)  is  well  suited  to  identify  constituent  atomic  species  resulting  from  individual  aerosol  particles 
in  a  laser-induced  microplasma,  enabling  a  direct,  simultaneous  measurement  of  particle  mass  and  composition. 
Relevant  to  LIBS-based  single-aerosol  analysis,  several  recent  review  papers  have  focused  specifically  on  the  use  of 
LIBS  for  aerosol  measurements  and  environmental  monitoring  [1-3].  This  paper  will  focus  on  the  recent 
developments  of  individual  aerosol  particle  analysis  using  laser-induced  breakdown  spectroscopy. 

The  specific  application  of  LIBS  for  the  detection  and  analysis  of  aerosols  may  be  considered  in  terms  of  the 
discrete  nature  of  individual  aerosol  particles  suspended  in  a  gas  matrix.  In  an  earlier  publication,  particle-sampling 
rates  (defined  as  the  percentage  of  laser  pulses  for  which  a  particle  is  present  in  the  plasma  volume)  were  calculated 
for  typical  LIBS  parameters  as  a  function  of  aerosol  size  and  mass  concentration  [4].  The  results  demonstrated  that 
particle  sampling  rates  are  on  the  order  of  0.1%  for  many  aerosol  loading  conditions,  including  those  expected  for 
the  effluent  streams  of  modern  incineration  facilities  and  for  many  aerosol  species  in  ambient  air.  Traditional 
ensemble  averaging  of  LIBS  spectra  under  such  low  aerosol  sampling  rates  will  produce  poor  signal-to-noise  ratios 
and  consequently  poor  species  detection  limits.  It  is  advantageous,  therefore,  to  consider  LIBS  aerosol  sampling 
under  dilute  conditions  as  a  binary  problem,  in  which  particles  are  either  present  or  absent  from  the  sample  volume 
corresponding  to  each  laser  pulse.  The  subset  of  LIBS  spectra  corresponding  to  aerosol  particles  present  in  the 
microplasma  can  contain  very  significant  atomic  emission  corresponding  to  the  particle’s  constituent  species  [4].  It 
follows  that  if  all  null  data  is  rejected  using  a  suitable  conditional  data  analysis  scheme,  significant  increases  in 
signal-to-noise  ratios  and  species  detection  limits  may  be  realized.  A  similar  approach  for  the  analysis  of  LIBS  data 
was  reported  by  Schechter  [5].  Utilization  of  such  a  scheme  makes  the  LIBS  technique  well  suited  for  the  detection 
and  analysis  of  single  aerosol  particles. 
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The  basis  of  LIBS  as  an  analysis  technique  for  discrete  aerosol  particles,  including  conditional  data  analysis  and 
quantitative  size  measurements,  was  developed  in  earlier  publications  [6-7],  The  goals  of  this  paper  are  to  examine 
the  use  of  LIBS  for  the  direct  analysis  of  individual  aerosol  particles,  including  the  interaction  between  the  laser- 
induced  plasma  and  aerosol  particles,  shot-to-shot  fluctuations,  and  data  precision, 

2.  Experimental  Methods 

The  LIBS  system  has  been  described  in  an  earlier  publication,  hence  only  a  brief  overview  of  the  system  will  be 
presented  [8],  The  laser-induced  plasma  was  generated  using  a  Q-switched  Nd:YAG  laser  at  the  fundamental 
frequency,  with  a  10-ns  pulse  width,  320-mJ  pulse  energy,  and  a  5  Hz  pulse  repetition  rate.  The  expanded  laser 
beam  (12-mm  diameter)  was  focused  in  the  aerosol  sample  chamber  using  a  75-mm  UV  grade  lens  (50-mm 
diameter).  The  plasma  emission  was  collected  along  the  direction  of  the  incident  beam  and  separated  using  a 
pierced  mirror.  The  plasma  emission  w?as  fiber-coupled  to  a  0.275-m  spectrometer,  dispersed  with  a  2400- 
groove/mm  grating,  and  recorded  with  an  intensified,  charge-coupled  device  (iCCD)  detector  array.  Signal 
Integration  was  performed  using  delay  times  ranging  from  20  to  40-qs  with  respect  to  the  incident  laser  pulse,  and 
integration  times  ranging  from  30  to  150  ps.  Plasma  temperatures  were  on  the  order  of  10,000  K  during  these 
temporal  windows,  as  measured  using  a  Boltzmann  plot  based  on  either  neutral  chromium  or  iron  atomic  emission 
lines. 

Aerosol  source  streams  were  generated  using  a  pneumatic-type  medical  nebulizer.  Standard  aqueous  solutions  (ICP 
grade  in  5%  nitric  acid  solution)  were  nebulized  and  introduced  into  a  bulk  nitrogen  or  air  flow  stream,  where  the 
droplets  subsequently  dried  to  produce  a  dispersion  of  fine,  solid  particulates.  Precise  calibration  flows  were 
generated  with  known  total  mass  concentrations  ranging  from  500  to  10,000  micrograms  per  cubic  meter  (gg/m3)  of 
sample  gas.  In  addition  to  the  aqueous  solutions,  particle  suspensions  of  monodisperse  silicon  oxide  particles  were 
nebulized  and  introduced  into  the  bulk  carrier  gas  flow  stream.  Additional  measurements  were  made  in  a  gas  flow? 
of  purified  air,  using  the  247, 86-nm  carbon  I  atomic  emission  line,  which  originated  from  the  presence  of  carbon 
dioxide  in  the  ambient  air.  The  use  of  carbon  dioxide  in  the  purified  air  stream  provided  a  homogeneous  carbon 
source  (-100  ppm  of  atomic  carbon)  at  the  molecular  level.  Such  uniform  dispersion  of  the  analyte  species  is  not 
readily  achieved  by  the  introduction  of  aerosol  species  via  nebulization  and  subsequent  drying. 


3*  Results  and  Discussion 


Laser-induced  breakdow?n  spectroscopy  was  evaluated  as  a  means  for  quantitative  analysis  of  the  size,  mass,  and 
composition  of  individual  micron  to  submicron-sized  aerosol  particles  over  a  range  of  w?ell-characterized 
experimental  conditions  as  well  as  for  the  analysis  of  ambient  air  particulate  matter.  Conditional  data  analysis  was 
used  to  identify  LIBS  spectra  that  correspond  to  discrete  aerosol  particles  under  low  aerosol  particle  loadings.  The 
size  distributions  of  monodisperse  particle  source  flows  were  measured  using  the  LIBS  technique  for  calcium-based 
and  magnesium-based  aerosols.  The  resulting  size  distributions  w?ere  in  very  good  agreement  with  independently 
measured  size  distribution  data  based  on  laser  light  scattering.  A  lower  size  detection  limit  of  about  200  nm  was 
determined  for  a  number  of  analyte  species,  including  calcium,  magnesium,  chromium,  and  sodium  based  particles, 
which  corresponds  to  a  detectable  absolute  mass  on  the  order  of  several  femtograms.  In  addition,  the  accuracy  of 
the  LIBS  technique  for  the  interference-free  analysis  of  different  particle  types  was  verified  using  a  binary  aerosol 
system  of  chromium  and  calcium  particles. 

A  statistical  analysis  of  single-shot  spectral  data  w?as  performed  for  LIBS  analysis  of  carbon  emission  stemming 
from  carbon  dioxide  in  purified  air.  Fluctuations  in  both  atomic  emission  and  plasma  continuum  emission  were 
investigated  in  concert  for  a  homogenous  gaseous  flow,  and  fluctuations  in  plasma  temperature  were  calculated 
based  on  iron  atomic  emission  in  an  aerosol-seeded  flow.  The  degree  of  laser  pulse  energy  absorption  by  the  laser- 
induced  plasma  was  investigated  as  a  function  of  pulse  energy,  revealing  a  saturation  regime  above  which  the 
percentage  of  absorbed  laser  energy  was  constant.  The  ratio  of  the  analyte  atomic  emission  intensity  (247.86-nm 
carbon  line)  to  the  continuum  emission  intensity  (peak/base)  provided  a  robust  signal  for  single-shot  LIBS  analysis. 
Moreover,  at  optimal  temporal  delay,  the  precision  of  the  LIBS  signal  was  maximized  for  pulse  energies  within  the 
saturation  regime  with  respect  to  plasma  absorption  of  incident  energy.  Finally,  single-shot  temperature 
measurements  were  analyzed,  leading  to  the  conclusion  that  spatial  variations  in  the  plasma  volume  formation  and 
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subsequent  plasma  emission  collection  play  important  roles  in  the  overall  shot-to-shot  precision  of  the  LIBS 
technique  for  gaseous  and  aerosol  analysis  [9]. 

Finally,  the  laser-induced  plasma  vaporization  of  individual  silica  microspheres  in  an  aerosolized  air  stream  was 
investigated.  The  upper  size  limit  for  complete  particle  vaporization  corresponds  to  a  silica  particle  diameter  of 
about  2  microns  for  a  laser  pulse  energy  of  320  mJ,  as  determined  by  the  deviation  from  a  linear  mass  response  of 
the  silicon  atomic  emission  signal.  Comparison  of  the  measured  silica  particle  sampling  rates  and  those  predicted 
based  on  Poisson  sampling  statistics  and  the  overall  laser-induced  plasma  volume  suggests  that  the  primary 
mechanism  of  particle  vaporization  is  related  to  direct  plasma-particle  interactions  as  opposed  to  a  laser  beam- 
particle  interaction.  Finally,  temporal  and  spatial  plasma  evolution  is  discussed  in  concert  with  factors  that  may 
influence  the  vaporization  dynamics  of  individual  aerosol  particles,  such  as  thermophoretic  forces  and  vapor 
expulsion. 


4.  References 

1.  M.Z.  Martin,  M.D.  Cheng,  and  R.C.  Martin,  “Aerosol  measurement  by  laser-induced  plasma  technique:  A  review,”  Aerosol  Science  & 
Technology  3 1 , 409-42 1  ( 1 999). 

2.  J.  Sneddon  and  Y-I  Lee,  “Novel  and  recent  applications  of  elemental  determination  by  laser-induced  breakdown  spectrometry,”  Analytical 
Letters,  32, 2 143-2 162  (1999). 

3.  B.W.  Smith,  D.W.  Hahn,  E.  Gibb,  I.  Gomushkin,  and  J.D.  Winefordncr,  “Laser  induced  breakdown  spectroscopy  for  the  characterization  of 
aerosols  and  particulates,”  Kona  No.  19,  25-33  (2001). 

4.  D.W.  Hahn,  W.L.  Flower,  and  K.R.  Hencken,  “Discrete  particle  detection  and  metal  emissions  monitoring  using  laser-induced  breakdown 
spectroscopy,”  Applied  Spectroscopy,  51,  1836-1844  (1997). 

5.  I.  Schechter,  “Direct  aerosol  analysis  by  time  resolved  laser  plasma  spectroscopy.  Improvement  by  single  shot  measurements,”  Analytical 
Science  &  Technology,  8,  779-786  (1995). 

6.  D.W.  Hahn,  “Laser-induced  breakdown  spectroscopy  for  sizine  and  elemental  analysis  of  discrete  aerosol  particles,”  Applied  Physics 
Letters,  72,  2960-2962  (1998). 

7.  D.W.  Hahn  and  M.M.  Lunden,  “Detection  and  analysis  of  aerosol  particles  by  laser-induced  breakdown  spectroscopy,”  Aerosol  Science  and 
Technology,  33,  30-48  (2000). 

8.  D.W.  Hahn,  J.E.  Carranza,  G.R.  Arsenault,  H.A.  Johnsen.  and  K.R.  Hencken.  “Aerosol  generation  system  for  development  and  calibration 
of  laser-induced  breakdown  spectroscopy  instrumentation,”  Review  of  Scientific  Instruments,  72,  3706-3713  (2001). 

9.  J.E.  Carranza  and  D.W.  Hahn,  “Sampling  Statistics  and  Considerations  for  Single-Shot  Analysis  Using  Laser  Induced  Breakdown 
Spectroscopy,”  Spectrochimica  Acta  Part  B,  57,  779-790  (2002). 


192 


FC2-1 


Monitoring  of  heavy  metals  in  particulates 
suspended  in  flue  gas  by  LIBS 

R*  Yoshiie  and  M.  Nishhnura 

Human  and  information  systems ,  Faculty  of  Engineering,  Gifu  University ,  FI,  Yanagido,  Gifu ,  Japan ,  501 1 193 
Phone  &  Fax  +81-58-293-2588,  e-mail  ryoshiie@cc.gifu-u.ac.jp 

H.  Moritomi 

Environmental  and  renewable  energy  systems,  Gifu  University ,  1-1,  Yanagido ,  Gifu ,  Japan ,  5011193 


Abstract:  Objective  in  the  present  study  is  to  quantify  a  concentration  ratio  of  heavy  metal  to 
major  element  in  particulates,  such  as  fly  ash  suspended  in  flue  gas.  The  concentration  ratio  is 
important  information  to  estimate  the  enrichment  factor,  which  shows  the  partitioning  behavior  of 
heavy  metals  in  combustion  process.  Aluminum  is  not  only  a  normalizing  element  for  an 
enrichment  factor  but  also  an  internal  reference  element  for  the  spectroscopic  analysis  in  this  study. 
Calibration  lines  for  relative  line  intensities  of  iron  against  its  concentration  ratio  in  particle 
samples,  simulating  fly  ash,  are  presented  in  this  paper.  To  generalize  the  calibration  lines,  plasma 
temperature  decreasing  after  breakdown  was  also  investigated  via  Boltzmann  plots  of  iron  lines. 
©2000  Optical  Society  of  America 
OCIS  codes:  (140.3440)  Laser-induced  breakdown 


1*  Introduction 

The  emission  of  toxic  heavy  metals  from  coal  combustion  and  waste  incineration  processes  into  the  atmosphere  is 
becoming  a  worldwide  problem  recently.  Then  the  online  monitoring  method  for  heavy  metals  in  the  flue  gas  needs 
to  be  developed.  Laser  induced-breakdown  spectroscopy  (LIBS)  is  known  as  one  of  the  techniques  to  quantify  many 
kinds  of  trace  elements  in  gas.  The  application  of  LIBS  to  the  analysis  of  gas  component  has  been  developed  for 
various  fields,  [1-3]  The  technique  of  UBS  has  the  merit  of  offering  a  fast,  simple  and  real-time  method  of 
elemental  analysis.  However,  it  has  been  reported  that  LIBS  spectra  are  much  affected  by  the  gas  condition  and 
other  matrix  elements.  [4]  Then,  to  quantify  the  concerned  elements  in  gas  using  LIBS  with  a  simple  calibration 
curve,  the  calibration  data  needs  to  be  obtained  under  the  completely  same  condition  as  the  practical  measuring 
point.  This  fact  makes  LIBS  technique  much  inconvenient  to  utilize  for  analysis  of  the  hot  flue  gas  at  actual  plants." 

According  to  the  latest  investigation  into  the  partitioning  of  volatile  heavy  metals  during  combustion  process  [5- 
7],  heavy  metals  are  hardly  remained  in  bottom  ash  due  to  their  high  volatility.  They  are  more  enriched  on  the  fly 
ash  or  finer  particulates  suspended  in  flue  gas.  To  estimate  the  partitioning  behavior  of  heavy  metals  in  the 
combustion  process,  enrichment  factors,  that  is  defined  as 

(1), 

are  widely  used,  where  CHM  is  the  concentration  of  a  heavy  metal  and  CNE  is  that  of  a  normalizing  element,  that  is 
non-volatile  major  element  like  aluminum,  [8]  Subscript  fuel  means  the  quantity  in  fuel  stream,  so  that  the 
denominator  in  Eq,(l)  can  be  calculated  from  the  result  of  elemental  analysis  for  the  fuel.  Subscript  output  means 
the  quantity  in  output  stream  like  fly  ash,  then  the  numerator  in  Eq.(l)  expresses  the  concentration  ratio  of  heavy 
metal  to  normalizing  element  in  particulates  suspended  in  flue  gas.  Then  our  objective  in  this  study  is  to  estimate 
this  concentration  ratio  using  LIBS  technique  as  direct  monitoring  of  heavy  metal.  It  makes  calibration  procedures 
much  easier,  because  the  normalizing  element  to  estimate  an  enrichment  factor  can  be  used  as  an  internal  reference 
for  the  spectroscopic  analysis  and  the  absolute  concentration  of  heavy  metals  in  gas  is  not  required  to  measure. 

In  this  study,  the  calibration  lines  are  obtained  between  relative  line  intensities  and  the  concentration  ratio  of 
heavy  metal  to  a  normalizing  element  in  particle  samples  simulating  fly  ash.  Moreover,  the  plasma  temperature  is 
estimated  as  a  representative  parameter  to  generalize  the  calibration  data.  It  offsets  the  variation  of  plasma 
conditions  and  makes  the  calibration  lines  more  reasonable. 

2.  Sample  Preparation  and  Experimental  Apparatus 

Particle  samples  simulating  fly  ash  containing  heavy  metals  were  prepared  via  the  dry  impregnation  method.  Alfa- 
alumina  particles  (particle  size  ~  15  pm)  were  impregnated  with  either  iron  chloride  or  lead  nitrate  solutions.  Four 
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iron  samples  and  three  lead  samples  were  made  up  for  the  experiment,  in  which  concentration  ratios  of  iron  to 
aluminum  are  0.42%,  1.43%,  3.60%  and  9.70%,  and  concentration  ratios  of  lead  to  aluminum  are  0.50%,  0.81%  and 
2.55%  respectively. 

Specifications  for  our  particle  feeding  system  and  LIBS  setup  are  summarized  in  table  1.  Sample  particles  are 
entrained  by  nitrogen  gas  and  injected  into  quartz  cell,  where  the  laser  beam  is  concentrated  by  a  convex  lens  to 
generate  the  laser-induced  breakdown  plasma.  In  the  detection  system,  gate  delay  time  after  breakdown  was  varied 
from  3  to  30  psec  as  an  experimental  parameter. 


Table  1 .  Specifications  for  the  particle  feeding  system  and  LIBS  system 


Particle  feeding  system  j 

LIBS  system 

Particle  driver 

Piezoelectric  oscillator 

Pulse  width 

6  ~  9  ns 

Particle  feeding  rate 

~  1.8  g/ min 

Wavelength 

532  nm 

Gas  flow  rate  (Nitrogen) 

2.0  L/min 

Energy  used 

400  mJ  per  pulse 

Gas  velocity  in  the  test  cell 

2.83  m/sec 

Repetition  rate  10Hz 

Temperature  in  the  test  cell 

298K 

Gate  delay 
Gate  width 

2  ~  30  psec 

5  psec 

3.  Results  and  Discussion 

Relative  intensities  of  iron  line  at  the  wavelength  of  381.58nm  are  plotted  against  concentration  ratios  of  iron  in 
particle  samples  in  Fig.l.  When  estimating  the  relative  line  intensities  of  iron  lines,  aluminum  line  at  394.40nm  was 
selected  as  intensity  of  an  internal  reference.  Gate  delay  times  of  3,  5,  10,  15,  20  and  30|isec  were  examined  here.  It 
is  found  that  the  relative  line  intensities  Ifc/Iai  are  increased  with  the  concentration  ratio  of  Fe/Al,  but  the  shape  of 
solid  line  connecting  data  points  for  each  gate  delay  time  are  non-linear  and  much  irregular.  It  was  caused  by  the 
fact  that  plasma  temperature  varied  with  both  iron  concentration  in  particles  and  delay  time  after  the  breakdown. 
Figure  2  shows  plasma  temperatures  estimated  via  Boltzmann  plot  of  iron  lines  with  various  gate  delay  time  for  each 
iron  concentration  sample.  It  is  well  known  that  plasma  temperature  diminish  with  time  after  breakdown.  In  addition, 
it  was  confirmed  that  higher  concentration  of  iron  in  particles  made  plasma  temperature  lower.  In  order  to  generalize 
experimental  data  in  Fig.l,  relative  intensities  of  iron  line  at  plasma  temperature  of  4500,  4600,  4700,  4800  and 
4900K  were  calculated  by  interpolating  (partially  extrapolating)  plots  in  Fig.2  for  each  iron  concentration  sample 
and  the  result  are  re-plotted  against  concentration  ratios  of  iron  in  Fig.3.  They  are  no  longer  irregular  and  can  be 
considered  as  calibration  lines  of  relative  line  intensities  of  iron  to  aluminum  for  each  plasma  temperature.  It  means 
that  concentration  ratio  of  iron  to  aluminum  can  be  obtained  from  line  intensity  ratio  of  iron  to  aluminum  and 
plasma  temperature,  where  all  values  required  to  measure  in  the  actual  analysis  are  not  absolute  but  relative.  It 
makes  the  application  of  LIBS  to  the  field  analysis  much  easier. 

Increasing  rate  of  relative  intensities  with  iron  concentration  becomes  flatter  at  higher  plasma  temperature,  as 
shown  in  Fig.3.  It  implies  that  self-absorption  becomes  considerable  with  higher  plasma  temperature,  but  further 
study  will  be  required  to  confirm  that.  Calibration  lines  of  relative  line  intensities  of  lead  to  aluminum  were  obtained 
in  the  same  way  as  iron,  although  the  problem  of  low  spectral  sensitivity  has  remained  because  of  weak  line 
intensities  and  low  concentration  of  lead  in  actual  fly-ash. 


Fig.  1 .  Relative  line  intensities  of  iron  at  381 .58nm  vs.  concentration  ratios  of  iron  to  aluminum  in  particle  samples  for 
different  gate  delay  times 


194 


FC2-3 


Plasma  temperature,  K 

Fig.  2.  Relationship  between  relative  line  intensities  of  iron  and  plasma  temperatures  estimated  via  Boltzmann  plot  of  iron 
lines  with  various  gate  delay  time  for  each  iron  concentration  sample 


Fig.  3.  Relative  line  intensities  of  iron  against  concentration  ratios  of  iron  at  several  plasma  temperatures,  calculated  bv 
interpolating  experimental  results 

4.  Conclusions 


The  LIBS  technique  was  introduced  to  the  measurement  of  heavy  metals  in  particulates  entrained  in  flue  gas.  The 
calibration  lines  of  relative  line  intensities  for  iron  and  lead  were  obtained  against  their  concentration  ratios  in  the 
particle  samples.  Aluminum,  which  was  typical  matrix  element  contained  in  fly  ash,  was  used  as  the  internal 
reference  element  for  spectroscopic  analysis.  Plasma  temperature  derived  from  the  Boltzmann  plots  of  iron  line 
intensities  was  also  estimated  to  generalize  calibration  lines.  In  the  present  analysis,  all  values  required  to  measure 
are  relative  and  it  makes  the  application  of  LIBS  much  easier.  If  the  calibration  data  are  extended  to  wide  range  of 
plasma  temperature  and  various  elements,  it  will  be  useful  for  estimating  the  enrichment  factor  that  shows  the 
distribution  behavior  of  heavy  metals  in  combustion  process* 
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Introduction 

When  a  pulsed,  high-powered  laser  beam  is  focused  onto  the  surface  of  a  target  (solid  or 
liquid  sample),  a  portion  of  the  illuminated  mass  is  ablated  into  vapor-phase  constituents.  In 
many  cases,  the  energy  and  irradiance  of  the  laser  beam  is  significant  to  convert  this  vapor  into  a 
luminous  plasma  above  the  sample  surface.  Spectroscopic  interrogation  of  the  plasma  is  a 
powerful  technology  for  direct  multi-elemental  chemical  analysis;  a  technology  termed  laser- 
induced  breakdown  spectroscopy  (LIBS).  LIBS  is  attractive  for  the  chemical  analysis  because 
any  material  can  be  ablated  without  sample  preparation,  data  are  measured  in  real  time,  and  the 
plasma  provides  a  complete  chemical  signature  of  the  sample  constituents. 

The  ability  to  utilize  LIBS  as  an  analytical  tool  depends  on  understanding  the  plasma 
properties.  The  plasma  temperature  and  electron  number  density  influence  the  spectral  line,  as 
well  as  background,  emission  intensities.  Plasma  formation  and  expansion  in  time  will  also 
significantly  influence  these  intensities.  In  many  applications,  time-resolved  measurements  are 
required  to  achieve  good  signal  to  background  and  signal  to  noise  ratios  for  accurate  and  precise 
measurements.  In  addition,  the  crater  dimensions  will  influence  such  measurements.  Depth 
analysis  variations  in  solid  samples  are  important  for  a  variety  of  micro  analytical  applications; 
e.g.,  inclusion  analysis,  diffusion  studies.  Previous  studies  showed  that  the  crater  depth-to- 
diameter  (aspect)  ratio  was  an  important  parameter  determining  the  degree  of  elemental 
fractionation  using  ns-laser  ablation.  Elemental  fractionation  becomes  significant  when  the  crater 
aspect  ratio  is  greater  than  six  [1,2].  Laser  energy  coupling  to  a  solid  increases  as  a  crater  is 
formed  in  the  target  [3,4].  For  an  aspect  ratio  varying  from  0  to  5,  the  amount  of  energy  absorbed 
varied  from  1  to  10  times  the  energy  absorbed  by  a  flat  surface. 

Because  laser  energy  coupling  increases,  and  the  plasma  is  restricted  at  early  times,  it  is 
reasonable  to  assume  that  a  laser-induced  plasma  in  the  crater  will  have  a  larger  electron  number 
density  and  higher  plasma  temperature,  compared  with  a  LIBS  plasma  induced  on  a  flat  surface. 
To  determine  the  plasma  properties,  we  chose  fused  silica  as  the  sample  and  measured  the  Si 
emission  lines  inside  and  outside  of  several  craters.  The  spatial  distribution  of  plasma 
temperature  and  electron  number  density  were  determined  by  measuring  Stark  broadening  of  the 
emission  lines  and  the  relative  line-continuum  ratio  at  times  from  60  ns  to  300  ns  after  the  laser 
pulse. 


Experimental  system 

The  experimental  system  includes  a  quadrupled  Nd:YAG  laser  (266  nm  wavelength,  3-ns 
pulse  width)  used  as  the  ablation  laser,  and  a  lens  to  image  the  laser-induced  plasma  into  the 
entrance  slit  of  a  Czemy-Tumer  spectrometer.  The  spectra  were  detected  by  an  intensified 
charge-coupled  device  (ICCD),  which  consists  of  a  thermoelectrically  cooled  CCD  and  a 
MicroChannel  Plate  image  intensifier.  This  detection  system  provides  a  spectral  window  of  ~13 
nm  and  resolution  of  typically  0.125  nm.  Gating  the  ICCD  and  changing  the  delay  time  enables 
the  spectra  to  be  temporally  resolved.  The  gate  width  was  set  at  30  ns.  This  study  emphasizes  the 
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early  phase  (<300  ns)  of  the  plasma  characteristics,  A  diagram  of  the  experimental  system  can  be 
found  in  Liu  et  al.  [5], 

Fused  silica  samples  were  cut  into  pieces  of  2  mm  width  and  2  mm  height,  and  placed  on 
an  xyz  translation  stage.  Craters  with  different  diameters  and  depths  were  fabricated  by  ablating 
the  silica  under  repetitively  pulsed  conditions  with  known  laser  beam  energies  and  spot  sizes.  A 
white-light  interferometric  microscope  was  used  to  measure  crater  dimensions.  The  silicon 
emission  line  Si(I)  at  288,16  nm  was  measured. 

Results  and  Discussion 

Effects  of  aspect  ratio 

Plasma  temperatures  and  electron  number  densities  were  measured  in  three  craters  and 
compared  to  the  data  from  flat  surface  LIBS.  The  crater  diameters  were  80,  160  and  490 
microns;  all  had  the  same  depth  of  about  480  micron.  The  data  are  shown  in  Fig.  la  (plasma 
temperature)  and  Fig.  lb  (electron  number  density).  The  inset  in  figure  la  shows  the  crater 
profiles.  The  plasma  temperature  is  higher  in  the  crater;  e.g.,  for  the  crater  aspect  ratio  of  six,  the 
plasma  temperature  decreases  from  77000  K  (in  the  crater)  to  40000  K  (1.0  mm  from  the  crater 
bottom),  and  electron  number  density  falls  from  2xl019  to  5xl018  cm'3.  On  a  flat  surface,  the 
plasma  temperature  and  electron  number  density  are  much  lower,  20000  K  and  2xl018  cm'3, 
respectively,  and  do  not  change  significantly  with  distance  from  the  surface. 

The  plasma  temperature  and  electron  number  density  in  the  small  crater  (aspect  ratio=6) 
are  much  greater  than  in  the  larger  craters  (aspect  ratio=3  and  1).  As  the  diameter  increases,  the 
plasma  temperature  and  electron  number  density  in  the  crater  approach  the  flat  surface  result. 
Effects  of  time 

To  evaluate  the  temporal  evolution  of  the  plasma  properties,  spectra  were  measured  at 
two  locations  for  the  crater  and  one  for  the  flat  surface  (points  A-C  in  inset  of  figure  2a).  For  the 
crater  with  depth  =  0.5  mm,  one  point  is  in  the  crater  (distance  from  the  bottom  surface  is  0.2 
mm)  and  the  second  point  is  outside  of  the  crater  (distance  from  the  bottom  surface  is  0.7  mm). 
For  the  flat  surface,  the  distance  was  0,2  mm 

Initially,  the  plasma  temperature  and  electron  number  density  in  the  crater  are  much 
higher  than  the  plasma  from  the  flat  surface.  At  a  time  of  about  90  ns,  the  plasma  temperature 
and  electron  number  density  in  the  crater  are  97000  K  and  6.0xl018  cm  3,  respectively;  while  the 
temperature  and  electron  number  density  of  the  plasma  from  the  flat  surface  are  much  lower, 
40000  K  and  3.0xl018  cm’3,  respectively. 

As_ time  increases,  the  plasma  temperature  and  electron  number  density  in  the  crater, 
Te=A]  t  and  ne=A2  tl  5\  respectively,  decrease  faster  than  outside  of  the  crater,  Te=A3 t090 
and  ne=A4  t  '  ,  respectively.  The  plasma  inside  the  crater  expands  out  of  the  crater  and  this 
results  in  a  dramatic  decrease  of  the  plasma  temperature  and  electron  number  density  inside  the 
crater.  For  the  flat  surface,  Te=A 5 1  and  ne=A$  t  °'95,  These  data  will  be  used  to  describe  the 
expansion  dynamics  of  the  plasmas,  which  will  be  presented  in  future  work. 
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Fig.  1)  Temperature  and  electron  number  density  and  vs.  distance  from  surface.  Time  =  100  ns 
and  irradiance  =  6.9  GW/cm2 
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The  effect  of  laser-induced  crater  depth  in  LIBS  analysis 

and  shock  wave  dynamics 

M.  Corsi,  G.  Cristoforetti,  M.  Hidalgo,  D.  Iriarte,  S.  Legnaioli,  V.  Palleschi,  A.  Salvetti 

and  E.  Tognoni 

Istituto  per  i  Procesi  Chimico-Fisici  del  Consiglio  Nazionale  delle  Ricerchc,  Via  Alfieri  1,  54124  Pisa  ( Italy) 

Abstract:  The  influence  of  the  crater  depth  on  the  laser-produced  plasmas  properties  has  been 
studied.  The  dynamics  of  the  shock  waves  resulting  from  the  laser-sample  interaction  inside 
and  outside  the  craters  and  the  results  of  in-depth  LIBS  analysis  of  metallic  samples  are 
discussed. 

©  2002  Optical  Society  of  America 
OCLS  codes:  (300.0300)  Spectroscopy 

1.  Introduction 

Laser-  Induced  Breakdown  Spectroscopy  (LIBS)  technique  is  being  used  in  the  recent  years  as  a  viable  tool  for 
fast  and  accurate  analysis  of  metals  [1,2].  One  of  the  most  appealing  characteristics  of  LIBS  is  the  possibility  of 
sampling  the  composition  of  the  materials  well  under  the  surface,  using  the  laser  itself  as  a  micro-drill.  It  has 
been  shown  in  the  literature  that  laser-  induced  crater  depth  can  be  controlled  by  varying  the  number  of  the  laser 
shots  on  the  surface,  and  that  the  ablation  rate  decreases  with  the  increasing  depth  of  the  crater.  Moreover,  the 
material  ablated  from  the  bottom  of  the  crater  appears  at  the  surface  of  the  metal  with  a  measurable  delay,  which 
increases  with  the  crater  depth  and,  therefore,  is  a  function  of  the  number  of  laser  shots  addressed  on  the  surface. 
It  has  been  also  proposed  that  the  shock  wave  resulting  from  the  laser-matter  interaction,  could  further  ionize  the 
surrounding  atmosphere,  thus  enhancing  the  spectroscopic  signal  and  increasing  the  sensitivity  of  the  LIBS 
analysis. 

This  work  is  focused  to  the  study  of  the  influence  of  the  laser-induced  crater  depth  on  the  nature  of  the 
resulting  plasmas  and  LIBS  signal,  which  is  particularly  useful  for  depth  profiling  analysis  of  solid  samples.  The 
spectroscopic  analysis  was  accompanied  with  a  study  of  the  formation  and  evolution  of  the  laser-induced  shock 
wave  inside  and  outside  the  different  craters 

2.  Determination  of  the  laser  ablation  rate 

The  relation  between  crater  depth  and  number  of  laser  shots  on  the  surface  of  a  copper  alloy  sample  was 
measured  using  the  method  introduced  by  Russo  [3].  A  copper  disk  was  cut  in  two  parts,  which  were 
superimposed  and  held  firmly  together  in  order  to  present  at  their  junction  a  smooth  edge  over  which  the  laser 
was  shot.  With  this  particular  geometry  was  possible,  after  separating  the  two  pieces  of  metal,  to  obtain  the 
sections  of  the  laser-produced  craters  whose  depths  could  be  easily  evaluated. 

From  this  measurement  was  easily  calculated  the  relation  between  crater  depth  and  number  of  laser  shots,  as 
shown  in  Figure  1. 


Rg.  1 .  Crater  depth  vs.  number  of  laser  shots 
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3.  Study  of  shock  wave  dynamics 

The  interaction  of  an  intense  laser  beam  with  a  metallic  surface  produces  a  strong  shock  wave  that  propagates  in 
the  surrounding  atmosphere  according  to  the  laws  of  strong  explosion.  The  mechanical  expansion  of  the  shock 
wave  is  one  of  the  most  effective  ways  in  which  the  laser-induced  plasma  lose  its  energy;  it  is  therefore 
interesting  to  experimentally  determine  the  propagation  laws  of  the  shockwave  inside  and  outside  the  laser- 
produced  crater. 

In  order  to  derive  these  laws  was  necessary  to  measure  the  position  of  the  shock  wave  front  as  a  function  of 
time  m  the  first  few  microseconds  after  the  laser  pulse.  This  was  accomplished  using  the  high-speed  Schlieren 
shadowgraphy  method,  and  acquiring  successive  shadowgrams  at  intervals  of  1  ps  with  a  DTA  CCD  camera 
coupled  with  a. frame  camera.  From  the  shadowgrams  was  possible  to  measure  the  position  of  the  shock  wave 
front  at  the  different  times,  and  thus  to  obtain  the  propagation  law  R(t)  of  the  shock  wave  front.  The  same 
measurements,  repeated  after  multiple  laser  shots,  i.e.  at  different  crater  depths,  resulted  in  the  plot  shown  in 
Figure  2a. 

According  to  the  strong  explosion  theory  of  the  laser-produced  shock  waves,  the  propagation  of  a  (semi-) 
spherical  shock  front  can  be  represented  (  for  t>  to)  as: 

R(t)°c  (t-t0)rs  (i) 

where  %,  representing  the  time  needed  to  the  shock  wave  for  exiting  the  crater,  is  zero  at  the  sample  surface. 
From  the  best  fitting  of  the  experimental  data  with  eq.  ( 1 )  was  possible  to  derive  the  relation  between  t0  and  the 
number  of  laser  shots  and  then,  using  the  results  shown  in  Figure  1 ,  between  to  and  crater  depth.  This  relation  is 
shown  in  Figure  2b.  The  dependence  shown  in  this  figure  can  be  represented  in  a  form  similar  toeq.  (1),  except 
for  the  exponent  (1/5  instead  of  2/5).  1  1 


(2) 

The  1/5  exponent  in  this  equation  is  consistent  with  an  almost-planar  propagation  of  the  shock  wave  inside 
the  crater.  This  behaviour  was  confirmed  by  the  results  of  a  numerical  simulation  carried  out  using  a  variation  of 
the  hydrodynamic  code  GASDYN,  a  2D  Eulerian  hydrodynamic  code  based  on  the  conservation  equation  for  an 
ideal  fluid  along  with  the  equation  of  state  of  a  perfect  gas  [4], 


Fig.2.  Propagation  law  of  the  shock  wave  front  after  different  number  of  laser  shots  al  the  sample  surface  (a),  and  travel 
time  inside  the  laser  produced  crates  as  a  ftmction  of  crater  depth  (b) 
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4.  The  effect  of  crater  depth  in  the  LIBS  measurements 

The  influence  of  the  laser  parameters  and  sample  nature  on  the  laser-induced  crater  has  been  studied  by  many 
authors.  Mitchell  et  al  [51  found  that  the  higher  the  laser  repetition  rate,  the  higher  the  atomic  emission  signal 
and  subsequently,  the  greatest  the  mass  ablated  and  laser  induced  crater  depth.  Allemand  and  Ishizuka  [6]  have 
shown  that  the  reflectivity  of  the  sample  surface,  the  density,  the  specific  heat  and  the  boiling  point  temperature 
of  the  solid  target  have  an  important  influence  on  the  shape  and  size  of  craters.  For  depth  profiling  analysis, 
however,  could  be  very  interesting  to  know  how  laser-induced  crater  depth  influences  the  observed  LIBS  signal, 
and  consequently,  the  in-depth  analysis  of  the  material. 

To  study  this  influence,  laser  plasmas  were  produced  at  the  bottom  of  craters  having  different  depths  in  a 
copper  alloy  disk.  Plasmas  produced  inside  the  craters  were  spatially  and  temporally  resolved  and  then 
compared  with  those  produced  at  the  surface  of  the  metallic  sample. 

Crater  walls  interact  with  the  spark  modifying  the  spatial  and  temporal  distribution  of  the  plasma  plume 
temperature  an  electronic  density,  and  consequently  affecting  the  observed  LIBS  signal  A  clear  example  of  this 
phenomenon  is  shown  in  Figure  3.  Here  is  represented  the  spatial  distribution  of  the  216.51  nm  Cu(I)  atomic 
line  (a)  and  214.89  nm  Cu(II)  ionic  line  observed  from  plasmas  produced  at  the  sample  surface  and  at  the 
bottom  of  two  craters  of  1.0  mm  and  1.5  mm  depth  respectively.  As  can  be  seen,  both  lines  present  different 
emission  profiles  depending  upon  the  crater  depth.  Emission  from  plasmas  generated  inside  the  1.0  mm  crater 
depth  is  intensified  due  to  its  interaction  with  the  crater  walls,  which  in  this  case  produce  a  sort  of  plasma 
confinement  effect.  Deeper  craters,  however,  actuate  as  a  plasma  cooling,  absorbing  the  plasma  radiation  which 
results  in  a  decrease  in  the  observed  LIBS  signal  as  shown  in  Figure  3. 


Fig.  3.  Spatial  distribution  of  Cu  (II)  line  at  214.89  nm  (a),  and  Cu(I)  line  at  216.51  nm  (b)  of  plasmas  produced  at 
different  crater  depths 
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A  fast  technique  for  micro  analytical  characterization  of  glass  and  tool  steel  is  now  available. 

The  local  resolved  analysis  of  the  chemical  composition  of  glass  is  one  of  the  main  application  fields  for 
microanalysis  using  LIBS.  Competing  conventional  techniques  require  high  efforts  for  sample  preparation. 
The  electron  spectroscopy  as  method  of  choice  often  leads  to  wrong  interpretation  of  results,  due  to  the 
insulator  properties  of  glass  and  corresponding  charge  effects  [  1  ]. 

A  glass  defect  in  a  tumbler  (Fig.  1)  has  been  characterized  by  a  micro-LIBS  line-scan,  using  a  266  nm 
diode-pumped  Nd:YAG-laser  for  excitation.  Three  characteristic  elements  have  been  selected,  showing 
significant  changes  in  absolute  intensity  at  the  transient  matrix-defect  (Fig.  2).  The  results  prove  the 
possibility  of  at-line  microanalysis  of  glass  defects.  Semi-quantitative  measurements  of  glass  defects  by 
comparison  of  plasma  spectra  of  the  defect  and  of  the  surrounding  area  satisfy  the  industrial  requirements. 
Impurities  of  raw  material  can  be  identified  and  characterized.  A  particular  monitoring  of  element 
impurities  in  the  ppm-range  is  possible.  By  measurement  of  calibration  samples  with  known  concentration 
of  the  corresponding  element  a  correlation  between  the  intensity  of  spectral  lines  and  the  element 
concentration  was  achieved,  too. 

Tool  steel  has  been  characterized  by  laser  microanalysis,  too.  The  change  of  elemental  composition  at  the 
transient  stellite-solder  has  been  determined.  An  area  scan  (Fig.  3)  gave  a  complete  two-dimensional 
picture  of  the  selected  elements,  showing  abrupt  changes  along  the  solder  edge.  On  the  basis  of  the  results 
it  is  shown,  that  laser  microanalysis  is  a  suitable  technique  for  quality  control  in  steel  production  as  well  as 
for  fundamental  research  of  dynamic  changes  (e.g.  diffusion)  in  steel. 

A  new  laser  microscope  system  has  been  developed  and  used  for  micro-analytical  characterization  of 
complex  material  by  multi-element-analysis  within  a  few  seconds.  A  local  resolution  below  10  pm  is 
possible.  The  universal  measuring  principle  of  LIBS  in  combination  with  an  Echelle  optics  permits  real 
simultaneous  multi-element-analysis  over  a  range  of  200  nm  -  780  nm  with  a  spectral  resolution  of  a  few 
pm. 

Variations  in  main  elemental  composition  as  well  as  impurities  by  trace  elements  are  detected  at  the  same 
time.  The  element  specific  detection  limits  are  in  the  range  of  10  -  100  ppm.  The  developed  microscope 
system  features  a  completely  UV-transparent  optics,  resisting  high  laser  power,  and  an  optical  laser- 
microscope-coupling,  adjustable  to  the  excitation  wavelength  of  the  laser.  The  integrated  step-motor  driven 
x-y-table  allows  a  scanning  range  on  the  sample  of  75  mm  x  25  mm,  with  a  repetition  accuracy  of  better 
than  1  pm. 

The  use  of  laser  microanalysis  is  not  limited  to  glass  and  tool  steel  only,  it  is  a  prospective  method  for  other 
material  as  well,  e.g.  wood  [2]. 
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Figure  1:  Microscope  picture  of  glass  defect  (point  defect)  in  a  tumbler 


Figure  2:  Changing  elemental  composition  of  a  glass  defect  (point  defect)  in  a  tumbler  -  Line  scan 


FE1-3 


Intensity  /a.u. 


100000 


80000 


Distance  0 
/  |jm 

-10 

in  mmsmmsmR ~jra« — r  .n— r —  n  • 

Distance 

-300  ™  /Mm 

Fig.  3:  Elemental  distribution  along  the  solder  edge  of  a  tool  steel  -  Area  scan 


Fig.  4:  New  developed  Laser  micro  analyzer 
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Abstract:  Several  samples  of  oriental  colored  pottery  have  been  analyzed  with  micro- 
LIBS  and  micro-Raman  technique  in  order  to  get  information  about  the  elemental 
composition  and  molecular  structure  of  the  pigments  used. 

©2002  Optical  Society  of  America 
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1.  Introduction 

The  idea  of  using  Laser  Induced  Breakdown  Spectroscopy  for  analysis  and  characterization  of  materials 
used  in  Cultural  Heritage  was  proposed  several  years  ago  by  FORTH  Institute  in  Crete  (Greece)  and  former 
IFAM  (now  Institute  for  Chemical -Physical  Processes)  in  Pisa  (Italy). 

More  recently,  the  same  laboratories  have  developed  multi-technique  instruments  for  micro-LIBS  and 
micro-Raman  analysis  with  the  aim  of  obtaining  quantitative  elemental  characterization  of  the  materials  by 
LIBS,  and  qualitative  discrimination  of  the  molecular  structure  of  the  same  using  micro-Raman 
spectroscopy.  The  joint  use  of  the  two  techniques,  in  fact,  allows  for  a  complete  characterization  of  the 
material  used.  In  many  cases,  the  information  obtained  by  Raman  spectroscopy  could  clarify  the  findings  of 
LIBS  analysis  (a  typical  case  is  the  analysis  of  pigments  with  similar  composition  but  different  molecular 
structure)  and,  vice-versa,  the  LIBS  analysis  could  be  useful  for  the  identification  of  materials  characterized 
by  weak  Raman  response. 

The  Applied  Laser  Spectroscopy  Laboratory  in  Pisa  has  already  successfully  exploited  the  benefits  of 
joint  LIBS/Raman  measurements  in  the  analysis  of  fragments  of  Roman  frescoes  coming  from  “Villa  di 
Giulia”  in  Ventotene  and  Cividade  Camuno,  in  northern  Italy.  Moreover,  a  detailed  analysis  by  LIBS  and 
Raman  on  a  small  fragment  of  a  painting  from  Domenico  di  Pace,  called  “II  Beccafumi”  has  been  recently 
completed,  allowing  the  complete  characterization  of  the  red  pigment  used  as  foreground  color  and  the  blue 
pigment  used  as  a  base. 


2.  Description 

In  this  paper,  we  report  the  results  obtained  by  LIBS  and  Raman  analysis  of  fragments  of  “ Red-Black 
Burnish  pottery,  coming  from  surface  findings  in  Tell  el-Bek,  near  Harim  in  the  Oronte  valley  In  the 
northern  part  of  Syria.  The  pottery  is  dated  to  the  cupper  age  and  is  characterized  by  the  presence  of  red  and 
black  colors. 
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Fig.  1 .  Some  of  the  ceramic  fragments  analyzed  by  LIBS  and  Raman 


Both  the  black  and  red  parts  have  been  analyzed.  The  Raman  spectrum  of  the  black  part  of  the  fragment 
is  shown  in  figure  2,  together  with  the  Raman  spectra  of  the  so-called  Ivory  Black  (carbon-based  black 
([Ca3(P04)2j  +  CaC03  +C),)  and  magnetite  (Fe304),  a  iron-based  black  pigment  that  could  have  been 
produced  by  the  thermal  treatment  of  the  substrate  in  reducing  environment. 


Raman  Shift  (cm'1) 


Fig.  2.  Experimental  micro-Raman  spectrum  of  the  black  pigment,  compared  with  reference  spectra  of  Iron  Black  and  Magnetite 
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3.  Discussion 

The  identification  of  the  black  pigment  as  Iron  black  seems  to  be  quite  straightforward,  supporting  the 
hypothesis  that  the  black  color  was  generated  during  firing  of  the  argillaceous  clay  material  in  the  presence 
of  organic  material  (wood,  leafs,  etc..). 

Moreover,  the  LIBS  spectrum  of  the  same  black  pigment  allows  excluding  the  use  of  Manganese  Oxide 
(another  material  that  could  have  been  added  to  the  substrate  for  obtaining  the  black  color). 


Fig.  3.  A  portion  of  the  LIBS  spectrum  of  the  black  pigment,  showing  the  absence  of  Mn  lines.  Lines  from  Iron 
and  Strontium  (elements  present  in  the  substrate)  are  also  shown. 


Similarly,  the  Raman  and  LIBS  spectra  of  the  red  pigment  show  the  evidence  of  use  of  Hematite 
(Fe203). 

The  present  findings  are  qualitatively  confirmed  by  microscopic  analysis  performed  on  thin  sections  of 
the  same  pottery.  The  microscopic  analysis  shows,  in  correspondence  of  the  reddish  parts  of  the  pottery,  a 
thin  colored  layer  spread  over  a  deep  black  substrate  which  is  almost  surely  resulting  from  the  firing 
treatment  of  the  clay  argillaceous  material  of  the  substrate. 
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1.  Introduction 

The  plating  facility  in  Winnipeg  for  the  Canadian  Royal  Mint  has  identified  a  problem  with  QC  of  the  plated 
layer  thickness  of  their  coins.  Typically,  the  coins  are  of  Iron  core,  plated  with  approximately  40-to-80  micron-thick 
alternating  layers  of  Nickel,  Copper,  and  Nickel.  Current  mechanical  methods  are  slower  and  labor  intensive. 

This  work  is  focusing  on  the  applicability  of  LIBS:  We  believe  that  this  is  a  unique  LIBS  application  where  no 
other  current  spectroscopic  method  (ICP  or  XRF)  can  be  applied.  The  method  is  going  to  be  discussed  and  results 
with  pre-calibrated  coins  are  going  to  be  presented. 

2.  Method  development 

2. 1  Methodology 

First,  one  has  to  identify  a  single  spectral  window,  in  which,  by  one  LIBS  shot  one  can  determine  simultaneously  all 
three  elements  of  interest,  Cu,  Ni  and  Fe.  Consideration  must  be  given  that  maximum  resolution  has  to  be 
maintained.  We  identified  the  following  lines  of  interest  that  can  be  obtained  with  a  single  LIBS  shot,  as  shown  in 
Figure  1  below: 


Fig.  1 .  Spectral  lines  of  the  three  elements  of  interest,  Cu,  Ni  and  Fe,  that  can  be  obtained  with  a  single  LIBS  measurement. 
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By  observing  these  vanations,  and  applying  proprietary  analysis  techniques,  we  determined  that  thickness 
measurements  is  possible  with  a  relative  standard  deviation  of  around  10%  on  layer  thickness  of  about  25  microns. 
Table  2  presents  data  obtained  from  a  quality  control  sample  of  pre-determined  layer  thickness.  Sixteen  different 
spots  of  around  2mm'  sample  size  were  used  as  a  test  to  our  method. 


213 


FE3-3 


Table  2. 

16-point  Statistics  on  Layer  thickness  determination  using  LIBS 

Sample 

3-layer  QC  #5 

Layer  3  (top) 

Layer  2 

Layer  1  (Bottom) 

Shot  #s 

Shot  #s 

Shot  #s 

Spot  1 

62 

78 

69 

Spot  2 

61 

80 

40 

Spot  3 

53 

104 

31 

Spot  4 

50 

83 

53 

Spot  5 

54 

100 

34 

Spot  6 

66 

84 

34 

Spot  7 

54 

94 

36 

Spot  8 

47 

72 

69 

Spot  9 

48 

69 

_ _  70 

Spot  10 

54 

—  for  ~ 

"  ~~  _ 

Spot  1 1 

48 

100 

. IT . 

Spot  12 

76  ~ ”  ’ 

73 

88 

Spot  13 

61 

1 12 

82  7 

Spot  14 

74 

105 

64 

Spot  15 

70 

94 

73 

Spot  16 

65 

93 

77 

Average 

60.27 

90.64 

64 

RSD  (%) 

18 

13 

13 

3.  Summary 

Tracer  2100™  can  determine  layer  thickness  by  identifying  the  layer  boundaries  using  successive  shots  and 
proprietary  analytical  methods,  with  a  precision  of  less  than  0.5  microns  in  less  than  10  minutes  total  analysis  and 
preparation  time  with  precision  less  than  20%. 
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